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1.  INTRODUCTION 


For  many  years,  breast  cancer  has  been  the  second  most  common  disease  for 
women  in  the  United  States.  On  average,  one  out  of  seven  females  will  be  diagnosed  with 
breast  cancer  during  their  lifetimes.  Currently,  radiation  therapy  is  still  one  of  the  most 
effective  treatment  modalities  for  all  stages  of  localized  breast  cancer.  Especially  for 
early  stage  (T1  -  T2)  patients,  breast  conservation  with  lumpectomy  followed  by 
irradiation  has  been  very  successful.  At  present  time,  the  most  widely  used  radiotherapy 
technique  for  treating  breast  cancer  consists  of  two  opposed  tangential  photon  fields. 
However,  this  technique  has  three  major  limitations.  First  of  all,  part  of  the  lung  and  heart 
(in  the  case  of  the  left  breast  treatment)  may  be  exposed  to  a  high  radiation  dose  due  to 
tumor  location,  patient  size  or  in  the  case  of  chest-wall  treatment.  Secondly,  because  of 
lack  of  electron  build-up  in  a  photon  beam,  the  skin  surface  receives  a  low  dose.  Thirdly, 
the  contralateral  breast  may  receive  a  significant  amount  of  scatter  dose.  Consequently, 
irradiation-related  complications  such  as  arm  edema,  myocardial  infarction,  severe  breast 
fibrosis,  and  secondary  breast  cancer  may  occur  in  the  patients  who  have  undergone 
conventional  photon  beam  treatment. 

The  state  of  the  art  computer-controlled  medical  linear  accelerators  and  multi-leaf 
collimators  (MLCs)  have  become  widely  available  now.  These,  combined  with  newly 
developed  intensity  modulated  radiation  therapy  (IMRT)  treatment  planning  systems 
(TPS),  provide  significant  improvement  in  the  delivery  and  control  of  external  beam 
radiation  through  beam-intensity  modulation.  Although  the  photon  beam  IMRT  is  a 
powerful  tool  for  treating  the  tumors  that  extend  deeply  into  tissue  below  the  skin 
surface,  it  is  not  suitable  for  treating  very  shallow  targets  like  breast  cancers  due  to  the 
low  surface  doses  and  large  depth  of  photon  beam  penetration.  For  photon  beam  IMRT, 
the  slow  attenuation  of  photon  beams  can  still  deliver  a  significant  dose  to  the  critical 
structures  that  are  far  from  the  target.  Thus,  using  photon  beam  IMRT,  the  problem  one 
above  may  be  significantly  improved,  but  problem  two  will  remain,  and  problem  three 
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may  become  more  serious  as  treatment  time  increases  with  the  number  of  segments  and 
fields  used  (increase  leakage  or  scattering  dose). 

A  promising  alternative  approach  is  modulated  electron  radiation  therapy  (MERT) 
(1,  2).  The  rapid  dose  falloff  of  electron  beams  makes  electron  therapy  an  attractive 
treatment  modality  for  some  shallow  targets  like  breast  cancers.  In  addition,  compared  to 
photon  beams,  electron  beams  have  negligible  scatter  radiation.  Furthermore,  because 
MERT  mainly  uses  normal  incident  electron  beams,  it  is  less  affected  by  patient’s 
respiration  as  compared  with  tangential  photon  beams.  Conceptually,  each  MERT  plan 
consists  of  multiple  ports  (gantry  angles)  with  different  electron  energies  (energy 
modulation)  and  optimized  beam  intensity  (intensity  modulation).  Dose  conformity  in  the 
depth  direction  may  be  achieved  by  electron  energy  modulation,  which  is  unique  to 
MERT.  Dose  conformity  and  uniformity  in  the  lateral  direction  may  be  achieved  by 
intensity  modulation  using  an  electron-specific  MLC  (EMLC).  Through  both  intensity 
and  energy  modulations,  MERT  is  capable  of  delivering  highly  conformal  doses  to 
targets  with  complex  shapes  and  of  sparing  surrounding  normal  tissue,  particularly,  the 
distal  critical  structures.  Thus,  it  is  expected  that  with  MERT,  problem  one  may  be 
significantly  improved  and  problems  two  and  three  can  be  completely  eliminated  due  to 
the  nature  of  electron  beams. 

However,  because  of  severe  electron  in-air  scattering,  the  conventional  photon 
beam  MLC  (PMLC)  is  not  suitable  for  the  delivery  of  MERT  plans.  An  electron  beam 
collimated  by  a  PMLC  has  a  relatively  large  penumbra  (3)  due  to  the  location  and  the 
thickness  of  the  PMLC.  A  PMLC  is  normally  located  at  a  large  distance  (40  ~  60  cm) 
from  the  patient  skin  surface.  As  an  example,  out  of  the  most  popular  medical  linear 
accelerators,  the  distance  from  the  leaf  bottom  to  the  isocenter  is  46.1  cm  for  Varian 
CLINAC  2100C,  62.7  cm  for  Elekta  SL  75-5,  and  62.1  cm  for  Siemens  Digital  Mevatron. 
When  electrons  travel  this  long  distance  from  the  PMLC  to  the  patient  skin,  the  beam 
penumbra  will  be  broadened  and  the  useful  sharpness  of  the  beam  edge  will  be  smeared 
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out  due  to  the  extended  electron  source  and  in-air  multiple  scattering  (4).  The  thickness 
of  a  PMLC  is  optimized  to  minimize  the  leakage  dose  for  photon  beams  (5).  The  leaf 
thickness  is  6.13  cm  for  Varian  CLINAC  2100C,  7.5  cm  for  Elekta  SL  75-5,  and  7.6  cm 
for  Siemens  Digital  Mevatron.  According  to  a  study  by  Ebert  and  Hoban  (6),  the  amount 
of  electrons  scattered  from  the  end  or  side  of  an  MLC  leaf  is  proportional  to  the  area 
irradiated  by  the  beam.  For  thick  leaves,  large  areas  of  leaf  ends  and  sides  will  be 
exposed  to  the  electron  beam,  and  will  therefore  produce  a  large  amount  of  scattered 
electrons  into  the  beam,  which  will  broaden  the  beam  penumbra. 

To  deliver  MERT  plans  effectively,  we  designed  and  manufactured  a  prototype 
EMLC  based  on  the  results  of  Monte  Carlo  simulations  and  a  conventional  Varian  25  x 
25  cm^  electron  applicator  (Varian  Medical  Systems,  Palo  Alto,  CA).  Based  on  the 
manufacturer’s  specifications  of  the  beam  production  system  and  the  EMLC  design, 
electron  beams  collimated  by  this  EMLC  were  simulated  for  a  Varian  CLINAC  2100C 
linear  accelerator  using  the  EGS4/BEAM  code  (7,  8).  In  addition,  the  EMLC  was  also 
experimentally  evaluated  using  various  methods. 

The  goals  of  this  Post-doctoral  Traineeship  were  two-fold.  The  first  one  was  to 
provide  the  PI  with  a  valuable  opportunity  to  learn  and  apply  modern  radiotherapy 
techniques  to  breast  cancer  treatment  and  to  train  the  PI  for  a  career  as  a  breast  cancer 
research  scientist  and  a  radiation  oncology  physicist.  The  second  goal  was  to  simulate, 
design,  manufacture,  and  evaluate  a  prototype  EMLC  specifically  for  the  delivery  of 
MERT  plans.  The  project  had  four  specific  aims: 

1.  Design  an  EMLC  using  the  Monte  Carlo  simulation. 

The  EGS4/BEAM  Monte  Carlo  system  and  the  source  model  developed  in  our  lab  (9) 
were  used  to  simulate  EMLCs  with  various  leaf  materials  and  geometric  configuration. 
The  optimal  EMLC  configuration  was  determined  according  to  the  clinical  requirements, 
which  included  the  minimum  beam  penumbra,  maximum  beam  flatness,  and  minimum 
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radiation  leakage  produced  by  the  EMLC  and  the  minimum  weight,  size,  and 
manufacturing  cost  of  the  EMLC. 

2.  Manufacture  a  prototype  EMLC  for  MERT 

A  manually  driven  prototype  EMLC  was  manufactured  at  our  machine  shop  based  on  the 
optimal  configuration  determined  by  the  Monte  Carlo  simulations.  A  fully  functional 
computer-controlled  EMLC  was  beyond  the  scope  of  this  project  due  to  its  technical 
complexity,  manufacturing  cost,  and  time  requirement. 

3.  Develop  special  software  required  for  the  use  of  EMLC 

Monte  Carlo  simulated  electron  pencil  beams  collimated  by  the  EMLC  was  incorporated 
into  the  inverse  treatment  planning  process.  An  existing  photon  leaf  sequence  algorithm 
was  modified  specifically  for  the  EMLC.  The  EMLC  was  modeled  and  incorporated  into 
our  multiple-source  beam  model  for  Monte  Carlo  simulation.  The  final  dose  delivered 
using  the  EMLC  for  the  optimized  plan  was  calculated  using  the  Monte  Carlo  method. 

4.  Evaluate  the  functionality  of  the  EMLC 

Extensive  experimental  measurements  were  performed  using  the  developed  EMLC 
prototype  to  evaluate  its  functionality  and  check  whether  it  met  design  specifications.  The 
experiments  were  performed  using  file  dosimetry,  ion  chambers,  TLD,  diode  detectors, 
and  the  beam  imaging  system  (BIS)  (10). 

In  this  report,  I  will  summarize  the  highlights  of  my  training  and  research  as 
originally  proposed  in  the  Postdoctoral  Traineeship  application  by  Dr.  Steve  B.  Jiang 
(original  PI). 


2.  BODY 

Training 

The  Department  of  Radiation  Oncology  at  Stanford  University  School  of  Medicine 
has  established  a  comprehensive  postdoctoral  training  program  in  radiation  oncology 
physics  since  1996.  A  unique  feature  of  this  program  is  that  it  emphasizes  not  only  the 
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cutting-edge  research  covering  radiation  therapy,  computer  simulation  and  modeling, 
image  processing,  molecular  imaging,  and  image-guided  radiation  therapy,  but  also 
provides  extensive  clinical  training  to  its  postdoctoral  fellows,  ranging  from  the 
conventional  3D-conformal  radiation  therapy  (3D-CRT)  to  the  state  of  the  art  intensity 
modulated  radiation  therapy  (IMRT)  and  frameless  radiosurgery  such  as  CyberKnife. 
Under  the  leadership  of  Dr.  Arthur  L.  Boyer,  the  Director  of  the  Radiation  Physics 
Division,  this  program  has  become  one  of  the  best  postdoctoral  training  programs  in 
radiation  physics  in  the  United  States.  So  far,  all  graduates  from  this  program  have 
successfully  found  academic  positions  in  radiation  oncology  departments  across  the 
Unites  States.  Each  year,  the  Department  of  Radiation  Oncology  at  Stanford  University 
offered  two  courses  to  its  radiation  oncology  residents  and  postdoctoral  fellows:  the 
Physics  of  Radiation  Therapy  and  Radiobiology.  These  are  the  most  important  courses 
for  ABR  certification  examination  for  radiation  oncologists  and  radiation  oncology 
physicists.  Both  courses  were  one-semester  long  and  covered  the  major  aspects  of 
radiation  therapy  and  radiobiology  with  emphasis  on  the  practical  details.  The  courses 
also  covered  some  of  the  hot  topics  such  as  gene  therapy,  molecular  imaging,  and  image- 
guided  radiation  therapy.  In  addition,  I  also  attended  the  weekly  Cancer  Education 
Seminar  Series  hosted  by  Stanford  University  School  of  Medicine,  in  which  leading 
cancer  researchers  and  clinicians  presented  their  research  results.  In  order  to  learn  more 
advanced  radiation  therapy  techniques,  I  also  attended  some  of  the  important  professional 
conferences  and  meetings.  These  include  the  2001  ASTRO  Annual  Meeting  in  San 
Francisco,  2003  AAPM  Annual  Meeting  in  San  Diego,  and  the  7*'’  International 
Symposium  on  3D-DRT  and  IMRT  in  San  Francisco. 

The  Department  of  Radiation  Oncology  also  held  its  annual  IMRT  Symposium 
and  AcQSim  Symposium,  which  all  postdoctoral  fellows  were  required  to  attend. 
AcQSim  is  a  software  package  for  optimizing  CT-based  localization  and  treatment 
planning.  The  Department  of  Radiation  Oncology  also  had  weekly  clinical  radiation 
physics  seminars,  in  which  guess  speakers,  faculty,  and  postdoctoral  fellows  presented 
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their  research  results.  Under  the  direct  guidance  of  Dr.  Arthur  L.  Boyer,  I  have  learned 
the  basic  theories  of  Monte  Carlo  simulation,  modulated  electron  radiation  therapy 
(MERT),  intensity  modulated  radiation  therapy  (IMRT),  and  sweeping  window  arc 
therapy  (SWAT).  I  have  also  learned  IMRT  treatment  planning,  X-Knife  RT-2  treatment 
planning,  CyberKnife  Stereotactic  Radiosurgery  treatment  planning,  and  HDR 
brachytherapy  treatment  planning.  Additionally,  I  have  also  learned  how  to  operate 
Varian  CLIN  AC  linear  accelerators,  Marconi  CT  scanner,  and  Wellhofer  dosimetry  data 
acquisition  system.  Furthermore,  I  have  also  had  opportunities  to  learn  film  dosimetry 
and  to  participate  in  the  commissioning  of  radiation  treatment  planning  systems  (TPS)  for 
IMRT  treatment.  As  an  important  part  of  my  postdoctoral  training,  I  was  also  assigned 
clinical  duties  such  as  IMRT  treatment  planning,  chart  check,  and  machine  QA. 

Research 

Recently,  MERT  has  been  exploited  extensively  for  breast  cancer  treatment.  In 
this  technique,  the  electron  beam  intensity  pattern,  energy,  and  incident  direction  are 
optimized  to  deliver  the  optimal  radiation  dose  to  the  target.  This  technique  requires  a 
proper  beam-shaping  device  for  the  intensity-modulated  beam  delivery.  We  proposed  to 
develop  an  EMLC  specifically  MERT.  The  EMLC  will  be  located  near  the  patient's  skin 
and  have  much  thinner  leaves,  and  optimal  shape  of  leaf  ends  and  sides.  We  hypothesize 
that  the  quality  of  the  electron  beams  and  thus,  the  clinical  effect  of  the  MERT  will  be 
further  improved  if  we  shape  the  electron  beams  using  the  EMLC  instead  of  using  the 
conventional  photon  MLC  since  the  photon  MLC  was  designed  and  optimized 
specifically  for  photon  beams,  not  for  electron  beams. 

1.  Design  an  EMLC  using  the  Monte  Carlo  simulation 

An  essential  requirement  for  MERT  is  to  deliver,  both  accurately  and  efficiently, 
small-field  electron  beams  (beamlets)  of  different  energies  and  intensities.  Traditionally, 
electron  beams  are  shaped  using  a  cutout  and  different  energies  at  treatment  depths  may 
be  achieved  using  variable  incident  energies.  However,  it  would  be  very  time  consuming 
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to  make  cutouts  for  MERT  beam  delivery  and  the  treatment  time  would  become 
unacceptably  long  for  routine  clinical  applications.  Bolus  can  be  used  for  missing  tissue 
compensation  and/or  limited  depth  modulation.  However,  3D  bolus  requires  sophisticated 
techniques  to  build  and  it  does  not  provide  intensity  modulation.  As  to  the  existing 
photon  MLC  (PMLC),  although  electron  beam  collimation  can  be  achieved  in  some 
helium-filled  scanned  beam  systems  (11-14),  there  are  some  key  limitations  on  accurate 
beam  delivery  with  commonly  accessible  clinical  accelerators.  It  has  been  found  that  a 
source  to  surface  distance  (SSD)  of  70  cm  is  necessary  to  provide  a  clinically  acceptable 
field  using  the  PMLC  in  a  Varian  CLINAC  2100C  linear  accelerator.  Beams  collimated 
by  a  PMLC  were  found  to  be  inferior  to  applicator  fields  in  penumbra  and  uniformity. 
Monte  Carlo  simulations  showed  that  the  beam  penumbra  can  be  reduced  significantly  by 
either  replacing  the  treatment  head  air  with  helium,  together  with  a  helium  filled  balloon 
between  the  accelerator  and  the  patient  skin  or  moving  the  MLC  at  least  1 1  cm  towards 
the  patient,  or  both  (14).  According  to  accelerator  engineers,  however,  it  is  extremely 
difficult  (if  not  impossible)  to  replace  the  air  in  an  accelerator  head  with  helium  without 
major  changes  in  the  accelerator  design.  Therefore,  an  electron  specific  MLC  has  been 
proposed,  which  is  located  at  the  same  level  as  a  Cerrobend  cutout,  about  40  cm  closer  to 
the  patient  than  the  PMLC  (15).  An  EMLC  will  be  as  accurate  as  a  cutout  in  field  shaping 
and  as  efficient  as  a  PMLC  for  intensity  modulation.  It  is  generally  believed  that  one  of 
the  reasons  for  the  low  use  of  electron  beams  in  small  cancer  clinics  is  the  extra 
manpower  required  to  make  customized  cutouts  for  every  patient.  If  so,  the  development 
of  an  EMLC  will  not  only  meet  the  needs  for  MERT,  but  also  provide  an  efficient  and 
effective  device  for  beam  shaping  for  conventional  electron  therapy. 

We  have  performed  extensive  Monte  Carlo  simulations  of  electron  fields 
collimated  by  1.0  cm  wide  leaves  to  study  the  effect  of  material  type  and  leaf  thickness. 
Monte  Carlo  simulations  were  carried  out  on  a  cluster  of  22  Pentium  Pro  CPUs  (200 
MHz)  and  10  Pentium  III  CPUs  (450  MHz),  all  running  EGS4/BEAM,  MCDOSE,  and 
their  utilities  under  the  Linux  operating  system.  Although  the  beam  penumbral  widths  did 
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not  change  significantly  for  leaf  thickness  smaller  than  2.0  cm,  the  beam  intensity  outside 
the  field  was  affected  by  the  leaf  thickness  and  the  atomic  number  of  the  leaf  material. 


Electron  Leakage 


Clinac  2100C  20  MeV  10cm  x  10cm  field 


X  Axis  (cm) 


Figure  1.  Monte  Carlo  simulated  electron  (top)  and  photon  (bottom)  planar  fluence 
in  the  penumbral  region  and  outside  the  treatment  field  for  a  20  MeV  electron  beam 
collimated  by  an  EMLC  of  different  leaf  materials  and  thicknesses. 
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As  shown  in  Figure  1,  for  a  20  MeV  electron  beam,  1.5  cm  thick  zinc  leaves 
reduced  the  electron  fluence  outside  the  field  to  about  5%  of  the  central  axis  value.  These 
electrons  were  mainly  generated  by  the  bremsstrahlung  photons  in  the  MLC  leaves.  This 
was  confirmed  by  the  photon  fluence  as  shown,  where  1.5  cm  zinc  MLC  leaves  resulted 
in  about  60%  higher  photon  fluence  outside  the  field  compared  to  the  central  axis  photon 
fluence.  Some  electrons  were  also  scattered  off  the  leaf  ends  and  by  air.  For  1.5  cm 
copper,  1.5  cm  lead,  and  2.0  cm  steel,  the  electron  fluence  was  about  2.5%  of  the  central 
axis  value.  The  electron  fluence  was  reduced  to  about  1.5%  if  the  leaves  were  made  of 
1.5  cm  tungsten.  This  was  reflected  by  the  30%  less  photon  fluence  under  the  tungsten 
MLC  leaves  compared  to  the  central  axis  photon  fluence.  Clearly,  tungsten  is  superior  to 
other  materials  in  terms  of  leaf  leakage.  If  we  increased  the  tungsten  leaf  thickness  to  2.0 
cm,  the  electron  fluence  would  be  reduced  to  less  than  1%  of  the  central  axis  value  and 
the  photon  leakage  would  be  reduced  to  about  50%  of  the  central  axis  value  (not  shown). 

To  study  the  overall  effect  of  the  leaf  leakage,  leaf  scattering,  air  scattering,  and 
the  extended  source  in  an  electron  beam,  we  compared  the  dose  distributions  for  single 
fields  and  multiple  abutting  fields  collimated  by  an  electron  MLC  with  1,5  cm  thick 
tungsten  leaves.  We  compared  the  Monte  Carlo  calculated  dose  distributions  for  a  single 
4  cm  X  4  cm  electron  field  and  a  multiple  abutting  field  of  the  same  size  formed  by  four  1 
cm  X  4  cm  electron  fields  (15).  For  a  20  MeV  electron  beam,  the  dose  at  the  phantom 
surface  for  the  abutting  field  shows  about  4%  fluctuation  compared  to  a  single  electron 
field.  This  is  potentially  due  to  the  effect  of  leaf  shape  and  extended  source.  The  dose 
outside  the  field  for  the  abutting  field  is  about  3  times  higher  than  that  for  the  single  field, 
which  is  mainly  caused  by  the  leaf  leakage  due  to  the  longer  beam-on  time  to  deliver  the 
four  1  cm  X  4  cm  fields  and  electron  scattering  off  the  leaf  ends.  This  increased  leakage  is 
comparable  to  that  for  photon  IMRT,  where  the  beam-on  time  is  generally  3  ~  5  times 
longer  than  a  conventional  photon  treatment.  The  dose  at  3.0  cm  depth  shows  little 
difference  between  the  abutting  field  and  the  single  field  except  for  the  dose  near  the  field 
edges  and  outside  the  field.  For  a  6  MeV  electron  beam,  the  dose  at  the  phantom  surface 
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for  the  abutting  field  is  almost  the  same  as  that  for  the  single  field.  The  effect  of  leaf 
leakage  is  very  small  for  a  6  MeV  beam  and  the  dose  immediately  outside  the  field  is 
thought  mainly  due  to  the  effect  of  electron  scattering  in  the  air.  It  seems  that  field 
abutting  with  1.0  cm  beamlets  collimated  by  an  electron  MLC  can  provide  adequate 
beam  characteristics  for  MERT  for  the  beam  energies  investigated.  However,  the  dose 
outside  the  field  needs  to  be  minimized  through  beam  energy  and  leaf  sequence 
optimization. 

We  have  also  studied  electron  beam  collimation  using  a  photon  MLC  (16).  One  of 
the  advantages  of  using  a  photon  MLC  is  the  possibility  of  easily  combining  both  photon 
and  electron  beams  in  the  same  plan.  An  essential  requirement  for  matching  a  photon 
beam  and  an  electron  beam  at  different  depths  is  that  both  beams  share  the  same  source 
position.  Several  modifications  to  the  design  of  a  Varian  CLIN  AC  2300CD  accelerator 
have  been  proposed  (14),  one  of  which  was  to  replace  the  intervening  air  with  helium. 
This  could  significantly  reduce  the  effect  of  electron  scattering  in  the  air  on  the  beam 
penumbra.  However,  filling  the  accelerator  head  with  helium  requires  major 
modifications  to  the  existing  accelerator  design.  Also,  the  beam  properties  deteriorated 
significantly  for  energies  below  6  MeV  even  for  helium  filled  treatment  head  based  on 
the  results  of  our  previous  DOD  project  (16). 

To  solve  this  problem,  we  have  investigated  an  alternative  solution  -  a  thin  leaf 
MLC  at  the  electron  cutout  level  to  reduce  the  air  scattering  effect.  As  can  be  seen  in 
Figure  2,  the  unfocused  PMLC  leaf  ends  could  scatter  the  electrons  very  significantly  to 
degrade  the  beam  characteristics  near  the  field  edges.  The  Varian  MLC  has  rounded  leaf 
ends,  which  are  expected  to  have  similar  or  worse  dosimetric  characteristics  as  the 
unfocused  MLC  studied  here.  Focused  leaf  ends  could  greatly  improve  the  beam  edges 
and  provided  even  slightly  better  dose  profiles  inside  the  field  for  a  20  MeV  electron 
beam  compared  to  an  electron  MLC,  primarily  due  to  the  reduction  of  electron  scattering 
in  the  accelerator  head  (helium  vs.  air).  The  dose  outside  the  field  was  slightly  lower  for 
the  electron  MLC  than  for  the  photon  MLC.  For  a  6  MeV  beam,  an  electron  MLC  gave 
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slightly  better  surface  dose  profiles  both  inside  and  outside  the  field  than  the  focused  and 
unfocused  photon  MLC  (Figure  3).  The  difference  in  the  dose  profiles  decreases  with 
depth  (not  shown).  Note  that  in  these  comparisons,  we  have  placed  the  phantom  surface 
at  20  cm  below  the  photon  MLC  and  7  cm  below  the  electron  MLC  to  minimize  the 
effect  of  electron  scattering  in  the  air  or  helium  between  the  MLC  and  the  phantom  (a  fair 
comparison  for  using  both  MLCs).  It  is  evident  that  an  electron  MLC  will  have  similar 
dosimetric  characteristics  as  a  photon  MLC  with  focused  leaf  ends,  but  without  the  need 
to  replace  the  air  in  the  accelerator  head  with  helium. 


Lateral  Dose  Profile  (3  cm  Depth) 


Clinac  2100C  20  MeV,  10cmx10cm  field 


Figure  2  Monte  Cario  calculated  20  MeV,  10  cm  x  10  cm 
field  electron  beam  profiles  at  0.5  cm  depth  in  water. 
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Lateral  Dose  Profile  (Surface) 


Clinac  2100C  6  MeV,  lOcmxIOcm  field 


Figure  3.  Monte  Carlo  calculated  6  MeV,  10  cm  x  10  cm 
field  electron  beam  profiles  at  0.5  cm  depth  in  water. 

We  have  evaluated  the  Monte  Carlo  results  using  the  established  clinical  criteria.  The 
three  important  factors  are  beam  delivery  accuracy  (beam  penumbra),  beam  delivery 
efficiency  (treatment  time),  and  cost-effectiveness.  An  electron  MLC  is  more  accurate 
than  a  photon  MLC  for  MERT  beam  delivery.  It  has  smaller  beam  penumbra  for  small 
beamlet  delivery  compared  to  a  photon  MLC  for  the  currently  available  clinical 
accelerators  such  as  the  Varian  CLINAC  accelerators.  A  photon  MLC  also  requires  the 
air  in  the  treatment  head  to  be  replaced  by  helium  to  reduce  electron  scattering  effects, 
but  it  is  very  difficult  for  some  accelerators  if  not  impossible  because  of  the  accelerator 
configuration.  An  EMLC  is  more  efficient  than  electron  cutouts  for  MERT  beam 
delivery.  A  MERT  treatment  will  require  many  cutouts  for  a  single  treatment,  which  will 
take  much  longer  time  to  deliver.  In  the  long  run,  the  EMLC  based  MERT  beam  delivery 
will  be  more  economical  than  using  the  cutouts. 
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Based  on  our  Monte  Carlo  simulation  results  (15,  16),  we  designed  a  manually- 
driven  EMLC  for  this  project.  Since  our  primary  goal  was  to  study  the  EMLC  physical 
characteristics,  the  major  concerns  were  the  EMLC  leaf  shape  and  material.  The 
mechanical  characteristics  of  the  proposed  EMLC  are  listed  in  the  table  below: 


Leaf  material 

Tungsten  alloy 

Leaf  width 

0.5  cm  (nominal)  projected  at  100  cm  SSD,  leaves  will  travel  in 

the  X  direction 

Leaf  length 

20  cm,  installed  on  a  carriage  movable  along  x  direction 

Leaf  thickness 

1.5  cm 

Leaf  end  shape 

Straight  edge  (unfocused) 

Leaf  side  shape 

Straight  edge  (unfocused)  and/or  side  surface  focused  to  a  virtual 

source  position. 

Leaf  location 

The  bottom  of  the  leaves  will  be  at  about  95  cm  SSD 

Field  size 

Maximum  25  cm  x  25  cm  defined  at  100  cm  SSD 

These  parameters  were  determined  based  on  our  investigation  results.  We  have 
chosen  a  0.5  cm  leaf  width  because  thinner  leaves  will  not  provide  effective  beamlet 
collimation,  especially  for  energies  below  12  MeV,  while  wider  leaves  will  deteriorate 
spatial  resolution  in  the  y  direction  (across  the  leaves).  The  EMLC  leaf  length  was  chosen 
to  keep  the  overall  dimension  and  weight  low.  The  leaves  will  be  installed  on  a  movable 
carriage  to  compensate  the  limited  leaf  travel  in  the  x  direction.  The  1.5  cm  thickness  is 
considered  to  be  optimal  for  tungsten  leaves  in  terms  of  leaf  leakage  (about  1.5%  for  20 
MeV  electrons)  and  end  scatter.  Thicker  leaves  will  further  reduce  leaf  leakage,  but  will 
degrade  beamlet  penumbra.  Straight  leaf  ends  will  ensure  minimum  interleaf  leakage 
when  a  leaf  pair  is  closed.  Focused  leaf  sides  will  give  slightly  better  beamlet  penumbra 
in  the  y  direction  than  unfocused  leaf  sides.  For  equal  leaf  width  projected  at  100  cm 
SSD,  the  actual  leaf  width  will  vary  depending  on  the  off-axis  position.  For  easy 
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construction  (therefore  low  cost),  the  actual  leaf  width  can  be  made  the  same  for  a 
nominal  0.5  cm  leaf  width.  The  effective  leaf  positions  in  the  y  direction  will  be 
determined  experimentally  and  used  in  the  beamlet  dose  calculation  and  treatment 
optimization. 


Figure  4.  The  EMLC  placed  on  the  top  of  the 
last  scraper  A  25  x  25  electron  cone 


2.  Manufacture  a  prototype  EMLC  for  MERT  delivery 

Based  on  the  above-described  design,  the  mechanical  construction  of  the  EMLC 
was  done  in  our  machine  shop.  We  have  made  a  prototype  manually-driven  EMLC  to  test 
the  Monte  Carlo  simulations  and  for  the  experimental  work  scheduled  for  this  project 
(Figure  4).  The  EMLC  consists  of  30  steel  leaf  pairs,  which  were  made  using 
conventional  steel  bars  for  convenience  and  cost-effectiveness  (Tungsten  leaves  are 
difficult  to  machine  and  cost  too  much  to  built  it  for  this  project).  Leaf  ends  and  sides  are 
parallel  to  the  beam  axis,  i.e.,  unfocused.  Each  leaf  is  0.476  cm  wide  (about  0.5  cm  wide 
projected  at  100  cm  SSD),  20  cm  long,  and  2.54  cm  thick.  The  leaves  were  mounted  on  a 
steel  frame  attached  to  the  bottom  scraper  of  a  25  cm  x  25  cm  electron  applicator  on  a 
Varian  CLINAC  2100C  (Varian  Medical  Systems,  Palo  Alto,  CA).  This  was  the  best 
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possible  configuration  that  could  be  achieved  without  modifying  the  electron  applicator 
itself.  The  leaves  can  slide  in  the  steel  frame  and  the  leaf  positions  can  be  easily  set  using 
a  pre-cut  cardboard  for  a  beam  segment.  The  field  shape  is  maintained  by  tightening 
screws  from  the  side.  The  largest  radiation  field  available  using  the  electron  MLC  was 
15.7  cm  X  15.7  cm  projected  at  100  cm  SSD.  Since  the  cost  of  an  electron  applicator  was 
well  beyond  the  budget  of  this  project,  Varian  Medical  Systems  donated  an  electron 
applicator  specially  used  for  this  study.  Their  contributions  are  very  important  to  the 
development  of  the  EMLC. 

The  geometry  of  this  prototype  EMLC  was  simulated  using  the  BEAM  system. 
The  simulations  began  with  the  upper  phase  space  file  and  proceeded  through  the 
remainder  of  the  accelerator  and  prototype  EMLC  geometry.  At  the  isocenter  plane, 
particles  were  collected  into  a  phase  space  file,  which  was  then  used  for  dose  calculation 
on  a  homogeneous  water  phantom  composed  of  3  x  3  x  2  mm^  voxels.  The  goal  was  to 
verify  the  accuracy  of  the  Monte  Carlo  simulations,  so  extensive  measurements  were 
performed.  The  prototype  EMLC  was  installed  onto  the  treatment  head  of  a  Varian 
CLIN  AC  2100C  and  film  (Kodak  X-omat  V,  Eastman  Kodak  Company,  Rochester,  NY) 
measurements  were  performed  in  solid  water.  Measurements  were  taken  for  all  three 
energies  under  study  at  an  SSD  of  100  cm  (the  upper  surface  of  the  solid  water  phantom 
coincided  with  the  isocenter  plane).  The  film  was  scanned  using  a  Vidar  scanner  system. 
The  RIT  315  software  package  was  used  to  generate  isodose  distribution  for  comparison 
with  the  simulated  dose  results.  An  appropriate  film  calibration  curve  was  created  to 
convert  the  optimal  density  (OD)  of  the  film  to  the  delivered  dose.  In  addition,  a  final 
BEAM  simulation  and  dose  calculation  were  also  performed  with  the  photon  MLC  as  the 
final  electron  collimation  system.  Again,  no  attempt  was  made  to  simulate  the  specific 
number  of  leaves  and  leaf  widths  found  in  a  real  accelerator;  instead,  the  leaf  parameters 
were  adjusted  such  that  the  projected  photon  MLC  leaf  positions  exactly  matched  the 
positions  of  the  electron  MLC.  These  simulations  were  performed  in  a  helium 
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atmosphere,  and  the  resulting  dose  distributions  compared  with  the  electron  MLC 
simulation  results. 

3.  Develop  special  software  required  for  the  use  of  EMLC 

We  have  developed  a  complete  system  of  Monte  Carlo-based  inverse  treatment 
planning  for  modulated  electron  radiation  therapy.  The  system  incorporates  the  Monte 
Carlo  simulated  electron  pencil  beams  into  the  inverse  planning  process.  We  have  also 
modified  an  exiting  photon  beam  leaf  sequence  algorithm  to  make  it  suitable  for  MERT 
plan  delivery.  Additionally,  we  have  characterized  the  EMLC  using  a  multiple-source 
beam  model  for  fast  Monte  Carlo  simulation.  Furthermore,  we  have  also  studied  the 
effect  of  beam  delivery  on  optimized  modulated  electron  radiation  therapy  plans  in  the 
final  dose  calculation. 

In  the  inverse  treatment  planning  process  we  have  developed,  a  key  assumption  is 
that  the  dose  delivered  by  the  beamlets  is  not  significantly  different  from  the  dose 
delivered  by  an  MLC.  This  is  not  true  in  reality.  The  problem  is  that  beamlets  are  a 
purely  abstract  concept;  we  can  arbitrarily  choose  to  simulate  some  particles  and  not 
others.  In  a  physical  system,  particles  throughout  the  whole  field  are  active,  and  the  MLC 
serves  as  an  imperfect  mask  to  select  out  a  portion  of  those  particles.  The  MLC 
imperfections  can  take  the  form  of  scatter  and  leakage,  which  may  perturb  the  delivered 
doses.  As  a  result,  the  MLC-delivered  dose  may  differ  significantly  from  the  beamlet 
predicted  dose.  The  magnitude  of  this  effect  depends  on  the  specific  plan  and  leaf 
configuration;  as  such,  the  effect  cannot  be  known  a  priori.  It  is  important  to  emphasize 
that  in-air  electron  scattering  is  not  included  as  one  of  these  delivery  effects.  Because  the 
reconstruction  plane  is  at  least  several  cm  above  the  patient  skin  surface,  any  Monte 
Carlo  simulation  must  include  transport  of  particles  through  the  air  gap.  This  applies  for 
both  beamlets  simulation  and  for  simulation  of  the  actual  EMLC  delivery.  Thus,  the  in¬ 
air  scatter  is  already  included  in  the  beamlets  calculations.  This  disparity  between 
planned  and  delivered  dose  is  not  limited  to  modulated  electron  therapy.  Even,  in  photon 
IMRT,  beamlets  do  no  exactly  predict  the  dose  delivered  by  an  MLC.  The  most  notable 
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violation  is  the  tong-and-groove  effect.  Delivery  with  an  MLC  imposes  further 
differences  between  planned  and  delivered  doses.  In  the  inverse  treatment  planning 
system,  the  beamlet  weight  may  take  on  any  non-zero  value.  However,  because  of 
practical  restrictions  on  delivery  time,  these  weights  are  typically  stratified  into  discrete 
levels.  This  will  move  the  plan  away  from  the  optimized  intensity  map,  and  will  likely 
have  an  adverse  impact  on  the  dose  homogeneity  and  conformity.  In  this  section,  I  will 
briefly  describe  the  Monte  Carlo-based  inverse  treatment  planning  system  without 
touching  on  the  involved  mathematical  theory. 

Based  on  manufacturer’s  specifications  of  the  beam  production  system  and  the 
electron  applicator  design,  the  electron  beams  produced  by  a  Varian  CLINAC  2100C 
linear  accelerator  and  collimated  by  the  EMLC  were  simulated  using  the  EGS4/BEAM 
code.  Monte  Carlo  simulations  were  carried  out  using  a  group  of  22  Pentium  Pro  CPUs 
(200  MHz)  and  10  Pentium  III  CPUs  (450  MHz),  all  running  EGS4/BEAM,  MCDOSE 
(23,  24),  and  their  utilities  under  the  Linux  operating  system.  All  simulation  parameters, 
such  as  the  electron  and  photon  energy  cutoffs  (ECUT  and  PCUT),  the  maximum 
fractional  energy  loss  per  electron  step  (ESTEPE),  and  the  number  of  initial  electron 
histories,  were  specified  in  the  EGS4/BEAM  input  file.  In  this  study,  we  used  ECUT  = 
700  KeV  and  PCUT  =10  KeV,  below  which  all  remaining  energy  was  assumed  to 
deposit  on  the  spot.  ESTEPE  was  set  to  0.04.  The  EMLC  was  included  in  the 
EGS4/BEAM  simulations  as  an  MLC  component  module.  The  number  of  initial  electron 
histories  ranged  from  2-30  million,  depending  on  the  electron  energy.  Phase  space  data 
were  scored  at  a  plane  of  100  cm  SSD  after  the  particles  had  transported  through  the  linac 
treatment  head,  the  EMLC,  and  the  air  gap  beneath  it.  The  la  statistical  uncertainty  in  the 
dose  was,  in  general,  less  than  2%  of  the  Dmax  value.  Based  on  this  simulated  electron 
beam,  the  MERT  plans  were  then  created  using  our  modified  EGS4/MCDOSE  and  other 
related  codes. 

The  CT  scans  were  obtained  from  our  department’s  patient  database.  The  CT 
images  were  acquired  with  the  patients  in  supine  position.  During  CT  scanning,  a 
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thermoplastic  facial  mask  with  three  fiducials  was  used  for  the  purpose  of  patient 
immobilization  and  target  localization  for  the  subsequent  treatments.  For  each  patient, 
about  90  images  with  a  slice  thickness  of  3.0  mm  were  acquired  over  the  entire  treatment 
area.  Each  CT  image  had  an  in-plane  resolution  of  512  x  512  pixels,  with  each  voxel 
being  0.94  x  0.94  x  3.0  mm^  in  size.  The  CT  images  were  transferred  to  an  AcQSim 
system  (Marconi  Medical  Systems,  Inc.,  Cleveland,  OH)  for  further  processing.  The 
clinical  tumor  volume  (CTV)  and  critical  structures  were  contoured  on  the  axial  CT 
images  by  a  radiation  oncologist  using  the  AcQsim  workstation.  The  gross  tumor  volume 
(GTV)  was  defined  based  on  diagnostic  imaging  and  clinical  findings.  It  consisted  of 
gross  primary  and  nodal  tumors.  The  CTV  was  constructed  by  expanding  the  GTV  1.0 
cm  in  all  directions  to  cover  microscopic  extension  of  the  tumor.  The  PTV  was  obtained 
by  adding  a  0.5  cm  margin  uniformly  to  CTV  to  account  for  patient  setup  uncertainty  and 
organ  shift.  Like  photon  beam  IMRT,  any  structures  whose  dose  needed  to  be  kept  below 
a  certain  limit  or  whose  statistics  were  to  .be  calculated  in  the  MERT  plan  had  to  be 
contoured.  Only  those  contoured  targets  and  structures  were  considered  in  the  plan  and 
included  in  the  final  statistics.  In  addition,  in  order  for  our  MERT  inverse  planning 
programs  to  work  properly,  all  regions  of  interest  were  delineated  as  separate  structures. 
No  structure  overlapping  was  allowed  for  the  current  version  of  our  programs.  The  CT 
images,  along  with  the  outlined  structures,  were  transferred  to  a  workstation  using  the 
DICOM  3.0  format  and  then  converted  into  a  format  that  was  compatible  with 
EGS4/MCDOSE  code  so  that  they  could  be  sent  to  our  designated  Monte  Carlo  treatment 
planning  machines.  The  final  CT  images  used  in  MERT  planning  had  an  in-plane 
resolution  of  128  x  128  pixels  with  a  voxel  size  of  0.35  x  0.35  x  0.30  cm^  that  balanced 
resolution  with  the  Monte  Carlo  dose  calculation  time.  Additionally,  the  CT  numbers 
were  converted  into  mass  densities  and  material  types  for  Monte  Carlo  simulations. 
Based  on  the  CT  numbers,  each  voxel  was  designated  as  being  one  of  the  three  materials: 
air,  tissue  or  bone.  This  provided  the  approximate  effective  atomic  numbers,  cross- 
sections,  and  stopping  powers  for  each  voxel.  Figure  5  shows  the  simplified  MERT 
treatment  planning  flowchart. 
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1.  Select  proper  beam  angles  and  energies 


Figure  5.  MERT  treatment  planning  flow  chart. 
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To  facilitate  the  description  of  the  flowchart,  we  will  use  the  term  field  to  specify 
each  beam  angle/electron  energy  combination  and  reserve  the  term  port  to  indicate  a 
single  beam  orientation  (gantry  angle).  Thus,  a  plan  in  which  five  electron  energies  are 
delivered  at  a  single  gantry  angle  may  be  said  to  have  one  port  and  a  total  of  five  fields. 
Like  the  photon  beam  IMRT,  the  first  step  in  creating  a  MERT  plan  was  to  select  a  set  of 
suitable  beam  orientations,  i.e.,  gantry  angles,  to  fully  cover  the  target  volume  while 
sparing  the  adjacent  critical  structures  as  much  as  possible.  Each  port  was  then  divided 
into  1.0  X  1.0  cm^  beamlets,  i.e.,  the  smallest  beam  elements  for  dose  calculation.  All 
beamlets  smaller  than  1.0  cm  x  1.0  cm  at  the  edge  of  the  field  were  rounded  to  1.0  cm  x 
1.0  cm.  This  means  that  beam  intensity  within  a  1.0  x  1.0  cm  beamlet  would  not  be 
further  differentiated.  The  beamlet  size  was  defined  at  the  isocenter  plane.  The  goal  of 
this  step  was  to  determine  how  many  beamlets  were  required  to  simulate  for  each  port. 
The  user  specified  the  isocenter,  gantry,  collimator,  and  couch  angles,  the  desired  beamlet 
size,  and  the  dimension  of  the  search  space.  A  program  calculated  which  beamlets 
intersected  the  target  and  created  a  text  file  containing  these  beamlets  and  their 
coordinates.  This  file  was  used  by  MCDOSE  to  pre-calculate  the  beamlet  dose  kernels. 
The  total  number  of  beamlets  was  the  sum  of  the  beamlets  over  all  ports.  A  beamlet  could 
be  turned  off,  i.e.,  assigned  a  weight  of  zero,  but  continued  to  remain  active  throughout 
optimization.  After  the  selection  of  a  proper  set  of  beam  angles,  we  needed  to  decide 
which  electron  energies  to  use  for  each  beam  angle.  To  do  so,  we  computed  a  tumor 
depth  map  for  each  beam  angle,  whose  pixel  size  was  the  same  as  that  of  a  beamlet,  i.e., 
1.0  X  1.0  cm^.  Based  on  the  tumor  depth  distribution  and  assuming  that  the  electrons  lost 
energy  at  about  2  MeV/cm  in  tissue,  we  were  able  to  determine  a  suitable  set  of  electron 
energies  for  each  beam  angle.  Since,  in  most  of  the  cases,  the  target  was  not  spherical  in 
shape,  different  beam  angles  could  have  different  sets  of  electron  energies.  The  obvious 
advantage  of  this  approach  was  the  removal  of  those  electron  energies  that  contributed 
less  to  the  target  dose  and,  thus,  the  reduction  in  the  number  of  fields  used  and  delivery 
time. 
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The  next  step  was  to  calculate  beamlet  dose  kernels  using  MCDOSE.  The  beamlet 
dose  kernel  was  the  Monte  Carlo  calculated  dose  array  for  all  structures  due  to  a  single 
beamlet.  Each  element  of  the  dose  kernel  represented  the  dose  delivered  to  a  dose 
calculation  point  or  voxel  assuming  a  unit  beamlet  weight.  These  values  were  also 
referred  to  as  dose  deposition  coefficients.  Thus,  the  purpose  of  this  step  was,  given  a  set 
of  unit  beamlet  weights,  to  calculate  the  dose  distribution  in  every  structure  that  we  were 
interested  in.  To  optimize  beamlet  weights  or  intensity  maps,  a  quadratic  objective 
function  augmented  with  dose-volume  constraints  was  constructed.  This  was  based  on  the 
assumption  that  there  existed  a  quadratic  relationship  between  the  delivered  dose  and  the 
biological  effect.  The  overall  objective  function  contained  a  linear  component  for  each 
structure.  Within  each  structure,  each  of  the  individual  constraints  contributed  linearly  to 
the  objective  function.  Following  the  construction  of  the  objective  function,  the 
optimization  of  beamlet  weights  was  initiated.  The  core  of  the  optimization  procedure 
was  the  well-known  conjugate  gradient  search  algorithm.  The  major  advantage  of  the 
gradient  search  technique  was  its  fast  convergence  speed,  as  compared  to  stochastic 
optimization  techniques,  such  as  simulated  annealing.  We  believe  that  the  gradient  search 
algorithm  was  a  good  choice  for  future  routine  clinical  implementation  of  MERT.  During 
the  optimization,  care  was  exercised  to  avoid  negative  weights.  These  non-physical 
results  were  eliminated  by  scaling  step  sizes  to  avoid  stepping  over  the  boundary  of  the 
acceptable  solution  space  and  by  projecting  gradients  onto  the  boundaries. 

Following  the  beamlet  weight  optimization,  the  resulting  fifteen  optimized 
continuous  intensity  maps  were  stratified  into  five  discrete  intensity  levels  in  preparation 
for  leaf  sequencing.  We  believe  that  five  intensity  levels  provided  a  reasonably  good 
approximation  to  the  original  intensity  maps.  The  fifteen  discrete  intensity  maps  were 
then  converted  to  fifteen  step-and-shoot  leaf  sequences  (17)  based  on  the  technique 
proposed  by  Bortfeld  et  al.  (18).  Since  the  dose  distribution  delivered  by  the  ideal 
beamlets  could  be  different  from  that  delivered  by  the  leaf  sequences,  a  Monte  Carlo  dose 
calculation  was  performed  again  based  on  the  fifteen  discrete  intensity  maps 
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reconstructed  from  the  corresponding  fifteen  leaf  sequences.  With  these  new  dose 
kernels,  the  leaf  sequence  segment  weights  were  re-optimized.  This  second  optimization 
differed  from  the  first  one  in  two  aspects.  The  first  optimization  was  entirely  based  on 
idealized  beamlets,  without  considering  the  EMLC  geometry  nor  the  leaf  scatter  effect, 
while  the  second  optimization  took  into  account  not  only  the  EMLC  geometry,  but  also 
leaf  end  transmission  bremsstrahlung  leakage.  Thus,  the  first  optimization  produced  the 
best  dose  distribution  possible,  while  the  second  one  gave  the  actual  delivered  dose. 

In  the  proposed  planning  scheme,  the  first  optimization  generates  an  approximate 
or  preliminary  plan.  By  applying  a  leaf-sequencing  algorithm  to  the  beamlet  weights,  the 
leaf  positions  are  determined.  This  can  be  thought  of  as  deciding  in  which  general  areas 
different  energies  are  needed,  and  also  grouping  certain  sections  of  the  fields  as  being 
“similar”  in  intensity  requirements.  The  second  round  of  optimization  leaves  the  leaf 
positions  fixed  and  adjusts  the  intensities  of  each  segment.  This  optimization  can,  in  part, 
compensate  for  bremsstrahlung  leakage.  Additionally,  it  can  improve  on  the  results  of 
stratification  into  equal  levels.  After  second  round  simulations  and  optimization,  all  leaf 
effects  have  been  included.  Thus,  the  resulting  doses  can  taken  to  be  an  accurate 
representation  of  the  doses  that  would  actually  be  delivered,  at  least  insofar  as  the  Monte 
Carlo  transport  physics  can  be  considered  accurate.  The  resulting  dose  distributions  are  a 
significant  improvement  over  the  single  optimization  plans,  with  leakage  effects  at  least 
partially  ameliorated. 

4.  Evaluate  the  functionality  of  the  EMLC  experimentally 

Ideally,  the  EMLC  leaves  should  be  placed  in  such  a  position  that  the  bottom  of 
the  leaves  is  as  close  to  the  patient  skin  as  possible  in  order  to  produce  a  clinically 
acceptable  field.  However,  because  of  the  existing  electronic  circuitry  used  to  detect  the 
insertion  of  the  electron  cutout  at  the  last  scraper  of  a  standard  Varian  25  x  25  cm^ 
electron  applicator,  it  was  impossible  to  place  the  EMLC  leaves  at  that  position  without 
changing  the  existing  electron  applicator  design  significantly.  Thus,  initially,  the  steel 
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frame  of  the  EMLC  leaves  was  temporarily  inserted  into  the  electron  cutout  mount  and 
the  leaves  were  placed  about  1  cm  above  the  last  scraper.  This  configuration  resulted  in  a 
10  cm  air  gap  between  the  bottom  of  the  EMLC  leaves  and  the  patient  skin  for  a  nominal 
100  cm  source-surface  distance  (SSD).  To  further  lower  the  EMLC  leaves  and,  thus, 
reduce  in-air  electron  scattering  and  the  penumbra,  we  have  now  removed  the  entire  last 
scraper  of  the  electron  applicator  and  its  electronic  accessories.  The  EMLC  frame  was 
placed  at  the  bottom  of  the  modified  electron  applicator  and  stabilized  with  eight  screws. 
This  modification  reduced  the  air  gap  to  5.0  cm  between  the  bottom  of  the  EMLC  leaves 
and  the  patient  skin.  Since  the  electronic  circuitry  for  detecting  the  electron  cutout  was 
completely  removed,  we  were  able  to  avoid  activating  interlocks  associated  with  electron 
beam  accessory  malfunction  while  inserting  the  EMLC  assembly  into  the  linac  treatment 
head.  Thus,  even  if  the  linac  was  in  the  electron  mode,  the  gantry  could  still  be  rotated, 
making  the  delivery  of  MERT  plans  with  multiple  beam  angles  possible.  Figure  6  shows 
a  photo  of  the  modified  EMLC  inserted  on  the  treatment  head  of  a  Varian  CLIN  AC 
2  lOOC  linear  accelerator. 
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Figure  7.  Comparison  of  Monte  Carlo  simulations  (black) 
and  film  measurements  (color). 


The  dosimetric  characteristics  of  EMLC  were  evaluated  experimentally  using 
various  techniques.  Film  (Kodak  X-omat  V,  Eastman  Kodak  Company,  Rochester,  NY) 
dosimetry  of  the  prototype  EMLC  was  performed  on  a  Varian  CLINAC  2100C  linear 
accelerator.  Measurements  were  taken  at  energies  of  6,  12,  and  20  MeV  and  at  the 
surface,  1.5  and  3.0  cm  depths  in  a  solid  water  phantom  to  evaluate  the  quality  of  the 
electron  beams  collimated  by  the  EMLC.  The  films  were  scanned  using  a  VXR-12  PLUS 
film  digitizer  (VIDAR  Systems  Corporation,  Herndon,  VA)  and  calibrated  according  to 
the  AAPM  TG-25  recommendations.  Dose  distributions,  flatness  and  symmetry,  and  the 
extent  of  the  beam  penumbra  were  accessed  using  the  RIT113  radiation  therapy  film 
dosimetry  system  (Radiological  Imaging  Technology,  Colorado  Springs,  CO)  and 
compared  with  the  simulated  dose  results.  Figure  7  shows  the  representative  results  of 
Monte  Carlo  simulations  vs.  film  measurements.  Figure  8  shows  the  representative 
results  of  beam  imaging  system  (BIS)  measurements.  Our  results  showed  that  there  was 
an  excellent  agreement  between  the  film  measurements  and  the  Monte  Carlo  simulated 
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data  at  all  electron  energies  in  terms  of  dose  distribution.  We  found  that  the  EMLC 
provided  significant  improvements  in  dose  penumbras  and  field  resolution  as  compared 
to  the  photon  MLC.  We  also  found  that  MERT  was  able  to  provide  similar  or  better 
target  dose  coverage  compared  with  photon  IMRT.  However,  MERT  could  significantly 
reduce  the  dose  to  critical  structures. 


20  Mev 


12Mev 


6  Mev 


Figure  8  Representative  results  of  beam  imaging  system  (BIS)  measurements 


Note: 

The  original  PI,  Steve  B.  Jiang,  Ph.D.,  left  Stanford  University  School  of  Medicine  in 
September  2000.  Stanford  University,  with  the  approval  of  the  U.S  Army  Medical 
Research  Acquisition  Activity  (USAMRAA),  transferred  the  PIship  to  me  (Yulin  Song, 
Ph.D.,  the  author  of  this  report)  on  January  17,  2002.  As  a  result,  my  mentor.  Dr.  Arthur 
L.  Boyer,  requested  the  U.S.  Army  to  extend  the  term  of  the  Traineeship  for  one  more 
year  without  additional  funds.  The  request  was  approved  by  the  USAMRAA  on  March 
24,  2002. 
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3.  KEY  RESEARCH  ACCOMPLISHMENTS 

•  Established  clinical  criteria  for  MERT  beam  delivery:  The  clinical  requirements  for 
MERT  beam  delivery  are  accuracy,  efficiency,  and  cost-effectiveness. 

•  Performed  Monte  Carlo  simulations  to  investigate  EMLC  parameters:  We  have 
investigated  different  materials  and  geometric  configurations  for  the  prototype  EMLC 
and  compared  the  results  with  those  of  a  photon  MLC  and  electron  cutouts. 

•  Evaluated  EMLC  parameters  based  on  the  clinical  criteria:  We  have  evaluated  the 
Monte  Carlo  results  based  on  the  clinical  criteria.  We  conclude  that  the  EMLC  is 
superior  to  the  PMLC  and  electron  cutouts.  The  EMLC  is  more  accurate  (smaller 
beam  penumbra)  than  the  PMLC  and  more  efficient,  and  cost-effective  than  electron 
cutouts. 

•  Finalized  the  EMLC  design  parameters:  We  have  finalized  the  EMLC  design 
parameters  based  on  the  optimal  leaf  material  and  geometric  configuration. 

•  Manufactured  a  prototype  EMLC  for  experimental  MERT  beam  delivery  study:  We 
have  manufactured  a  prototype  EMLC  based  on  the  project  budget  and  our  current 
linear  accelerator. 

•  Developed  software  for  the  use  of  EMLC:  We  have  incorporated  the  Monte  Carlo 
simulated  electron  pencil  beams  in  the  inverse  treatment  planning  process.  We  have 
also  modified  a  photon  beam  leaf-sequencing  algorithm  for  MERT  beam  delivery.  We 
have  investigated  the  characteristics  of  the  EMLC  using  a  multiple-source  model  for 
fast  Monte  Carlo  simulations. 
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•  Included  the  effects  of  the  EMLC  in  the  final  dose  calculation;  We  have  incorporated 
the  EMLC  into  the  EGS/BEAM  simulations  as  an  MLC  component  module  and 
created  MERT  plans  for  breast  cancers. 

•  Evaluated  the  functionalities  of  the  prototype  EMLC:  We  have  performed  film  and 
BIS  dosimetry  to  experimentally  evaluate  the  quality  of  the  EMLC  in  terms  of  dose 
distribution,  flatness,  and  symmetry,  and  the  extent  of  the  beam  penumbra.  We  have 
also  measured  the  corresponding  data  for  a  PMLC. 
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that  EMLC  is  able  to  provide  sufficient  beam  collimation  for  MERT  and  Monte  Carlo 
simulation  provides  an  accurate  technique  for  computing  dose  distributions  from  such  a 
beam  collimation  system. 
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Abstract 

In  this  study,  we  investigated  treating  parotid  cancers  using  modulated  electron 
radiation  therapy  (MERT)  and  compared  MERT  plans  with  photon  beam  intensity- 
modulated  radiation  therapy  (IMRT)  in  terms  of  target  dose  coverage  and  normal  tissue 
sparing.  To  deliver  MERT  plans  effectively,  we  developed  a  prototype  MERT  delivery 
device  -  an  electron  multileaf  collimator  (EMLC)  for  routine  clinical  implementation  of 
MERT. 

The  prototype  electron  multileaf  collimator  was  fabricated  by  modifying  a 
conventional  25  x  25  cm^  electron  applicator  (Varian  Medical  Systems,  Palo  Alto,  CA). 
Electron  beams  produced  by  a  medical  linear  accelerator  (Clinac  2100C,  Varian  Medical 
Systems,  Palo  Alto,  CA)  and  collimated  by  this  EMLC  were  simulated  using  the 
EGS4/BEAM  code.  The  simulations  were  based  on  the  manufacturer’s  specifications  of 
the  beam  production  system  and  the  electron  applicator  design.  The  MERT  plans  with 
three  coplanar  beams  (205°,  235°,  and  255°)  and  five  nominal  energies  (6,  9,  12,  16,  20 
MeV)  were  created  using  modified  EGS4/MCDOSE  code.  The  corresponding  IMRT 
plans  with  five  coplanar  beams  were  computed  using  a  commercial  treatment  planning 
system  (CORVUS,  NOMOS  Corp,  Sewickley,  Pennsylvania).  Our  preliminary  data 
indicated  that  MERT  was  able  to  provide  at  least  similar  or  better  target  dose  coverage 
and  uniformity  compared  with  photon  beam  IMRT.  However,  MERT  can  significantly 
reduce  the  dose  to  critical  structures.  In  the  cases  we  studied,  the  maximum  doses  to  the 
orbits,  brainstem,  optic  chiasm,  and  spinal  cord  were  reduced  by  3.0,  16.2,  11.5,  and  19.6 
Gy,  respectively,  for  a  50.0  Gy  target  dose,  suggesting  a  distinct  normal  tissue  sparing 
advantage  for  MERT. 
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Introduction 


Each  year,  about  70,000  new  head  and  neck  cases  were  diagnosed  in  the  United 
States  (1)  and  tumors  of  the  parotid  gland  are  the  most  frequently  encountered  salivary 
gland  tumors,  aecounting  for  about  3%  of  total  head  and  neck  cancers  (2).  Currently,  the 
most  widely  used  treatment  is  a  combination  of  surgery  and  adjuvant  postoperative 
radiotherapy  for  the  malignant  salivary  tumors  (3,  4).  The  minimally  required  operation 
for  tumors  of  the  parotid  gland  is  a  superficial  parotidectomy  with  careful  identification 
and  preservation  of  the  facial  nerve  (5).  The  parotid  gland  has  two  lobes,  a  superficial 
lobe  and  a  deep  lobe.  Most  tumors  are  located  in  the  superficial  lobe  of  the  parotid  gland 
and  can  be  excised  easily.  Retrospective  studies  have  indicated  that  this  combined 
modality  treatment  can  reduce  the  local  recurrence  rate  by  5  -  40%  (6, 7). 

However,  in  certain  situations,  such  as  high  surgical  risk  of  damage  to  the  facial 
nerve,  advanced  inoperable  cancers,  unfavorable  cosmetic  outcome  after  surgery,  lymph 
node  metastases,  and  deep-lobe  malignant  tumors,  radiotherapy  should  be  the  preferred 
treatment  (5).  Because  of  its  proximity  to  many  critical  structures,  such  as  the  oral  cavity, 
brainstem,  auditory  apparatus,  spinal  cord,  optical  nerves,  and  the  lenses  of  the  eyes, 
parotid  cancer  treatment  using  radiation  still  remains  a  very  challenging  task.  Currently, 
the  most  commonly  used  radiotherapy  techniques  for  the  treatment  of  the  parotid  cancers 
are:  1)  an  ipsilateral  wedged  pair  of  6  MV  photon  beams  oriented  at  oblique  angles  to 
encompass  the  entire  parotid  bed,  2)  an  ipsilateral  field  treated  with  high  energy  electrons 
(12,  16  or  20  MeV),  and  3)  a  combination  of  high  energy  photon  and  electron  beams  (6 
MV  +  12  or  16  or  20  MeV)  with  proper  weighting  (8,  9,  10)  (Figure  1).  However,  all 
these  techniques  have  drawbacks.  The  first  technique  gives  a  low  radiation  dose  to  the 
contra-lateral  parotid  gland  and  high  doses  to  the  oral  cavity,  brainstem,  cochlea,  optical 
nerves,  the  lenses  of  the  eyes,  and  spinal  cord.  In  addition,  because  relatively  high  energy 
photon  beams  are  used,  the  slow  build-up  effect  of  the  photon  beams  results  in  a  low  skin 
dose.  This  is  not  acceptable  for  the  treatment  of  the  majority  of  the  parotid  cancers 


3 


because  most  parotid  cancers  are  located  in  the  superficial  lobe  of  the  parotid  gland. 
Although  high  energy  electrons  may  be  the  best  in  terms  of  normal  tissue  sparing,  it  is 
impossible  to  achieve  depth  dose  conformity  with  a  single  electron  energy  only.  The  third 
technique  typically  employs  a  high  energy  electron  beam  (12-20  MeV)  and  a  single  6 
MV  photon  beam.  However,  good  matching  of  photon  and  electron  beams  is  not  easy  to 
achieve  and  poor  matching  may  produce  areas  of  high  inhomogeneity  within  the  tumor 
dose  distribution. 

Recently,  with  the  availability  of  photon  beam  intensity  modulated  radiation 
therapy  (IMRT)  and  computer-controlled  multileaf  collimators  (MLC),  there  has  been 
wide  interest  in  using  photon  beam  IMRT  to  treat  head  and  neck  cancers  and  parotid 
cancers  in  particular  (9,  11-16).  A  common  feature  of  the  head  and  neck  cancers  is  their 
complex  geometry.  IMRT  has  shown  potential  to  produce  a  highly  conformal  dose 
distribution  around  the  concave-shaped  target  volumes  and  a  steep  dose  gradient  near  the 
organs  at  risk  (OAR).  These  characteristics  can  spare  radiosensitive  normal  structures  and 
reduce  complication  rates  (17-19).  In  addition,  there  has  been  an  effort  to  exploit  IMRT 
to  improve  local-regional  tumor  control  through  dose  escalation.  Now,  many  commercial 
inverse  treatment  planning  systems  and  MLCs  are  available. 

Although  the  photon  beam  IMRT  is  a  powerful  tool  for  treating  the  parotid  tumors 
that  extend  deeply  into  tissue  below  the  skin  surface,  it  is  not  suitable  to  treat  very 
shallow  targets  due  to  the  low  surface  doses  and  large  depth  of  photon  beam  penetration. 
For  photon  beam  IMRT,  the  slow  attenuation  of  photon  beams  can  still  deliver  a  high 
dose  to  the  critical  structures  that  are  far  from  the  target.  A  promising  alternative 
approach  is  modulated  electron  radiation  therapy  (MERT)  (20-21).  The  rapid  dose  falloff 
of  electron  beams  makes  electron  therapy  an  attractive  treatment  modality  for  some 
shallow  targets  such  as  parotid  tumors.  Conceptually,  each  MERT  plan  consists  of 
multiple  ports  (gantry  angles)  with  different  electron  energies  (energy  modulation)  and 
optimized  beam  intensity  (intensity  modulation).  Dose  conformity  in  the  depth  direction 
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may  be  achieved  by  electron  energy  modulation,  which  is  unique  to  MERT.  Dose 
conformity  and  uniformity  in  the  lateral  direction  may  be  achieved  by  intensity 
modulation  using  an  electron-specific  MLC  (EMLC).  Through  both  intensity  and  energy 
modulations,  MERT  is  capable  of  delivering  highly  conformal  doses  to  targets  with 
complex  shapes  and  of  sparing  surrounding  normal  tissue,  particularly,  the  distal  critical 
structures. 

However,  because  of  severe  electron  in-air  scattering,  the  conventional  photon 
beam  MLC  is  not  suitable  for  the  delivery  of  MERT  plans.  To  deliver  MERT  plans 
effectively,  we  designed  and  manufactured  a  prototype  EMLC  based  on  the  results  of 
Monte  Carlo  simulations  and  a  conventional  Varian  25  x  25  cm^  electron  applicator  (22). 
Based  on  the  manufacturer’s  specifications  of  the  beam  production  system  and  the  EMLC 
design,  electron  beams  collimated  by  this  EMLC  were  simulated  for  a  Varian  Clinac 
2100C  linear  accelerator  using  the  EGS4/BEAM  code  (23,  24).  Subsequently,  using  the 
simulated  electron  beams,  MERT  plans  for  parotid  cancers  were  created.  In  the  present 
study,  we  investigated  the  possibility  of  treating  parotid  tumors  using  modulated  electron 
radiation  therapy  by  comparing  MERT  plans  with  corresponding  photon  beam  IMRT 
plans  in  terms  of  target  dose  coverage  and  normal  tissue  sparing. 


Materials  and  Methods 
Electron  MLC 

We  have  previously  reported  a  prototype  manually-driven  electron  specific  MLC 
for  the  delivery  of  MERT  plans  (20,  21).  Ideally,  the  EMLC  leaves  should  be  placed  in 
such  a  position  that  the  bottom  of  the  leaves  is  as  close  to  the  patient  skin  as  possible  in 
order  to  produce  a  clinically  acceptable  field.  However,  because  of  the  existing  electronic 
circuitry  used  to  detect  the  insertion  of  the  electron  cutout  at  the  last  scraper  of  a  standard 
Varian  25  x  25  cm^  electron  applicator,  it  was  impossible  to  place  the  EMLC  leaves  at 
that  position  without  changing  the  existing  electron  applicator  design  significantly.  Thus, 
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initially,  the  steel  frame  of  the  EMLC  leaves  was  temporally  inserted  into  the  electron 
cutout  mount  and  the  leaves  were  placed  about  1  cm  above  the  last  scraper.  This 
configuration  resulted  in  a  10  cm  air  gap  between  the  bottom  of  the  EMLC  leaves  and  the 
patient  skin  for  a  nominal  100  cm  source-surface  distance  (SSD)  (Figure  2  (A)).  To 
further  lower  the  EMLC  leaves  and,  thus,  reduce  in-air  electron  scattering  and  the 
penumbra,  we  have  now  removed  the  entire  last  scraper  of  the  electron  applicator  and  its 
electronic  accessories.  The  EMLC  frame  was  placed  at  the  bottom  of  the  modified 
electron  applicator  and  stabilized  with  eight  screws.  This  modification  reduced  the  air 
gap  to  5.0  cm  between  the  bottom  of  the  EMLC  leaves  and  the  patient  skin  (Figure  2 
(B)).  Since  the  electronic  circuitry  for  detecting  the  electron  cutout  was  completely 
removed,  we  were  able  to  avoid  activating  interlocks  associated  with  electron  beam 
accessory  malfunction  while  inserting  the  EMLC  assembly  into  the  linac  treatment  head. 
Thus,  even  if  the  linac  was  in  the  electron  mode,  the  gantry  could  still  be  rotated,  making 
the  delivery  of  MERT  plans  with  multiple  beam  angles  possible. 

MERT  Plans 

Based  on  manufacturer’s  specifications  of  the  beam  production  system  and  the 
electron  applicator  design,  electron  beams  produced  by  a  Varian  Clinac  2100C  linear 
accelerator  and  collimated  by  the  EMLC  were  simulated  using  the  EGS4/BEAM  code. 
Monte  Carlo  simulations  were  carried  out  using  a  group  of  22  Pentium  Pro  CPUs  (200 
MHz)  and  10  Pentium  III  CPUs  (450  MHz),  all  running  EGS4/BEAM,  MCDOSE  (23, 
24),  and  their  utilities  under  the  Linux  operating  system.  All  simulation  parameters,  such 
as  the  electron  and  photon  energy  cutoffs  (ECUT  and  PCUT),  the  maximum  fractional 
energy  loss  per  electron  step  (ESTEPE),  and  the  number  of  initial  electron  histories,  were 
specified  in  the  EGS4/BEAM  input  file.  In  this  study,  we  used  ECUT  =  700  KeV  and 
PCUT  =10  KeV,  below  which  all  remaining  energy  was  assumed  to  deposit  on  the  spot. 
ESTEPE  was  set  to  0.04.  The  EMLC  was  included  in  the  EGS4/BEAM  simulations  as  an 
MLC  component  module.  The  number  of  initial  electron  histories  ranged  from  2-30 
million,  depending  on  the  electron  energy.  Phase  space  data  were  scored  at  a  plane  of  100 
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cm  SSD  after  the  particles  had  transported  through  the  linac  treatment  head,  the  EMLC, 
and  the  air  gap  beneath  it.  Based  on  this  simulated  electron  beam,  the  MERT  plans  were 
then  created  using  our  modified  EGS4/MCDOSE  code. 

The  CT  scans  of  representative  parotid  cancer  patients  were  obtained  from  our 
department’s  patient  database.  The  CT  images  were  acquired  with  the  patients  in  supine 
position.  During  CT  scanning,  a  thermoplastic  facial  mask  with  three  fiducials  was  used 
for  the  purpose  of  patient  immobilization  and  target  localization  for  the  subsequent 
treatments.  For  each  patient,  about  90  images  with  a  slice  thickness  of  3.0  mm  were 
acquired  over  the  entire  treatment  area.  Each  CT  image  had  an  in-plane  resolution  of  512 
X  512  pixels,  with  each  voxel  being  0.94  x  0.94  x  3.0  mm^  in  size.  The  CT  images  were 
transferred  to  an  AcQSim  system  (Marconi  Medical  Systems,  Inc.,  Cleveland,  OH)  for 
further  processing.  The  clinical  tumor  volume  (CTV)  and  critical  structures  were 
contoured  on  the  axial  CT  images  by  a  radiation  oncologist  using  the  AcQsim 
workstation.  The  gross  tumor  volume  (GTV)  was  defined  based  on  diagnostic  imaging 
and  clinical  findings.  It  consisted  of  gross  primary  and  nodal  tumors.  The  CTV  was 
constructed  by  expanding  the  GTV  1.0  cm  in  all  directions  to  cover  microscopic 
extension  of  the  tumor.  The  PTV  was  obtained  by  adding  a  0.5  cm  margin  uniformly  to 
CTV  to  account  for  patient  setup  uncertainty  and  organ  shift.  Like  photon  beam  IMRT, 
any  structures  whose  dose  needed  to  be  kept  below  a  certain  limit  or  whose  statistics 
were  to  be  calculated  in  the  MERT  plan  had  to  be  contoured.  Only  those  targets  and 
structures  that  were  contoured  were  considered  in  the  plan  and  included  in  the  final 
statistics.  In  addition,  in  order  for  our  MERT  inverse  planning  programs  to  work 
properly,  all  regions  of  interest  were  delineated  as  separate  structures.  No  structure 
overlapping  was  allowed  for  the  current  version  of  our  programs.  In  this  study,  the 
critical  structures  to  be  protected  were  the  spinal  cord,  brainstem,  optical  chiasm,  optical 
nerve,  and  orbits.  The  CT  images,  along  with  the  outlined  structures,  were  transferred  to  a 
workstation  using  the  DICOM  3.0  format  and  then  converted  into  a  format  that  was 
compatible  with  EGS4/MCDOSE  code  so  that  they  could  be  sent  to  our  designated 
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Monte  Carlo  treatment  planning  machines.  The  final  CT  images  used  in  MERT  planning 
had  an  in-plane  resolution  of  128  x  128  pixels  with  a  voxel  size  of  0.35  x  0.35  x  0.30  cm' 
that  balanced  resolution  with  the  Monte  Carlo  dose  calculation  time.  Additionally,  the  CT 
numbers  were  converted  into  mass  densities  and  material  types  for  Monte  Carlo 
simulations.  Based  on  the  CT  numbers,  each  voxel  was  designated  as  being  one  of  the 
three  materials:  air,  tissue  or  bone.  This  provided  the  approximate  effective  atomic 
numbers,  cross-sections,  and  stopping  powers  for  each  voxel. 

Figure  3  shows  the  simplified  MERT  planning  flowchart.  To  facilitate  the 
description  of  the  flowchart,  we  will  use  the  term  field  to  specify  each  beam 
angle/electron  energy  combination  and  reserve  the  term  port  to  indicate  a  single  beam 
orientation  (gantry  angle).  Thus,  a  plan  in  which  five  electron  energies  are  delivered  at  a 
single  gantry  angle  may  be  said  to  have  one  port  and  a  total  of  five  fields.  In  this  study, 
the  MERT  plans  consisted  of  three  ports  and  a  total  of  fifteen  fields,  as  summarized  in 
Tables  1  and  2.  Like  the  photon  beam  IMRT,  the  first  step  in  creating  a  MERT  plan  was 
to  select  a  set  of  suitable  beam  orientations,  i.e.,  gantry  angles,  to  fully  cover  the  target 
volume  while  sparing  the  adjacent  critical  structures  as  much  as  possible.  Each  port  was 
then  divided  into  1.0  x  1.0  cm^  beamlets,  i.e.,  the  smallest  beam  elements  for  dose 
calculation.  This  means  that  beam  intensity  within  a  1.0  x  1.0  cm^  beamlet  could  not  be 
further  differentiated.  The  beamlet  size  was  defined  at  the  isocenter  plane.  The  goal  of 
this  step  was  to  determine  how  many  beamlets  were  required  to  simulate  for  each  port. 
The  user  specified  the  isocenter,  gantry,  collimator,  and  couch  angles,  the  desired  beamlet 
size,  and  the  dimension  of  the  search  space.  A  program  calculated  which  beamlets 
intersected  the  target  and  created  a  text  file  containing  these  beamlets  and  their 
coordinates.  This  file  was  used  by  MCDOSE  to  pre-calculate  the  beamlet  dose  kernels. 
The  total  number  of  beamlets  was  the  sum  of  the  beamlets  over  all  ports.  A  beamlet  could 
be  turned  off,  i.e.,  assigned  a  weight  of  zero,  but  continued  to  remain  active  throughout 
optimization.  After  the  selection  of  a  proper  set  of  beam  angles,  we  needed  to  decide 
which  electron  energies  to  use  for  each  beam  angle.  To  do  so,  we  computed  a  tumor 
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depth  map  for  each  beam  angle,  whose  pixel  size  was  the  same  as  that  of  a  beamlet,  i.e., 
1.0  X  1.0  cm^.  Based  on  the  tumor  depth  distribution  and  assuming  that  the  electrons  lost 
energy  at  about  2  MeV/cm  in  tissue,  we  were  able  to  determine  a  suitable  set  of  electron 
energies  for  each  beam  angle.  Since,  in  most  of  the  cases,  the  target  was  not  spherical  in 
shape,  different  beam  angles  could  have  different  sets  of  electron  energies.  The  obvious 
advantage  of  this  approach  was  the  removal  of  those  electron  energies  that  contributed 
less  to  the  target  dose  and,  thus,  the  reduction  in  the  number  of  fields  used  and  delivery 
time. 


The  next  step  was  to  calculate  beamlet  dose  kernels  using  MCDOSE.  The  beamlet 
dose  kernel  was  the  Monte  Carlo  calculated  dose  array  for  all  structures  due  to  a  single 
beamlet.  Each  element  of  the  dose  kernel  represented  the  dose  delivered  to  a  dose 
calculation  point  or  voxel  assuming  a  unit  beamlet  weight.  These  values  are  also  referred 
to  as  dose  deposition  coefficients.  Thus,  the  purpose  of  this  step  was,  given  a  set  of  unit 
beamlet  weights,  to  calculate  the  dose  distribution  in  every  structure  that  we  were 
interested  in.  To  optimize  beamlet  weights  or  intensity  maps,  a  quadratic  objective 
function  augmented  with  dose-volume  constraints  was  constructed.  This  was  based  on  the 
assumption  that  there  existed  a  quadratic  relationship  between  the  delivered  dose  and  the 
biological  effect.  The  overall  objective  function  contained  a  linear  component  for  each 
structure.  Within  each  structure,  each  of  the  individual  constraints  contributed  linearly  to 
the  objective  function.  Following  the  construction  of  the  objective  function,  the 
optimization  of  beamlet  weights  was  initiated.  The  core  of  the  optimization  procedure 
was  the  well-known  conjugate  gradient  search  algorithm.  A  complete  description  of  the 
conjugate  gradient  search  algorithms  may  be  found  in  any  number  of  sources.  The  major 
advantage  of  the  gradient  search  technique  was  its  fast  convergence  speed,  as  compared 
to  stochastic  optimization  techniques,  such  as  simulated  annealing.  We  believe  that  the 
gradient  search  algorithm  was  a  good  choice  for  future  routine  clinical  implementation  of 
MERT.  During  the  optimization,  care  was  exercised  to  avoid  negative  weights.  These 
non-physical  results  were  eliminated  by  scaling  step  sizes  to  avoid  stepping  over  the 
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boundary  of  the  acceptable  solution  space  and  by  projecting  gradients  onto  the 
boundaries. 

Following  the  beamlet  weight  optimization,  the  resulting  fifteen  optimized 
continuous  intensity  maps  were  stratified  into  five  discrete  intensity  levels  in  preparation 
for  leaf  sequencing.  The  fifteen  discrete  intensity  maps  were  then  converted  to  fifteen 
step-and-shoot  leaf  sequences  (26)  based  on  the  technique  proposed  by  Bortfeld  et  al. 
(27).  Since  the  dose  distribution  delivered  by  the  ideal  beamlets  could  be  different  from 
that  delivered  by  the  leaf  sequences,  A  Monte  Carlo  dose  calculation  was  performed 
again  based  on  the  fifteen  discrete  intensity  maps  reconstructed  from  the  corresponding 
fifteen  leaf  sequences.  With  these  new  dose  kernels,  the  leaf  sequence  segment  weights 
were  re-optimized.  This  second  optimization  differed  from  the  first  one  in  two  aspects. 
The  first  optimization  was  entirely  based  on  idealized  beamlets,  without  considering  the 
EMLC  geometry,  while  the  second  optimization  took  into  account  not  only  the  EMLC 
geometry,  but  also  leaf  end  transmission  and  Bremsstrahlung  leakage.  Thus,  the  first 
optimization  produced  the  best  dose  distribution  possible,  while  the  second  one  gave  the 
actual  delivered  dose. 

The  MERT  plans  with  three  coplanar  beams  (gantry  angles:  205®,  235®,  and  255®) 
were  created  using  our  modified  EGS4/MCDOSE  treatment  planning  system.  The 
schematic  layout  of  the  beam  orientations  is  shown  in  Figure  4A.  The  beam  orientations 
were  selected  based  on  the  goodness  of  target  coverage  by  the  beams.  Each  gantry  angle 
or  port  was  treated  with  five  nominal  electron  energies  (6,  9,  12,  16,  and  20  MeV) 
separately.  The  intensities  of  each  energy  for  each  particular  gantry  angle  were 
determined  by  the  optimizer.  The  prescribed  dose  to  the  target  was  50.0  Gy,  with  a 
conventional  fractionation  scheme  of  2.0  Gy  per  fraction,  5  fractions  per  week,  and  25 
fractions  in  total.  The  goal  of  the  treatment  planning  was  to  cover  the  entire  target  with 
isodose  lines  between  95%  and  107%  of  the  prescribed  dose  as  recommended  by  ICRU 
Report  No.  50  (25).  Isodose  lines  were  normalized  to  55.0  Gy  for  all  plans. 
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IMRT  Plans 

The  CT  images,  together  with  the  outlined  structure  set,  were  transferred  from  the 
AcQSim  system  to  a  commercial  treatment  planning  system  (CORVUS,  NOMOS  Corp, 
Sewickley,  Pennsylvania).  The  corresponding  photon  beam  IMRT  plans  were  computed 
using  our  standard  clinical  protocol.  As  in  the  MERT  planning,  the  PTV  was  defined  by 
adding  a  0.5  cm  immobilization  and  localization  uncertainty  to  the  CTV.  The  CORVUS 
IMRT  system  allows  the  target  volume  to  grow  based  on  a  user-specified  positional 
uncertainty  caused  by  tissue  motion  and  setup  errors.  The  isocenter  of  the  beams  was 
placed  approximately  at  the  geometric  center  of  the  target.  The  goal  dose  to  the  target 
was  50.0  Gy,  with  the  minimum  and  maximum  doses  being  49.0  Gy  and  54.0  Gy, 
respectively.  The  CORVUS  IMRT  system  also  allows  the  user  to  specify  a  percent  target 
volume  allowed  below  the  goal  dose.  In  this  study,  we  used  4%  for  this  value.  For  the 
critical  structures,  the  limit  dose  ranged  from  37.0  to  42.0  Gy,  with  the  volume  allowed 
above  the  limit  dose  being  5%.  The  maximum  allowable  dose  to  the  critical  structures 
was  set  to  be  40.0  Gy.  IMRT  plans  using  other  combinations  of  the  dose  volume 
constraints  were  also  tried.  It  was  found  that  above-described  constraints  optimized  target 
dose  coverage  and  conformity  against  critical  structure  sparing.  The  final  IMRT  plans 
consisted  of  five  coplanar  gantry  angles,  each  being  treated  with  a  4  MV  photon  beam. 
The  gantry  angles  and  beam  energy  were  selected  in  such  a  way  as  to  minimize 
unnecessary  normal  tissue  and  critical  structure  irradiation.  However,  in  this  study,  beam 
orientations  were  not  optimized.  IMRT  plans  of  different  beam  number  and  angle 
combinations  were  generated.  Each  of  the  plans  was  carefully  reviewed  and  evaluated  on 
the  basis  of  target  dose  coverage  and  normal  tissue  sparing.  Plan  evaluation  indicated  that 
the  plans  with  coplanar  beams:  0*^,  205°,  235°,  270°,.  and  320°  gave  the  best  results. 
Therefore,  this  beam  arrangement  was  used  in  this  study.  Isodose  lines  were  also 
normalized  to  55.0  Gy  for  all  IMRT  plans.  Figure  4B  shows  the  IMRT  beam 
orientations. 
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Tissue  heterogeneity  correction  was  performed  during  the  beamlet  intensity 
optimization  and  final  dose  calculation.  Like  the  MERT  planning  system,  the  CORVUS 
IMRT  system  also  uses  an  integral  dose  volume  histogram-based  cost  function.  The 
current  version  of  the  CORVUS  IMRT  software  supports  only  one  optimization 
technique,  simulated  annealing  (28).  To  obtain  the  best  possible  beamlet  intensities  and 
thus,  the  optimal  dose  distribution,  the  optimizer  mode  was  set  to  continuous.  This  mode 
determines  the  internal  representation  of  the  beamlet  intensities  and  is,  in  general,  the 
best  choice  for  most  treatment  plans.  All  IMRT  plans  used  in  this  study  were  created 
based  on  a  Varian  Clinac  2100C  linear  accelerator  and  delivered  in  the  step-and-shoot 
mode.  The  machine  was  equipped  with  a  26-leaf  pair  photon  MLC,  capable  of  producing 
1.0  X  1.0  cm^  beamlets. 


Results  and  Discussion 
Electron  MLC 

Figure  5  shows  a  photo  of  the  EMLC  assembly  inserted  on  the  treatment  head  of  a 
Varian  Clinac  2100C  linear  accelerator.  The  EMLC  had  30  steel  leaf  pairs,  with  each  leaf 
being  0.476  cm  wide,  20.0  cm  long,  and  2.54  cm  thick.  Both  sides  and  ends  of  the  leaves 
were  made  parallel  with  the  central  beam  axis.  The  maximum  opening  was  14.2  x  15.5 
cm^  when  all  leaves  were  completely  retracted,  giving  the  largest  radiation  field  of  15.0  x 
16.3  cm^  projected  at  100  cm  SSD.  The  EMLC  leaves  could  be  pushed  in  and  pulled  out 
easily.  For  each  of  the  beam  segments,  the  corresponding  field  shape  was  obtained  by 
manually  positioning  the  leaves  according  to  their  coordinates,  which  were  computed 
from  the  electron  beam  leaf-sequencing  program.  To  set  the  field  shapes  more  efficiently, 
currently,  we  first  drew  the  field  shapes  on  a  piece  of  hard  cardboard  at  a  ratio  of  1:1  and 
cut  them  out.  The  field  shapes  were  then  set  using  these  pre-cut  cardboard  templates.  In 
the  near  future,  we  will  develop  a  faster  and  more  accurate  technique  of  setting  field 
shapes. 
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In  the  past,  attempts  have  been  made  to  use  a  photon  MLC  for  electron  beam 
collimation  (30).  Using  a  photon  MLC  in  this  circumstance  has  its  obvious  advantages. 
On  one  hand,  treatment  planners  could  easily  make  plans  that  consist  of  both  photon  and 
electron  beams.  On  the  other  hand,  the  plans  could  be  delivered  using  the  existing  linear 
accelerators  without  any  further  capital  investment.  Unfortunately,  because  of  the  severe 
electron  scattering  in  the  air,  the  quality  of  the  electron  beam  collimated  by  a  photon 
MLC  is  significantly  degraded  and  is  no  longer  clinically  useful.  Here,  we  present  a 
practical  and  viable  approach  to  the  electron  beam  collimation  —  an  electron-specific 
MLC.  Our  results  indicated  that  the  newly  modified  EMLC  was  able  to  provide  sufficient 
beam  collimation  for  MERT  plan  delivery. 

Intensity  Maps 

Figure  6 A  shows  a  3-D  beam’s  eye  view  of  a  representative  parotid  tumor  viewed 
at  the  beam  angle  of  235®.  Figure  6B  shows  the  corresponding  tumor  depth  map  at  the 
same  beam  angle,  in  which  different  pixel  gray  scale  levels  represent  different  depths  of 
the  target.  Darker  pixels  indicate  the  area  where  the  tumor  extended  deeper  into  the  tissue 
at  this  particular  beam  angle.  As  clearly  demonstrated  in  the  tumor  depth  map,  this  case 
was  a  good  candidate  for  a  MERT  treatment  because  the  target  was  superficial  and,  in 
addition,  it  had  an  irregular  boundary.  Based  on  the  tumor  depth  map,  a  histogram  was 
created,  showing  the  tumor  depth  distribution  (Figure  7).  Out  of  1 15  pixels,  2  pixels  had 
a  mean  depth  of  greater  than  5.0  cm,  2  pixels  had  a  mean  depth  between  4.0  and  5.0  cm, 
20  pixels  had  a  mean  depth  between  3.0  and  4.0  cm,  and  43  pixels  had  a  mean  depth 
between  2.0  cm  and  3.0  cm,  37  pixels  had  a  mean  depth  between  1.0  and  2.0  cm,  and  11 
pixels  had  a  mean  depth  between  0.0  and  1.0  cm.  Thus,  the  electron  beams  of  12,  16,  and 
20  MeV  would  be  the  best  choices  for  this  case  in  terms  of  depth  dose  conformity  at  this 
beam  angle. 

However,  for  this  preliminary  study,  we  chose  to  use  all  available  electron 
energies.  Figures  8 A  to  8E  show  representative  beam  intensity  maps  for  a  MERT  plan 
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for  the  6,  9, 12, 16,  and  20  MeV  fields  at  the  beam  angle  of  235*^.  In  all  figures,  each  pixel 
represents  a  1  x  1  cm  beamlet  projected  at  the  isocenter.  Darker  pixels  indicate  higher 
beam  intensity  levels,  which  correspond  to  a  longer  beam  on  time.  White  background 
indicates  zero  beam  intensity.  These  are  areas  where  beams  were  blocked  all  the  time  by 
the  EMLC  leaves.  In  reality,  however,  there  was  about  1%  radiation  leakage  through  the 
EMLC  leaves.  As  can  be  seen  in  the  intensity  maps,  the  optimizer  gave  significant 
weights  to  the  12,  16,  and  20  MeV  fields,  while  small  weights  were  assigned  to  the  6  and 
9  MeV  fields.  It  was  these  different  electron  energy  weights  that  brought  about  the 
energy  modulation.  By  carefully  examining  the  intensity  maps  and  the  tumor  depth  map, 
we  noticed  that  the  MERT  intensity  maps  largely  reflected  the  tumor  depth  distribution. 
The  superposition  of  these  intensity  maps  yielded  not  only  the  optimal  lateral  dose 
conformity,  but  more  importantly  the  optimal  depth  dose  conformity.  The  numbers  of 
segments  needed  to  produce  these  intensity  maps  were  18  (for  6  MeV),  18  (for  9  MeV), 
12  (for  12  MeV),  18  (for  16  MeV),  and  14  (for  20  MeV),  giving  a  total  of  80  segments 
for  this  port.  This  number  was  comparable  to  the  number  of  segments  for  a  photon  field 
in  a  typical  IMRT  head  and  neck  plan.  For  comparison,  the  corresponding  optimized 
photon  beam  IMRT  intensity  map  for  the  4  MV  field  at  the  same  beam  angle  is  shown  in 
Figure  8F.  This  intensity  map,  actually  consisting  of  two  separate  maps,  was  combined 
together  manually.  This  was  because  the  size  of  the  target  in  the  anterior-posterior 
direction  was  fairly  large,  the  MLC  leaves  could  not  cover  the  entire  target  with  one  field 
only.  Thus,  this  235°  port  split  into  two  sub-fields.  Like  the  MERT  intensity  maps,  each 
pixel  in  the  photon  beam  IMRT  map  represents  a  1  x  1  cm^  beamlet  projected  at  the 
isocenter.  Compared  to  its  MERT  counterparts,  the  photon  beam  IMRT  intensity  map 
shows  a  relatively  uniform  intensity  distribution,  indicating  a  lack  of  depth  dose 
modulation.  The  combined  photon  beam  IMRT  intensity  map  required  a  total  of  120 
segments  to  deliver,  divided  into  62  and  58  segments  for  each  sub-field,  respectively.  For 
both  the  MERT  and  the  IMRT  plans,  we  counted  both  “step”  and  “shoot”  that  were  listed 
in  the  step-and-shoot  leaf  sequence  files  as  a  segment.  Thus,  in  the  case  of  the  combined 
photon  beam  IMRT  intensity  map,  it  required  60  steps  and  60  shoots  to  produce.  Since 
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the  delivery  time  is  linearly  proportional  to  the  number  of  segments  in  a  leaf  sequence 
file,  we  can  say  that  the  MERT  plan  required  relatively  less  time  to  deliver.  It  is  worth 
pointing  out  that  in  this  study,  we  used  all  five  available  electron  energies,  which,  in  most 
cases,  is  not  necessary.  Let  us  take  the  6  and  9  MeV  electron  beams  as  examples.  As 
shown  in  Figures  8A  and  8B,  the  optimizer  gave  them  very  low  weights.  Their 
contributions  to  the  dose  distribution  in  the  final  MERT  plan  were  not  significant. 
Therefore,  they  could  have  been  deleted  from  the  plan,  leaving  only  three  electron  beams 
in  the  plan.  The  final  three  leaf  sequence  files  would  have  had  less  number  of  segments. 
The  total  delivery  time  would  have  been  even  less. 

Dose  Distributions 

Figures  9A  and  9D  show  the  comparison  of  the  MERT  and  IMRT  isodose 
distributions  for  the  central  axial  slices  from  a  representative  parotid  cancer  case.  Figures 
9B  and  9E  show  the  comparison  of  the  isodose  distributions  for  the  central  coronal  slices 
from  the  same  example.  Figures  9C  and  9F  show  the  comparison  of  the  isodose 
distributions  for  the  central  sagittal  slices  also  from  the  same  example.  The  isodose 
distributions  are  shown  in  color  lines.  In  both  plans,  the  isodose  curves  were  normalized 
to  55.0  Gy,  representing  10,  20,  30,  40,  50,  60,  70,  80,  90,  and  100%,  respectively.  Only 
selected  isodose  lines  are  labeled  in  the  figures.  The  red  colored  target  in  the  IMRT  plan 
represents  the  PTV,  while  the  red  colored  target  in  the  MERT  plan  represents  the  CTV. 
The  final  MERT  dose  distribution  was  computed  based  on  15  intensity  maps 
reconstructed  from  corresponding  15  step-and-shoot  leaf  sequences.  The  beamlet  size 
was  1x1  cm^  for  both  plans.  It  is  evident  from  the  isodose  distributions  that  higher 
isodose  lines  covered  the  target  fairly  well  in  terms  of  conformity  in  both  plans,  with  the 
MERT  plan  showing  an  overall  better  conformity  for  all  isodose  lines  in  all  three 
anatomical  planes.  As  to  the  lower  isodose  lines,  the  photon  beam  IMRT  plan  exhibited  a 
relatively  poor  conformity.  As  anticipated,  the  exit  doses  of  the  photon  beams  penetrated 
much  deeper  regions  than  the  does  delivered  by  the  electron  beams.  This  resulted  in 
significant,  but  unnecessary  doses  to  distal  areas,  including  some  of  the  critical  structures. 
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This  was  clearly  demonstrated  in  the  axial  and  coronal  slices  of  the  IMRT  plan,  in  which 
the  30%  isodose  line  covered  the  spinal  cord  fully  and  the  40%  isodose  line  covered  the 
brain  stem  and  the  orbits  partly,.  In  contrast,  the  corresponding  MERT  plan  showed  an 
excellent  critical  structure  sparing  because  of  the  rapid  falloff  of  the  electron  beams.  The 
30%  isodose  line  covered  only  small  portions  of  the  spinal  cord,  the  brain  stem,  and  the 
right  orbit.  The  left  orbit  was  almost  completely  spared,  as  shown  in  Figures  9D  and  9E. 
Thus,  it  is  very  clear  that  the  MERT  plan  provided  a  better  target  dose  coverage  and 
homogeneity  than  the  photon  beam  IMRT  plan. 

Dose-Volume  Histograms  (DVH) 

To  evaluate  the  plans  objectively,  we  analyzed  the  cumulative  dose-volume 
histograms  (DVH)  of  the  plans.  The  cumulative  dose-volume  histograms  displayed 
quantitative  statistical  information  about  the  target  dose  coverage  and  homogeneity  and 
normal  tissue  sparing.  Each  cumulative  DVH  curve  represents  the  fractional  volume  that 
received  a  particular  dose  or  higher  for  that  structure.  It  provides  radiation  oncologists 
and  medical  physicists  with  a  very  effective  tool  to  evaluate  completing  treatment  plans 
created  with  different  parameters  or  even  with  different  treatment  planning  systems 
(TPS).  The  DVHs  for  the  target  and  the  critical  structures  considered  in  this  study  from  a 
representative  parotid  cancer  case  are  shown  in  Figure  10.  Based  on  the  DVHs,  it  is 
evident  that  the  MERT  plan  provided  a  more  homogenous  dose  coverage  to  the  target 
than  the  corresponding  photon  beam  IMRT  plan  as  the  former’s  DVH  is  more  vertical 
than  the  latter’s.  In  the  MERT  plan,  the  maximum,  minimum,  and  mean  doses  delivered 
to  the  CTV  were  55.82,  40.50,  and  50.32  Gy,  respectively,  while  the  corresponding  doses 
delivered  to  the  CTV  in  the  IMRT  plan  were  60.38,  17.30,  and  50.24  Gy,  respectively, 
resulting  in  some  undesirable  hot  and  cold  spots.  Obviously,  the  photon  beam  IMRT  plan 
exhibited  some  degree  of  dose  inhomogeneity.  In  addition,  in  the  photon  beam  IMRT 
plan,  about  3%  of  the  CTV  received  a  dose  of  greater  than  or  equal  to  55  Gy  and  5  %  of 
the  CTV  received  a  dose  of  less  than  or  equal  to  45  Gy.  In  contrast,  the  MERT  plan  gave 
much  better  statistics.  Less  than  0.5%  of  the  CTV  received  a  dose  of  greater  than  or  equal 
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to  55  Gy  and  approximately  1.5%  of  the  CTV  received  a  dose  of  less  than  or  equal  to  45 
Gy.  All  these  suggest  that  the  MERT  plan  provide  a  better  dose  homogeneity.  It  has  been 
known  that  conventional  treatment  modalities  using  electron  beams  exhibit  a  higher 
degree  of  dose  inhomogeneity  in  comparison  with  photon  beam  techniques.  In  part,  this 
is  caused  by  tissue  heterogeneity  and  skin  surface  irregularity.  Here,  we  see  that  with 
electron  energy  and  intensity  modulations,  it  is  possible  to  reduce  the  degree  of  dose 
heterogeneity  and  achieve  a  satisfactory  dose  distribution  and  uniformity. 

Significant  differences  between  the  two  DVHs  for  the  critical  structures  indicated 
that  the  MERT  plan  also  delivered  much  less  doses  to  the  critical  structures  than  the 
photon  beam  IMRT  plan.  It  is  undoubtedly  clear  from  Figure  10  that  the  MERT  plan 
showed  a  superior  normal  tissue  sparing.  The  maximum,  minimum,  and  mean  doses  to 
the  spinal  cord  in  the  MERT  plan  were  16.62,  0.02,  and  5.24  Gy,  respectively,  while  the 
corresponding  doses  in  the  photon  beam  IMRT  plan  were  36.22,  0.60,  and  17.50  Gy. 
Only  16%  of  the  spinal  cord  volume  in  the  MERT  plan  received  a  dose  of  greater  than  or 
equal  to  10  Gy  compared  to  97%  in  the  IMRT  plan.  Similar  sparing  for  other  structures 
were  also  observed  in  the  MERT  plan.  The  maximum,  minimum,  and  mean  doses  given 
to  the  brainstem  in  the  MERT  plan  were  13.65,  0.45,  and  2.66  Gy,  respectively.  In 
contrast,  the  corresponding  doses  given  in  the  photon  beam  IMRT  plan  were  29.88,  8.45, 
and  16.66  Gy,  significantly  higher  than  the  doses  delivered  in  the  MERT  plan.  As  to  the 
orbits,  both  the  MERT  and  the  photon  beam  IMRT  plans  gave  very  low  doses. 
Especially,  the  MERT  plan  delivered  an  extremely  low  dose  to  the  contra-lateral  orbit, 
with  the  maximum,  minimum,  and  mean  doses  being  0.15,  0.01,  and  0.05  Gy, 
respectively.  This  is  very  significant  and  clinically  relevant  since  the  tolerance  dose  for 
the  lenses  is  only  10  ~  15  Gy.  In  the  cases  we  studied,  the  contra-lateral  parotid  gland 
was  not  contoured  as  an  independent  critical  structure.  However,  based  on  the  isodose 
distributions  shown  in  Figure  9,  it  is  clear  that  the  dose  delivered  to  the  contra-lateral 
parotid  gland  for  the  MERT  plan  was  well  under  the  established  tolerance  dose  of  20  ~ 
30  Gy  (29).  Even  if  we  increased  the  prescribed  dose  to  60  Gy,  the  dose  delivered  to  the 
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contra-lateral  parotid  gland  for  the  MERT  plan  would  be  still  kept  well  within  the 
tolerance.  It  is  very  important  to  point  out  that  the  mean  dose  to  the  non-target  tissue  in 
the  photon  beam  IMRT  plan  was  7.54  Gy  as  compared  with  3.95  Gy  in  the  MERT  plan. 
This  is  of  clinical  significance  as  the  MERT  plan  could  significantly  reduce  low  radiation 
doses  to  large  normal  tissue  volume. 

For  many  years,  parotid  cancers  have  been  largely  treated  using  one  of  these  three 
radiotherapy  techniques:  an  ipsilateral  wedged  pair  of  photon  beams  oriented  at  oblique 
angles,  an  ipsilateral  field  treated  with  high  energy  electrons,  and  a  combination  of  high 
energy  photon  and  electron  beams  with  carefully  chosen  weights.  Unfortunately,  because 
of  the  intrinsic  limitation  of  the  underlying  physics,  all  these  techniques  are  not  able  to 
produce  treatment  plans  that  provide  both  a  high  degree  of  target  dose  conformity  and  a 
significant  normal  tissue  sparing.  Recently,  the  photon  IMRT  has  shown  some  success  in 
treating  certain  head  and  neck  cancers,  but  it  is  still  not  suitable  to  treat  shallow  tumors 
due  to  extremely  low  surface  dose  and  excessively  high  exit  dose.  The  low  surface  dose 
is  not  effective  in  killing  tumor  cells  in  superficial  tissues.  The  high  exit  dose  constitutes 
a  significant  risk  to  the  normal  function  of  the  distal  critical  structures,  such  as  the  spinal 
cord  and  the  contra-lateral  orbit  and  parotid  gland.  Therefore,  it  would  be  desirable  to 
develop  a  technique  that  can  eliminate  these  drawbacks.  As  the  results  presented  here 
indicate,  through  both  electron  intensity  and  energy  modulations,  MERT  was  able  to 
deliver  highly  conformal  doses  to  targets  with  complex  shapes.  In  the  mean  time,  it 
provided  sufficient  protection  of  the  critical  structures  and  substantial  normal  tissue 
sparing.  Considering  the  radiation  side  effects  and  the  quality  of  life  limiting  organs  at 
risk  like  the  contra-lateral  parotid  gland  and  orbit,  it  is  necessary  to  keep  the  dose  to  the 
healthy  tissue  to  a  minimum  and  preserve  the  organ  normal  function  as  much  as  possible. 
In  this  respect,  MERT  had  an  undisputable  advantage  and  a  great  potential. 
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Conclusions 

Based  on  the  results  of  this  comparative  dosimetric  study,  we  conclude  that  EMLC 
was  able  to  provide  sufficient  beam  collimation  for  MERT  treatments  and  for  superficial 
targets,  such  as  parotid  cancers,  MERT  offered  not  only  a  better  target  dose  coverage  and 
uniformity,  but  also  a  superior  normal  tissue  sparing.  Therefore,  it  could  become  the 
treatment  of  choice  for  superficial  tumors.  As  the  development  of  the  computer- 
controlled  EMLC  is  underway,  we  believe  that  the  widespread  routine  implementation  of 
this  novel  technique  for  superficial  tumors  should  be  investigated. 


Acknowledgements 

This  study  was  supported  in  part  by  grants  DAMD 17 -00- 1-0443  (Yulin  Song  and 
Steve  Jiang),  DAMD 17-00- 1-0444  (Todd  Pawlicki),  and  DAMD  17-01-1-0635  (Lei  Xing) 
from  the  US  Department  of  Defense.  In  addition,  we  would  like  to  express  our  sincere 
thanks  to  Varian  Medical  System,  Palo  Alto,  CA,  for  providing  electron  applicators  for 
this  study. 


19 


A) 


Exit  Window/Primary  Foil 
Secondary  Foil 
Monitor  Chamber 


Shielding/Collimator 

Upper  Jaws 

Lower  Jaws 

25  X  25  cm^  Electron 
Applicator 

EMLC 

Patient  Skin  (100  cm  SSD) 


i _ i _ 


10.0  cm 


B) 


Exit  Window/Primary  Foil 
Secondary  Foil 

Monitor  Chamber  [ 


Shielding/Collimator 
Upper  Jaws 
Lower  Jaws 

25  X  25  cm^  Electron 
Applicator 

EMLC 

Patient  Skin  (100  cm  SSD) 


Figure  2 


21 


1.  Select  proper  beam  angles  and 
energies 


22 


Figure  4 


23 


Number  of  Pixels 


Mean  Tumor  Depth  (cm) 


Figure  7 


I 


A.  MERT  plan  6  MeV  field 


B.  MERT  plan  9  MeV  field 


C.  MERT  plan  12  MeV  field 


D.  MERT  plan  16  MeV  field 


2  4  6  a  10  12  14  16  18 


E.  MERT  plan  20  MeV  field 


F.  IMRT  plan  4  MV  field 


Figure  9 


28 


%  Volume 


Histogram 


FIGURE  LEGENDS 

Figure  1 

Conventional  radiotherapy  techniques  for  the  treatment  of  parotid  tumors.  (A)  An 
ipsilateral  wedged  pair  of  6  MV  photon  beams  oriented  at  oblique  angles  to  cover  the 
entire  parotid  bed,  (B)  An  ipsilateral  field  treated  with  high  energy  electrons  (12,  16  or  20 
MeV),  and  (C)  A  combination  of  high  energy  photon  and  electron  beams  (6  MV  +  12  or 
16  or  20  MeV)  with  proper  weighting. 

Figure  2 

Schematic  drawings  of  the  EMLC  and  a  Varian  Clinac  2100C  treatment  head.  (A) 
The  manually-driven  EMLC  was  originally  placed  at  the  last  scraper  of  a  standard  Varian 
25  X  25  cm^  electron  applicator.  This  resulted  in  a  considerably  large  air  gap  (10  cm) 
between  the  bottom  of  the  EMLC  leaves  and  the  patient  skin  for  a  nominal  100  cm  SSD. 
(B)  To  further  lower  the  EMLC  leaves,  we  have  now  removed  the  entire  last  scraper  of 
the  electron  applicator  and  its  electronic  circuitry.  The  EMLC  was  placed  immediately  at 
the  bottom  of  the  modified  electron  applicator  and  stabilized  with  eight  screws.  This 
modification  reduced  the  air  gap  to  5.0  cm  between  the  bottom  of  the  EMLC  leaves  and 
the  patient  skin. 

Figure  3 

The  MERT  treatment  planning  flowchart. 

Figure  4 

Schematic  layouts  of  the  beam  orientations.  (A)  Each  MERT  plan  consisted  of 
three  coplanar  ports,  oriented  at  205°,  235°,  and  255°,  respectively.  Each  port  was  treated 
with  five  nominal  electron  energies  (6,  9,  12,  16,  and  20  MeV)  consecutively.  (B) 
Corresponding  photon  beam  IMRT  plan  had  five  coplanar  ports:  0°,  205°,  235°,  270°,  and 
320°,  with  each  port  being  treated  with  a  4  MV  photon  beam. 
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Figure  5 

A  photo  of  the  EMLC  assembly  mounted  on  a  Varian  Clinac  2100C  linear 
accelerator.  The  air  gap  between  the  bottom  of  the  EMLC  leaves  and  the  patient  skin  was 
5.0  cm.  The  gantry  angle  was  235°. 

Figure  6 

A  representative  parotid  tumor  and  corresponding  tumor  depth  map.  (A)  A  3-D 
beam’s  eye  view  of  a  parotid  tumor  at  the  beam  angle  of  235°.  (B)  Corresponding  tumor 
depth  map,  with  darker  pixels  indicating  the  deeper  parts  of  the  tumor  at  this  viewing 
angle. 

Figure  7 

A  representative  tumor  depth  histogram.  The  histogram  was  created  based  on 
Figure  6B,  showing  the  number  of  pixels  distribution  as  a  function  of  mean  tumor  depth. 
Based  on  this  distribution,  a  suitable  set  of  electron  energies  were  selected  for  this 
particular  beam  angle. 

Figure  8 

Representative  beam  intensity  maps.  (A-E)  Intensity  maps  for  the  MERT  plan  for 
the  6,  9,  12,  16,  and  20  MeV  fields  at  the  beam  angle  of  235°.  (F)  Corresponding  photon 
beam  IMRT  intensity  map  for  the  4  MV  field  at  the  same  beam  angle.  This  intensity  map 
consisting  of  two  separate  intensity  maps  and  combined  together  manually. 

Figure  9 

Comparison  of  the  MERT  and  IMRT  plan  isodose  distributions.  (A,  D)  Isodose 
distributions  for  the  central  axial  slices  for  a  representative  parotid  cancer  case.  (B,  E) 
Isodose  distributions  for  the  central  coronal  slices  from  the  same  case.  (C,  F)  Isodose 
distributions  for  the  central  sagittal  slices  from  the  same  case.  The  isodose  curves, 
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normalized  to  55.0  Gy,  represent  10,  20,  30,  40,  50,  60,  70,  80,  90,  and  100%, 
respectively.  Only  selected  isodose  lines  are  labeled  here. 

Figure  10 

Comparison  of  dose  volume  histograms  (DVH)  for  the  photon  beam  IMRT  (A) 
and  MERT  (B)  plans.  Clearly,  the  MERT  plan  shows  a  superior  normal  tissue  sparing 
and  a  better  dose  distribution. 
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Table  I.  List  of  ports  used  in  the  MERT  plans 


Port  No 

Gantry  Angle 

1 

205° 

2 

235° 

3 

270° 

Table  11.  List  of  fields  used  in  the  MERT  plans 


Field  No 

Gantry  Angle 

Beam  Energy  (MeV) 

1 

205° 

6 

2 

205° 

9 

3 

205° 

12 

2 

205° 

16 

5 

205° 

20 

6 

235° 

6 

7 

235° 

9 

8 

235° 

12 

9 

235° 

16 

10 

235° 

20 

11 

270° 

6 

12 

270° 

9 

13 

270° 

12 

14 

270° 

16 

15 

270° 

20 
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Abstract 

A  Monte  Carlo  based  treatment  planning  system  for  modulated  electron 
radiation  therapy  (MERT)  is  presented.  This  new  variation  of  intensity 
modulated  radiation  therapy  (IMRT)  utilizes  an  electron  multileaf  collimator 
(eMLC)  to  deliver  non-uniform  intensity  maps  at  several  electron  energies. 
In  this  way,  conformal  dose  distributions  are  delivered  to  irregular  targets 
located  a  few  centimetres  below  the  surface  while  sparing  deeper- lying  normal 
anatomy.  Planning  for  MERT  begins  with  Monte  Carlo  generation  of  electron 
beamlets.  Electrons  are  transported  with  proper  in-air  scattering  and  the  dose 
is  tallied  in  the  phantom  for  each  beamlet.  An  optimized  beamlet  plan  may 
be  calculated  using  inverse-planning  methods.  Step-and-shoot  leaf  sequences 
are  generated  for  the  intensity  maps  and  dose  distributions  recalculated  using 
Monte  Carlo  simulations.  Here,  scatter  and  leakage  from  the  leaves  are  properly 
accounted  for  by  transporting  electrons  through  the  eMLC  geometry.  The 
weights  for  the  segments  of  the  plan  are  re-optimized  with  the  leaf  positions 
fixed  and  bremsstrahlung  leakage  and  electron  scatter  doses  included.  This 
optimization  gives  the  final  optimized  plan.  It  is  shown  that  a  significant 
portion  of  the  calculation  time  is  spent  transporting  particles  in  the  leaves. 
However,  this  is  necessary  since  optimizing  segment  weights  based  on  a 
model  in  which  leaf  transport  is  ignored  results  in  an  improperly  optimized 
plan  with  overdosing  of  target  and  critical  structures,  A  method  of  rapidly 
calculating  the  bremsstrahlung  contribution  is  presented  and  shown  to  be  an 
efficient  solution  to  this  problem.  A  homogeneous  model  target  and  a  2D 
breast  plan  are  presented.  The  potential  use  of  this  tool  in  clinical  planning  is 
discussed. 


^  Present  address;  Department  of  Radiation  Oncology,  Massachusetts  General  Hospital  and  Harvard  Medical  School, 
Boston.  MA  02 114,  USA. 
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1.  Introduction 

In  an  increasing  number  of  centres,  the  treatment  of  tumours  in  close  proximity  to  critical 
organs  or  targets  possessing  complex  geometries  is  performed  via  intensity  modulated  radiation 
therapy  (IMRT)  with  photon  beams.  While  this  technique  is  an  extremely  powerful  tool  for 
treating  tumours  that  are  located  more  than  a  few  centimetres  below  the  surface,  the  physics 
of  x-ray  energy  deposition  suggests  that  photon  IMRT  is  not  well  suited  to  the  treatment  of 
shallow  targets.  Furthermore,  in  many  cases  the  slow  attenuation  of  photon  beams  makes 
conventional  photon  IMRT  a  poor  choice  for  some  targets  with  distal  critical  structures.  In 
contrast,  electron  beams,  with  their  comparatively  higher  surface  doses  and  more  rapid  depth- 
dose  fall-offs,  are  well  suited  to  these  targets.  However,  conventional  electron  beam  delivery 
and  treatment  planning  systems  are  ill-equipped  for  the  delivery  of  complex  dose  distributions. 

Modulated  electron  beam  radiation  therapy  (MERT)  is  a  new  electron  modality  that 
has  been  developed  to  deliver  highly  conformal  doses  to  shallow  targets  (Lief  et  al  1996, 
Hyodynmaa  et  al  1996,  Zackrisson  and  Karlsson  1996,  Asell  et  al  1997,  Ebert  and  Hoban 
1997,  Karlsson  et  al  1998,  1999,  Asell  et  al  1999,  Ma  et  al  2000b).  Dose  conformality  in  the 
beam  direction  may  be  achieved  by  energy  modulation,  while  lateral  uniformity  and  conformity 
may  be  achieved  by  intensity  modulation  via  a  variable  collimator.  Many  of  the  studies  into 
MERT  have  used  microtron  based  scanned  beam  systems.  In  principle,  energies  should  be 
selectable  with  relative  ease  on  these  systems,  while  intensity  modulation  could  be  achieved 
by  scanning  the  narrow  electron  beam.  Studies  using  these  systems  have  shown  MERT  to 
be  feasible  and  potentially  of  great  value;  however,  the  cost  and  availability  of  such  machines 
have  greatly  restricted  research  and  development  of  scanned  beam  based  MERT.  Investigations 
into  the  use  of  the  photon  MLCs  on  accelerators  that  broaden  electron  beams  with  scattering 
foils  have  also  been  performed,  including  the  possibility  of  using  helium  along  the  beam  axis 
to  reduce  deleterious  air  scatter  (Karlsson  et  al  1999,  Lee  et  al  2000a). 

As  an  alternative  to  these  systems,  an  electron-specific  multileaf  collimator  (eMLC)  has 
been  proposed  (Lee  etal  2000a,  Ma  etal  2000b).  It  has  been  demonstrated  that  a  collimator  con- 
si  sting  of  1 .5  cm  thick  tungsten  leaves  located  at  the  level  of  the  last  scraper  of  a  25  x  25  cm^  elec¬ 
tron  applicator  allows  shaping  of  the  field  to  a  higher  degree  of  resolution  than  is  possible  using 
the  photon  MLC.  By  superposition  of  a  number  of  different  field  shapes,  an  intensity  modulated 
field  may  be  delivered.  However,  a  system  for  generating  such  a  plan  required  further  research. 

Any  planning  system  requires  the  ability  to  perform  accurate  dose  calculations.  Because 
electron  transport  and  scatter  in  matter  is  strongly  influenced  by  density  and  material 
composition,  dose  calculation  in  heterogeneous  media  is  extremely  challenging.  Conventional 
algorithms  typically  utilize  variants  of  the  3D  Hogstrom  pencil  beam  algorithm,  based  on 
Fermi-Eyges  transport  theory  (Hogstrom  etal  1981).  However,  it  has  been  well  documented 
that  in  heterogeneous  phantoms  and  small  irregular  fields,  this  algorithm  results  in  large  regions 
of  dose  error  (Cygler  etal  1987,  Bielajew  etal  1987,  Mah  etal  1989,  Mackie  etal  1994,  Ma 
et  al  1999).  It  has  been  demonstrated  that  the  Monte  Carlo  method  can  provide  accurate 
dose  estimations  under  all  circumstances  (Cygler  et  al  1987,  Mackie  et  al  1994,  Kawrakow 
et  al  1996,  Mohan  1997,  Kapur  1999,  Ma  et  al  1999).  Additionally,  Monte  Carlo  transport 
algorithms  can  be  used  to  accurately  assess  the  perturbations  to  the  electron  fluence  caused 
by  beam  modifiers,  such  as  multileaf  collimators  (assuming  an  accurate  source  model).  The 
combined  effects  of  field  size,  shape,  and  collimator  on  absolute  doses  can  then  be  included  as 
planning  considerations  with  a  high  degree  of  accuracy.  Thus,  while  the  need  for  Monte  Carlo 
dose  computation  of  photon  IMRT  plans  has  been  debated,  the  importance  of  Monte  Carlo  in 
conventional  electron  plans  is  well  established,  and  it  follows  that  more  complex  MERT  plans 
will  also  benefit  from  Monte  Carlo  computation. 
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Most  photon  IMRT  planning  systems  divide  a  radiation  field  into  small  spatial  elements, 
or  beamlets,  and  separate  out  the  dose  contribution  from  each  beamlet  as  the  first  step  in 
planning.  This  beamlet  simulation  may  be  performed  by  analytical  methods  or  by  the  Monte 
Carlo  method  (Boyer  and  Mok  1985,  Pawlicki  et  al  1999,  Laub  et  al  2000).  By  optimizing 
on  the  dose  distributions,  weights  or  intensities  for  each  beamlet  may  be  obtained  and  the 
resulting  2D  intensity  maps  may  be  converted  into  an  MLC  leaf  sequence  for  delivery.  The 
assumption  is  that  the  dose  computed  on  a  beamlet-by-beamlet  basis  is  the  same  as  the  dose 
delivered  via  the  actual  leaf  sequence.  Even  in  photon  IMRT  this  is  not  the  case,  the  MLC 
tongue-and-groove  effect  being  the  most  notable  violation  (van  Santvoort  etal  1996,  Yu  1998), 
with  transmission  through  leaf  ends  and  edges  also  being  a  factor  (Chen  et  al  2000).  In  these 
instances,  an  additional  correction  must  be  applied  to  leaf  sequences  or  simply  during  dose 
reconstruction  so  that  planners  may  evaluate  the  true  dose  rather  than  an  ideal  dose. 

This  difference  between  beamlet  and  delivered  doses  is  the  primary  challenge  encountered 
in  developing  a  MERT  planning  system.  During  delivery,  electrons  (and  contaminant  photons) 
have  the  opportunity  to  scatter  off  or  through  leaf  ends  and  sides  to  a  much  greater  degree  than 
photons.  Additionally  particles  incident  on  the  closed  portions  of  the  leaves  may  generate 
secondary  particles,  in  particular  bremsstrahlung  photons  (Lee  et  al  2000a).  These  effects 
result  in  a  leaf-delivered  dose  that  may  differ  significantly  from  the  beamlet  predicted  dose. 
The  magnitude  of  this  effect  depends  on  the  specific  plan  and  cannot  be  known  a  priori. 

Holmes  (2001)  has  proposed  a  tomotherapy  planning  system  that  accounts  for  aperture- 
dependent  non-idealities  such  as  leakage  and  head  scatter.  In  that  system,  leaf  sequencing 
occurred  as  part  of  the  optimization  procedure,  and  thus  aperture-dependent  leakage  and  head 
scatter  could  be  included  for  each  ‘field’  delivered  by  the  tomotherapy  system.  This  work 
seeks  to  apply  the  same  concept  to  MERT  planning,  though  in  this  case  Monte  Carlo  calculated 
aperture-dependent  non-idealities  are  incorporated  via  a  post  hoc  procedure  rather  than  during 
the  optimization. 

The  objective  of  this  study  was  first  to  examine  the  differences  between  beamlet 
deliveries  and  dose  distributions  from  simulations  in  which  particles  were  transported  in  the 
eMLC.  A  Monte  Carlo  based  treatment  planning  system  was  then  developed  in  which  the 
bremsstrahlung  leakage  and  leaf-end  scatter  and  transmission  could  be  properly  accounted  for 
in  the  optimization  process.  A  method  of  implicitly  including  the  effect  of  particle  transport 
in  the  leaves  was  developed,  allowing  for  faster  calculations.  Using  this  system,  a  plan  is 
generated  for  an  artificial  homogeneous  phantom  and  for  a  CT  phantom  of  an  intact  breast. 
Based  on  these  results,  potential  directions  for  further  research  are  discussed. 


2.  Methods 

2.L  Monte  Carlo  simulations 

Source  parameter  descriptions  of  6,  9,  12,  16  and  20  MeV  (nominal  energy)  electron  beams 
were  obtained  using  a  procedure  described  elsewhere  and  summarized  here.  Electron  beam 
simulations  of  a  Varian  Clinac  2100C  (Varian  Oncology  Systems,  Palo  Alto,  CA)  were 
performed  using  the  EGS4/BEAM  code  (Nelson  et  al  1 985,  Rogers  et  al  1 995).  A  25  x  25  cm^ 
type  III  (open  walled)  applicator  was  used  in  these  simulations.  Vendor  supplied  geometries 
were  used  to  define  the  component  modules  in  the  BEAM  simulation,  with  photon  jaw  settings 
adjusted  according  to  the  nominal  beam  energy.  It  has  been  shown  elsewhere  that  the  resulting 
phase  space  data  from  these  simulations,  when  used  in  EGS4/DOSXYZ  or  MCDOSE  dose 
calculations,  provide  agreement  with  measured  data  to  within  2%  on  depth-dose  and  transverse 
profiles,  as  well  as  output  factor  calculations  (Kapur  etal  1998,  Kapur  1999,  Lee  etal  2000c). 
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Figure  1.  A  schematic  diagram  of  the  beamlet  and  electron  MLC  geometry.  The  beamlet  is 
defined  as  having  a  width  of  exactly  1 .0  cm  at  100  cm  from  the  photon  target,  regardless  of  where 
the  phantom  surface  is  actually  located.  This  is  shown  in  A.  The  source  plane  is  reconstructed  at 
93.26  cm,  coincident  with  the  upper  surface  of  the  eMLC.  The  beamlets  are  then  defined  at  this 
plane  B  by  ray  tracing  from  the  approximate  location  of  the  electron  virtual  source,  1 0  cm  below  the 
exit  window.  Only  particles  within  B  are  reconstructed  and  beamlet  simulation  occurs  without  any 
collimation.  When  leaves  are  simulated,  their  positions  are  set  based  on  the  geometric  projections 
of  the  leaf  edges,  as  shown.  Thus  there  is  an  inherent  difference  in  beamlet  simulation  and  actual 
delivery. 


During  the  simulation,  ‘latch  bit’  settings  were  used  to  delineate  particles  originating  or 
scattering  off  the  first  two  scrapers  of  the  applicator  (source  1  and  2),  and  electrons  (source  3) 
and  photons  (source  4)  that  were  well  described  by  a  virtual  point  source  (Ma  etal  1997,  Ma  and 
Rogers  1997,  Jiang  etal  2000).  This  four-source  model  has  been  shown  to  provide  agreement 
with  both  the  direct  phase-space  simulation  and  measured  data  (Jiang  etal  2000).  During  dose 
calculations  particles  were  generated  according  to  this  source  model,  thus  eliminating  the  need 
for  calculation  and  storage  of  large  phase-space  data  files. 

Unless  otherwise  noted,  electrons  were  transported  down  to  0.70  Me  V  total  energy  (ECUT) 
and  photons  transported  to  10  keV  energy  (PCUT),  at  which  point  the  remaining  energy  was 
deposited  on  the  spot.  It  has  been  documented  that  an  ECUT  of  0.70  MeV,  corresponding  to 
a  residual  continuous  slowing  down  approximation  range  in  water  of  <0.5  mm,  is  sufficient 
for  most  dosimetric  purposes  (Rogers  et  al  1995).  Transport  through  the  leaves  and  in  air 
was  performed  using  PRESTA  for  step-length  calculations  (Bielajew  and  Rogers  1987).  For 
transport  in  the  phantom,  photon  splitting  and  electron  track  repetition  were  employed  as 
variance  reduction  techniques  (Kawrawkow  and  Fippel  2000,  Ma  et  al  2000a), 

Dose  calculations  were  performed  using  the  EGS4  user  code  MCDOSE  (Nelson  et  al 
1985,  Ma  et  al  2000a).  This  code  has  been  described  in  detail  elsewhere  and  has  been  shown 
to  provide  agreement  with  DOSXYZ  and  measured  data  to  within  2%  (Li  et  al  2000b).  The 
code  was  modified  and  used  for  MERT  planning  as  described  in  the  following  sections. 

2.  /.  1.  Electron  beamlets.  For  each  energy  and  port,  electron  beamlets  were  simulated  for  use 
in  the  inverse  planning  algorithm  in  a  manner  analogous  to  Monte  Carlo  based  photon  IMRT 
planning  (Pawlicki  etal  1999).  Beamlet  size  was  set  at  the  level  of  isocentre,  with  a  resolution 
of  1  cm.  The  beamlet  was  then  defined  by  a  virtual  aperture  located  at  the  position  of  the  upper 
surface  of  the  electron  MLC,  93.26  cm  below  the  photon  target.  The  beamlet  size  was  defined 
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to  be  given  by  projections  taken  from  the  plane  containing  the  isocentre  to  the  approximate 
location  of  the  electron  virtual  source,  10  cm  below  the  photon  target  as  determined  during 
beam  commissioning.  This  geometry  is  shown  schematically  in  figure  1 .  The  virtual  aperture 
could  be  simulated  in  one  of  two  ways: 

(a)  By  taking  the  beamlet  to  be  an  opening  in  a  perfectly  absorbing  infinitely  thin  collimator, 
that  is,  sampling  from  the  full  25  x  25  cm^  field  and  transporting  only  those  particles  that 
land  in  the  beamlet. 

(b)  Sampling  directly  within  the  beamlet  itself,  and  never  generating  any  particles  in  the 
remaining  regions. 


For  efficiency,  method  (b)  was  selected  with  weighting  factors  defined  as  follows. 

Let  us  consider  a  subset  of  a  two-dimensional  fluence  profile  (‘beamlet’)  defined  by  jc  = 
x\  to  X2  and  y  =  yi  to  y2  with  area  Abcamict-  If  we  sample  within  this  beamlet  according  to  the 
true  distribution,  then  each  particle  can  be  given  a  weighting  factor  equal  to  the  ratio  of  the 
integral  fluence  within  the  beamlet  to  the  overall  integrated  fluence.  If,  however,  we  sample 
uniformly  within  this  region,  then  we  must  apply  an  additional  weighting  factor  to  remove  the 
biasing  due  to  the  uniform  sampling.  If  the  intensities  (number  of  particles  in  a  bin)  are  given 
as  F{x,  y)  and  we  consider  a  point  (x',  y')» 

,  ,  „  Abcamict  F(,x',y') 

W{.x,y)  =  — - ^  r  (1) 

Abin  Ex  Ey  F{x,y) 

where  Abin  is  the  area  of  the  spatial  bin  to  convert  number  of  particles  to  fluence  and  the 
summation  represents  the  total  number  of  particles  in  the  source  parameter  file. 

As  mentioned  above,  each  source  parameter  file  contains  fluence  information  for  four 
subsources.  Because  spatial  bins  are  defined  in  the  same  way  for  each  subsource,  it  is  possible  to 
assign  a  cumulative  distribution  function  (CDF)  for  each  bin,  describing  the  relative  intensities 
of  each  source.  Particles  are  sampled  according  to  this  CDF  and  hence  no  additional  weighting 
factor  is  needed  for  subsources.  Note  that  contaminant  photons  from  the  treatment  head  are 
included  in  the  source  reconstruction  during  both  beamlet  and  eMLC  simulation.  Particle 
origins  are  uniformly  sampled  on  each  subsource  (i.e.  an  electron  has  an  equal  probability  of 
coming  from  each  edge  of  an  electron  scraper).  The  reader  is  referred  to  Jiang  et  al  (2000)  for 
complete  details  on  source  reconstruction  for  this  four-source  model,  with  the  aforementioned 
weighting  factors  for  beamlet  sampling. 

During  beamlet  simulation,  particles  are  reconstructed  at  the  upper  surface  of  the  eMLC 
at  a  distance  93.26  cm  below  the  nominal  photon  target  position.  The  remaining  air  gap  to 
the  phantom  is  then  explicitly  simulated,  thus  accounting  for  the  in-air  scatter,  such  that  the 
final  fluence  at  the  phantom  surface  is  essentially  a  convolution  of  the  original  fluence  and  the 
scatter  kernel. 


2.7.2.  Electron  MIC  simulation.  A  proposed  design  for  an  electron  specific  MLC  (eMLC) 
has  been  described  elsewhere  and  is  summarized  below  (Lee  et  al  2000a).  Based  on 
measurements  with  a  prototype  system  and  Monte  Carlo  simulations,  it  has  been  shown  that 
1 .5  cm  thick  tungsten  leaves  located  at  the  level  of  the  last  scraper  provide  adequate  electron 
collimation  for  MERT.  Leaf  ends  and  sides  may  be  unfocused,  though  in  this  study  leaf  sides 
were  considered  to  be  focused  to  a  point  10  cm  below  the  photon  target  (for  the  2D  targets 
studied  here,  this  has  no  significant  effect).  Note  that  while  this  study  utilized  this  specific 
eMLC  design,  the  results  are  general  to  any  collimator  in  which  leaf  end  scatter  and  transmission 
and  bremsstrahlung  leakage  are  non-trivial. 

The  MCDOSE  code  was  modified  to  include  the  simulation  of  particle  transport  in  such 
a  collimator,  placed  according  to  arbitrary  table,  collimator  and  gantry  angles,  with  leaves  set 
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according  to  a  leaf  sequence  file.  The  geometry  coding  routines  were  based  upon  macros  used 
for  block  simulations  (Li  et  al  2000a,  b).  In  all  simulations,  a  region  extending  from  the  field 
edge  5  mm  into  the  leaves  of  the  eMLC  was  subject  to  explicit  simulation  of  all  particles,  up 
to  the  global  transport  cut-offs.  Margins  of  thickness  greater  than  3  mm  have  been  shown 
to  be  adequate  for  accounting  for  edge  effects  in  cut-outs  (Mubata  et  al  2000).  Outside  this 
region,  one  of  two  rejection  methods  was  used  to  accelerate  the  simulations.  In  one  method 
all  particles  in  this  region  were  rejected,  while  in  the  second  method  electrons  were  discarded 
based  on  a  2  MeV  total  energy  cut-off  while  photons  were  transported  explicitly.  An  alternative 
method  for  computing  bremsstrahlung  leakage  was  investigated  and  is  described  separately  in 
section  2.1.3. 

Each  segment  of  the  MERT  plan  was  given  a  different  number  of  histories  based  upon  the 
number  of  monitor  units  to  be  delivered.  Note,  however,  that  the  absolute  dose  is  decoupled 
from  the  number  of  histories  delivered,  because  the  absolute  dose  for  each  field  is  separately 
computed  assuming  a  single  monitor  unit  delivery,  and  then  rescaled  to  the  correct  value. 
However,  for  increased  speed,  the  number  of  particles  simulated  was  proportional  to  the 
number  of  MU  to  be  delivered.  In  particular,  the  overall  statistical  uncertainty  at  a  point 
after  N  segments  with  relative  intensities  w  is  given  by 

(2) 

t  =  l 

If  we  express  all  the  intensities  in  units  of  the  minimum  intensity,  u^min.  such  that  wi  =  o'/ w^niin» 
we  may  write 

(3) 

1=1 

If  we  desire  to  have  all  segments  provide  an  equal  contribution  to  the  overall  uncertainty,  then 
{ctfaf)  must  stay  constant  over  i.  This  implies  that  the  square  of  the  uncertainties  should  scale 
linearly  with  the  square  of  the  intensities,  or  equivalently,  the  number  of  histories  for  a  field 
should  scale  with  the  square  of  the  intensities.  The  uncertainty  in  the  final  plans  was  less  than 
1%  at  la  for  the  voxels  with  a  dose  D  >  0.5Dmax.  By  using  a  low  uncertainty  (at  the  cost  of 
high  computation  time),  the  noise-convergence  issue  of  Monte  Carlo  based  inverse  planning 
can  be  minimized  (Jeraj  and  Keall  2000,  Keall  etal  2000). 

2.7.5.  Bremsstrahlung  background  approximation.  In  a  subset  of  the  simulations,  leakage 
photons  were  included  in  the  calculations  without  explicit  transport  through  the  leaves.  Using 
the  EGS4/BEAM  system,  two  phase  space  files  were  generated,  one  directly  above  and  one 
directly  below  a  1.5  cm  tungsten  slab.  Only  particles  passing  through  a  10  x  10  cm^  square 
centred  on  the  slab’s  upper  surface  were  transported  and  scored.  The  photons  in  the  lower 
phase  space  were  placed  into  angular  bins  of  1.0°  (taken  with  respect  to  the  central  axis)  and 
within  each  angular  bin,  particles  were  separated  into  energy  bins  of  0.5  MeV.  A  ‘total  photon 
yield’  S  was  defined  as  the  number  of  photons  in  the  lower  phase  space  divided  by  the  total 
number  of  particles  in  the  upper  phase  space.  Note  that  this  differs  from  the  standard  definition 
of  bremsstrahlung  yield  in  that  all  photons  are  scored  including,  for  example,  transmission, 
rather  than  only  bremsstrahlung,  and  the  yield  is  given  per  incident  particle  rather  than  per 
incident  electron. 

The  Monte  Carlo  simulation  employed  the  bremsstrahlung  production  cross  sections  of 
Koch  and  Motz  (1959).  The  validity  of  the  Monte  Carlo  method  for  studying  thick-target 
bremsstrahlung  has  been  discussed  at  length  in  the  literature  (e.g.  Seltzer  and  Berger  1985, 
Faddegon  etal  1990,  1991). 
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During  source  reconstruction,  electrons  that  would  be  incident  upon  the  upper  surface  of 
the  eMLC  are  discarded  (recall  that  the  source  plane  and  the  top  of  the  eMLC  are  coincident). 
A  random  number  rj  is  selected  in  the  interval  (0, 1],  and  if ;?  <  (5/A^spiit)  then  a  photon  of 
weight  A^spiit  is  generated  according  to  the  joint  angular/spectral  distribution  and  simulated 
beginning  from  the  bottom  surface  of  the  MLC.  In  these  simulations,  A^spiii  was  set  at  10,  thus 
utilizing  a  Russian  roulette-style  variance  reduction  technique.  The  assumption  was  made  that 
the  bremsstrahlung  phase  space  was  invariant  across  the  field,  and  that  at  a  given  point  the 
photon  distribution  was  radially  symmetric.  The  low-energy  electrons  produced  in  the  leaves 
were  also  ignored.  This  greatly  simplifies  and  accelerates  both  source  model  generation  and 
reconstruction,  and  it  is  shown  in  section  3.1.3  that  these  assumptions  allow  for  sufficient 
accuracy  for  treatment  planning. 


2.1.4.  Absolute  dose  calibration.  In  general,  Monte  Carlo  results  are  given  in  dose  per 
incident  particle.  To  convert  to  absolute  dose,  the  dose  distribution  from  a  15  x  15  cm^  field  is 
calculated  (for  each  separate  energy)  and  the  central  axis  maximum  taken  to  be  a  calibration 
factor,  (here,  subscripts  refer  to  fields  and  superscripts  refer  to  measurement  points). 
This  value  is  given  in  cGy/particle.  Then,  an  arbitrary  point  A  in  the  reference  field  may  be 
converted  to  absolute  dose  per  monitor  unit  D,  given  in  cGy  MU"^  by 


(4) 


Because  some  particles  are  ignored  for  various  reasons  during  conversion  from  phase 
space  to  source  parameter  (particles  going  backwards,  positrons,  field  size  limits,  etc),  this 
simple  calculation  is  only  valid  for  a  single  source  parameter  file.  To  be  used  in  any  field  (in 
particular,  here,  the  25  x  25  cm^  field),  equation  (4)  may  be  expanded  as 


j\A  ryrcf 

^25x25  ^  ^25x25 


^25x25 


^rct 


(5) 


The  term  D2i;x25  can  be  calculated  directly  by  simulating  a  25  x  25  cm^  field.  The  second 
factor,  /^25x25/^?ef  cannot  be  taken  from  source  parameter  based  Monte  Carlo  calculations, 
for  reasons  described  above,  i.e.  some  particles  are  not  included  during  source  parameter 
generation.  However,  this  energy-dependent  parameter  may  be  taken  from  Monte  Carlo 
simulations  based  on  complete  phase-space  data  or  from  measured  applicator  factors,  defined 
as  the  ratio  of  absolute  doses  at  the  central  axis  maxima. 


2.2.  Optimization 

The  optimization  method  used  was  developed  by  Jiang  (1998)  and  the  salient  features  are 
described  here.  The  system  utilizes  a  steepest  descent  search  algorithm,  with  a  quadratic 
objective  function  augmented  by  dose-volume  constraints.  As  usual,  deviations  from  the 
prescribed  dose  contribute  to  the  objective  function  in  the  following  form 

flarsd  =  -  Pof  (6) 

i€T 

with  T  denoting  points  in  the  target.  The  soft  dose-volume  constraints  are  given  by  Zangwill’s 
penalty  function  (Buchanan  and  Turner  1992),  In  particular, 

+  "’■ale, 

i€T  ieT 
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Beam  let  Optimization 

-  no  collimator 
-  "ideal"  dose  distribution 

I 

Leaf  Sequencing 

* 

I -  Simulate  MLC  Delivery - ^ 

Method  A  Method  6 


-  ignore  leaf  leakage 
•  results  similar  to  beamlets 


-  include  leaf  leakage 
-  results  differ  from  beamlets 


Reoptimize  segment  weights 


•  correct  for  leaf  end  effects 

•  no  correction  for  leakage 


-  correct  for  leaf  end  effects 
-  correct  for  leakage 


Simulate  Final  Delivery 


-  overdosing  of  target  -  matches  prescription 

heterogeneous  coverage  -  homogeneous  coverage 


Figure  2.  A  schematic  summary  of  the  overall  treatment  plan.  Each  stage  is  discussed  in  detail 
in  the  text.  ‘Method  A’  utilizes  a  simplified  leaf  model  and  is  shown  to  result  in  an  inferior  plan. 
‘Method  B  ’  utilizes  either  explicit  particle  transport  in  the  leaves  or  a  bremsstrahlung  approximation, 
and  results  in  a  delivered  doses  that  match  well  with  prescriptions. 


x-axi.s  [cm] 

Figure  3.  Schematic  diagram  of  the  test  phantom.  The  target  structure  and  organ  at  risk  (OAR) 
are  shaded  and  labelled  accordingly.  An  extended  air  gap  exists  in  the  positive  x  region  with  the 
accelerator  isocentre  located  at  the  origin  of  the  diagram.  The  phantom  material  is  ICRU  tissue. 
The  phantom  extends  10  cm  above  and  below  the  plane  of  the  page. 


where  dj  is  the  dose  at  a  point  i,  pi  and  p2  are  the  upper  and  lower  limits  on  target  dose,  w 
are  the  weights  for  the  constraints  and  is  defined  as  1  if  the  point  i  is  too  high/low  and  the 
volume  constraint  (number  of  points  already  in  violation)  has  been  reached.  Similarly,  critical 
structures  are  protected  by  adding  upper>limit  penalties  in  a  dose-volume  fashion.  The  overall 
objective  function  is  then  defined  as 


^obj  —  Ft 


target 


+  r(F' 


penalty  ^  ^penalty 


target 


critical 


) 


(8) 


where  r  rises  with  each  Zangwill  iteration.  Further  details  on  this  method  of  optimization  may 
be  obtained  from  Jiang  (1998). 


3.  Results  and  discussion 

The  general  outline  of  the  treatment  planning  procedure  is  given  in  figure  2.  On  occasion,  the 
text  will  refer  to  ‘method  A’  or  ‘method  B’.  These  will  correspond  with  the  appropriate  branch 
of  the  flowchart  in  figure  2. 
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Figure  4.  [ntensity  maps  generated  for  the  homogeneous  phantom  by  optimization  of  electron 
beamlets:  (a)  20  MeV,  (h)  16  MeV,  (c)  12  MeV,  (cl)  9  MeV,  (e)  6  MeV.  Shown  are  □,  after  initial 
beamlet  optimization  and  ■,  after  final  segment  optimization.  Note  that  the  intensities  shown  for 
beamlets  are  prior  to  rebinning. 


3.1.  Homogeneous  phantom 

3.1.1.  Geometry  and  beamlets.  The  first  phantom  geometry  to  be  considered  was  a  two- 
dimensional  homogeneous  phantom  with  a  sloped  surface,  shown  schematically  in  figure  3. 
The  two-dimensional  system  was  chosen  so  that  beamlet  weights  and  dose  distributions  could 
be  more  easily  assessed.  The  target  was  chosen  to  be  concave  with  a  critical  structure  placed 
within  the  concavity.  A  small  region  around  the  target  was  chosen  to  represent  the  normal  tissue 
dose.  The  lateral  extent  of  the  target  was  approximately  20  cm.  In  the  third  dimension,  i.e.  out 
of  the  page,  as  shown,  the  target  region  was  4  cm  wide  and  was  surrounded  by  homogeneous 
ICRU  tissue  to  a  total  width  of  20  cm.  The  isocentre  was  placed  at  the  surface  of  the  phantom, 
centred  on  the  a: -axis. 

An  array  consisting  of  20  beamlets,  each  with  an  area  of  1  x  7  cm^,  was  delivered  into  the 
phantom  at  each  of  the  five  available  energies,  covering  the  area  from  x  =  —10.0  to  10.0  cm. 
The  7  cm  beamlet  size  along  the  y-axis  was  chosen  to  be  sufficiently  large  such  that  the  central 
target  voxels  were  covered  by  a  uniform  field. 

The  beamlet  weights  were  optimized  to  provide  the  intensity  map  shown  in  figure  4.  The 
general  trend  is  as  expected  based  on  energies  and  depths.  That  is,  the  higher  (20  and  16  MeV) 
beams  are  restricted  to  the  deeper  target  regions,  while  the  lower  energies  are  used  in  regions 
where  sparing  of  the  critical  structure  is  necessary.  The  resulting  cumulative  dose-volume 
histogram  (DVH)  is  shown  in  figure  5.  Note  that  the  target  is  well  covered  at  the  level  of  dose 
prescription  and  the  coverage  is  uniform  to  within  the  statistics  given  in  table  1. 
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Figure  5.  Cumulative  DVHs  for  the  homogeneous  phantom  based  on  a  leaf  sequence  derived  from 
the  beamlet  optimization  (before  the  second  optimization).  Shown  are  DVHs  for  target  and  critical 

structures.  The  results  are  for  beamlet  simulation  ( - ),  full  simulation  of  leaves  ( . ),  and 

with  leaf  end  scatter  but  no  leakage  ( - ).  The  full  simulation  is  what  would  actually  be  delivered, 

including  a  significant  overdosing  because  of  bremsstrahlung  from  the  leaves.  This  overdose  is  not 
predicted  by  the  other  simulations. 


Table  1.  Dose  constraints  used  during  optimization  of  plans.  For  the  target,  a  prescription  dose 
of  60  Gy  was  assigned  for  the  homogeneous  phantom  and  50  Gy  for  the  breast  phantom.  In  both 
cases,  the  average  dose  met  this  prescription  to  within  1%.  Dose  volume  constraints  are  given  as 
maximum  or  minimum  dose  allowed  for  a  given  volume  (Prescr.).  When  this  constraint  is  violated, 
penalties  are  assessed  according  to  equation  (7). 


Structure 

Dose 

(Gy) 

Relative 

weight 

%  Volume  exceeding  dose  limit 

Prescr. 

Initial  opt. 

Final  opt. 

Homogeneous 

Target 

>61.0 

100.0 

1.0 

35.7 

35.1 

phantom 

<59.0 

100.0 

0.0 

25.9 

27.6 

OAR 

>30.0 

50.0 

5.0 

1.5 

2.4 

>20.0 

50.0 

25.0 

29.7 

32.1 

>5.0 

50.0 

75.0 

100.0 

100.0 

Breast 

Target 

>50.5 

100.0 

0.0 

38.0 

34.6 

phantom 

<49.5 

100.0 

0.0 

38.7 

33.7 

Rt  Lung 

>1.0 

25.0 

50.0 

61.8 

100.0 

>3.3 

25.0 

30.0 

43.6 

55.4 

>9.2 

25.0 

20.0 

19.1 

22.7 

3.1.2.  Simulation  of  the  leaf  sequence.  This  intensity  profile  was  converted  to  a  step-and- 
shoot  leaf  sequence  (for  a  single,  wide  leaO  via  the  close-in  method  (Bortfeld  et  al  1994). 
The  leaf  sequencing  method  was  chosen  arbitrarily,  but  it  is  expected  that  the  results  should  be 
general  to  any  given  leaf  sequencing  system  (see  section  3.2,  for  example).  The  delivery  of  this 
leaf  sequence  was  then  simulated  with  the  leaves  accounted  for  using  two  different  methods: 
(A)  no  particles  transported  in  leaves  and  consequently,  no  bremsstrahlung  production  in 
the  leaves,  and  (B)  explicit  transport  of  electrons  down  to  2.0  MeV  (ECUT)  and  photons  to 
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Figure  6.  Dose  profile  from  the  simulated  delivery  of  a  plan  based  on  beamlet  optimization  results 
(before  the  second  optimization),  (a)  Dose  profile  taken  at  a  depth  of  4.0  cm  below  isocentre.  Thin 
curves  (full  and  dotted  for  clarity)  represent  individual  energies  while  the  thick  curves  indicate 

total  dose, - with, - without  bremsstrahlung.  (h)  A  difference  plot  representing  the 

bremsstrahlung  contribution  for  each  energy  and  the  total  plan  (thick  curve).  For  clarity,  9  and 
6  MeV  have  been  omitted.  These  low  energies  result  in  considerably  less  bremsstrahlung  leakage 
than  the  energies  displayed. 


10  keV  (PCUT).  In  all  cases,  complete  simulation  of  all  particles  down  to  the  global  cut-offs 
was  performed  in  an  area  within  5  mm  of  the  leaf  boundaries. 

The  DVHs  for  these  deliveries  are  shown  in  figure  5.  There  are  significant  differences 
in  the  DVHs  based  on  the  type  of  leaf  simulation.  When  bremsstrahlung  is  ignored 
(method  A),  the  delivered  DVH  closely  matches  the  DVH  generated  during  beamlet  delivery, 
with  small  differences  caused  by  the  finite  thickness  of  the  leaves  and  scatter  off  the  leaf 
ends.  The  similarity  between  these  two  curves  suggests  that  the  beamlets  and  leaf  delivery  are 
implemented  properly  both  in  relative  and  absolute  dose  calculation.  The  difference  between 
the  beamlet  optimization  result  and  simulation  via  method  A  is  due  to  the  combined  effects  of 
leaf  end  scatter  and  rebinning  the  weights  into  10  intensity  levels.  These  effects  are  observed 
to  have  only  a  small  impact  on  the  resulting  DVHs  for  this  case. 
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Figure  7.  Dose  profiles  taken  at  a  depth  of  4.0  cm  below  isocentre  for  (a)  20  MeV  and 

(/;)  12  MeV.  Shown  are  explicit  simulation  ( - ),  no  bremsstrahlung  production  in  leaves  ( - ), 

and  approximated  leakage  (O).  Note  the  magnitude  of  the  bremsstrahlung  dose  (the  difference 
between  no  transport  and  explicit  simulation)  at  20  MeV  and  the  agreement  between  the  approximate 
and  explicit  simulation. 


This,  however,  represents  only  the  ideal  case  and  one  that  cannot  be  delivered  with  a  real 
collimator  system.  When  the  actual  eMLC  delivery  is  simulated,  including  bremsstrahlung 
production  in  the  leaves  (method  B),  it  is  apparent  that  a  significant  increase  in  dose  occurs  in 
both  the  critical  structure  and  target.  This  suggests  that  bremsstrahlung  leakage  is  an  essential 
element  in  the  dose  calculation. 

Figure  6(a)  shows  the  contribution  of  each  energy  to  the  total  dose  at  a  depth  of  4.0  cm. 
As  expected,  the  dose  distribution  of  each  energy  roughly  follows  the  intensity  maps  of 
figure  4.  The  difference  in  absolute  dose  between  the  complete  plan  delivered  with  and  without 
bremsstrahlung  leakage,  taken  at  the  same  depth,  is  shown  in  figure  6(b).  What  is  immediately 
apparent  is  that,  as  expected,  the  primary  contributor  to  bremsstrahlung  background  is  the 
20  MeV  field.  Profiles  at  different  depths  show  similar  results.  It  is  also  observed  that  the 
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Figure  8.  The  joint  angular/spectral  distribution  for  bremsstrahlung  photons  generated  in  a  1.5  cm 
tungsten  slab  irradiated  by  the  20  MeV  field  of  a  Varian  Clinac  2100C.  The  distribution  is  given 
as  an  average  over  the  entire  field.  The  z-axis  is  presented  in  arbitrary  units  of  planar  fluence. 
Integrated  over  all  angles,  the  most  probable  energy  for  this  distribution  is  2.25  MeV  with  a  mean 
energy  of  5.06  MeV. 


effect  is  not  uniform,  and  is  thus  not  likely  to  be  corrected  by  a  global  change  in  monitor  units 
delivered. 

This  leaf  effect  can  be  studied  in  more  detail  by  examining  dose  profiles  for  individual 
energies,  as  shown  for  20  and  1 2  MeV  in  figure  7.  Examining  the  20  MeV  profile  in  figure  l{a), 
taken  at  a  depth  of  4.0  cm,  it  can  be  seen  that  the  full  leaf  simulation  gives  a  slightly  higher 
dose  across  the  field,  especially  in  the  region  corresponding  to  the  critical  structure.  In  this 
region,  adequate  coverage  was  achieved  by  the  use  of  the  12  MeV  field  because  the  target 
stopped  at  a  shallower  depth.  Because  the  20  MeV  would  penetrate  into  the  critical  structure, 
it  was  blocked  in  this  region.  However,  while  primary  electrons  are  blocked,  bremsstrahlung 
is  generated  by  the  electron  interactions  in  the  leaves. 

Thus,  there  exists  here  a  situation  where  the  open  field  (12  MeV)  delivers  dose  as  predicted 
by  the  beamlet  simulation,  but  leakage  dose  from  closed  fields  (20  MeV)  is  not  accounted  for 
during  beamlet  optimization.  In  this  case,  an  appropriate  correction  can  be  found  by  inspection: 
the  intensity  of  the  portions  of  the  12  MeV  overlaying  the  critical  structure  should  be  reduced 
in  such  a  way  as  to  (at  least  partially)  offset  the  dose  being  delivered  by  the  bremsstrahlung 
from  the  20  MeV  field.  Of  course,  this  only  offers  an  approximate  correction  to  one  region 
which  may  not  be  the  optimal  correction  even  for  this  limited  problem,  and  does  not  correct 
for  leaf  end  scatter.  As  noted,  leaf  end  scatter  plays  a  small  role  in  this  case,  but  situations  may 
arise  in  which  it  has  a  larger  impact  than  bremsstrahlung  production,  especially  if  low-energy 
fields  are  delivered  with  higher  intensities.  A  more  robust  and  automated  solution  is  necessary 
for  use  in  treatment  planning.  This  can  be  achieved  by  the  optimization  of  segment  weights. 

3.1.3.  Bremsstrahlung  approximation.  These  results  clearly  indicate  that  the  effect  of 
bremsstrahlung  leakage  must  be  included  during  treatment  planning.  However,  transporting 
particles  through  the  leaves  becomes  prohibitively  slow  when  multisegment,  multienergy  plans 
are  considered.  A  method  to  approximate  the  leakage  was  then  developed  to  circumvent  this 
problem. 
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Table  2.  A  comparison  of  the  three  different  methods  of  leaf  simulation.  All  values  are  taken 
at  a  depth  of  2,5  cm.  The  open  portion  of  the  field  extended  from  the  central  axis  towards  the 
+x  direction.  The  ‘dose  out  of  field’  was  computed  as  the  average  of  the  dose  from  -10.0  cm 
to  -3.5  cm.  Relative  speeds  are  presented  normalized  to  the  full,  or  explicit,  simulation.  See 
section  2.1,3  for  details  on  each  simulation  method.  The  same  number  of  initial  particles  were 
simulated  in  each  case.  The  statistical  uncertainty  was  approximately  0.5%  at  Ict. 


Field 

Leaf 

simulation 

method 

Relative 

speed 

Max.  dose  in  field 

Dose  out  of  field 

(Gy) 

Rel.  error 

(Gy) 

Rel.  error 

20  MeV 

Explicit 

1.0 

10.05 

__ 

0.16 

__ 

5x7  cm^ 

No  trans. 

5.1 

9.98 

<1% 

0.01 

-92.4% 

Approx. 

4.3 

10.01 

<1% 

0.16 

<1% 

20  MeV 

Explicit 

1.0 

8.27 

— 

0.15 

1  X  7  cm^ 

No  trans. 

13.3 

8.14 

-1.54% 

0.01 

-96.3% 

Approx. 

8.2 

8.50 

+1.03% 

0.16 

<1% 

Just  as  a  source  model  is  used  to  generate  electrons  and  photons  from  the  treatment  head,  a 
bremsstrahlung  source  model  was  used  to  re-create  photons  at  the  lower  surface  of  the  eMLC, 
as  described  in  section  2.1.3.  The  joint  angular/spectral  distribution  for  a  20  MeV  field  as 
generated  by  EGS4/BEAM  simulation  is  plotted  in  figure  8.  As  expected,  the  photons  are 
primarily  forward  directed  with  a  significant  low-energy  portion.  The  approximation  was 
tested  on  simple  static  fields  and  found  to  reproduce  full  simulation  results  to  within  2%.  The 
improvement  in  speed  and  specific  dose  values  can  be  found  in  table  2.  In  particular,  for  the 
1  cm  field  where  only  about  3%  of  the  eMLC  is  open  (as  is  the  case  in  many  plan  segments), 
the  simulation  could  be  accelerated  by  approximately  a  factor  of  8. 

A  second  set  of  simulations  was  executed  for  these  leaf  settings,  again  with  full  leaf 
simulation.  The  BLCMIN  parameter  of  the  PRESTA  algorithm  was  set  to  1.5  to  maintain 
smaller  step  sizes  than  are  necessary  for  accurate  transport  (Bielajew  and  Rogers  1987).  It  has 
been  reported  that  this  may  lead  to  a  small  but  significant  change  in  the  bremsstrahlung  yield 
in  thick  targets  (Faddegon  etal  1990, 1991).  However,  no  significant  changes  were  observed 
in  the  bremsstrahlung  dose  distributions,  and  so  the  default  PRESTA  values  were  retained 
(for  speed)  in  all  subsequent  simulations.  However,  it  is  noted  that  the  true  bremsstrahlung 
spectrum,  yield  and  angular  distributions  may  indeed  differ  significantly  from  the  approximate 
source  used  here,  though  the  effect  on  the  resulting  dose  is  trivial  compared  with  the  primary 
electron  dose. 

In  section  3.1.2,  it  was  proposed  that  optimizing  segment  weights  may  correct  for 
bremsstrahlung  leakage.  This  will  be  most  effective  if  the  bremsstrahlung  angular  spread 
is  sufficiently  narrow  such  that  open  regions  received  only  trivial  photon  dose  during  the 
delivery  of  that  segment.  Indeed,  this  assumption  is  validated  by  the  results  shown  in  table  2. 
For  the  1  cm  wide  field,  the  difference  between  maximum  doses  with  explicit  leakage  and 
no  leakage  is  approximately  1.6%  on  a  statistical  uncertainty  of  1.0%.  The  overdose  caused 
by  the  approximation  in  the  open  field  region  is  similarly  within  2%.  This  error  is  due  to  the 
approximation  that  the  bremsstrahlung  angular  distribution  is  the  same  at  all  points,  rather  than 
tilted  away  from  the  central  axis  (as  the  incident  electrons  are).  However,  especially  as  this 
effect  decreases  with  increasing  field  size,  it  was  considered  an  acceptable  level  of  error. 

The  method  presented  is  one  possible  method  to  simulate  the  effect  of  the  leaves  in  an 
acceptable  time  frame,  and  was  used  for  the  CT  phantom  in  section  3.2.  For  the  homogeneous 
phantom  currently  under  discussion,  DVHs  and  isodose  lines  for  simulations  performed  using 
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Figure  9,  Cumulative  DVHs  for  the  homogeneous  phantom  for  target  and  critical  structure,  after 

beamlet  optimization  ( - ),  simulated  delivery  of  this  plan  with  leaves  in  place,  i.e.  without  second 

optimization  ( - ),  and  simulated  delivery  with  leaves  after  segment  optimization,  i.e.  final 

plan  (A).  Note  that  the  original  beamlet  optimization  and  the  final  plan  are  nearly  indistinguishable 
in  target  coverage.  Also  shown  is  the  delivered  target  DVH  for  a  plan  in  which  a  second  optimization 
occurred,  but  in  which  segments  only  included  leaf  scatter,  and  not  bremsstrahlung  (O). 


this  approximation  and  explicit  full  leaf  simulation  were  found  to  be  indistinguishable.  Thus, 
unless  otherwise  specified,  figures  and  discussion  regarding  explicit  simulation  of  leaves  are 
equally  applicable  to  the  approximate  bremsstrahlung  approach. 

3.1.4.  Optimization  of  segment  weights.  During  the  simulated  delivery  of  the  leaf  sequence, 
the  dose  distribution  from  each  segment  was  stored  separately.  A  segment  was  defined  as 
the  beam  delivered  by  a  field  defined  by  a  set  of  leaf  positions,  that  is,  a  single  static  field 
in  a  step-and-shoot  sequence.  Treating  each  of  these  segments  as  if  they  were  beamlets,  the 
weights,  or  monitor  units  delivered  per  segment,  were  re-optimized  with  the  same  parameters 
as  before.  The  initial  conditions  for  the  optimization  were  taken  from  the  original  monitor 
unit  settings,  i.e.  those  derived  from  the  first  beamlet  optimization.  The  results  of  this  second 
optimization  are  shown  in  table  1 . 

It  is  crucial  to  recall  that  this  second  optimization  is  based  on  a  realistic  geometry  and 
includes  such  details  as  leaf  end  transmission  and  bremsstrahlung  leakage.  In  contrast,  the 
results  of  the  first  optimization  are  based  on  idealized  beamlets,  i.e.  with  no  real  collimator 
geometry  involved.  This  first  optimization  gives  the  best  dose  distribution  with  a  given 
optimization  (given  a  perfectly  absorbing  and  infinitely  thin  collimator),  while  the  second 
optimization  is  the  actual  delivered  dose.  What  is  observed  is  that  if  the  non-idealities  caused 
by  the  eMLC  are  included  in  the  second  stage  optimization  (i.e.  the  segment  optimization),  the 
final  result  does  not  deviate  far  from  the  ideal  case  (i.e.  the  beamlet  optimization).  The  target 
dose  and  coverage  are  very  similar,  with  a  slight  increase  in  dose  to  critical  structures.  Note 
that  of  course  the  bremsstrahlung  dose  cannot  be  completely  negated,  and  that  there  is  a  small 
increase  in  dose  to  normal  tissues  as  a  result,  but  this  occurs  deeper  than  the  target  and  critical 
structure  and  thus  represents  doses  of  less  than  2%  of  the  prescription  dose. 

These  results  are  further  detailed  in  figure  9,  where  the  DVHs  are  shown  after  various  stages 
of  planning.  Idealized  beamlets  are  optimized  to  give  a  dose  distribution  that  agrees  very  well 
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Figure  1 0.  Isodose  lines  for  the  homogeneous  phantom.  Shown  are  the  simulated  deliveries  of  plans 

generated  accounting  for  leaf  effects  ( - )  and  plans  that  ignored  the  effect  of  the  leaves  ( - ). 

The  structures  are  labelled  in  figure  3.  Lines  represent  absolute  doses:  starting  closest  to  the  target 
and  moving  outwards,  62.5,  50,  30,  10  Gy.  Recall  that  the  prescription  dose  was  60  Gy.  Target 
doses  in  both  cases  satisfied  the  minimum  prescription  dose  requirements,  but  there  is  significant 
overdosing  of  the  target  in  the  plan  that  did  not  account  for  leaf  effects. 


with  the  prescription  on  table  1,  shown  as  full  curve  in  the  figure.  However,  actually  delivering 
this  plan  adds  the  effect  of  the  collimator  leakage  and  scatter.  The  resulting  DVH  is  shown  as 
a  broken  curve,  and  is  right  shifted  and  also  has  a  change  in  the  slope,  suggesting  much  poorer 
target  coverage  than  was  predicted  by  the  idealized  plan.  However,  once  segment  weights  are 
re-optimized,  the  DVHs,  shown  as  symbols,  indicate  that  target  coverage  is  very  similar  to  that 
of  the  ideal  beamlets,  despite  the  non-idealities  of  the  real  collimator.  The  dose  to  critical  struc¬ 
tures  rises  slightly  with  the  addition  of  the  leaves,  due  to  the  leakage,  but  the  final  optimization 
does  reduce  this  effect  somewhat.  The  resulting  intensity  maps  are  shown  in  figure  4. 

It  is  noted  that  this  optimization  is  a  somewhat  smaller  problem  than  the  initial 
optimization.  In  particular,  whereas  the  initial  optimization  was  in  100  dimensions 
(20  beamlets  x  5  energies),  this  second  optimization  has  a  dimensionality  equal  to  the  total 
number  of  segments  in  all  ports:  in  this  case,  33.  Additionally,  the  initial  values  of  the  segment 
weights  are  much  closer  to  the  optimal  solution  than  the  initial  beamlet  weights,  which  were 
set  to  zero. 


3. 1.5.  Final  dose  distributions.  As  implemented,  the  optimization  procedure  involves  storage 
of  complete  information  about  dose  in  structures  (target,  OAR)  but  only  stores  dose  for  a  limited 
set  of  healthy  tissue  voxels.  Thus,  while  the  DVHs  generated  in  the  second  optimization  are 
complete,  plotting  isodose  lines  and  a  full  accounting  of  normal  tissue  dose  requires  a  final 
dose  calculation  based  upon  the  entire  plan.  While  it  is  possible  that  this  step  could  be  avoided 
in  a  clinical  implementation  (given  sufficient  computer  resources),  it  was  also  a  necessary  step 
for  this  study  to  fully  quantify  the  error  introduced  by  ignoring  the  leaf  transport. 

Figure  9  shows  the  DVHs  for  the  final  deliveries  planned  based  on  full  leaf  transport 
simulations  and  also  a  plan  generated  with  only  leaf  scatter  accounted  for.  Both  plans  were 
based  on  an  intensity  map  generated  by  the  same  ideal  beamlets.  This  initial  optimization 
result  gave  the  leaf  positions  for  the  deliveries.  At  this  point,  both  simulations  are  identical. 
Then,  the  delivery  of  the  leaf  sequence  was  simulated  with  leaf  leakage  included  in  one  case 
and  ignored  in  the  other.  In  the  case  where  bremsstrahlung  from  the  leaves  was  ignored,  the 
finite  thickness  of  the  leaves  and  end  scatter  and  transmission  was  still  included.  The  segment 
weights  for  these  two  simulations  were  then  re-optimized,  such  that  a  final  set  of  leaf  positions 
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Figure  11.  Intensity  maps  for  the  AP  field  of  the  2D  breast  plan,  generated  by  optimization  of 
electron  beamlets.  for  the  AP  directed  port:  (a)  20  MeV,  {h)  16  MeV,  (c)  12  MeV,  (cl)  9  MeV, 
(e)  6  MeV.  Shown  are  □,  after  beamlet  optimization  and  ■,  after  segment  optimization. 


(based  on  the  first  optimization)  and  monitor  units  (based  on  the  second  optimization)  were 
obtained.  These  were  then  simulated  with  complete  simulation  of  the  collimator  system,  to 
observe  the  dose  distributions  from  actual  deliveries  based  on  these  planning  procedures. 

As  expected,  figure  9  shows  that  the  delivery  that  was  planned  without  leaf  leakage  resulted 
in  an  overdose  to  the  target  and  critical  structures.  This  is  expected  to  be  true  for  any  situation 
in  which  the  leaf  transport  and  leakage  is  not  properly  included  in  the  simulation,  not  just 
simulations  in  which  all  transport  is  ignored.  Note  that  the  DVHs  for  the  plan  generated 
with  the  bremsstrahlung  approximation  are  virtually  indistinguishable  from  the  full  simulation 
DVHs,  and  are  thus  not  shown. 

Isodose  plots  are  shown  in  figure  10  for  the  plans  generated  with  the  leaf  effect  included  in 
the  optimization  and  for  plans  that  did  not  take  this  leaf  effect  into  account.  What  is  apparent 
is  that  failing  to  include  leaf  effects  in  planning  leads  to  an  overdosing,  shown  by  the  62,5  Gy 
isodose  line. 

3,2.  Two-dimensional  breast  CT phantom 

As  a  demonstration  of  this  method  in  a  more  realistic  scenario,  a  plan  was  generated  for 
irradiation  of  an  intact  breast.  For  this  proof-of-principle  study,  the  breast  was  taken  as  a 
single  CT  slice.  Extension  to  3D  cases  requires  further  study  on  the  effect  of  leaf  sequences  on 
MERT  planning,  and  will  be  addressed  in  future  research.  Details  of  the  planning  parameters 
and  results  can  be  seen  in  table  1 . 
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Figure  12.  Intensity  maps  for  the  RL  field  of  the  2D  breast  plan,  generated  by  optimization  of 
electron  beamlets,  for  the  right  lateral  port:  (u)  20  MeV,  {b)  16  MeV,  (c)  12  MeV,  (cl)  9  MeV, 
{e)  6  MeV.  Shown  are  □,  after  beamlet  optimization  and  ■,  after  segment  optimization. 


For  this  plan,  two  ports  with  different  gantry  angles  and  isocentres  were  employed,  with 
five  energies  delivered  through  each  port.  One  port  is  directed  in  the  anterior-posterior  (AP) 
direction  while  the  second  port  was  directed  from  the  right  lateral  (RL)  direction.  The  planning 
proceeded  using  the  method  developed  in  the  discussion  of  the  homogeneous  phantom  (i.e.  via 
method  B).  Beamlets  were  delivered  and  optimized,  a  leaf  sequence  was  derived  for  the  eMLC, 
delivery  was  simulated  using  the  bremsstrahlung  approximation  and  the  segment  weights  were 
re-optimized.  While  the  homogeneous  leaf  sequence  was  generated  using  the  close-in  method, 
this  leaf  sequence  was  generated  using  the  intensity  solid  paradigm  method  of  Siochi  (1999), 
as  a  demonstration  of  the  generality  of  the  planning  procedure.  No  other  modifications  to 
the  planning  scheme  described  above  were  necessary  for  simulation  of  this  multiport/multi- 
isocentre  plan. 

The  intensity  maps  for  the  AP  fields  are  shown  in  figure  1 1  and  the  RL  fields  are  shown 
in  figure  12.  Unlike  the  single-port  homogeneous  plan  discussed  earlier,  the  intensity  maps 
are  less  intuitive  and  are,  in  a  qualitative  sense,  less  smoothly  varying  than  the  homogeneous 
phantom  discussed  earlier.  The  addition  of  a  second  gantry  angle  and  homogeneous  material 
makes  this  optimization  more  similar  to  photon  IMRT  in  that  intensity  maps  can  only  be 
roughly  estimated  by  inspecting  the  geometry.  However,  the  general  trend  of  reducing  20  MeV 
field  intensities  and  compensating  for  this  with  increased  intensity  at  the  lower  energies  is 
maintained.  Further  research  will  examine  the  effect  of  smoothing  these  profiles,  as  has  been 
suggested  for  photon  IMRT. 
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Figure  13.  Isodose  lines  for  the  2D  breast  plan,  {a)  MERT  final  delivery  after  both  beamlet  and 
segment  optimization  are  complete,  (h)  A  pair  of  tangential  photon  beams.  Starting  closest  to  the 
target  and  moving  outwards,  48, 40,  30,  20  Gy. 

(This  figure  is  in  colour  only  in  the  electronic  version,  see  www.  iop .  org) 


The  resulting  dose  distribution  for  the  MERT  plan  is  shown  in  figure  \3(a).  A  second  set 
of  isodose  lines  are  plotted  in  figure  1 3{b)  for  a  pair  of  6  MV  tangential  photon  beams  directed 
onto  the  breast  as  per  standard  protocols.  The  lateral  photon  field  utilized  a  45°  wedge  and 
the  relative  weights  of  the  two  fields  was  optimized.  The  corresponding  DVHs  are  shown  in 
figure  14.  The  low  lung  dose  in  the  MERT  plan  is  a  combination  of  two  factors:  the  two- 
port  set-up  and  the  use  of  lower-energy  beams  for  the  thinner  portions  of  the  breast.  Note 
that  achieving  a  homogeneous  dose  with  two  electron  ports  necessitates  intensity  modulation. 
Note,  also,  that  the  DVH  volumes  are  presented  as  percentages  of  this  slice  only,  and  not  as  a 
percentage  of  the  entire  lung. 

This  represents  a  case  where  conventional  treatments  are  often  non-optimal,  as  tangential 
photon  beams  often  result  in  heterogeneous  dose,  scatter  dose  to  the  contralateral  breast  and 
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Figure  14.  Cumulative  DVHs  for  the  2D  breast  plan. - ,  simulation  of  final  delivery  plan  with 

leaves  in  place  and  -  -  -  tangential  6  MV  photon  beams.  Note  that  volumes  actually  represent 
area  in  this  slice,  as  the  plan  was  conducted  in  two  dimensions. 


the  necessity  of  a  large  margin  to  compensate  for  breathing  motion.  In  this  case,  the  breathing 
motion  was  assumed  to  be  primarily  expansion  in  the  direction  normal  to  the  tangential  beams. 
While  this  two-port  MERT  plan  is  also  affected  by  breathing  motion,  the  effect  is  somewhat 
lessened  as  the  beams  still  retain  an  acute  angle  of  incidence  relative  to  the  breathing  motion.  In 
contrast,  the  photon  plan  includes  a  much  larger  region  of  the  breast  in  the  high-dose  region,  as 
a  large  margin  must  be  included  because  breathing  motion  is  in  a  direction  largely  orthogonal 
to  the  beam  angles.  A  complete  study  of  the  impact  of  breathing  motion  on  the  two  treatment 
modalities  will  be  of  significant  interest,  but  is  beyond  the  scope  of  this  work.  Regardless  of 
the  margin,  the  curvature  of  the  chest  wall  and  the  lateral  extent  of  the  clinical  target  region 
dictate  that  some  amount  of  normal  tissue  and  lung  will  be  included  in  the  high-dose  region. 

Note  that  this  case  has  been  presented  as  a  proof-of-principle  for  both  the  potential  role  of 
MERT  in  a  clinical  scenario  and  of  the  efficacy  of  this  planning  scheme.  Examining  the  utility 
of  MERT  at  different  anatomical  sites  and  a  full  comparison  with  other  treatment  modalities 
is  beyond  the  scope  of  this  paper. 


4.  Conclusions 

This  study  has  demonstrated  the  feasibility  of  MERT  with  a  scattering  foil  linear  accelerator. 
Two  primary  objections  voiced  against  MERT  have  been  that  the  in-air  scatter  is  too  great 
to  have  an  acceptable  resolution  and  that  this  scatter  will  hinder  the  optimization  process. 
The  scattering  problem  has  been  minimized  by  the  design  of  the  electron  MLC.  There  is 
certainly  an  appreciable  amount  of  air  scatter,  especially  at  the  lower  energies;  however,  it 
has  been  shown  that  this  does  not  significantly  affect  dose  distributions  in  the  model  targets. 
Furthermore,  optimization  of  electron  beamlets  will  be  inherently  inaccurate  if  poor  electron 
transport  algorithms  are  used  to  account  for  in-air  transport.  This  problem  has  been  overcome 
with  the  use  of  Monte  Carlo  transport  algorithms.  The  beamlet  dose  profiles  may  have  wide 
penumbras  or  other  non-ideal  characteristics,  but  as  long  as  this  information  is  incorporated 
into  optimization,  the  final  result  will  be  physically  correct. 
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While  this  study  has  employed  a  specific  model  of  an  electron  MLC  and  a  specific  Monte 
Carlo  dose  calculation  system  and  optimization  software,  it  should  be  noted  that  these  results 
can  be  generalized  to  other  situations.  That  is,  the  effect  of  any  real  collimator  that  perturbs 
the  delivered  beam  away  from  the  idealized  beamlets  can  be  at  least  partially  accounted  for 
by  this  two-step  optimization  procedure.  Also,  any  dose  calculation  system  and  optimization 
software  may  be  used,  provided  that  transport  in  non-patient  regions  such  as  the  air  gap  and 
eMLC  can  be  performed  accurately. 

With  rapidly  increasing  Monte  Carlo  calculation  speeds  and  improvements  in  computer 
hardware,  it  is  likely  that  calculating  MERT  plans  in  the  manner  described  will  soon  be  possible 
on  a  time  scale  easily  comparable  to  advanced  analytical  photon  planning  algorithms.  Thus  it  is 
important  to  pursue  additional  research  in  MERT  planning,  focusing  on  development  of  three- 
dimensional  planning  techniques.  Currently,  three-dimensional  plans  may  be  generated  using 
the  methods  presented.  However,  it  is  anticipated  that  the  method  used  to  organize  individual 
leaves  into  a  synchronous  leaf  sequence  will  have  some  bearing  on  the  ability  to  compensate 
for  leakage.  Further  research  will  also  examine  specific  treatment  planning  considerations, 
such  as  changing  the  number  of  energy  and  intensity  levels,  as  well  as  adding  additional  gantry 
angles  or  isocentres,  and  combining  photons  and  electrons  in  a  single  plan. 
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Abstract.  This  work  investigates  the  feasibility  of  optimizing  energy-  and  intensity-modulated 
electron  beams  for  radiation  therapy.  A  multileaf  collimator  (MLC)  specially  designed  for 
modulated  electron  radiotherapy  (MERT)  was  investigated  both  experimentally  and  by  Monte  Carlo 
simulations.  An  inverse-planning  system  based  on  Monte  Carlo  dose  calculations  was  developed  to 
optimize  electron  beam  energy  and  intensity  to  achieve  dose  conformity  for  target  volumes  near  the 
surface.  The  results  showed  that  an  MLC  with  5  mm  leaf  widths  could  produce  complex  field  shapes 
for  MERT.  Electron  intra-  and  inter-leaf  leakage  had  negligible  effects  on  the  dose  distributions 
delivered  with  the  MLC,  even  at  shallow  depths.  Focused  leaf  ends  reduced  the  electron  scattering 
contributions  to  the  dose  compared  with  straight  leaf  ends.  As  anticipated,  moving  the  MLC 
position  toward  the  patient  surface  reduced  the  penumbra  significantly.  There  were  significant 
differences  in  the  beamlet  distributions  calculated  by  an  analytic  3-D  pencil  beam  algorithm  and 
the  Monte  Carlo  method.  The  Monte  Carlo  calculated  beamlet  distributions  were  essential  to  the 
accuracy  of  the  MERT  dose  distribution  in  cases  involving  large  air  gaps,  oblique  incidence  and 
heterogeneous  treatment  targets  (at  the  tissue-bone  and  bone-lung  interfaces).  To  demonstrate  the 
potential  of  MERT  for  target  dose  coverage  and  normal  tissue  sparing  for  treatment  of  superficial 
targets,  treatment  plans  for  a  hypothetical  treatment  were  compared  using  photon  beams  and  MERT. 

(Some  figures  in  this  article  are  in  colour  only  in  the  electronic  version;  see  www .  iop .  org) 


1.  Introduction 

Photon  beams  have  been  an  effective  modality  for  breast  cancer  treatment  in  radiation  therapy. 
Although  such  conventional  treatment  with  tangential  photon  fields  has  been  successful,  the 
following  two  problems  (or  potential  areas  of  improvement)  remain: 

(a)  The  inclusion  of  the  lung  and  other  normal  tissues,  and  sometimes  of  a  small  volume  of 
the  heart,  in  the  high-dose  volume  due  to  tumour  location,  patient  size  or  in  the  case  of 
chest-wall  treatments. 

(b)  High  exit  or  scatter  dose  to  the  normal  structures  such  as  the  lung,  the  heart  and  the 
contralateral  breast. 

Advances  in  the  state  of  the  art  of  computer-controlled  medical  linear  accelerators  have 
recently  become  available  that,  along  with  newly  developed  treatment  planning  techniques, 
may  provide  significant  improvements  in  the  delivery  and  control  of  external  beam  radiation 
through  beam-intensity  modulation  (Boesecke  et  al  1988,  Brahme  1988,  Convery  and 
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Rosenbloom  1992,  Leibel  et  al  1992,  Webb  1992,  1997,  LoSasso  et  al  1993,  Powlis  et  al 

1993,  Chui  et  al  1994,  Mageras  et  al  1994,  Brewster  et  al  1995,  Fraass  et  al  1995,  Kutcher 
et  al  1995,  Mackie  et  al  1995,  McShan  et  al  1995,  Ling  et  al  1996,  Boyer  et  al  1997).  It  is 
expected  that  using  photon  IMRT,  the  problem  (a)  above  may  be  significantly  improved  but  (b) 
may  become  more  serious  as  treatment  time  increases  with  the  number  of  fields/segments  used 
(increased  leakage  or  scattering  dose).  Using  the  modulated  electron  radiotherapy  (MERT) 
technique  (Lief  etal  1996,  Hyodynmaa  etal  1996,  Zackrisson  and  Karlsson  1996,  Asell  etal 
1997,  Ebort  and  Hoban  1997,  Karlsson  et  al  1998,  1999),  on  the  other  hand,  problem  (a)  may 
also  be  significantly  improved  and  problem  (b)  may  almost  be  eliminated  due  to  the  nature  of 
the  electron  beams. 

In  the  optimization  process  of  MERT,  dose  conformity  along  the  beam  direction  can  be 
achieved  by  modulating  the  electron  incident  energy,  making  use  of  the  sharp  dose  fall-off 
feature.  A  drawback  is  its  large  penumbra  at  large  depths.  Traditionally,  electron  beams  are 
shaped  using  a  cutout  (or  blocks)  and  beam  penetration/intensity  may  be  modified  using  a  bolus. 
However,  it  is  time-consuming  to  make  such  beam  modifiers  and  the  treatment  time  would  be 
significantly  increased  if  such  beam  modifiers  are  used  for  MERT.  Efforts  have  been  made  to 
use  computer-controlled  MLC  for  electron  beam  modulation.  The  recent  results  by  Karlsson 
et  al  (1999)  showed  that  by  replacing  the  air  in  the  treatment  head  with  a  low-cost,  custom- 
made  helium  balloon,  the  beam  penumbral  width  (20/80)  was  reduced  from  18  to  11  mm  at 
80  cm  SSD.  The  beam  characteristics  are  affected  by  the  position  of  the  MLC.  However,  by 
replacing  the  air  between  the  MLC  and  the  patient  with  a  helium  balloon,  the  beam  penumbra 
become  almost  the  same  as  that  achieved  by  electron  beam-shaping  with  an  electron  applicator 
that  extends  to  the  patient  skin  surface  (Karlsson  et  al  1999).  This  means  that  many  of  the 
techniques  so  far  developed  with  computer-controlled  MLC  and  our  experience  with  MLC 
photon  beam  modulation  can  be  adopted  for  use  with  MERT. 

The  calculation  of  dose  distributions  for  electron  beam  radiotherapy  planning  is 
challenging  because  electron  scattering  is  strongly  affected  by  changes  in  density  and 
composition  in  the  patients.  The  3D  pencil  beam  algorithm  (Hogstrom  et  al  1981)  is  a  fast 
analytical  algorithm  which  has  been  adopted  by  most  treatment  planning  systems.  However, 
it  has  limitations  with  small  irregular  electron  fields  and  in  the  presence  of  inhomogeneities 
{Cy  g\Qr  et  al  1987,  Bielajew  et  al  1987,  Mah  etal  1989,  Mackie  etal  1994,  Maetal  1999). 
The  Monte  Carlo  simulation  has  been  demonstrated  to  be  a  viable  option  for  such  complex 
situations,  and  also  the  only  way  to  take  into  account  back-scattering  from  denser  materials  in 
a  patient  (e.g.  bone  or  metal  inserts)  (Shortt  et  al  1986,  Cygler  et  al  1987,  Mackie  et  al  1994, 
Kawrokaw  etal  1996,  Mohan  1997,  Kapur  1999,  Ma  et  al  1999).  The  EGS4/BEAM  system 
was  developed  for  the  simulation  of  radiotherapy  beams  from  various  radiotherapy  treatment 
units,  such  medical  accelerators  (Rogers  et  al  1995).  Excellent  agreement  (1-3%)  has  been 
achieved  between  the  Monte  Carlo  dose  distributions  calculated  using  the  simulated  particle 
phase-space  data  and  measurements  (Rogers  et  al  1995,  Kapur  etal  1998,  Zhang  et  al  1999, 
Ma  et  al  1999).  We  have  installed  a  Monte  Carlo  patient  dose  calculation  tool  on  a  clinical 
treatment  planning  system  (Ma  etal  1999)  and  used  Monte  Carlo  for  treatment  planning  and 
dose  delivery  validation.  This  has  reduced  the  uncertainty  of  the  accelerator  output  for  small 
irregular  field  electron  beams  from  up  to  10%  to  about  3%  (Ma  etal  1997,  Kapur  <3/  1998). 

Conformal  radiotherapy  was  initially  used  to  limit  the  normal  tissue  dose  by  conforming 
the  treatment  field  to  the  beam’s-eye-view  projection  of  the  target  volume  (Takahashi  1965). 
For  photon  beams,  the  MLC  was  used  to  collimate  the  fields  and  later  to  modulate  the  beam 
intensity  in  the  field  (Boesecke  et  al  1988,  Brahme  1988,  Convery  and  Rosenbloom  1992, 
Leibel  et  al  1992,  Webb  1992,  1997,  LoSasso  et  al  1993,  Powlis  et  al  1993,  Chui  et  al 

1994,  Mageras  et  al  1994,  Brewster  et  al  1995,  Kutcher  et  al  1995,  Mackie  et  al  1995, 


Modulated  electron  beam  for  radiotherapy 


2295 


Figure  1.  A  prototype  of  an  electron  MLC  mounted  on  the  bottom  scraper  of  a  25  cm  x  25  cm 
applicator  on  a  Varian  Clinac  2100C  accelerator.  The  MLC  has  30  pairs  of  steel  leaves  and  the  leaf 
positions  are  fixed  by  the  tightening  screws. 


McShan  etal  1995,  Ling  et  al  1996,  Boyer  et  al  1997).  There  have  been  a  few  studies 
on  electron  conformal  therapy.  Tailoring  dose  distributions  using  electron  beams  requires 
substantial  beam  manipulation,  due  to  their  scattering  characteristics.  Such  manipulation  is 
already  possible  with  radiation  sources  such  as  microtrons  where  preferential  energy  selection 
and  magnetically  scanned  pencil  beams  are  possible  (Lief  et  al  1996).  Both  intensity-  and 
energy/intensity-modulated  electron  beams  have  been  investigated  to  conform  the  dose  to  the 
target  near  the  surface  (Lief  etal  1996,  Hyodynmaa  etal  1996,  Zackrisson  and  Karlsson  1996, 
Ebert  and  Hoban  1997,  Karlsson  etal  1998).  More  recent  work  has  studied  the  combination  of 
photon  IMRT  and  MERT  for  targets  at  greater  depth  (Karlsson  et  al  1 999).  Using  the  helium- 
balloon  technique  together  with  a  computer-controlled  MLC,  it  may  be  possible  to  deliver  a 
set  of  intensity-modulated  beams  with  different  energies  and  incident  angles. 

In  this  work,  we  investigate  the  feasibility  of  optimizing  energy-  and  intensity-modulated 
electron  beams  for  radiotherapy  treatment.  We  report  here  our  Monte  Carlo  studies  of 
a  multileaf  collimator  specially  designed  for  MERT  and  some  preliminary  experimental 
results.  We  also  report  on  the  dose  calculation  algorithms  and  their  effects  on  treatment  plan 
optimization  for  MERT.  We  will  discuss  the  differences  in  the  beam  characteristics  between 
a  photon  MLC  and  an  electron  MLC.  We  will  compare  the  dose  distributions  between  a 
conventional  tangential  photon  treatment  plan  and  a  MERT  treatment  plan  for  a  hypothetical 
breast  treatment  to  demonstrate  the  potential  of  MERT  for  target  dose  coverage  and  normal’ 
tissue  sparing. 


1,  Materials  and  method 

2.  /.  The  prototype  electron  MLC 

We  have  developed  a  prototype  manual-driven  electron  MLC  for  the  beam  delivery  for  MERT. 
As  shown  in  figure  1,  the  electron  MLC  consists  of  30  steel  leaf  pairs,  which  were  made  from 
the  off-the-shelf  steel  bars  for  convenience  and  cost-effectiveness.  Each  leaf  is  0.476  cm  wide, 
20  cm  long  and  2.54  cm  thick  with  straight  edges  and  ends.  The  leaves  were  mounted  on  a 
steel  frame,  which  can  be  attached  to  the  bottom  scraper  of  a  25  cm  x  25  cm  electron  applicator 
on  a  Varian  Clinac  2100C  (Varian  Oncology  Systems,  Palo  Alto,  CA).  The  leaves  can  slide  in 
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the  steel  frame  and  the  leaf  positions  can  be  easily  set  using  a  pre-cut  cardboard  for  a  beam 
segment.  The  field  shape  is  maintained  by  tightening  the  screws  from  the  side.  The  largest 
radiation  field  available  using  the  electron  MLC  was  15.7  cm  x  15.7  cm  projected  at  100  cm 
source-surface  distance  (SSD). 

Because  of  the  existing  electronic  device  for  inserting  the  electron  cutout,  the  leaves  could 
not  be  placed  at  the  last  scraper  level  without  modifying  the  existing  applicator  geometry. 
Instead,  the  steel  frame  was  inserted  using  the  electron  cutout  mount  and  the  leaves  were 
placed  immediately  above  the  last  scraper.  This  resulted  in  a  slightly  greater  air  gap  (7  cm) 
between  the  bottom  of  the  electron  MLC  leaves  and  the  phantom  surface  (assuming  a  97  cm 
SSD)  compared  with  that  of  an  electron  cutout  (5  cm  for  a  100  cm  SSD).  The  projected  leaf 
width  for  a  5  cm  air  gap  is  0.5  cm,  while  for  a  7  cm  air  gap  the  projected  leaf  width  is  0.51  cm 
(e.g.  for  the  current  configuration  at  97  cm  SSD).  Further  modifications  are  needed  to  the 
electron  applicator  geometry  in  order  to  lower  the  electron  MLC  leaves.  The  ideal  location 
for  the  MLC  leaves  is  the  last  scraper  since  electron  cutouts  will  no  longer  be  needed  if  an 
electron  MLC  is  in  place. 

Film  measurement  was  performed  to  study  the  characteristics  of  the  electron  beams 
collimated  by  the  electron  MLC.  The  film  was  calibrated  following  the  AAPM  TG-25 
recommendations  (AAPM  1991)  and  the  exposures  were  taken  by  placing  film  at  different 
depths  in  a  solid  water  phantom.  The  film  was  scanned  using  a  film  scanner  which  has  a 
spatial  resolution  of  about  0.15  cm. 

2.2.  The  Monte  Carlo  beam  simulation 

We  have  used  the  EGS4  (Nelson  et  al  1985)  user  code  BEAM  for  the  accelerator  head 
simulation.  Detailed  descriptions  of  the  software  can  be  found  in  Rogers  et  al  (1995).  A 
detailed  description  of  the  clinical  implementation  of  the  Monte  Carlo  method  at  the  Stanford 
Medical  Center  was  given  in  a  previous  publication  (Ma  et  al  1999). 

For  this  work,  we  have  used  the  previously  simulated  Monte  Carlo  beam  data  for  6,  12 
and  20  MeV  electron  beams  from  a  Varian  Clinac  2100C  linear  accelerator  and  for  6  MV 
photon  beams  from  a  2300CD  accelerator  (Varian  Oncology  Systems,  Palo  Alto,  CA).  The 
dimensions  and  materials  for  the  accelerator  components  were  incorporated  according  to  the 
manufacturer’s  specifications.  Electron  beams  emerging  from  the  vacuum  exit  window  were 
assumed  to  be  monoenergetic  and  monodirectional  with  a  beam  radius  of  0. 1-0.2  cm  (Kapur 
et  al  1998).  The  energy  cutoffs  for  electron  transport  in  the  accelerator  simulation  (ECUT 
and  AE)  were  700  keV  (kinetic  +  rest  mass)  and  for  photon  transport  (PCUT  and  AP)  10  keV. 
The  electron  transport  step  length  was  confined  such  that  the  maximum  fractional  energy  loss 
per  electron  step  is  4%  (i.e.  ESTEPE  =  0.04).  The  ICRU  recommended  compositions  and 
stopping  power  values  were  used  for  the  materials  in  the  accelerator  simulations  (ICRU  1984). 
The  phase-space  data  were  scored  at  a  plane  either  immediately  above  the  photon  MLC  or 
above  the  lowest  scraper.  The  number  of  particles  was  about  2-30  million  in  an  electron  beam 
file  and  about  50  million  in  a  photon  file. 

Field  shaping  by  the  photon  MLC  or  electron  MLC  was  further  simulated  using  the  BEAM 
component  module  MLC.  MLC  could  simulate  either  straight  or  ‘double  focused’  leaf  edges 
and  ends.  In  this  work,  we  have  simulated  electron  beams  collimated  by  a  photon  MLC  with 
both  straight  and  double  focused  MLC  leaf  shapes.  The  leaves  were  7.5  cm  thick  and  made  of 
tungsten.  The  leaf  center  was  49  cm  from  the  isocentre.  The  intervening  air  in  the  accelerator 
and  between  the  MLC  and  the  isocentre  was  in  some  cases  replaced  with  helium  to  investigate 
the  effect  of  electron  scattering  in  the  air.  In  the  simulations  of  the  electron  beams  collimated  by 
an  electron  MLC,  the  leaves  were  placed  on  the  bottom  scraper  of  a  25  cm  x  25  cm  applicator 
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with  a  7  cm  air  gap  between  the  bottom  surface  of  the  MLC  and  the  isocentre.  Tungsten  leaves 
of  1 .5  cm  thickness  with  straight  edges  and  ends  were  used  in  all  the  simulations  and  the  phase 
space  data  were  used  in  the  subsequent  dose  calculations  except  for  the  leaf  leakage  study 
where  different  leaf  materials  and  thicknesses  were  investigated  for  the  electron  MLC. 


2.3.  The  Monte  Carlo  dose  calculation 

The  EGS4  user  code,  MCDOSE  (Ma  etal  1 999),  was  used  in  this  work  for  the  dose  calculations. 
MCDOSE  was  designed  for  dose  calculations  in  a  3D  rectilinear  voxel  geometry.  Voxel 
dimensions  were  completely  variable  in  all  three  directions.  Every  voxel  (volume  element) 
could  be  assigned  to  a  different  material.  The  cross-section  data  for  the  materials  used  were 
available  in  a  pre-processed  PEGS4  cross-section  data  file.  The  mass  density  of  the  material 
in  a  MCDOSE  calculation  was  varied  based  on  the  patient’s  CT  data  although  the  density 
effect  corrections  for  the  stopping  powers  of  the  material  remain  unchanged  (Ma  et  al  1999). 
The  voxel  dimensions  and  materials  were  defined  in  a  MCDOSE  input  file  together  with  the 
transport  parameters  such  as  the  energy  cutoffs  (ECUT  and  PCUT),  the  maximum  fractional 
energy  loss  per  electron  step  (ESTEPE),  and  the  parameters  required  by  PRESTA  (Bielajew 
and  Rogers  1987).  Several  variance  reduction  techniques  have  been  implemented  in  the 
MCDOSE  code  to  improve  the  calculation  efficiency.  These  include  photon  interaction  forcing, 
particle  splitting,  Russian  roulette,  electron  range  rejection  and  region  rejection,  particle  track 
displacement  and  rotation,  and  correlated  sampling.  Detailed  descriptions  of  these  techniques 
have  been  given  elsewhere  (Rogers  and  Bielajew  1990,  Ma  and  Nahum  1993,  Rogers  et  al 
1995,  Kawrakow  et  al  1996,  Keall  and  Hoban  1996,  Ma  et  al  1999). 

For  patient  dose  calculations,  the  simulation  phantom  was  built  from  the  patient’s  CT  data 
with  up  to  128  X  128  X  128  voxels  (uniform  in  any  dimension).  The  side  of  a  voxel  varied 
from  0.2  to  0.4  cm.  A  separate  program  was  developed  to  convert  the  patient’s  CT  data  from 
the  FOCUS  treatment  planning  system  (Computerized  Medical  Systems,  St  Louis,  MO)  to 
desired  dimensions,  material  types  and  densities.  The  organ  contours  were  also  obtained  for 
dose  calculation  and  analysis.  The  phase-space  data  obtained  from  a  BEAM  simulation  were 
used  as  a  source  input  with  variable  source  positions  and  beam  incident  angles.  To  simulate 
the  dose  distribution  of  a  finite  size  beamlet  used  by  the  inverse  planning  process,  particles 
were  transported  to  the  MLC  plane  and  only  those  within  the  beamlet  area  (=  1  cm  x  1  cm 
projected  at  100  cm  SSD)  were  allowed  to  go  through.  This  ignored  the  bremsstrahlung 
photon  leakage  and  electron  scattering  by  the  leaf  ends  in  the  optimization  process  (the  effect 
was  corrected  in  the  final  dose  calculation,  as  discussed  below).  After  optimization,  a  leaf 
sequence  was  generated  using  a  modified  ‘step  and  shoot’  algorithm  based  on  our  early  work 
(Ma  et  al  1998).  The  final  MERT  dose  distribution  was  computed  based  on  an  intensity  map 
(a  2D  distribution  of  particle  weighting  factors)  reconstructed  from  the  leaf  sequence.  The 
bremsstrahlung  leaf  leakage  effect  was  included  in  the  intensity  map  using  the  leaf  sequence 
and  pre-calculated  leaf  leakage  data  for  1.5  cm  thick  tungsten  leaves.  MCDOSE  produced 
data  files  that  contained  geometry  specifications  such  as  the  number  of  voxels  in  all  the  three 
directions  and  their  boundaries  as  well  as  the  dose  values  and  the  associated  (la)  statistical 
uncertainties  in  the  individual  voxels  and  organs  (structures).  The  EGS4  transport  parameters 
were  ECUT  =  AE  =  700  keV,  PCUT  =  AP  =  10  keV  and  ESTEPE  =  0.04.  The  number  of 
particle  histories  simulated  ranged  from  2  million  to  30  million  for  a  MERT  treatment.  The 
la  statistical  uncertainty  in  the  dose  was  generally  2%  or  smaller  of  the  value.  The  CPU 
time  required  for  a  MERT  simulation  was  about  1-3  h  on  a  Pentium  HI  450  MHz  PC  with  the 
variance  reduction  option  switched  on. 
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Figure  2.  Beam  intensity  distributions  measured  by  film  on  the  surface  of  a  solid  water  phantom 
for  6,  12  and  20  MeV  electrons.  The  MLC  leaf  positions  for  the  electron  fields  are  also  shown 
(bottom  left). 


2.4.  The  optimization  process 

The  treatment  planning  optimization  system  used  in  this  work  is  a  home-developed  system 
based  on  the  work  by  Jiang  (1998).  First,  the  planner  inputs  the  patient  geometry  and  defines 
the  treatment  setup,  such  as  the  beam  energy,  number  and  orientations  of  beams,  etc.  The 
target  volume  and  the  critical  structures  are  defined  by  the  clinician.  A  reference  monitor  unit  is 
assigned  to  each  open  rectangular  beam  and  the  dose  deposition  coefficients,  which  are  defined 
as  the  dose  contribution  from  a  beamlet  to  a  point,  are  calculated  using  the  MCDOSE  code. 

Second,  using  the  calculated  dose  deposition  coefficients  as  input,  the  optimal  intensity 
profile  for  each  beam  is  achieved  using  a  gradient  method  to  minimize  the  objective  function. 
For  the  target  area,  a  quadratic  form  of  objective  function  is  specified.  In  addition,  two 
target  dose-uniformity  constraints  are  used  to  ensure  a  uniform  target  dose  distribution  and 
to  distinguish  the  clinical  importance  of  cold  and  hot  spots.  For  the  critical  structures, 
maximum-dose  constraint  and  several  levels  of  dose-volume  constraints  are  assigned  to  each 
structure.  For  each  objective  function  and  constraint,  an  importance  weight  relative  to  the 
target  objective  function  is  assigned.  All  the  constraints  are  mathematically  transformed  to 
the  penalty  functions  of  quadratic  forms.  The  augmented  objective  function,  which  should  be 
minimized,  is  a  combination  of  the  original  objective  functions  and  all  penalty  functions.  The 
results  of  the  optimization  process  are  the  intensity  profiles  for  the  individual  fields  (different 
incident  energies  and  gantry  angles).  The  same  optimizer  has  been  used  for  photon  beam 
optimization  with  the  Monte  Carlo  method  and  a  finite-size  pencil  beam  algorithm  (Jiang 
1998,  Jiang  et  al  1999,  Pawlicki  et  al  1999). 

3.  Results  and  discussion 

3.  L  Characteristics  of  electron  beams  collimated  by  an  electron  MLC 

Figure  2  shows  the  electron  fields  collimated  by  the  prototype  electron  MLC  for  6,  12  and 
20  MeV  electron  beams  on  a  Varian  Clinac  2100C  machine.  For  convenience,  a  photo  showing 
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Figure  3.  Beam  profiles  measured  by  film  on  the  surface  of  a  solid  water  phantom  for  the  6  MeV 
and  20  MeV  electron  fields  shown  in  figure  2:  (a)  20  MeV  along  A-A;  (/>)  20  MeV  along  B-B; 
(c)  6  MeV  along  A-A;  (ct)  6  MeV  along  B-B. 


the  MLC  leaf  positions  for  the  field  shape  is  also  included  in  figure  2.  Figure  2  shows  the 
film  measurement  at  the  surface  of  a  solid  water  phantom  (97  cm  SSD)  for  6,  12  and  20  MeV 
electron  beams.  Figure  3  shows  the  measured  profiles  on  the  phantom  surface  along  A-A  and 
B-B  for  the  6  MeV  and  20  MeV  electron  fields  shown  in  figure  2.  Figure  4  shows  the  beam 
profiles  at  2  cm  depth  in  the  solid  water  phantom.  It  can  be  seen  that  for  a  20  MeV  electron 
beam,  0.5  cm  leaf  shapes  are  still  distinguishable  on  the  surface  but  become  very  blurred  at 
2  cm  depth.  For  a  6  MeV  electron  beam,  however,  the  effect  of  electron  scattering  becomes  so 
severe  that  a  leaf  width  smaller  than  1.0  cm  will  not  result  in  any  improvement  in  the  spatial 
resolution.  However,  a  small  leaf  width  may  have  the  advantage  of  defining  the  field  more 
precisely  in  the  direction  perpendicular  to  the  leaves. 

Based  on  these  experimental  results,  we  further  performed  Monte  Carlo  simulations 
of  electron  fields  collimated  by  1  cm  wide  leaves  to  study  the  effect  of  material  type  and 


2300 


C-M  Ma  et  al 


Figure  4.  Beam  profiles  measured  at  2  cm  depth  in  a  solid  water  phantom  for  the  6  MeV  and  20  MeV 
electron  fields  shown  in  figure  2:  (a)  20  MeV  along  A-A;  (Jb)  20  MeV  along  B-B;  (c)  6  MeV  along 
A-A;  and  {d)  6  MeV  along  B-B. 


leaf  thickness.  Although  the  beam  penumbral  widths  did  not  change  significantly  for  leaf 
thicknesses  smaller  than  2  cm,  the  beam  intensity  outside  the  field  was  affected  by  the  leaf 
thickness  and  the  atomic  number  of  the  leaf  material.  As  shown  in  figure  5  for  a  20  MeV  electron 
beam,  1 .5  cm  thick  zinc  reduced  the  electron  fluence  outside  the  field  to  about  5%  of  the  central 
axis  value  (figure  5(a)).  These  electrons  were  mainly  generated  by  the  bremsstrahlung  photons 
in  the  MLC  leaves.  This  was  confirmed  by  the  photon  fluence  as  shown  in  figure  5{b),  where 
1 .5  cm  zinc  MLC  leaves  resulted  in  about  60%  higher  photon  fluence  outside  the  field  compared 
with  the  central  axis  photon  fluence.  Some  electrons  were  also  scattered  off  the  leaf  ends  and 
by  air.  For  1.5  cm  copper,  1.5  cm  lead  and  2  cm  steel,  the  electron  fluence  was  about  2.5%  of 
the  central  axis  value.  The  electron  fluence  was  reduced  to  about  1 .5%  if  the  leaves  were  made 
of  1.5  cm  tungsten.  This  was  reflected  by  the  30%  smaller  photon  fluence  under  the  tungsten 
MLC  leaves  compared  with  the  central  axis  photon  fluence.  Clearly,  tungsten  was  superior  to 
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Clinac  2100C  20  MeV  10cm  x  10cm  field 


(a) 


Clinac  2100C  20  MeV  10cm  x  10cm  field 


Figure  5.  Monte  Carlo  simulated  electron  (a)  and  photon  {h)  planar  fluence  in  the  penumbral 
region  and  outside  the  treatment  field  for  a  Varian  Clinac  2100C  20  MeV  electron  beam  collimated 
by  an  electron  MLC  of  different  leaf  materials  and  thicknesses.  The  air  gap  between  the  electron 
MLC  and  the  scoring  plane  is  7  cm. 


Other  materials  in  terms  of  leaf  leakage.  If  we  increased  the  tungsten  leaf  thickness  to  2  cm 
the  electron  fluence  would  be  reduced  to  less  than  1%  of  the  central  axis  value  and  the  photon 
leakage  would  be  reduced  to  about  50%  of  the  central  axis  value  (not  shown). 

To  study  the  overall  effect  of  the  leaf  leakage,  leaf  scattering,  air  scattering  and  the  extended 
source  in  an  electron  beam,  we  compared  the  dose  distributions  for  single  fields  and  multiple 
abutting  fields  collimated  by  an  electron  MLC  with  1.5  cm  thick  tungsten  leaves.  Figure  6 
shows  the  Monte  Carlo  calculated  dose  distributions  for  a  single  4  cm  x  4  cm  electron  field 
and  a  multiple  abutting  field  of  the  same  size  formed  by  four  1  cm  x  4  cm  electron  fields.  For 
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Figure  6.  Monte  Carlo  calculated  dose  distributions  in  a  water  phantom  for  Varian  Clinac  6  and 
20  MeV  electron  beams  collimated  by  an  electron  MLC  of  1 .5  cm  thick  tungsten  leaves  for  a  single 
4  cm  X  4  cm  electron  field  and  a  4  cm  x  4  cm  field  formed  by  four  1  cm  x  4  cm  electron  fields: 
(«)  dose  at  surface  for  a  20  MeV  beam:  (h)  dose  at  3  cm  depth  for  a  20  MeV  beam;  (c)  dose  at 
surface  for  a  6  MeV  beam. 


a  20  MeV  electron  beam,  the  dose  at  the  phantom  surface  for  the  abutting  field  shows  about 
4%  fluctuation  compared  with  a  single  electron  field  (figure  6(^7)).  This  is  potentially  due  to 
the  effect  of  leaf  shape  and  extended  source.  The  dose  outside  the  field  for  the  abutting  field  is 
about  three  times  higher  than  that  for  the  single  field,  which  is  mainly  caused  by  the  leaf  leakage 
due  to  the  longer  beam-on  time  to  deliver  the  four  1  cm  x  4  cm  fields  and  electron  scattering 
off  the  leaf  ends.  The  dose  at  3  cm  depth  shows  little  difference  between  the  abutting  field  and 
the  single  field  except  for  the  dose  near  the  field  edges  and  outside  the  field  (figure  6(b)).  For  a 
6  MeV  electron  beam,  the  dose  at  the  phantom  surface  for  the  abutting  field  is  almost  the  same 
as  that  for  the  single  field  (figure  6(c)).  The  dose  outside  the  field  for  the  abutting  field  is  only 
slightly  higher  than  that  for  the  single  field.  The  effect  of  leaf  leakage  is  very  small  for  a  6  MeV 
beam  and  the  dose  immediately  outside  the  field  is  thought  to  be  mainly  due  to  the  effect  of 
electron  scattering  in  the  air.  It  seems  that  field  abutting  with  1  cm  beamlets  collimated  by 
an  electron  MLC  can  provide  adequate  beam  characteristics  for  MERT  for  the  beam  energies 
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investigated.  However,  the  dose  outside  the  field  needs  to  be  minimized  through  beam  energy 
and  leaf  sequence  optimization. 

3.2.  Comparisons  of  a  photon  MLC  and  an  electron  MLC 

There  have  been  studies  on  electron  beam  collimation  using  a  photon  MLC  (Karlsson  et  al 
1999).  One  of  the  advantages  of  using  a  photon  MLC  is  the  possibility  of  combining  both 
photon  and  electron  beams  in  the  same  plan.  An  essential  requirement  for  matching  a  photon 
beam  and  an  electron  beam  at  different  depths  is  that  both  beams  share  the  same  source 
position.  Karlsson  et  al  (1999)  proposed  several  modifications  to  the  design  of  a  Varian 
Clinac  2300CD  accelerator,  one  of  which  was  to  replace  the  intervening  air  with  helium.  This 
could  significantly  reduce  the  effect  of  electron  scattering  in  the  air  on  the  beam  penumbra. 
However,  filling  the  accelerator  head  with  helium  requires  major  modifications  to  the  existing 
accelerator  design.  In  this  work,  we  have  investigated  an  alternative  solution — a  thin  leaf 
MLC  at  the  electron  cutout  level  to  reduce  the  air  scattering  effect.  As  can  be  seen  in  figure  7, 
the  unfocused  MLC  leaf  ends  could  scatter  the  electrons  very  significantly  to  degrade  the 
beam  characteristics  near  the  field  edges.  The  Varian  MLC  has  rounded  leaf  ends,  which 
are  expected  to  have  similar  dosimetric  characteristics  as  the  unfocused  MLC  studied  here. 
Focused  leaf  ends  could  greatly  improve  the  beam  edges  and  provided  even  slightly  better 
dose  profiles  inside  the  field  for  a  20  MeV  electron  beam  compared  with  an  electron  MLC 
(figures  7(a)-(c)),  primarily  due  to  the  reduction  of  electron  scattering  in  the  accelerator  head 
(helium  versus  air).  The  dose  outside  the  field  was  slightly  lower  for  the  electron  MLC  than  for 
the  photon  MLC.  For  a  6  MeV  beam,  an  electron  MLC  gave  slightly  better  surface  dose  profiles 
both  inside  and  outside  the  field  than  the  focused  and  unfocused  photon  MLC.  However,  the 
dose  profiles  became  practically  similar  at  the  depth  of  the  maximum  dose  and  greater  depths 
(not  shown).  Note  that  in  these  comparisons,  we  have  placed  the  phantom  surface  at  20  cm 
below  the  photon  MLC  and  7  cm  below  the  electron  MLC  to  minimize  the  effect  of  electron 
scattering  in  the  air  or  helium  between  the  MLC  and  the  phantom.  It  is  evident  that  an  electron 
MLC  will  have  similar  dosimetric  characteristics  as  a  photon  MLC  with  focused  leaf  ends  but 
without  the  need  to  replace  the  air  in  the  accelerator  head  with  helium. 


3.3.  Comparison  of  beamlet  distributions 

The  accuracy  of  the  beamlet  distribution  calculation  may  play  an  important  role  in  the  treatment 
planning  optimization  process.  Mdietal  (1999)  reported  significant  differences  in  the  final  dose 
distributions  of  the  optimized  treatment  plans  computed  by  a  commercial  inverse  treatment 
planning  system  with  a  finite-size  pencil  beam  and  the  Monte  Carlo  method.  Pawlicki  et  al 
(1999)  demonstrated  that  inaccurate  beamlet  distributions  may  result  in  under-dosing  in  the 
target  and  over-dosing  in  the  adjacent  critical  structures,  and  using  the  Monte  Carlo  calculated 
beamlets  could  potentially  reduce  the  uncertainty  in  the  photon  IMRT  dose  distributions.  This 
was  demonstrated  again  by  Jeraj  and  Keall  (1999)  using  a  Monte  Carlo  dose  calculation  based 
inverse  planning  algorithm. 

It  has  been  shown  that  the  electron  beam  dose  distributions  calculated  by  the  pencil  beam 
algorithm  as  implemented  in  some  commercial  treatment  planning  systems  could  be  fairly 
uncertain  in  the  regions  near  material  interfaces  and  inhomogeneities  (Cygler  et  al  1987, 
Shortt  et  al  1986,  Mackie  et  al  1994,  Ma  et  al  1999).  We  have  computed  the  beamlet  dose 
distributions  using  the  3D  pencil  beam  as  implemented  in  the  FOCUS  treatment  planning 
system  (Computerized  Medical  Systems,  St  Louis,  MO)  and  compared  them  with  the  Monte 
Carlo  calculated  beamlets.  Figure  8  shows  the  dose  distributions  calculated  using  the  Monte 
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Figure  7.  Monte  Carlo  calculated  dose  distributions  in  a  water  phantom  for  a  10  cm  x  10  cm  field 
collimated  by  an  electron  MLC  with  1.5  cm  thick  tungsten  leaves  and  a  photon  MLC  with  7.5  cm 
thick  leaves  on  a  Varian  Clinac  2i00C  accelerator:  (a)  surface  dose  for  a  20  MeV  beam;  (b)  dose 
at  3  cm  depth  for  a  20  MeV  beam;  (c)  dose  at  6  cm  depth  for  a  20  MeV  beam;  (d)  surface  dose  for 
a  6  MeV  beam.  The  electron  MLC  has  straight  leaf  ends.  The  photon  MLC  has  either  straight  or 
double-focused  leaves. 


Carlo  method  (a,  c,  e)  and  the  FOCUS  3D  pencil  beam  algorithm  (b,  d,  f)  for  a  1  cm  x  1  cm 
12  MeV  beamlet  incident  on  a  patient  phantom  built  from  CT  data.  For  beamlets  with  normal 
incidence  (figures  8(a)  and  (b)),  the  difference  in  the  dose  distributions  in  the  heart  was  evident: 
the  Monte  Carlo  calculated  isodose  lines  varied  with  the  heart  contour  while  the  pencil  beam 
isodose  lines  remained  symmetrical  despite  the  change  in  material  densities.  Figures  8(c) 
and  (d)  show  the  beamlet  distributions  with  a  10  cm  air  gap.  The  difference  is  clearly  seen 
near  the  surface.  The  beamlet  distributions  again  differed  significantly  in  the  lung  for  oblique 
incidence  (figures  8(c)  and  (f)).  The  axis  of  the  beamlet  was  intentionally  placed  to  go  through 
soft  tissues  and  bones.  The  pencil  beam  isodose  lines  seemed  to  stretch  according  to  the  beam 
axis  pathlength  and  showed  no  signs  of  electron  build-down  near  the  low-density  material. 
These  results  provided  enough  evidence  to  show  that  to  ensure  the  accuracy  of  the  optimized 
dose  distributions  for  MERT  we  should  use  the  Monte  Carlo  method  to  compute  the  electron 
beamlets  for  the  inverse  planning  process. 


Figure  8.  Dose  distributions  calculated  using  the  Monte  Carlo  method  (a,  c,  e)  and  the  FOCUS 
3D  pencil  beam  algorithm  (h,  /)  for  a  1  cm  x  1cm  12  MeV  beamlet  with  normal  incidence 

(a  and  h),  normal  incidence  plus  10  cm  air  gap  (c  and  d),  and  oblique  incidence  (e  and  /).  The 
beamlet  size  is  defined  at  100  cm  SSD.  The  isodose  lines  shown  are  10,  20,  30,  40,  50,  60, 70,  80 
and  90%  of  the  maximum  dose  respectively. 


3.4.  MERT  versus  photons:  a  hypothetical  treatment  plan 

Modulated  electron  radiotherapy  is  a  general  purpose  technique  that  should  be  advantageous 
in  many  clinical  situations.  An  exhaustive  investigation  of  the  specific  advantages  of  MERT 
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Figure  9.  Treatment  plans  for  a  hypothetical  breast  case  using  tangential  6  MV  photon  beams  (a) 
and  MERT  with  6, 1 2  and  20  MeV  electron  beams  (h).  Both  plans  were  calculated  using  the  Monte 
Carlo  method.  The  isodose  lines  (90, 70,  50  and  30%)  represented  50,  38.9, 25  and  16.7  Gy. 


over  traditional  treatment  modalities  on  a  site  by  site  basis  is  outside  the  scope  of  this  work. 
However,  to  demonstrate  the  possibility  of  improving  the  dose  homogeneity  in  the  target  and  the 
reduction  of  the  dose  in  surrounding  normal  tissues,  we  compare  the  dose  distributions  to  treat 
a  hypothetical  target  using  tangential  photon  beams  and  MERT,  The  purpose  of  the  comparison 
was  to  illustrate  the  concept  of  MERT  but  not  to  draw  specific  conclusions  on  the  use  of  either 
technique.  Previous  investigators  have  used  artificial  phantoms  and  hypothetical  targets  to 
mimic  different  treatment  sites  (e.g.  Hyddynmaa  et  al  1996,  Asell  etal  1997,  Ebert  and  Hoban 
1 997).  We  considered  it  to  be  clinically  relevant  to  use  a  more  realistic  patient  geometry  (built 
from  CT  data)  in  our  comparison,  although  the  target  definition  and  beam  setup  are  somewhat 
arbitrary.  Figure  9  shows  the  hypothetical  treatment  plan  using  tangential  6  MV  photon  beams 
and  MERT  with  normally  incident  6,  12  and  20  MeV  electron  beams.  The  intensity  maps  for 
each  electron  beam  energy  are  shown  in  figure  10.  The  beamlet  size  was  1  cm  x  1  cm  at  100  cm 
at  isocentre.  It  is  worth  noting  here,  that  as  a  matter  of  practicality,  it  is  impossible  to  create 
the  intensity  maps  shown  in  figure  10  using  the  conventional  electron  cutout  approach  but  the 
electron  MLC  is  a  viable  alternative.  The  dose  distributions  for  both  plans  were  calculated 
using  the  Monte  Carlo  method.  The  isodose  lines  (90,  70,  50  and  30%)  were  normalized  in 
such  a  way  that  the  90%  isodose  surface  would  receive  the  prescribed  target  dose  of  50  Gy. 
For  the  photon  plan,  the  90%  dose  line  also  included  a  margin  in  the  lung  to  account  for  the 
effect  of  patient  breathing.  This  was  not  needed  for  the  electron  plan  as  the  electron  beams 
were  incident  enface  and  the  electron  beamlet  dose  distributions  do  not  vary  significantly  with 
breathing.  Figure  1 1  shows  the  dose  volume  histograms  (DVH)  for  the  hypothetical  treatment 
plans  shown  in  figure  9.  The  target  DVH  together  with  the  right  lung  DVH  are  shown  in 
figure  11(a)  (as  percentage  volume)  and  the  right  lung  DHV  and  the  ‘total  body’  (including 
everything  inside  the  external  contour)  DVH  are  shown  in  figure  1 1(^)  (as  absolute  volume). 

It  is  clear  that  MERT  provided  better  dose  homogeneity  in  the  target  region  than  tangential 
photon  beams.  Tangential  photon  beams  produced  hot  spots  in  the  target  and  cold  spots  near 
the  skin  (figure  1 1(a)).  MERT  significantly  reduced  the  dose  to  the  lung  relative  to  tangential 
photon  beams;  the  maximum  dose  to  the  lung  was  reduced  from  50  Gy  for  a  tangential  treatment 
to  35  Gy  for  MERT  (figure  1 1(a)).  However,  MERT  increased  the  volume  of  the  lung  that 


Modulated  electron  beam  for  radiotherapy 


2307 


12MoV 


Figure  10.  Intensity  maps  for  the  three  electron  beam  energies.  The  beamlet  size  for  each  port 
was  1  X  1  cm^.  Darker  beamlets  indicate  a  higher  weight  than  the  lighter  beamlets  and  the  grey 
scale  for  all  three  maps  is  in  absolute  terms. 


received  a  lower  dose  (10%  more  volume  received  5  Gy  and  20%  more  volume  received  2  Gy) 
compared  with  tangential  photon  beams.  The  clinical  significance  of  the  increased  lung  volume 
receiving  such  a  low  dose  needs  to  be  investigated.  On  the  other  hand,  over  150  cm^  of  lung 
received  much  less  dose  with  MERT  compared  with  tangential  photon  beams,  which  could 
result  in  reduced  lung  complications  (figure  1 1(^)).  Another  clear  benefit  with  MERT  is  the 
exclusion  of  the  surrounding  normal  tissue  from  the  high  dose  volume  (figure  11  (/?)).  Over 
1000  cm^  of  normal  tissue  received  10-30  Gy  less  dose  in  a  MERT  plan  compared  with  this 
tangential  photon  beam  plan. 


4.  Conclusions 

In  this  work,  we  have  investigated  the  feasibility  of  modulating  both  energy  and  intensity  of 
electron  beams  for  radiotherapy.  This  was  achieved  by  combining  electron  beams  of  different 
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Figure  11.  Dose  volume  histograms  (DVH)  for  the  breast  treatment  plans  shown  in  figure  9: 
(fl)  DVH  shown  as  percentage  volume  for  the  target  (PTV)  and  the  right  lung  and  (h)  DVH  shown 
as  absolute  volume  for  the  right  lung  and  the  ‘total  body’  which  includes  everything  inside  the 
external  contour. 


nominal  energies  and  variable  intensity  distributions.  A  prototype  electron  MLC  was  built  to 
study  the  characteristics  of  MLC-colIimated  electron  beams  and  the  Monte  Carlo  simulations 
were  used  to  investigate  the  effect  of  MLC  leaf  material,  thickness,  shape  and  location.  The 
beamlet  distributions  calculated  using  a  3D  electron  pencil  beam  algorithm  as  implemented 
in  a  commercial  treatment  planning  system  and  the  Monte  Carlo  method  were  compared  for 
electron  beams  of  different  energies,  extended  air  gaps,  oblique  incidence  and  heterogeneous 
geometries.  A  hypothetical  breast  case  was  used  to  compare  the  dose  distributions  using 
tangential  photons  and  MERT  for  target  coverage  (dose  homogeneity)  and  normal  tissue  sparing 
(dose  reduction  in  the  lung  and  other  surrounding  normal  tissues). 
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Our  results  showed  that  an  electron  MLC  at  the  electron  cutout  location  can  provide 
adequate  beam  colli mation  for  MERT  without  the  need  to  replace  the  air  in  the  accelerator 
head  and  between  the  MLC  and  the  phantom  with  helium.  The  beam  characteristics  collimated 
by  an  electron  MLC  are  comparable  to  those  collimated  by  a  focused  photon  MLC,  However, 
the  latter  requires  the  accelerator  head  and  between  the  MLC  and  the  phantom  to  be  filled  with 
helium,  which  may  be  impractical  for  some  accelerators  because  of  the  major  modifications 
needed  to  the  structure  design.  An  electron  MLC  can  also  be  used  in  place  of  a  cutout.  The 
Monte  Carlo  method  can  accurately  simulate  particle  transport  in  cases  involving  extended  air 
gaps,  oblique  incidence  and  heterogeneous  anatomy,  and  is  therefore  suitable  for  the  beamlet 
calculation  for  MERT  treatment  optimization.  Our  preliminary  results  based  on  a  hypothetical 
breast  case  demonstrated  the  potential  of  MERT  for  uniform  target  coverage  and  normal  tissue 
sparing.  To  fully  explore  the  potential  of  MERT,  further  studies  need  to  be  carried  out  for 
realistic  clinical  cases  and  for  other  treatment  sites  such  as  the  head  and  neck. 
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Modulated  electron  radiation  therapy  (MERT)  has  been  proposed  as  a  means  of  delivering  confor¬ 
mal  dose  to  shallow  tumors  while  sparing  distal  structures  and  surrounding  tissues.  Conventional 
systems  for  electron  beam  collimation  are  labor  and  time  intensive  in  their  construction  and  are 
therefore  inadequate  for  use  in  the  sequential  delivery  of  multiple  complex  fields  required  by 
MERT.  This  study  investigates  two  proposed  methods  of  electron  beam  collimation:  the  use  of 
existing  photon  multileaf  collimators  (MLC)  in  a  helium  atmosphere  to  reduce  in-air  electron 
scatter,  and  a  MLC  specifically  designed  for  electron  beam  collimation,  Monte  Carlo  simulations  of 
a  Varian  Clinac  2100C  were  performed  using  the  EGS4/BEAM  system  and  dose  calculations 
performed  with  the  MCDOSE  code.  Dose  penumbras  from  fields  collimated  by  photon  MLCs  both 
with  air  and  with  helium  at  6,  12,  and  20  MeV  at  a  range  of  SSDs  from  70  to  90  cm  were  examined. 
Significant  improvements  were  observed  for  the  helium  based  system.  Simulations  were  also  per¬ 
formed  on  an  electron  specific  MLC  located  at  the  level  of  the  last  scraper  of  a  25X25  cm^ 
applicator.  A  number  of  leaf  materials,  thicknesses,  end  shapes,  and  widths  were  simulated  to 
determine  optimal  construction  parameters.  The  results  demonstrated  that  tungsten  leaves  15  mm 
thick  and  5  mm  wide  with  unfocused  ends  would  provide  sufficient  collimation  for  MERT  fields.  A 
prototype  electron  MLC  was  constructed  and  comparisons  between  film  measurements  and  simu¬ 
lation  demonstrate  the  validity  of  the  Monte  Carlo  model.  Further  simulations  of  dose  penumbras 
demonstrate  that  such  an  electron  MLC  would  provide  improvements  over  the  helium  filled  photon 
MLC  at  all  energies,  and  improvements  in  the  90-10  penumbra  of  12%  to  45%  at  20  MeV  and  6 
MeV,  respectively.  These  improvements  were  also  seen  in  isodose  curves  when  a  complex  field 
shape  was  simulated.  It  is  thus  concluded  that  an  MLC  specific  for  electron  beam  collimation  is 
required  for  MERT.  ©  2000  American  Association  of  Physicists  in  Medicine. 
[80094-2405(00)01612-6] 

Key  words:  modulated  electron  radiation  therapy  (MERT),  IMRT,  EGS4  Monte  Carlo,  multileaf 
collimator  (MLC) 


I.  INTRODUCTION 

In  recent  years,  intensity  modulated  radiation  therapy 
(IMRT)  with  photon  beams  has  been  used  to  deliver  highly 
conformal  doses  to  target  areas  while  sparing  neighboring 
tissues.  However,  because  of  the  need  for  electron  buildup, 
photon  fields  provide  low  surface  doses  and  are  thus  not  well 
suited  to  the  treatment  of  shallow  tumors.  Additionally,  due 
to  the  highly  penetrating  nature  of  the  photon  beams,  some 
scenarios  present  an  unavoidable  accompanying  risk  to  distal 
structures  during  photon  treatments.  Therefore  shallow  tu¬ 
mors  are  often  treated  with  mega  voltage  electron  beams.  The 
rapid  depth-dose  fall-off  associated  with  electron  beams  al¬ 
lows  delivery  of  therapeutic  doses  to  the  target  areas  while 
sparing  distal  tissues.  This  makes  electron  beam  therapy 
ideal  for  treatment  of  the  head  and  neck  and  the  chest  wall. 
However,  presently  electron  beam  techniques  offer  only  lim¬ 
ited  conformity  in  the  depth  direction. 

One  proposed  treatment  modality  that  overcomes  this 
limitation  is  modulated  electron  radiation  therapy 
(MERT).^"^  In  a  MERT  treatment,  lateral  dose  conformity 
and  uniformity  may  be  achieved  by  intensity  modulation. 


while  conformity  in  the  depth  direction  may  be  improved 
through  use  of  different  energies.  This  technique  may  be 
extremely  valuable  for  treatment  of  curved  surfaces,  such  as 
irradiation  of  the  intact  breast,  shallow  head  and  neck  tu¬ 
mours,  and  irradiation  of  targets  located  on  the  extremities. 

However,  before  MERT  can  be  used  in  a  clinical  setting, 
a  new  system  of  electron  beam  collimation  must  be  devel¬ 
oped.  The  present  system  of  lead  alloy  (Cerrobend)  cutouts 
and  boluses  are  not  practical  for  the  rapid  delivery  of  the 
intensity  distributions  required  in  MERT.  As  with  photon 
IMRT,  a  multileaf  collimator  (MLC)  may  provide  a  solution 
to  the  field  shaping  and  intensity  modulation  problem.  It  has 
been  proposed  that  scanned  beam  systems,  alone  or  in  con¬ 
junction  with  existing  photon  MLCs  can  provide  adequate 
collimation.^  In  his  work,  Brahme  further  suggests  that 
“fourth-generator”  clinical  accelerators  may  be  filled  with 
helium,  thereby  significantly  reducing  in-air  electron  scatter 
and  making  the  photon  MLC  a  practical  system  for  electron 
beams.  Indeed,  a  number  of  studies  have  been  conducted 
utilizing  scanned  beam  systems  (MM50,  Scanditronix  Medi¬ 
cal  AB,  Uppsala,  Sweden)  in  a  clinical  setting  to  improve 
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dose  distributions.^’^  Jansson  et  al  have  demonstrated  that  a 
scattering  foil  accelerator  (MM22,  Scanditronix  Medical  AB, 
Uppsala,  Sweden)  and  its  intrinsic  MLC  can  be  used  to  gen¬ 
erate  matched  photon  and  electron  fields  to  improve  dose 
distributions  in  breast  cancer  therapy.^ 

Despite  these  successes,  the  use  of  the  photon  MLC  with 
electrons  has  key  limitations.  Experimental  work  by  Klein 
et  al  has  shown  that  in  a  standard  Varian  Clinac  2100C 
(Varian  Oncology  Systems,  Palo  Alto,  CA),  a  source-to- 
surface  distance  (SSD)  of  70  cm  is  necessary  to  provide  a 
clinically  acceptable  field  when  using  the  photon  MLC.*^ 
Indeed,  beams  collimated  by  a  photon  MLC  were  shown  to 
be  inferior  to  applicator  fields  in  penumbra  and  uniformity 
and  furthermore  could  not  be  adequately  matched  to  photon 
fields.  Monte  Carlo  simulations  by  Karlsson  et  al  have 
shown  that  for  a  9  MeV  beam  from  a  Varian  Clinac 
2100C/D,  a  reduction  of  the  80-20  fluence  penumbra  from 
18  mm  to  1 1  mm  could  be  achieved  by  replacing  the  treat¬ 
ment  head  air  with  helium  (including  the  use  of  a  helium 
filled  balloon  between  the  accelerator  and  patient)  and/or 
moving  the  MLC  at  least  1 1  cm  towards  the  patient.^  Thus, 
this  work  focuses  on  developing  an  electron  specific  MLC 
(eMLC)  located  at  the  same  level  as  a  Cerrobend  cutout, 
typically  40  cm  or  more  closer  to  the  patient  than  the  photon 
MLC.  Such  a  system  could  have  the  additional  benefit  of 
being  backwards-compatible  with  existing  accelerators  and 
also  being  more  generally  accessible  than  scanned  beam  sys¬ 
tems. 

In  order  to  have  an  eMLC  system  that  may  be  used  for 
MERT,  several  issues  must  be  considered.  While  any  beam- 
let  distribution  may  be  used  during  inverse  planning,  dose 
conformity  will  improve  if  the  field  edges  are  sharpened.  To 
this  end,  it  is  desirable  to  have  a  system  that  provides  the 
smallest  penumbra  possible  and  be  able  to  provide  maximum 
ability  to  resolve  narrow  fields.  Furthermore,  as  with  photon 
IMRT,  a  larger  number  of  monitor  units  must  be  delivered 
relative  to  conventional  treatments,  and  so  both  photon  and 
electron  leakage  must  be  reduced.  It  has  been  shown  by  Ma 
et  al  that  if  such  a  system  is  developed,  intensity-modulated 
electron  fields  may  be  delivered.^ 

This  study  utilizes  a  combination  of  Monte  Carlo  simula¬ 
tions  and  film  measurements  to  compare  a  helium/photon 
MLC  based  system,  an  air/photon  MLC  based  system,  and 
an  electron  specific  MLC  located  near  the  phantom  surface. 
It  has  been  demonstrated  that  traditional  analytical  dose  cal¬ 
culation  algorithms,  such  as  the  3D  pencil  beam**  are  limited 
in  their  use  with  small  irregular  electron  fields,*^"*"*  and 
therefore  Monte  Carlo  simulations  were  chosen  for  treatment 
head  modeling  and  dose  calculations.  The  EGS4/BEAM*^’’*^ 
and  MCDOSE*^  systems  were  employed  to  simulate  differ¬ 
ent  MLC  systems  and  calculate  dose  in  homogeneous  water 
phantoms.  These  simulations  allowed  comparisons  of  the 
proposed  collimation  systems.  Recommendations  with  re¬ 
gard  to  eMLC  design  and  construction  are  also  presented  on 
the  basis  of  the  Monte  Carlo  simulations. 
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Fig.  1.  Schematic  of  a  Varian  Clinac  2I00C  treatment  head  u.sed  in  the 
BEAM  simulation.  Also  shown  are  the  two  collimation  systems  proposed 
for  electron  beams. 


II.  MATERIALS  AND  METHODS 

A.  Monte  Carlo  simulation  of  the  photon  MLC 

Electron  beam  simulations  of  a  Varian  Clinac  2100C 
(Varian  Oncology  Systems,  Palo  Alto,  CA)  were  performed 
using  the  EGS4/BEAM  code.*^’*^  Vendor  supplied  geom¬ 
etries  were  used  in  the  component-wise  simulation,  and  a 
schematic  of  the  simulation  model  is  displayed  in  Fig.  1.  The 
simulation  code  and  geometry  employed  have  been  previ¬ 
ously  shown  to  provide  agreement  with  measured  data  of 
better  than  2%  in  transverse  profiles  and  depth  dose  curves 
for  the  three  nominal  energies  simulated:  6,  12,  and  20 
MeV.*^  Phase  space  files  were  obtained  below  the  photon 
jaws.  The  photon  jaws  were  set  according  to  the  manufac¬ 
turer  specifications  for  a  25X25  cm^  applicator.  These  phase 
space  files  were  then  used  as  the  sources  for  simulating  vari¬ 
ous  MLCs. 

In  the  first  set  of  simulations,  the  particles  in  the  first 
phase  space  were  transported  through  a  photon  MLC  open  to 
10X10  cm^  projected,  the  protective  window  and  an  appro¬ 
priate  thickness  of  air  to  the  desired  SSD.  The  photon  MLC 
in  this  study  was  an  idealized  MLC  with  tungsten  leaves  of 
the  same  geometry  as  the  Varian  52  leaf  MLC  (~7  cm  thick, 
—55  cm  downstream  of  the  target),  with  ends  and  sides  al¬ 
ways  focused  to  the  source  regardless  of  leaf  position  (i.e., 
double  focused).  The  MLC  was  set  to  project  to  an  exact 
lOX  10  cm^  field  at  the  SSD  of  interest  (measured  here  from 
the  photon  target  to  the  phantom  surface).  No  attempt  was 
made  to  simulate  the  number  and  width  of  the  leaves  of  any 
existing  accelerator.  In  all  cases,  interleaf  leakage  (i.e., 
tongue  and  groove  effect)  was  ignored.  Simulations  were 
performed  beginning  with  the  aforementioned  phase  space 
source,  through  the  photon  MLC,  the  protective  window,  and 
through  an  appropriate  thickness  of  air  to  the  SSD  of  interest. 

For  each  energy,  two  phase  space  files  were  generated, 
one  in  which  the  ambient  atmosphere  of  the  treatment  head 
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Fig.  2.  Prototype  electron  MLC  used  for  Monte  Carlo  simulations  and  film 
measurements.  The  MLC  consists  of  30  pairs  of  manually  set  steel  leaves, 
and  is  designed  to  mount  in  the  cutout  position  of  a  25x25  cm^  Varian 
applicator. 

was  air  (density  =  1.205 X  10“^  gem" ^),  and  one  in  which  it 
was  replaced  with  helium  (density  =  1.663 X  lO'^^gcm”^).  In 
the  case  of  helium  filled  accelerators,  the  atmosphere  of  the 
air  gap  was  also  replaced  with  He,  to  simulated  the  use  of 
helium  bags.  The  walls  of  the  bag  were  not  simulated,  as  it 
was  believed  that  —0.01  cm  Mylar  would  have  a  trivial  im¬ 
pact  on  dose  distributions.  In  all  cases,  phase  space  files  were 
obtained  at  the  SSD  of  interest  (70,  75,  80,  85,  90  cm  nomi¬ 
nal  SSD)  and  used  for  dose  calculations. 

This  and  all  subsequent  Monte  Carlo  simulations  were 
performed  on  various  elements  of  a  suite  of  22  Pentium  Pro 
(200  MHz)  CPUs  and  10  Pentium  III  CPUs  (450  MHz),  all 
running  EGS4,  BEAM,  and  MCDOSE  under  the  Linux  op¬ 
erating  system.  In  general,  simulations  were  performed  in 
parallel  and  the  phase  space  files  (or  dose  files)  statistically 
combined  to  give  improved  performance.  All  simulations 
utilized  an  electron  cutoff  (ECUT)  of  0.7  MeV  total  energy 
and  a  photon  cutoff  of  10  keV,  below  which  all  remaining 
energy  was  deposited  on  the  spot.  It  has  been  documented 
that  an  ECUT  of  0.7  MeV,  corresponding  to  a  residual 
continuous-slowing-down  approximation  range  in  water  of 
<0.5  mm,  is  sufficient  for  most  dosimetric  purposes.*^ 
PRESTA  extensions  were  employed  for  step  length 
calculations.*^  The  number  of  initial  electron  histories  ranged 
from  150X  10^  for  6  MeV  to  50X  10^  for  20  MeV. 

Dose  calculations  were  performed  using  the  above  gener¬ 
ated  phase  space  files  using  the  EGS4/MCDOSE  code.*^  Ho¬ 
mogeneous  water  phantoms  were  simulated  with  voxels  3 
mm  along  the  profiled  axis,  and  15  mm  in  the  orthogonal 
in-plane  direction,  and  2  mm  along  the  direction  in  axis. 
Statistical  error  was  less  than  1%  (Icr)  in  all  dose  calcula¬ 
tions. 

B.  Electron  MLC  design  considerations 

1,  Material  and  leaf  thickness 

A  number  of  different  prototypes  for  eMLCs  were  simu¬ 
lated.  First,  under  the  assumption  that  a  minimal  distance 


Table  I.  Simulated  penumbras  of  a  1  OX  10  cm^  field  collimated  by  different 
MLC  systems.  The  6  MeV  beam  penumbra  was  calculated  at  0.75  cm  depth, 
the  12  MeV  beam  at  2.0  cm,  and  the  20  MeV  beam  at  3.0  cm  depth.  The 
ideal  MLC  is  built  out  of  1.5  cm  thick  tungsten  located  at  the  level  of  the 
last  scraper,  while  the  protoype  MLC  is  2.54  cm  thick  steel  located  3.0  cm 
above  the  last  scraper. 


Energy 

Gas 

MLC 

SSD 

Dose  penumbra 

Absolute  Relative  to 

(mm)  ideal  eMLC 

80/20  90/10  80/20  90/10 

6  MeV 

air 

photon 

70 

18.5 

30.7 

2.28 

2.33 

75 

23.9 

38.7 

2.95 

2.93 

80 

29.0 

46.7 

3.58 

3.54 

85 

33.2 

52.3 

4.10 

3.96 

90 

37.6 

60.0 

4.64 

4.55 

He 

photon 

80 

17.3 

27.6 

2.14 

2.09 

85 

19.8 

32.5 

2.44 

2.46 

90 

22.3 

35.1 

2.75 

2.66 

air 

ideal  e- 

100 

8.1 

13.2 

1.00 

1.00 

air 

proto,  e- 

100 

12.0 

19.3 

1.48 

1.46 

12  MeV 

air 

photon 

70 

10.9 

18.8 

1.31 

1.38 

75 

14.0 

23.1 

1.69 

1.70 

80 

16.5 

26.0 

1.99 

1.91 

85 

19.0 

30.3 

2.29 

2.23 

90 

22.0 

35.0 

2.65 

2.57 

He 

photon 

80 

11.3 

18.6 

1.36 

1.37 

85 

12.7 

20.5 

1.53 

1.51 

90 

13.9 

22.8 

1.67 

1.68 

air 

ideal  e- 

100 

8.3 

13.6 

1.00 

1.00 

air 

proto,  e- 

100 

9.8 

17.1 

1.18 

1.26 

20  MeV 

air 

photon 

70 

10.5 

17.4 

1.21 

1.20 

75 

11.7 

18.9 

1.34 

1.30 

80 

13.1 

22.3 

1.51 

1.54 

85 

14.2 

23.1 

1.63 

1.59 

90 

16.0 

26.3 

1.84 

1.81 

He 

photon 

80 

10.0 

16.5 

1.15 

1.14 

85 

10.7 

17.5 

1.23 

1.21 

90 

11.3 

18.6 

1.30 

1.28 

air 

ideal  e- 

100 

8.7 

14.5 

1.00 

1.00 

air 

proto.  e- 

100 

10.3 

18.4 

1.18 

1.27 

between  the  MLC  and  the  treatment  surface  was  optimal,^’ 
simulations  were  performed  with  the  MLCs  completely  re¬ 
placing  the  last  scraper  of  a  25X25  cm^  applicator  (i.e.,  with 
the  back  surface  at  approximately  95  cm  from  the  photon 
target).  Different  materials  and  thicknesses  were  simulated, 
and  phase  space  files  obtained  immediately  at  the  back  sur¬ 
face  of  the  MLC.  A  total  of  five  construction  materials  were 
considered  in  this  investigation:  zinc  (density=7.14  gcm“^), 
steel  (8.06  gem”^),  copper  (8.93  gcm“^),  lead  (11.34 
gem"^),  and  tungsten  (19.30  gcm”^).  The  copper,  zinc, 
lead,  and  tungsten  MLCs  were  limited  to  1 .5  cm  in  thickness, 
and  the  steel  MLC  was  2.0  cm  in  thickness.  Analysis  of 
phase  space  fluence  and  energy  spectra  was  performed  using 
the  BEAMDP  software Based  on  fluence  leakage  profiles, 
1.5  cm  tungsten  was  selected  as  the  optimal  leaf  thickness 
and  material  and  used  in  the  following  sections. 

2.  Leaf  width 

Simulations  were  performed  to  examine  the  optimal  leaf 
width.  The  overall  width  of  the  MLC  and  the  number  of 
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leaves  and  their  positions  were  adjusted  so  that  a  single  leaf 
of  varying  width  was  inserted  in  the  first  off-axis  position  of 
a  20X20  cm^  field.  Electron  beams  of  6  and  20  MeV  elec¬ 
tron  beam  were  simulated  through  this  collimator  and  the 
resulting  phase  space  files  were  used  for  a  dose  calculation. 
The  geometry  for  the  dose  calculation  utilized  2X40X2  mm^ 
in  the  region  from  x=  —  3  cm  to  3  cm,  and  5X40X2  mm^  in 
the  remaining  in-field  region.  Additionally,  the  same  single 
leaf  simulation  was  performed  for  a  photon  MLC  based  on 
the  dimensions  of  the  intrinsic  MLC  in  the  Varian  Clinac 
2I00C. 

3.  Leaf  end  shape 

Additional  BEAM  simulations  were  performed  to  exam¬ 
ine  the  effect  of  leaf  shape  of  the  eMLC.  Two  simulations 
were  performed  at  each  of  two  energies,  6  and  20  MeV.  In 
one  case,  the  leaf  ends  and  sides  were  focused  to  the  photon 
target,  and  in  the  second  case,  the  ends  and  sides  of  the  1.5 
cm  thick  tungsten  leaves  were  parallel  to  the  beam  axis.  The 
phase  space  at  100  cm  SSD  was  analyzed  using  BEAMDP 
and  used  for  dose  calculations. 

C.  Prototype  electron  MLC 

Based  on  the  results  of  the  theoretical  study,  a  prototype 
of  an  eMLC  was  designed  and  built.  A  view  of  the  prototype 
eMLC  is  shown  in  Fig.  2,  and  the  design  information  is 


X-axis  (cm) 


Fig.  3.  Transverse  dose  profiles  for  lOXlO  cm^  fields  collimated  by  a 
photon  MLC  in  air  and  in  helium  at  80  cm  SSD,  and  by  an  electron  MLC. 
(a)  6  MeV  at  0.75  cm,  (b)  12  MeV  at  2.0  cm,  (c)  20  MeV  at  3.0  cm  depth. 
In  all  cases,  the  statistical  error  was  less  than  1.0%. 


summarized  here.  The  MLC  comprised  two  sets  of  30  leaves, 
each  leaf  2.54  cm  (1")  in  thickness  and  0.48  cm  (3/16")  in 
width.  Both  ends  and  sides  were  designed  to  be  parallel  with 
the  beam  axis,  i.e.,  unfocused.  Leaf  positions  could  be  set 
manually  and  allowed  a  maximum  opening  of  14.2X15.9 
cm^  with  complete  leaf  over  run  allowed.  The  MLC  was 
designed  to  fit  into  the  cutout  mounting  frame  in  the  last 
scraper  of  a  25X25  cm^  applicator  from  a  Varian  Clinac 
2100C  linear  accelerator. 

The  geometry  of  this  prototype  was  simulated  using  the 
EGS4/BEAM  simulation  package  and  phase  space  files  were 
obtained  for  a  representative  set  of  leaf  positions  shown  in 
Fig.  11(d).  A  dose  calculation  was  then  performed  using 
MCDOSE  on  a  homogeneous  water  phantom  composed  of 
3X3X2  mm^  voxels. 

The  MLC  was  then  installed  onto  the  treatment  head  and 
film  (Kodak  X-omat  V,  Eastman  Kodak  Company,  Roches¬ 
ter,  NY)  measurements  were  taken  at  the  surface  and  at  2  cm 
depth  in  solid  water.  Measurements  were  taken  at  energies  of 
6,  12,  20  MeV  at  an  SSD  of  100  cm.  The  film  was  scanned 
using  a  Vidar  scanning  system  and  the  RIT315  software 
package  (Radiological  Imaging  Technology,  Colorado 
Springs,  CO)  was  then  used  to  generate  isodose  distributions 
for  comparison  with  the  simulated  dose  results. 
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Additionally,  a  BEAM  simulation  and  dose  calculation 
were  performed  with  the  photon  MLC  in  a  helium  atmo¬ 
sphere  using  these  same  leaf  positions  (projected). 

III.  RESULTS  AND  DISCUSSION 

A.  Electron  beams  collimated  with  the  photon  MLC 

Collimation  of  electron  beams  with  a  photon  MLC  was 
simulated  by  using  the  standard  BEAM  component  module 
for  the  MLC,  and  the  resulting  phase  space  files  used  to 
calculate  dose  in  a  homogeneous  water  phantom.  The  80-20 
and  90-10  penumbras,  defined  by  the  lateral  distance  be¬ 
tween  isodose  curves  along  the  major  axes,  were  computed 
and  are  displayed  in  Table  I.  As  expected,  at  all  energies, 
there  is  a  substantial  difference  in  the  penumbra  width  be¬ 
tween  the  helium  gas  systems  and  the  normal  air-filled  treat¬ 
ment  heads.  For  a  6  MeV  beam  at  80  cm  SSD  and  a  depth  of 
0.75  cm,  the  improvement  in  the  90-10  penumbra  was 
40.9%.  However,  as  a  consequence  of  reduced  in-air  scatter 
of  high  energy  electrons,  the  effect  was  much  less  pro¬ 
nounced  at  higher  energies:  for  a  20  MeV  beam  at  3.0  cm 
depth  and  80  cm  SSD,  the  90-10  penumbra  was  reduced  by 
26.0%.  Similar  results  in  both  beam  penumbra  reduction  and 


Nominal  SSD  (cm) 


Fig.  4.  Plot  of  90-10  penumbra  size  as  a  function  of  SSD  for  lOX  10  cm^ 
fields  collimated  by  a  photon  MLC  in  air  and  in  helium,  the  ideal  electron 
MLC,  and  the  prototype  electron  MLC.  All  data  are  normalized  to  the 
ideal  electron  MLC  penumbra,  (a)  6  MeV,  (b)  12  MeV,  (c)  20  MeV. 


energy  dependence  are  seen  for  the  80-20  penumbras.  Rep¬ 
resentative  profiles  at  80  cm  SSD  are  shown  in  Fig.  3.  The 
changes  in  90-10  penumbras  can  be  seen  in  Fig.  4. 

B.  Design  considerations  for  an  electron  MLC 

In  order  to  compare  the  photon  MLC  and  the  eMLC,  it 
was  necessary  to  develop  a  model  of  an  ideal  eMLC.  Three 
key  design  parameters  were  investigated: 

(i)  leaf  material  and  thickness; 

(ii)  leaf  width; 

(iii)  leaf  end  shape  (focusing). 

The  effect  of  these  parameters  on  dose  distributions  and  elec¬ 
tron  and  photon  transmission  were  examined  through  Monte 
Carlo  simulations  of  the  treatment  head  and  MLC  and  dose 
distributions  calculated  in  homogeneous  water  phantoms. 

1.  Leaf  material  and  thickness 

Preliminary  studies  were  performed  in  which  20  MeV 
electrons  were  simulated  through  the  treatment  head  and  a 
25X25  cm^  applicator,  and  incident  upon  proposed  eMLC 
designs.  The  primary  concern  was  leakage:  though  the  leaves 
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Fig.  5.  Monte  Carlo  simulated  fiuence  for  electrons  and  photons  for  a  20 
MeV  electron  field.  Photon  and  electron  leakage  at  a  point  3  cm  outside  the 
field  are  shown,  expressed  as  a  percentage  of  central  axis  fiuence.  Note  that 
for  photons,  the  true  value  is  the  value  shown  XI 00. 


themselves  were  thick  enough  to  stop  direct  passage  of  all 
electrons,  there  was  a  concern  regarding  production  of 
bremsstrahlung  and  secondary  electrons,  especially  with  re~ 
gard  to  electrons  interacting  in  the  leaf  ends  and  adding  a 
contaminant  dose  in  the  penumbral  region.  To  study  this  ef¬ 
fect,  the  eMLC  was  set  to  define  a  10X10  cm^  field  within 
the  25X25  cm^  applicator  and  the  electron  and  photon  flu- 
ence  studied  using  the  BEAM  system. 

The  electron  leakage,  scored  3  cm  outside  of  the  10X10 
cm^  field,  is  shown  in  Fig.  5.  The  1.5  cm  thick  tungsten  MLC 
exhibited  a  background  electron  leakage  of  1.5%  of  the  cen¬ 
tral  axis  fiuence,  while  both  the  steel  and  copper  models 
exhibited  greater  than  2.0%  leakage.  Additionally,  by  exam¬ 
ining  the  profiles  at  the  field  edge,  it  was  observed  that  tung¬ 
sten  leaves  resulted  in  a  steeper  drop  at  the  field  edge,  cor¬ 
responding  to  a  reduction  in  the  passage  of  large  angle 
electrons  through  the  leaf  ends.  While  increasing  the  tung¬ 
sten  leaf  thickness  to  2.0  cm  reduces  background  electron 
fiuence  to  less  than  1  %  of  the  central  axis  fiuence,  this  mod¬ 
est  improvement  may  not  sufficiently  offset  the  added  weight 
and  the  associated  cost. 

The  production  of  bremsstrahlung  photons  by  the  interac¬ 
tion  of  high  energy  electrons  in  the  leaves  was  also  consid¬ 
ered.  As  seen  in  Fig.  5,  as  expected  on  the  basis  of  the 
material  bremsstrahlung  production  cross  sections,  tungsten 
again  exhibits  the  best  fiuence  profile,  presenting  less  than 
half  the  photon  leakage  of  the  copper  or  steel  MLCs.  The 
conjecture  that  both  photon  and  electron  leakage  is  almost 
entirely  due  to  bremsstrahlung  and  not  direct  leakage  was 
supported  by  the  use  of  the  BEAM  code  “latch  bit”  settings 
to  track  particle  interactions,  as  seen  in  Fig.  6.  As  expected, 
1,5  cm  tungsten  is  sufficient  to  stop  most  incident  photons, 
and  these  direct  photons  account  for  only  15%  of  the  total 
leakage.  Also,  in  Fig.  7  it  can  be  seen  that  the  energy  of  the 


Fig.  6.  Monte  Carlo  simulated  (a)  electron  and  (b)  photon  planar  fiuence  at 
the  edge  of  a  10X10  cm^  field  collimated  by  a  1.5  cm  thick  tungsten  MLC, 
separated  into  particles  that  interacted  in  the  leaves,  and  those  that  did  not. 
The  fiuence  was  scored  at  the  back  surface  of  the  eMLC. 


photons  escaping  the  tungsten  leaves  is  higher  than  that  of 
the  photons  from  the  copper  or  steel  leaves  (5.3  MeV  versus 
4.3  MeV).  The  ordering  of  the  energies  is  as  expected  based 
on  the  ordering  of  the  effective  atomic  numbers  of  the  ma¬ 
terials.  However,  even  though  the  photons  are  more  ener¬ 
getic,  the  overall  photon  energy  fiuence  from  the  tungsten 
leaves  remains  significantly  below  that  of  the  other  materials. 
Furthermore,  contaminant  photon  dose  generally  scales  with 
the  cube  of  the  incident  electron  energy.^ ^  As  this  simulation 
was  performed  with  an  initial  electron  energy  of  20  MeV,  it 
is  expected  that  this  photon  dose  effect  will  rapidly  become 
trivial  as  the  energy  is  reduced.  Based  on  this  information, 
the  1.5  cm  thick  tungsten  leaf  design  was  chosen  as  the 
model  of  what  we  hereafter  refer  to  as  the  “ideal”  eMLC. 

2.  Leaf  width 

Further  Monte  Carlo  studies  were  performed  to  analyze 
the  leaf  width  that  provides  the  highest  degree  of  resolution 
while  optimizing  the  number  of  leaves  so  as  to  reduce  inter¬ 
leaf  leakage,  mechanical  complexity,  and  cost.  A  simulation 
was  performed  with  a  single  leaf  inserted  into  a  20X20  cm^ 
field.  The  dose  profile  at  was  examined  and  the  mini- 
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Fig.  7.  Mean  energy  of  photons  in  the  presence  of  a  copper,  steel,  and 
tungsten  MLC  set  to  a  lOX  10  cm^  field  with  an  incident  electron  energy  of 
20  MeV.  The  energy  was  scored  at  the  back  surface  of  the  eMLC. 

mum  of  the  resulting  dose  “valley”  was  considered.  As  seen 
in  Fig.  8  and  Table  II,  the  dose  reduction  as  a  function  of  leaf 
width  can  be  well  approximated  by  a  decaying  exponential. 
Using  the  “worst-case  scenario,”  an  energy  of  6  MeV,  it 
was  found  that  a  leaf  width  of  8.8  mm  projected  to  100  cm 
SSD,  or  8.6  mm  at  the  level  of  the  MLC,  would  produce  a 
dose  reduction  of  50%.  As  expected,  the  leaf  width  corre¬ 
sponding  to  a  50%  reduction  for  the  high  energy  20  MeV 
beam  was  much  smaller,  and  a  dose  reduction  of  50%  could 
be  achieved  by  a  leaf  width  of  4.9  mm  projected,  or  4.8  mm 
at  the  MLC. 

Additionally,  the  full  width  of  the  region  where  the  dose 
was  less  than  50%  and  the  full  width  of  the  region  where  the 
dose  was  less  than  75%  are  displayed  in  Table  II,  At  20 


Fig,  8.  Dose  reduction  as  a  function  of  leaf  width.  A  Monte  Carlo  simula¬ 
tion  was  performed  in  which  a  single  leaf  was  inserted  a  20X20  cm^  field 
and  dose  profiles  computed.  The  plotted  points  represented  the  dose  mini¬ 
mum  as  a  percentage  of  background  dose  for  various  leaf  widths.  The  two 
solid  points  represent  the  leaves  of  the  intrinsic  MLC  of  a  Varian  Clinac 
2100C  at  6  and  20  MeV  at  80  cm  SSD. 


Table  II.  Achievable  resolution  for  a  (a)  6  MeV  field  at  ,  Parameters 
from  simulated  single  leaf  dose  profiles  at  •  A  single  leaf  of  a  given 
width  was  entered  into  a  20x20  cm^  6  MeV  field  generated  by  an  idealized 
electron  MLC.  (b)  Achievable  resolution  for  a  20  MeV  field  at 
*  indicates  that  this  dose  was  not  passed,  i.e„  the  dose  reduction  from  a 
single  leaf  was  less  than  50%  of  the  background  dose. 


Projected  width  at  SSD 
(cm) 

Do.se  at  minimum 
(%  background) 

Width  at  %  background  dose 

75%  dose  50%  dose 

(cm)  (cm) 

0.50 

(a)  6  MeV 
70.0 

0.77 

♦ 

0.75 

55.7 

1.49 

* 

1.00 

44.8 

1.88 

0.60 

1.25 

34.5 

2.08 

1.16 

1.50 

27.3 

2.48 

1.45 

1.75 

19.9 

2.81 

1.81 

2.00 

15.7 

3.02 

2.04 

Varian  MLC  0.80  cm  at 

71.0 

1.11 

♦ 

80  cm  SSD  (with  He) 

0.50 

(b)  20  MeV 
48.6 

0.87 

0.08 

0.75 

34.5 

1.22 

0.67 

1.00 

23.1 

1.50 

0.96 

1.25 

16.5 

1.75 

1.19 

1.50 

12.8 

2.05 

1.52 

1.75 

10.5 

2.31 

1.79 

2.00 

8.9 

2.54 

2.04 

Varian  MLC  0.80  cm  at 

40.3 

1.44 

0.67 

80  cm  SSD  (with  He) 

MeV,  it  is  seen  that  at  an  eMLC  leaf  width  of  1  cm,  the  50% 
full  width  is  approximately  equal  to  the  leaf  width.  A  similar 
trend  is  noted  beyond  the  1 .25  cm  leaf  width  at  6  MeV. 

Based  on  these  findings,  we  conclude  that  a  leaf  width  of 
less  than  10  mm  at  100  cm  SSD  is  not  useful  for  defining  the 
shape  of  a  low  energy  field,  and  leaves  of  less  than  5  mm  are 
not  useful  for  defining  the  field  shape  at  any  energies.  In 
order  to  provide  maximum  utility  at  both  high  and  low  en¬ 
ergies,  a  5  mm  leaf  width  was  chosen  as  the  ideal  leaf  width 
for  the  eMLC.  Individual  leaves  can  then  be  used  at  high 
energies  to  provide  maximum  resolution,  while  multiple 
leaves  may  be  moved  together  to  define  fields  at  lower  ener¬ 
gies. 

For  comparison,  identical  simulations  were  performed  to 
simulate  the  leaves  of  a  Varian  52-leaf  multileaf  collimator, 
with  a  leaf  width  projected  at  isocenter  of  10  mm,  using  a 
helium  filled  accelerator  (and  air  gap)  at  80  cm  nominal 
SSD.  The  results  are  also  shown  in  Fig.  8  and  Table  II.  It  can 
be  seen  in  Fig.  8  that  at  20  MeV,  the  eMLC  and  photon  MLC 
the  difference  in  dose  reduction  for  a  projected  leaf  width  of 
8  mm  is  only  5%.  However,  at  6  MeV,  a  significant  differ¬ 
ence  can  be  observed  between  the  eMLC  and  Varian  MLC 
systems,  and  it  can  be  seen  that  for  a  given  projected  leaf 
width,  the  eMLC  provides  a  superior  level  of  resolution. 

3.  Leaf  end  shape 

In  contrast  with  observed  results  regarding  photon  MLC 
leaf  shapes,  simulations  performed  in  this  study  demon- 
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Fig.  9.  Effect  of  leaf  end  shape  on  electron  fluence  and  dose  distribution,  (a)  6  MeV  fluence,  (b)  corresponding  6  MeV  dose  at  1  cm  depth,  (c)  20  MeV  fluence, 
(d)  corresponding  20  MeV  dose  at  3  cm  depth.  Latch  bit  settings  were  used  to  separate  the  100  cm  SSD  fluence  into  the  total  fluence  and  fluence  from 
electrons  scattered  from  the  leaves. 


strated  that  focused  leaf  ends  did  not  provide  any  benefit  at 
all  at  either  high  or  low  energies.  Indeed,  unfocused  leaf  ends 
provided  a  “horn”  effect  at  the  edge  of  the  fields  which 
actually  improved  beam  penumbras,  as  seen  in  Fig.  9,  This 
eliminates  the  additional  complexity  required  focusing,  as 
well  as  the  issue  of  choosing  a  focal  point  that  would  be 
useful  for  a  range  of  electron  energies. 

C.  Prototype  electron  MLC:  Measurements  and  Monte 
Carlo  simulations 

Based  on  previous  experiences,  it  was  believed  that 
Monte  Carlo  calculations  could  accurately  calculate  the  dose 
distributions  from  the  MLC,  and  that  the  Monte  Carlo 
method  could  be  used  for  MERT  calculations.  However,  it 
was  necessary  to  demonstrate  that  the  Monte  Carlo  method 
remains  valid  for  the  more  complex  geometry  of  the  eMLC. 
Monte  Carlo  simulations  were  used  to  generate  isodose 
curves  for  fields  collimated  by  the  prototype  eMLC  and  com¬ 
pared  with  film  measurements  taken  using  the  actual  proto¬ 
type  installed  on  an  accelerator  located  at  the  Stanford  Uni¬ 
versity  Medical  Center.  Isodose  curves  for  the  measured  and 
Monte  Carlo  20  MeV  fields  normalized  to  the  in-plane  maxi¬ 
mum  at  3  cm  depth  in  solid  water  are  displayed  in  Fig.  10. 
The  agreement  between  the  measured  and  simulated  data  is 


excellent  at  all  energies,  with  deviations  falling  within  2  mm 
at  3  cm  depth  for  12  and  20  MeV  and  1.5  cm  depth  for  6 
MeV.  It  is  therefore  concluded  that  the  Monte  Carlo  method 
is  capable  of  simulating  the  isodose  distribution  from  an 
eMLC  in  homogeneous  media. 

D.  Comparison  of  electron  MLC  and  photon  MLC 

Having  established  a  computer  model  of  the  eMLC  and 
verified  the  validity  of  the  model  using  film  measurements 
and  a  prototype  eMLC,  it  was  possible  to  compare  the  dose 
distributions  from  the  eMLC  and  the  photon  MLC. 

1.  Penumbra  comparison 

Calculations  were  performed  to  compare  the  dose  penum¬ 
bras  from  lOXlO  cm^  fields  collimated  by  the  eMLC  to 
those  from  the  photon  MLC.  As  shown  in  Table  I  and  Figs. 
4  and  5,  even  when  compared  to  a  photon  MLC  in  the  pres¬ 
ence  of  helium,  using  the  ideal  eMLC  results  in  reductions  in 
the  lOxlO  cm^  90-10  penumbra  ranging  from  12.1%  at  20 
MeV  to  as  much  as  44.6%  at  6  MeV.  However,  the  absolute 
change  from  20  MeV  was  only  2  mm.  Extrapolating  from  the 
existing  data  points,  one  can  calculate  the  SSD  required  for 
the  penumbra  from  the  photon  MLC  to  match  the  eMLC,  as 
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Fig.  10.  Isodose  curves  for  an  arbitrary  leaf  pattern  at  20  MeV,  normalized 
to  in-plane  maximum.  The  plane  displayed  is  orthogonal  to  the  incident 
beam  direction  (beam  eye  view).  The  curves  represent  the  90%,  80%,  60%, 
30%,  and  10%  isodose  surfaces  at  a  depth  of  3  cm.  The  solid  line  represents 
the  Monte  Carlo  results  while  the  broken  line  represents  the  film  measure¬ 
ments.  With  only  a  few  small  regions  as  exceptions,  the  two  sets  of  curves 
are  indistinguishable. 

shown  in  Table  III.  It  was  determined  that  the  required  SSDs 
to  match  at  90-10  for  6,  12,  and  20  MeV  are,  respectively, 
65.5,  68.0,  69.8  cm.  In  a  standard  air  atmosphere,  the  re¬ 
quired  SSDs  are  all  less  than  65  cm,  which  is  clearly  un¬ 
achievable  in  any  practical  system.  However,  it  was  observed 
that  at  80  cm  SSD  in  the  presence  of  helium,  the  photon 
MLC  provided  a  sharper  penumbra  than  the  prototype  eMLC 
at  20  MeV.  Extrapolating  from  the  helium  penumbra  data,  it 
can  be  seen  that  at  6,  12,  and  20  MeV,  the  required  SSD  to 
match  the  prototype  eMLC  are  68.5,  76.6,  and  89.3  cm. 

When  comparing  the  photon  and  eMLC,  it  is  crucial  to 
note  the  difference  in  leakage  dose.  From  Figs.  3(a),  3(b), 
and  3(c),  it  can  be  seen  that  at  6  and  12  MeV,  the  two  MLCs 
provide  comparable  background  doses,  with  the  difference  at 
12  MeV  representing  less  than  1%  of  the  central  axis  dose. 


Table  III.  SSDs  required  for  a  photon  MLC  to  match  the  ideal  electron 
MLC  and  the  prototype  electron  MLC.  These  calculations  are  based  on  a 
linear  interpolation  of  the  penumbra  data  shown  in  Table  1  and  Fig.  4. 


Energy  (MeV) 

eMLC 

SSD  required  for  photon  MLC  to  match 
electron  MLC  penumbra.s  (cm) 
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68 
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74 

77 

20 
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64 

64 

70 

70 
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70 

73 

82 

89 

X-axis  (cm) 


Fig.  11.  Profiles  obtained  for  2X2  cm^  fields  defined  by  Cerrobend  cutouts 
and  by  the  electron  MLC.  (a)  20  MeV  at  4  cm  depth,  (b)  6  MeV  at  1  cm 
depth. 


However,  at  20  MeV,  the  leakage  from  the  significantly  thin¬ 
ner  eMLC  is  more  than  twice  that  from  the  photon  MLC 
(approximately  2%).  This  leakage  dose  still  compares  favor¬ 
ably  to  the  5%  leakage  seen  at  20  MeV  with  1.5  cm  of 
Cerrobend  cutout  mounted  in  the  25X25  cm^  scraper.  How¬ 
ever,  it  is  imperative  that  any  MERT  treatment  planning  sys¬ 
tem  using  an  eMLC  account  for  this  leakage  dose  and  reduce 
the  number  of  monitor  units  to  be  delivered. 

For  comparison  with  a  well-understood  system,  simula¬ 
tions  of  a  2X2  cm^  field  defined  by  the  ideal  eMLC  were 
performed  and  the  dose  distributions  compared  with  mea¬ 
sured  profiles  for  a  2X2  cm^  Cerrobend  field  in  a  6X6  cm^ 
applicator.  Because  the  collimators  are  positioned  identically 
with  respect  to  the  phantom  surface,  the  penumbras  were 
identical,  as  seen  in  Fig.  11.  The  leakage  at  6  MeV  was 
negligible  in  both  the  cutout  and  the  eMLC,  while  the  leak¬ 
age  at  20  MeV  was  greater  in  the  case  of  the  cutout.  The 
same  result  was  found  for  other  field  sizes,  and  similarly, 
using  the  photon  MLC  to  define  electron  fields  compares 
equally  unfavorably  with  both  cutouts  and  the  electron  spe¬ 
cific  MLC. 
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(a)  6  MeV  (1.1  cm) 
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(b)  12  MeV  (3.0  cm) 
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Fig.  12.  Isodose  curves  for  an  arbitrary  leaf  pattern.  Solid  lines  represent  a  1.5  cm  thick  tungsten  electron  MLC  at  the  last  scraper  level  and  dashed  lines 
represent  a  photon  MLC  in  the  presence  of  helium  at  80  cm  SSD.  (a)  6  MeV  at  1.1  cm,  (b)  12  MeV  at  3.0  cm,  (c)  20  MeV  at  3.0  cm,  (d)  original  leaf  pattern, 
projected  to  the  phantom  surface. 


2.  Isodose  curve  comparison 

In  Fig,  12,  the  Monte  Carlo  simulated  isodose  curves 
for  an  electron  field  collimated  by  an  idealized  eMLC  and  an 
equivalent  field  collimated  by  a  photon  MLC  with  He  are 
shown.  The  original  leaf  pattern  is  displayed  in  Fig.  12(d),  In 
all  cases,  the  fields  were  normalized  such  that  the  90% 
isodose  curves  coincided  for  the  open  field  portion  (y 
=  - 1.0  cm),  effectively  “prescribing  dose  to  an  isodose 
curve.”  In  all  cases,  the  penumbras  differed  according  to  the 
trends  described  earlier:  in  particular,  when  90%  isodose 
curves  are  matched,  the  photon  MLC  collimated  field  exhib¬ 
ited  30%  and  70%  dose  regions  that  were  uniformly  larger 
than  those  from  the  eMLC.  More  significant,  however,  is  the 
ability  to  resolve  narrow  fields.  In  particular,  focusing  on  the 
upper  right  portion  of  the  fields,  as  displayed,  it  can  be  seen 


that  at  both  6  and  12  MeV,  the  photon  MLC  is  unable  to 
fully  resolve  either  the  partially  closed  leaves  or  the  open 
leaves  at  upper-right  most  comer.  A  much  smaller  but  visible 
effect  is  observed  at  20  MeV. 

Based  on  these  results,  it  is  therefore  concluded  that  at  all 
energies,  the  eMLC  is  more  faithful  to  the  original  leaf  pat¬ 
tern  than  the  photon  MLC.  However,  as  predicted  by  the  leaf 
width  simulations,  even  with  the  eMLC,  leaf  widths  of  less 
than  1  cm  do  not  result  in  any  appreciable  improvement  in 
resolution,  especially  at  low  energies. 

Simulations  were  also  performed  with  the  photon  MLC  in 
air,  and  with  the  prototype  eMLC.  In  all  cases,  the  photon 
MLC  in  air  performed  worse  in  terms  of  resolution  and  pen¬ 
umbra  when  compared  to  the  helium  MLC,  and  likewise 
with  the  prototype  when  compared  to  the  idealized  eMLC, 
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IV.  CONCLUSIONS 

It  has  been  demonstrated  through  the  use  of  Monte  Carlo 
simulations  that  the  in^air  scattering  of  the  electron  beam 
makes  the  photon  MLC  a  poor  choice  for  generating  com¬ 
plex  shapes  needed  for  intensity  modulated  electron  therapy. 
This  is  partially  ameliorated  by  filling  the  treatment  head 
with  helium  and  placing  a  helium  filled  balloon  between  the 
patient  surface  and  the  treatment  head.  Indeed,  for  such  a 
system,  at  12  and  20  MeV  at  an  SSD  of  80  cm,  the  isodose 
curves  are  within  3  mm  of  the  equivalent  eMLC  field.  If 
accurate  commissioning  data  is  available  for  these  helium- 
filled  accelerator  and  accurate  dose  calculation  algorithms 
are  employed,  it  is  believed  that  highly  accurate  MERT  plans 
can  be  delivered  and  the  quality  of  treatment  will  not  differ 
significantly  from  an  eMLC  delivered  plan.  However,  at  6 
MeV  the  isodose  curves  are  no  longer  comparable,  and  add¬ 
ing  helium  to  the  beam  axis  atmosphere  does  not  improve 
the  situation. 

An  electron  specific  multi  leaf  collimator  placed  at  the  cut¬ 
out  level  of  an  electron  applicator  was  then  studied.  Monte 
Carlo  simulations  were  used  to  investigate  construction  and 
design  considerations  and  on  the  basis  of  these  simulations, 
it  was  concluded  that  an  eMLC  constructed  of  tungsten 
leaves  of  15  mm  thickness  and  5  mm  width,  would  be  mini¬ 
mally  sufficient  for  use  in  intensity  modulated  electron  beam 
therapy.  This  MLC  would  optimally  be  part  of  a  specially 
designed  electron  applicator,  although  experiments  have  in¬ 
dicated  that  an  MLC  designed  as  an  applicator  accessory  also 
provides  significant  improvement  in  dose  penumbras  and 
field  resolution  when  compared  to  the  photon  MLC.  Addi¬ 
tionally,  it  has  been  demonstrated  that  Monte  Carlo  simula¬ 
tions  provide  an  accurate  means  of  calculating  dose  distribu¬ 
tions  from  such  a  collimation  system. 
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A  hybrid  approach  for  commissioning  electron  beam  Monte  Carlo  treatment  planning  systems  has 
been  studied.  The  approach  is  based  on  the  assumption  that  accelerators  of  the  same  type  have  very 
similar  electron  beam  characteristics  and  the  major  difference  comes  from  the  on-site  tuning  of  the 
electron  incident  energy  at  the  exit  window.  For  one  type  of  accelerator,  a  reference  machine  can  be 
selected  and  simulated  with  the  Monte  Carlo  method.  A  multiple  source  model  can  be  built  on  the 
full  Monte  Carlo  simulation  of  the  reference  beam.  When  commissioning  electron  beams  from 
other  accelerators  of  the  same  type,  the  energy  spectra  in  the  source  model  are  tuned  to  match  the 
measured  dose  distributions.  A  Varian  Clinac  2100C  accelerator  was  chosen  as  the  reference 
machine  and  a  four-source  beam  model  was  established  based  on  the  Monte  Carlo  simulations.  This 
simplified  beam  model  can  be  used  to  generate  Monte  Carlo  dose  distributions  accurately  (within 
2%/2  mm  compared  to  those  calculated  with  full  phase  space  data)  for  electron  beams  from  the 
reference  machine  with  various  nominal  energies,  applicator  sizes,  and  SSDs.  Three  electron  beams 
were  commissioned  by  adjusting  the  energy  spectra  in  the  source  model.  The  dose  distributions 
calculated  with  the  adjusted  source  model  were  compared  with  the  dose  distributions  calculated 
using  the  phase  space  data  for  these  beams.  The  agreement  is  within  1%  in  most  of  cases  and  2% 
in  all  situations.  This  preliminary  study  has  shown  the  capability  of  the  commissioning  approach  for 
handling  large  variation  in  the  electron  incident  energy.  The  possibility  of  making  the  approach 
more  versatile  is  also  discussed.  ©  2000  American  Association  of  Physicists  in 
A/e^//cm^.[S0094-2405(00)0340 1  -5] 

Key  words:  electron  beam,  treatment  planning,  Monte  Carlo  simulation,  beam  commissioning, 
source  modeling 


I.  INTRODUCTION 

Electron  beam  radiation  therapy  is  used  extensively  to  treat 
head  and  neck  cancers  to  avoid  the  irradiation  of  the  spinal 
cord,  and  to  treat  chest  walls  to  limit  the  irradiated  volume  of 
lung.  The  currently  available  commercial  systems  for  elec¬ 
tron  treatment  planning  mostly  utilize  the  Hogstrom  algo¬ 
rithm  as  the  dose  calculation  engine/  which  is  based  on 
Fermi -Eyges  theory. Due  to  the  inappropriate  treatment  of 
electron  transport  in  inhomogeneous  phantoms,  large  dis¬ 
crepancies  (10%  or  more)  in  the  dose  distributions  have  been 
observed  between  the  current  analytical  algorithms  and  mea¬ 
surements  or  Monte  Carlo  simulations  in  some  clinical  situ¬ 
ations  where  the  treatment  volumes  encompass  air  cavities 
and  bone."^"^  Accurate  dose  calculation  is  an  important  factor 
for  the  widespread  clinical  use  of  electron  therapy  and  the 
development  of  new  electron  therapy  techniques,  such  as 
electron  beam  or  mixed  electron/photon  beam  intensity 
modulated  therapy,  which  are  expected  to  improve  the  con¬ 
formality  of  the  delivered  dose  distribution  to  the  target  vol¬ 
ume  for  some  disease  sites.^"*^ 

The  Monte  Carlo  method  is  generally  considered  to  be  the 
most  accurate  approach  for  electron  dose  calculation  under 
all  circumstances.^^"*^  In  particular,  Monte  Carlo  simulation 
can  handle  electron  multiple  scattering  in  the  presence  of 
inhomogeneities  (such  as  bone  and  air  cavity)  much  more 


accurately  than  any  existing  analytical  dose  models.  The  ne¬ 
cessity  of  accurate  electron  dose  calculation  has  motivated 
many  efforts  to  develop  Monte  Carlo  electron  beam  treat¬ 
ment  planning  systems.^’^’^^"^^  Due  to  the  rapid  development 
of  computer  technology  and  the  employment  of  innovative 
variance  reduction  techniques,  it  is  expected  that  treatment 
planning  systems  utilizing  a  Monte  Carlo  dose  engine  will 
begin  to  serve  in  routine  clinical  practice  in  the  next  few 
years.^’'*'^-'' 

The  commissioning  procedure  for  a  Monte  Carlo  treat¬ 
ment  planning  system  can  be  different  from  that  for  a  con¬ 
ventional  planning  system,  since  it  requires  more  detailed 
and  accurate  clinical  beam  data.^^  For  example,  the  phase 
space  information  (position,  direction  and  energy)  is  needed 
to  represent  particles  coming  out  of  the  accelerator  treatment 
head.  This  information  is  extremely  difficult,  if  not  impos¬ 
sible,  to  acquire  experimentally,  mainly  due  to  the  very  high 
intensity  of  the  therapeutic  electron  beam.^^  Some  research¬ 
ers  tried  to  extract  the  phase  space  information  from  the 
limited  set  of  measured  dose  data  (such  as  depth  dose  curves 
and  dose  profiles)  by  using  a  simple  beam  model.^^  Although 
the  approach  may  have  great  potential,  at  least  currently  it 
uses  many  approximations  and  the  accuracy  of  the  recon¬ 
structed  phase  space  cannot  be  guaranteed.  The  only  method 
to  obtain  the  accurate  electron  beam  phase  space 
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information  is  to  simulate  the  accelerator  treatment  head  us¬ 
ing  the  Monte  Carlo  method. An  EGS4  Monte  Carlo 
user  code,  OMEGA  BEAM,  was  developed  specifically  for  this 
purpose.^^  Using  the  BEAM  code,  the  accelerator  treatment 
head  and  electron  applicator  can  be  simulated  to  yield  a  data 
file  containing  the  phase  space  information  for  tens  of  mil¬ 
lions  of  particles  exiting  the  treatment  head.  The  phase  space 
data  can  then  be  used  as  input  to  calculate  dose  distributions 
in  a  patient’s  CT  phantom. 

However,  direct  simulation  of  the  accelerator  treatment 
head  using  the  Monte  Carlo  method  is  not  a  viable  commis¬ 
sioning  approach  for  Monte  Carlo  treatment  planning.  The 
beam  characteristics  are  usually  different  due  to  variation  in 
accelerator  designs  and  on-site  beam  tuning.  The  simulated 
electron  beam  phase  space  for  one  accelerator  may  not  be 
used  directly  for  another.  It  is  necessary  to  simulate  each 
accelerator  individually  to  obtain  the  phase  space  informa¬ 
tion.  This  fact  presents  three  problems  for  the  clinical  accep¬ 
tance  of  Monte  Carlo  treatment  planning  systems.  First,  the 
simulation  of  the  accelerator  treatment  head  for  every 
energy/applicator  combination  takes  much  more  time  than 
the  commissioning  of  a  conventional  electron  planning  sys¬ 
tem.  As  estimated  by  Faddegon  et  even  for  users  with 
Monte  Carlo  simulation  experience,  it  takes  about  two 
months  of  CPU  time  to  generate  a  complete  set  of  beam  data 
for  a  single  accelerator.  Second,  the  storage  of  the  phase 
space  information  requires  a  lot  of  computer  disk  space.  For 
each  energy/applicator  combination,  a  phase  space  file  is 
usually  pre-calculated  and  stored  in  the  treatment  planning 
computer.  For  accurate  treatment  planning,  a  phase  space  file 
occupies  hundreds  of  megabytes  of  disk  space.  This  is  cer¬ 
tainly  a  substantial  burden  for  the  computer  resources  at 
most  clinical  centers.  Third,  the  generation  and  quality  assur¬ 
ance  of  the  phase  space  data  files  by  simulating  the  treatment 
head  requires  Monte  Carlo  simulation  experience.  Therefore, 
it  is  a  prohibitive  task  for  general  users  to  perform  Monte 
Carlo  simulations  for  their  own  accelerators. 

In  this  paper,  a  hybrid  approach  for  commissioning  elec¬ 
tron  beam  Monte  Carlo  treatment  planning  systems  is  pro¬ 
posed.  This  method  combines  the  advantages  of  the  full 
Monte  Carlo  simulation  and  the  method  of  Janssen  et  al?^  It 
is  based  on  the  assumption  that  accelerators  of  the  same  type 
have  very  similar  electron  beam  characteristics  and  the  major 
difference  is  the  electron  incident  energy  at  the  exit  window 
due  to  beam  tuning  during  linac  acceptance.  By  simulating  a 
reference  accelerator  for  a  particular  type  of  accelerator  us¬ 
ing  the  Monte  Carlo  BEAM  code,^"*  a  beam  model  is  con¬ 
structed  using  the  resultant  phase  space  information.  The 
beam  model  is  a  simplified  implementation  of  a  previously 
developed  multiple  source  model  which  can  compress  the 
Monte  Carlo  phase  space  data  by  a  factor  of  1000  or 
more.^*’”*^^  When  commissioning  another  accelerator  of  the 
same  type,  the  energy  spectra  in  the  beam  model  are  tuned  to 
match  standard  measured  data  such  as  depth  doses  and  dose 
profiles.  Using  this  approach,  we  do  not  have  to  simulate 
every  accelerator  individually.  Only  one  reference  accelera¬ 
tor  needs  to  be  simulated  for  a  type  of  accelerator,  and  this 
can  be  done  carefully  by  someone  with  Monte  Carlo  exper¬ 


tise.  In  this  paper,  a  Varian  Clinac  2100C  accelerator  is  cho¬ 
sen  as  the  reference  machine.  The  machine  is  simulated  us¬ 
ing  the  BEAM  code^"*  and  a  four-source  beam  model  is 
established  based  on  the  simulated  beam  phase  space  infor¬ 
mation.  The  accuracy  of  the  Monte  Carlo  dose  distributions 
calculated  with  the  model  is  verified.  Then,  the  model  based 
on  the  reference  beam  is  used  to  commission  three  other 
electron  beams.  Two  beams  are  also  from  the  reference  ma¬ 
chine  but  with  incident  energies  significantly  different  from 
that  of  the  reference  beam.  The  third  beam  is  from  another 
Clinac  2100C  machine  at  a  different  institution.^^  The  valid¬ 
ity  of  the  proposed  commissioning  approach  is  demonstrated 
by  commissioning  these  three  beams. 

II.  METHODS  AND  MATERIAL 
A.  Beam  modeling 
1,  General  considerations 

Beam  modeling  is  the  first  step  in  our  hybrid  commission¬ 
ing  procedure  for  a  Monte  Carlo  treatment  planning  system. 
A  beam  model  for  a  type  of  accelerator  is  established  using 
the  Monte  Carlo  simulated  phase  space  information  for  the 
reference  beam.  The  beam  data  are  modeled  using  the  mul¬ 
tiple  source  model  developed  by  Ma  et  which  is 

modified  in  the  current  work  for  use  in  the  commissioning 
procedure.  The  major  modifications  of  the  model  are  dis¬ 
cussed  here. 

The  multiple  source  model  is  based  on  the  observation 
that  particles  from  different  components  of  an  accelerator 
have  significantly  different  energy,  angular,  and  spatial  dis¬ 
tributions,  while  the  particles  from  the  same  component  have 
very  similar  characteristics.^^"'^^  Therefore,  the  particles 
from  different  components  of  an  accelerator  can  be  treated  as 
they  are  from  different  sub-sources.  Each  sub-source  repre¬ 
sents  a  critical  component  in  the  treatment  head  and  its  geo¬ 
metrical  dimensions  are  determined  by  the  component  di¬ 
mensions.  Each  sub-source  has  its  own  energy  spectrum  and 
planar  fluence  distribution  derived  from  the  simulated  phase 
space  data.  When  the  model  is  used  for  dose  calculation,  the 
incident  energy  and  position  of  a  particle  are  sampled  from 
the  corresponding  stored  energy  spectrum  and  planar  fluence 
distribution.  The  incident  direction  of  the  particle  is  recon¬ 
structed  by  sampling  the  position  of  the  particle  on  the  sub¬ 
source  and  on  the  phantom  surface.  The  correlation  between 
the  particle  position  and  incident  angle  is  naturally  retained. 

A  primary  reason  to  develop  the  multiple  source  model 
was  to  find  a  concise  way  to  replace  the  huge  phase  space 
data  files  generated  from  Monte  Carlo  simulations.^"^’*^^  The 
emphasis  of  the  current  work  is  to  develop  a  clinically  prac¬ 
tical  commissioning  procedure  for  Monte  Carlo  treatment 
planning.  The  multiple  source  model  is  simplified  to  make 
the  commissioning  procedure  as  simple  as  possible  while 
trying  to  maintaining  dose  calculation  accuracy  under  all  cir¬ 
cumstances  of  clinical  relevance.  The  number  of  sub-sources 
in  the  model  is  minimized  and  only  those  sub-sources  of 
dosimetric  significance  are  retained.  The  dependence  of  the 
model  on  the  detailed  information  of  accelerators  is  reduced. 
Sub-sources  are  represented  by  dimensionless  geometric  ob- 
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jects,  such  as  points  and  lines,  instead  of  the  actual  geometri¬ 
cal  shapes  and  sizes  of  the  treatment  head  components  as 
used  previously.^'**’^^ 

Ma  et  al  established  their  multiple  source  model  from  the 
Monte  Carlo  simulated  phase  space  data  on  the  patient  sur¬ 
face  (at  100  cm  SSD)  and  the  last  scraper  of  the  electron 
applicator  was  included  in  the  model  as  a  sub-source/"^^’^^  In 
this  work,  the  treatment  head  is  simulated  using  the  BEAM 
code  down  to  just  above  the  last  scraper  of  the  electron 
applicator, where  the  patient  specific  cutout  is  inserted.  The 
last  scraper,  as  well  as  the  field-defining  cutout,  are  simu¬ 
lated  together  with  the  patient  CT  phantom  when  performing 
Monte  Carlo  treatment  planning  dose  calculations.  The  ad¬ 
vantage  of  this  method  is  that  the  beam  model  is  patient 
independent.  However,  this  approach,  compared  to  that  of 
Ma  et  requires  more  careful  beam  modeling  since  an 

air  gap  between  the  last  scraper  and  patient  surface  is  not 
included  in  the  original  BEAM  simulation. 

In  the  present  paper,  the  beam  modeling  approach  is  ap¬ 
plied  to  a  Varian  Clinac  2100C  machine  at  Stanford  Medical 
Center,  which  is  chosen  as  the  reference  machine  to  build 
beam  models.  At  first,  a  very  detailed  model  for  each  beam  is 
used  as  the  starting  point.  All  the  critical  components  of  the 
treatment  head  are  modeled  as  sub-sources.  With  this  model, 
the  phase  space  information  of  the  electron  beam  can  be 
precisely  reconstructed  and  the  dose  distribution  in  a  water 
phantom  can  be  accurately  calculated.  Then,  the  number  of 
sub-sources  is  gradually  reduced  while  maintaining  the  accu¬ 
racy  in  dose  distribution  calculation.  We  find  that  a  point 
electron  source  with  the  energy  spectrum  obtained  from  the 
Monte  Carlo  simulation  is  able  to  give  a  reasonably  accurate 
depth-dose  curve,  which  is  consistent  with  the  previous 
observation.^^  By  adding  another  point  photon  source,  the 
bremsstrahlung  tail  in  the  depth  do.se  distribution  can  be  re¬ 
produced  accurately.  However,  it  is  found  that  the  penumbra 
at  the  phantom  surface  generated  with  this  two  point  source 
model  is  sharper  compared  to  that  generated  with  the  full 
phase  space  data.  In  order  to  get  the  dose  profiles  correct,  we 
find  that,  in  addition  to  the  two  point  sources,  two  square 
ring  electron  sources  (which  emit  electrons  isotropically)  are 
needed  to  represent  electrons  scattered  from  the  applicator 
scrapers.  (The  term  square  ring  is  used  here  to  represent  the 
edge  of  a  square.)  Therefore,  the  beam  model  should  include 
four  sub-sources:  a  point  electron  source  for  direct  electrons 
(which  do  not  interact  with  the  beam  defining  system)  and 
electrons  scattered  from  the  primary  collimator,  movable 
jaws  and  shieldings,  a  point  photon  source  for  all  contami¬ 
nant  photons,  and  two  square  ring  electron  sources  for  elec¬ 
trons  scattered  from  the  first  two  scrapers  of  the  electron 
applicator  (the  third  also  last  scraper  is  not  included  in  the 
model). 

As  described  previously,  beam  modeling  consists  of  two 
steps,  namely,  beam  representation  and  beam 
reconstruction.*^^’^^  In  beam  repre.sentation,  parameters  in  the 
model  are  extracted  from  the  simulated  phase  space  file.  In 
the  current  simplified  model,  these  parameters  include  the 
positions  and  relative  intensities  of  the  sub-sources,  the  en¬ 
ergy  spectra  for  particles  inside  and  outside  the  field  for  each 


sub-source,  and  the  planar  fluence  distributions  on  the  scor¬ 
ing  plane  (directly  above  the  last  scraper)  for  each  sub¬ 
source.  Beam  reconstruction  is  performed  when  using  the 
model  for  dose  calculations.  The  phase  space  information  for 
each  particle,  including  the  energy,  position  and  direction,  is 
reconstructed  from  the  scored  source  parameters. 

2.  Beam  representation 

The  positions  of  the  virtual  electron  and  photon  point 
sources  can  be  determined  using  a  method  described  in  Ref. 
36,  which  is  analogous  to  the  pinhole  method.^^  A  thin  an¬ 
nular  aperture  is  selected  on  the  scoring  plane  and  phase 
space  particles  are  allowed  to  pass  through  the  aperture  and 
form  an  image  at  a  distance  below  the  scoring  plane.  Ray 
lines  drawn  through  the  center  of  the  aperture  and  the  peak 
of  the  aperture  image  form  a  virtual  focal  spot,  which  is 
adopted  as  the  position  of  the  point  source.  This  pinhole 
method  is  very  effective  for  the  photon  point  source.  How¬ 
ever,  we  find  that  for  electrons,  this  method  is  only  appli¬ 
cable  to  high  energy  beams.  For  lower  energy  beams,  e.g.,  6 
MeV,  the  virtual  SSD  determined  with  this  method  is  greatly 
overestimated  and  dependent  on  the  radius  of  the  thin  annu¬ 
lar  aperture  on  the  scoring  plane.  This  is  due  to  the  fact  that 
the  in-air  multiple  scattering  of  low  energy  electrons  is  sig¬ 
nificant.  To  overcome  this  problem  we  performed  another 
Monte  Carlo  simulation  of  the  accelerator  treatment  head  by 
replacing  the  intervening  air  with  vacuum.  Then,  based  on 
the  new  phase  space  data,  this  pinhole  method  can  be  used  to 
generate  the  correct  position  for  the  virtual  electron  point 
source,  which  is  independent  of  the  sampling  radius.  The 
effect  of  in-air  multiple  scattering  is  taken  into  account  dur¬ 
ing  beam  reconstruction  by  adding  a  perturbation  to  the  elec¬ 
tron  incident  direction,  as  discussed  later. 

Two  square  ring  sources  of  electrons  are  located  at  the 
corresponding  positions  of  the  two  applicator  scrapers.  The 
sides  of  the  square  rings  correspond  to  the  actual  openings  of 
the  scrapers. 

The  energy  spectrum  for  each  sub-source  is  derived  from 
the  simulated  phase  space  data.  It  was  found  that  the  mean 
energy  of  the  electrons  is  relatively  uniform  inside  the  field 
as  well  as  outside  the  field.  The  change  of  mean  energy  with 
the  distance  from  the  central  axis  is  more  like  a  step 
function.^^  Therefore,  in  the  current  model,  each  sub-source 
has  two  different  energy  spectra,  one  for  electrons  inside  and 
the  other  for  electrons  outside  the  treatment  field.  Parameters 
stored  in  the  model  are  the  minimum  and  maximum  ener¬ 
gies,  number  of  energy  bins  as  well  as  the  relative  fluence  for 
each  energy  bin.  The  minimum  and  maximum  energies  cor¬ 
respond  to  the  cutoff  energies  (ECUT  or  PCUT)  and  the 
incident  energy  used  in  the  accelerator  simulation.  The  num¬ 
ber  of  bins  is  determined  by  the  desired  resolution.  For  ex¬ 
ample,  if  we  want  the  uncertainty  in  the  calculated  depth  of 
50%  dose,  to  be  less  than  1%,  the  uncertainty  in  the 
peak  position  of  the  energy  spectrum  should  be  within  1% 
and  therefore  the  bin  width  should  be  smaller  than  1%  of  the 
peak  energy.  For  the  12  MeV  beam,  we  used  128  bins  and 
then  the  bin  width  is  less  than  0.1  MeV.  This  bin  width  is 
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also  found  to  be  small  enough  to  represent  the  peak  width  of 
the  energy  spectrum,  which  has  a  significant  effect  on  the 
slope  of  the  depth  dose  fall-off. 

The  planar  fluence  distribution  for  each  sub-source  is  also 
derived  from  the  simulated  phase  space  data  and  recorded  on 
the  scoring  plane  using  a  grid  scheme.  Within  each  pixel  of 
the  grid,  the  planar  fluence  is  assumed  to  be  uniform.  The 
dimension  of  a  pixel  is  dependent  on  field  size,  usually  from 
1  to  3  mm.  Parameters  used  to  represent  the  planar  fluence 
distribution  include  the  treatment  field  dimension,  the  num¬ 
ber  of  pixels  and  the  relative  intensity  of  each  pixel,  for  each 
sub-source.  It  has  been  found  that  in  general,  the  mean  en¬ 
ergy  varied  from  position  to  position  in  the  treatment  field  by 
less  than  10%  for  a  given  sub-source.^^  Thus,  it  is  reasonable 
to  store  and  then  sample  the  particle  energy  and  position 
independently. 

The  angular  distributions  are  not  scored  explicitly.  They 
are  reconstructed  during  the  dose  calculation,  as  described  in 
the  next  section. 

Finally,  the  simulated  phase  space  information  is  repre¬ 
sented  with  a  set  of  parameters  for  each  sub-source.  The 
resultant  source  parameter  file  is  much  smaller  (about 
100  kilobytes)  than  the  original  phase  space  file 
(>100  megabytes). 

3.  Beam  reconstruction 

When  performing  dose  calculation  in  a  patient’s  CT  phan¬ 
tom,  the  source  parameter  file  is  used  to  reconstruct  the 
phase  space  information  (energy,  position  and  direction)  of 
every  incident  particle.  The  beam  reconstruction  process 
consists  of  the  following  steps: 

(1)  Determine  from  which  particular  sub-source  a  particle 
originates  by  sampling  from  the  relative  source  intensity 
of  each  sub-source. 

(2)  Determine  the  position  on  the  sub-source  (excluding 
point  sources)  where  the  particle  is  emitted. 

(3)  Sample  the  particle  position  on  the  scoring  plane  from 
the  fluence  pattern  for  the  sub-source. 

(4)  Sample  the  particle  energy  from  the  energy  spectrum  for 
the  given  sub-source  based  on  the  particle  position  (in¬ 
side  or  outside  the  treatment  field). 

(5)  Determine  the  particle  incident  angle  by  connecting  the 
position  on  the  sub-source  from  where  the  particle  is 
emitted  and  the  position  of  the  particle  on  the  scoring 
plane. 

(6)  Add  in-air  perturbation  on  the  particle  direction  if  it  is  an 
electron. 

The  sampling  from  the  relative  source  intensity  distribu¬ 
tion  is  done  by  a  table-look-up  method.^^  All  the  sub-sources 
are  in  turn  numbered  from  1  to  N  (here  N~4  for  accelerators 
with  designs  similar  to  the  Varian  Clinac  2100C  machine) 
and  the  relative  intensity  of  the  /th  sub-source  is  /?/(/ 
=  1,,..,A^).  The  accumulative  source  intensity  for  the  /th 
sub-source,  F/(  =  j/?^),  is  multiplied  by  a  large  integer 

M.  The  value  of  M  is  determined  according  to  the  desired 
sampling  precision  of  the  relative  source  intensity.  For  ex- 
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Fig.  1.  A  diagram  for  illustrating  the  sampling  algorithm  from  a  square  ring 
source.  The  origin  of  the  coordinate  system  is  at  the  center  of  the  square 
ring. 


ample,  M=1000  corresponds  to  the  precision  of  0.1%  in 
sampling  from  the  relative  source  intensity  distribution. 
Then,  a  one  dimensional  array  of  M  elements  is  prepared  by 
assigning  value  /  to  array  elements  from  INT(M Pi^i)  to 
INT(MPi),  where  the  operator  I  NT  returns  the  integer  part 
of  a  real  number.  During  the  beam  reconstruction,  a  random 
integer  number  K  between  1  and  M  is  generated  and  the 
value  of  the  A"th  array  element  is  the  sub-source  number 
where  the  particle  is  emitted.  Such  a  table-look-up  method  is 
of  very  high  sampling  speed  and  efficiency.  Its  speed  is  also 
independent  of  the  number  of  sub-sources.  The  sampling 
precision  is  usually  adequate  as  long  as  an  large  enough  ar¬ 
ray  is  used. 

According  to  the  energy  spectra  on  the  scoring  plane,  the 
bin  number  in  which  the  particle  energy  falls  is  also  sampled 
using  the  table-look-up  method.  An  additional  uniform  sam¬ 
pling  is  done  within  the  given  energy  bin  to  make  the  particle 
energy  continuous. 

The  same  table-look-up  method  is  also  used  to  sample  the 
pixel  number  corresponding  to  a  particle  position  on  the 
scoring  plane.  Another  sampling  is  performed  uniformly  to 
determine  the  particle’s  coordinates  within  the  chosen  pixel. 

For  the  point  sources,  the  incident  angle  of  the  particle  is 
determined  by  constructing  a  ray  line  from  the  point  source 
to  the  position  of  the  particle  on  the  scoring  plane.  For  the 
square  ring  electron  sources,  we  need  to  determine  where  the 
electron  comes  from  on  the  ring.  This  is  done  in  two  steps. 
First,  we  determine  from  which  edge  of  the  square  ring  the 
electron  is  emitted.  Second,  we  determine  from  where  on  the 
chosen  edge  the  electron  comes. 

As  illustrated  in  Fig.  I,  a  square  ring  of  size  aXa  is 
located  above  the  scoring  plane  at  a  distance  d.  We  assume 
that  the  square  ring  edge  emits  electrons  uniformly  and  iso¬ 
tropically.  Under  this  approximation,  the  probability  for  an 
electron  on  the  scoring  plane  to  come  from  a  point  on  the 
ring  is  proportional  to  the  inverse  square  of  the  distance  be- 
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tween  the  points  on  the  ring  and  plane.  This  approximation 
greatly  simplifies  the  sampling  process.  It  is  found  that  the 
angular  distribution  of  the  scattered  electrons  reconstructed 
based  on  the  fluence  distribution  on  the  scoring  plane  and  the 
emitting  position  on  the  square  ring  source  is  reasonably 
accurate,  although  electrons  scattered  from  the  applicator 
scraper  mainly  correspond  to  electrons  incident  on  the  verti¬ 
cal  face  of  the  scraper  and  are  dominantly  forward  directed."^^ 
Furthermore,  the  dose  profile  at  the  patient  surface  is  greatly 
influenced  by  electrons  scattered  from  the  last  scraper  or  cut¬ 
outs,  which  are  not  included  in  the  source  model  but  will  be 
accurately  simulated  with  the  patient  CT  phantom. 

For  an  electron  at  position  (jCo,yo)  the  scoring  plane 
(see  Fig.  1),  the  probability  for  it  to  have  come  from  the  /th 
edge  is  given  as 


arctan 


p’i  (xo,yo)' 


Ci 


XQ  +  al2\ 

(^) 

fyo+a/2\ 

“'“"(-cT) 


—  arctan 


-arctan 


fyo-^/2 

I  c,. 


for  i =  1 ,2, 


for  /  — 3,4, 


(1) 


(2) 


where 


C^=^J(yo+a/2)^  +  d\ 

(3) 

C2=^liyo-a/2f  +  d\ 

(4) 

C2,=  sJixo+a/2)^  +  d^, 

(5) 

C^=yJ(xo-a/2f  +  d^. 

(6) 

Using  the  probabilities  given  above,  the  edge  from  which  the 
electron  has  come  can  be  sampled.  Then,  the  position  (jc,y) 
on  the  chosen  edge  is  further  sampled.  For  edges  1  and  2, 


x=jro—  C/‘tan 


( 1  —  •  arctan 


+  arctan 


/  XQ  —  aH 


Ci 


y= 


—  all  for  i=l 
all  for  /  =  2  ’ 


and  for  edges  3  and  4, 

—  all  for  /  =  3 
all  for  /  =  4 
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lyo+al2\ 


Ci 


\  C,  j 
i  =  3,4. 
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(9) 


(10) 


where  ^  is  a  random  number  uniformly  distributed  from  0 
to  1. 

After  the  electron  position  on  the  square  ring  is  deter¬ 
mined,  the  connection  of  this  position  to  the  position  on  the 
scoring  plane  gives  the  electron’s  incident  direction,  which 
needs  to  be  additionally  perturbed  to  address  the  in-air  mul¬ 
tiple  scattering. 

In  a  previous  implementation  of  this  model,  the  effect  of 
electron  multiple  scattering  in  air  as  well  as  other  materials 
on  its  path  to  the  scoring  plane  was  taken  into  account  by 
sampling  the  electron  perturbation  angle  from  a  Monte  Carlo 
simulated  angular  distribution.^^  This  angular  distribution 
was  stored  while  performing  the  Monte  Carlo  simulation  for 
the  accelerator  and  only  included  electrons  falling  into  a 
small  region  (e.g.,  of  1  cm  radius)  around  beam  central  axis. 
In  the  current  work,  the  effect  of  in-air  multiple  scattering  is 
considered  more  accurately  using  the  Fermi-Eyges  theory 
The  effect  of  other  materials  is  considered  by  adding  a  pa¬ 
rameter  to  the  standard  deviation  of  the  angular  distribution. 
The  Fermi-Eyges  theory  is  a  well-known  small-angle  theory 
and  can  predict  the  multiple  scattering  effect  of  mega  voltage 
electrons  in  air  or  other  heavier  materials  as  long  as  the  elec¬ 
tron  effective  pathlengths  are  small.'^^’'^“ 

Assume  that  an  electron  initially  travels  along  the  z  axis. 
According  to  the  Fermi-Eyges  theory,  the  distributions  for 
the  projections  of  the  polar  angle,  0,  on  the  x  —  z  plane, 
and  on  the  y  —  z  plane,  Oy^  are  both  Gaussian  after  electrons 
travel  a  distance,  and  are  given  as^’^^ 


fW- 


(11) 


1  / 

/(<?v)=-5= — exp 


(12) 


where  <7^  and  are  the  standard  deviations  for  each 

X  V 

Gaussian  distribution,  respectively.  In  a  homogeneous  mate¬ 
rial,  and  without  the  presence  of  an  electromagnetic  field, 
both  standard  deviations  should  be  the  same,  so  we  let  a 
=  (7^  =cr^  .  Under  the  small-angle  approximation 

e-=0l+0l,  (13) 


therefore  the  polar  angle  $  obeys  a  radial  Gaussian  distribu¬ 
tion  while  the  azimuthal  angle  0  is  uniformly  distributed  in 
[0,27r].  Hence  the  sampling  method  for  these  two  angles  is 
given  as  follows: 

6l=o-V-21n^,,  (14) 


<f>  =  2w^2^  (15) 

where  and  ^2  random  numbers  uniformly  distributed 
in  [0,1], 

According  to  the  Fermi-Eyges  theory,  cr  can  be  calcu¬ 
lated  as^’^“ 

(t^=Aq-A]/A2,  (16) 

where 
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1 

=  w  K{l-tydt,  /  =  0,1,2.  (17) 

2  Jo 

Here,  K  is  the  electron  linear  scattering  power  and  /  is  the 
distance  at  which  electrons  travel.  The  electron  linear  scat¬ 
tering  power  can  be  fitted  well  using  a  simple  formula  pro¬ 
posed  by  Werner  et  al:^^ 

K{E)--aE-^.  (18) 

Using  this  formula  we  fitted  the  linear  scattering  power  data 
in  air  supplied  by  ICRU  Report  35^  and  found  that  a 
=  3.329x  10“^  radVcm  and  (3=\.63S.  E  is  the  electron  en¬ 
ergy  in  MeV  and  sampled  from  the  energy  spectrum  at  the 
scoring  plane.  The  energy  loss  of  electrons  in  air  is  usually 
very  small  and  can  be  ignored  when  they  travel  from  the 
virtual  source  to  the  scoring  plane.  The  mean  energy  loss  of 
6  MeV  electrons  after  traveling  100  cm  in  air  is  about  4%  of 
its  initial  energy  (estimated  using  the  stopping  power)  and  it 
is  about  2%  for  20  MeV  electrons.  Therefore  a  can  be  given 
as 

(19) 

which  is  a  function  of  electron  energy  and  the  distance  be¬ 
tween  the  virtual  source  and  the  position  on  scoring  plane. 
During  beam  reconstruction,  according  to  the  sampled  elec¬ 
tron  energy,  positions  on  the  scoring  plane  and  on  the  virtual 
source,  crcan  be  calculated.  Then  using  Eqs.  (14)  and  (15)  ^ 
and  (j)  are  sampled  and  a  perturbation  is  added  to  the  elec¬ 
tron’s  incident  direction. 

The  perturbation  caused  by  in-air  multiple  scattering  can 
be  directly  calculated  using  Eq.  (19)  for  electrons  from  the 
squaring  ring  sources.  For  direct  electrons,  there  are  other 
accelerator  components  in  their  paths  from  the  virtual  point 
source  to  the  scoring  plane  in  addition  to  the  intervening  air, 
such  as  the  exit  window,  scattering  foil,  monitor  chamber, 
mirror  and  protection  window.  The  effect  of  these  materials 
on  electron  angular  distribution  has  been  mainly  included  in 
the  determination  of  the  virtual  electron  point  source  posi¬ 
tion.  We  also  need  to  take  into  account  the  angular  perturba¬ 
tion  caused  by  these  materials.  If  we  know  precisely  the 
material  and  thickness  of  these  parts,  we  can  calculate  their 
effect  on  cr,  as  done  by  Keall  and  Hoban."^'  However,  it  is 
usually  difficult  for  users  to  know  this  information  about 
their  accelerator  when  commissioning  a  Monte  Carlo  treat¬ 
ment  planning  system.  Therefore,  we  introduce  a  factor  k  to 
account  for  the  effect  of  these  materials.  For  direct  electrons, 
cr  is  then  given  as 

(r^='lK{E)lk.  (20) 

The  factor  k  is  determined  by  fitting  the  angular  distribution 
calculated  using  Fermi-Eyes  theory  to  that  simulated  with 
the  Monte  Carlo  method  for  direct  electrons.  The  introduc¬ 
tion  of  k  factor  provides  a  potentially  tunable  parameter  in 
the  source  model. 

4.  Model  verification 

The  four-source  model  is  verified  dosimetrically  by  com¬ 
paring  the  dose  distributions  in  a  water  phantom  calculated 


using  the  model  with  those  calculated  using  the  full  phase 
space  data.  Dose  distributions  are  calculated  for  various 
combinations  of  three  electron  energies  (6,  12,  and  20  MeV), 
three  applicator  sizes  (6X6,  10X10,  and  20X20cm^),  and 
two  SSDs  (100  cm  and  120  cm). 

The  measurement  of  electron  beam  applicator  factors  (de¬ 
fined  as  the  ratio  of  the  open  field  dose  in  water  at  for  a 
given  applicator  to  that  of  the  reference  applicator,  typically 
the  10X10  or  15  Xl5cm^,  for  the  same  beam  energy)  is 
done  during  accelerator  commissioning  for  all  energy/cone 
combinations.  Therefore,  the  applicator  factors  will  be  sup¬ 
plied  by  the  user  when  performing  the  model  commission¬ 
ing.  Cutout  factors  (defined  as  the  ratio  of  the  dose  in  water 
at  ^  blocked  field  to  that  of  the  open  field  for  the 

same  applicator  and  beam  energy)  are  patient  specific  and 
not  always  easy  to  measure  accurately  for  all  clinical  situa¬ 
tions.  Therefore,  the  model  should  be  able  to  calculate  cutout 
factors.  To  demonstrate  this,  we  compare  the  model  calcu¬ 
lated  cutout  factors  with  those  measured  and  calculated  by 
Kapur  et  al  using  a  full  Monte  Carlo  simulation 


B.  Beam  commissioning 

The  four-source  model  which  is  built  using  a  Varian  Cli- 
nac  2 1 OOC  accelerator  as  the  reference  machine  can  be  used 
to  reconstruct  electron  beams  from  other  Clinac  2100C  ac¬ 
celerators  by  tuning  the  energy  spectra  in  the  model. 

For  accelerators  with  exactly  the  same  design,  the  major 
different  is  the  electron  incident  energy  due  to  the  on-site 
tuning  to  suit  the  user.  This  energy  approximately  corre¬ 
sponds  to  the  maximum  energy  of  all  the  stored  energy  spec¬ 
tra  in  the  source  model.  It  is  found  that  the  energy  spectra  for 
all  sub-sources  are  very  similar  for  different  accelerators  of 
the  same  type.  When  the  incident  energy  is  changed,  the 
energy  spectra  can  be  approximated  as  stretched  or  com¬ 
pressed  along  the  energy  axis  accordingly.  The  depth  dose 
curve  is  very  sensitive  to  the  electron  incident  energy  and 
therefore  used  to  adjust  the  maximum  energy,  E^^^ ,  in  the 
model.  The  relationship  between  the  incident  energy,  E-^^, 
and  /?5o  has  been  studied  by  simulating  the  reference  accel¬ 
erator  using  a  lOX  10 cm^  cone  and  100  cm  SSD  with  vari¬ 
ous  incident  energies.  Then,  the  variation  of  Ejn  as  a  function 
of  the  variation  of  /?5o  is  established  for  this  type  of  accel¬ 
erator.  This  relationship  is  used  as  a  guide  to  tune  the  maxi¬ 
mum  energy  in  the  model  to  commission  a  clinical  beam. 

The  proposed  commissioning  approach  can  be  summa¬ 
rized  as  follows: 

(1)  Chose  an  accelerator  as  the  reference  machine  for  all 
other  accelerators  of  the  same  design,  and  carefully  per¬ 
form  full  Monte  Carlo  simulations  for  the  electron 
beams  of  various  nominal  energies  from  the  reference 
machine  with  lOX  10 cm^  applicator. 

(2)  Build  the  source  models  for  the  simulated  beams  based 
on  the  Monte  Carlo  phase  space  data,  perform  Monte 
Carlo  dose  calculation  in  water  for  100  cm  SSD,  and 
record  the  maximum  energy,  ,  in  the  model  and  the 
/?50^  value  for  each  beam. 
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Fig.  2.  Effects  of  intervening  air  and  sampling  radius  on  virtual  SSD  (de¬ 
fined  here  a.s  the  distance  from  the  point  source  to  the  scoring  plane)  for  the 
electron  point  source  determined  with  the  pinhole  method,  (a)  6  MeV;  (b)  20 
MeV. 


(3)  For  the  beam  to  be  commissioned,  find  the  value 
of  the  measured  depth-dose  curve  in  water  for  10 
X  10  cm^  applicator  and  100  cm  SSD. 

(4)  Select  the  reference  beam  which  has  the  same  or  closest 
nominal  energy  as  the  commissioning  beam.  Let  /=0, 

^(0  _r(rc0  D(O=D(rc0 

^max”^max  ’  ^50  ^50  • 

(5)  Calculate  =  If  where  e  is 

the  pre-set  convergence  tolerance,  stop  iteration  and  use 

the  maximum  energy  in  the  source  model  for  the 
commissioning  beam;  otherwise,  go  to  the  next  step. 

(6)  According  to  the  relationship  between  and  A/?5o, 

calculate  A£^'^  using  A/?5q  and  then  calculate 

=  -AF<^ 

^max  * 

(7)  Calculate  the  dose  distribution  using  the  source  model 
with  and  find  the  corresponding 

(8)  Let  + 1 ;  go  back  to  step  5. 


clinical  situations.  The  iteration  process  converges  very  fast; 
usually  only  two  or  three  iterations  are  needed  even  for  e 
much  smaller  than  1  mm. 

The  commissioning  approach  has  been  applied  to  three 
electron  beams.  A,  B,  and  C.  The  reference  beam  is  the  same 
for  all  three  beams,  which  is  from  the  reference  Clinac 
2100C  accelerator  with  12.0  MeV.  Beam  A  and  beam 
B  are  also  from  the  reference  machine  but  with  9.0 

MeV  and  15.0  MeV,  respectively.  These  two  beams  are  used 
to  mimic  two  clinical  beams  of  the  same  nominal  energy  as 
the  reference  beam  but  with  significantly  different  incident 
energies.  Of  course,  in  reality,  the  electron  incident  energy 
will  not  be  tuned  so  much  (±3  MeV).  These  two  beams  are 
used  as  extreme  cases  to  test  the  commissioning  approach. 
Beam  C  is  a  9  MeV  electron  beam  from  another  Clinac 
2100C  accelerator.  The  dose  distributions  for  beam  C  are 
taken  from  the  published  data.^^ 


III.  RESULTS  AND  DISCUSSION 

Figure  2  shows  the  effects  of  intervening  air  and  sampling 
radius  on  the  electron  and  photon  virtual  SSD  determined 
with  the  pinhole  method  for  6  MeV  and  20  MeV  beams.  It 
can  be  seen  that  for  photons  and  high  energy  electrons  (20 
MeV)  effects  of  intervening  air  and  sampling  radius  on  the 
positions  of  virtual  point  sources  are  negligible.  However, 
for  low  energy  electrons  (6  MeV),  these  effects  are  signifi¬ 
cant.  Therefore,  to  obtain  the  accurate  virtual  electron  point 
source  position  for  low  energy  beams,  the  phase  space  simu¬ 
lated  without  intervening  air  should  be  used. 

Figure  3  shows  the  comparison  between  the  angular  dis¬ 
tributions  for  direct  electrons  in  6,  12  and  20  MeV  beams 
calculated  with  the  Fermi -Eyges  theory  and  the  Monte  Carlo 
method.  We  can  see  that,  in  general,  the  fitted  angular  distri¬ 
butions  based  on  the  Fermi-Eyges  theory  match  well  with 
those  calculated  with  the  Monte  Carlo  simulation.  We  also 
notice  that  at  large  angles  the  Fermi-Eyges  theory  slightly 


The  first  two  steps  only  need  to  be  do  once  for  all  accelera¬ 
tors  of  the  same  design.  The  convergence  tolerance,  6,  is  set 
by  the  user,  usually  according  to  the  estimated  measurement 
error  in  .  For  example,  €=  I  mm  is  good  enough  in  most 


Fig.  3.  Angular  distributions  for  direct  electrons  calculated  using  the 
Fermi-Eyges  theory  and  the  Monte  Carlo  method.  Beam  energies  are  6 
MeV,  12  MeV  and  20  MeV.  The  fitted  k  factor  is  1.540  for  6  MeV,  1.501 
for  12  MeV  and  1.571  for  20  MeV.  Each  distribution  is  normalized  to  have 
unit  area  under  the  curve. 
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Fig.  4.  Dose  distributions  in  water  for  12  MeV  electron  beam  with  10 
X  lOcm^  applicator  at  100  cm  SSD,  calculated  with  full  phase  space  data 
and  source  model:  (a)  Depth-dose  distributions;  (b)  dose  profiles  at  depths  of 
2  cm  and  5  cm.  Curves  are  normalized  to  the  dose  at  . 


underestimates  electron  fiuence  due  to  the  fact  that  it  is  a 
small-angle  theory.  We  found  that  the  small  discrepancy 
does  not  have  any  significant  effect  on  the  final  dose  distri¬ 
butions.  Therefore,  the  Fermi-Eyges  theory  with  the  fitted  k 
factor  can  be  used  to  account  for  the  angular  perturbations  of 
electrons  on  their  way  from  the  source  to  the  scoring  plane. 

The  four-source  model  was  tested  by  comparing  the  dose 
distributions  calculated  by  the  model  with  those  calculated 
by  full  phase  space  data  for  various  combinations  of  three 
electron  energies  (6,  12,  and  20  MeV),  three  applicator  sizes 
(6X6,  10X10,  and  20X20cm^),  and  two  SSDs  (100  cm  and 
120  cm).  For  all  the  cases  tested,  the  agreement  of  \%~2%l 
1  -2  mm  has  been  achieved.  Figure  4  shows  the  comparison 
for  a  12  MeV  beam  with  a  lOX  lOcm^  cone  at  100  cm  SSD. 
Figure  5  gives  the  depth-dose  curves  and  dose  profiles  for 
20  MeV  beam  with  6x6  cm^  cone  at  120  cm  SSD,  calcu¬ 
lated  with  both  the  source  model  and  full  phase  space  data. 
All  the  curves  in  Figs.  4  and  5  are  normalized  to  the  doses  at 
•  The  Monte  Carlo  uncertainty  is  always  less  than  0.5% 
and  therefore  not  shown  on  the  curves.  In  both  figures  the 
agreement  between  the  full  Monte  Carlo  simulations  and  the 
source  model  calculations  is  better  than  1%/1  mm.  Keep  in 


Fig.  5.  Dose  distributions  in  water  for  20  MeV  electron  beam  with  6 
X6  cm^  applicator  at  120  cm  SSD,  calculated  with  full  phase  space  data  and 
source  model:  (a)  Depth-dose  distributions;  (b)  dose  profiles  at  depths  of  2 
cm  and  7  cm.  Curves  are  normalized  to  the  dose  at  . 


mind  that  20  cm  air  gap  is  rarely  used  in  actual  clinical 
situations.  Therefore,  we  have  demonstrated  that  the  simpli¬ 
fied  four-source  model  can  be  used  for  accurate  dose  calcu¬ 
lations  even  for  extreme  cases  (such  as  very  large  extended 
SSDs). 

The  capability  of  the  model  for  calculating  the  relative 
beam  output  was  also  tested.  Table  I  shows  cutout  factors  for 
various  square  inserts  in  a  lOX  lOcm^  applicator  for  6,  12 
and  20  MeV  electron  beams.  It  is  found  that  the  cutout  fac¬ 
tors  calculated  with  the  four-source  model  are  within  about 
±2%  compared  to  the  measured  values  except  for  one  case 
where  we  see  2.5%  difference.  This  is  at  about  the  same 
accuracy  level  as  the  full  Monte  Carlo  simulation  and  con¬ 
sidered  to  be  acceptable  for  clinical  use. 

The  relationship  between  E-^n  and  for  the  reference 
accelerator  with  a  lOXlOcm^  cone  and  100  cm  SSD  is 
shown  in  Fig,  6.  A  linear  relationship  was  found  and  fitted  as 

£in=2.597/?5o+ 0.633.  (21) 

It  gives  the  relationship  between  the  variation  in  the  incident 
energy  and  the  variation  in  R^q  as 

AEi,=  2.597A/?5o.  (22) 
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Table  1.  The  electron  cutout  factors  for  various  square  inserts  in  lOx  10  cm^  applicator  for  6,  12,  and  20  MeV 
beams  calculated  with  the  source  model  and  the  full  phase  space  data  and  compared  with  the  measurement  of 
Kapur  et  al  (Ref.  45).  The  values  in  parenthesis  indicate  the  difference  of  the  data  calculated  with  the  source 
model  or  the  full  phase  space  from  the  measured  data. 


Energy 

(MeV) 

Insert 

(cm^) 

Cutout  factor 

Source  model 

Full  phase  space 

Measurement 

6 

2X2 

0.803  (2.5%) 

0.765  (-1.3%) 

0.778 

3X3 

0.930  (0.3%) 

0.923  (-0.4%) 

0.927 

4X4 

0.970  (-1.8%) 

0.982  (-0.6%) 

0.988 

8X8 

1.002  (-0.1%) 

1.005  (-0.2%) 

1.003 

12 

2X2 

0.881  (-0.8%) 

0.861  (-2.8%) 

0.889 

3X3 

0.908  (-2.0%) 

0.930  (0.2%) 

0.928 

4X4 

0.942  (-2.1%) 

0.956  (-0.7%) 

0.963 

8X8 

0.999  (0.8%) 

1.002  (1.1%) 

0.991 

20 

2X2 

0.963  (-1.1%) 

0.957  (-1.9%) 

0.976 

3X3 

0.989  (-0.4%) 

0.968  (-2.5%) 

0.993 

4X4 

0.993  (-1.8%) 

0.993  (-1.8%) 

1.011 

8X8 

0.999  (-0.5%) 

0.993  (-1.1%) 

1.004 

Equation  (22)  is  used  for  tuning  the  maximum  energy  in  the 
source  mode!  to  match  the  measured  depth  dose  curves  when 
commissioning  a  clinical  beam. 

Figure  7  shows  the  dose  distributions  for  the  reference 
beam,  beam  A,  and  beam  B  with  the  applicator  size  of  10 
X  10  cm^  and  SSD  of  100  cm.  All  the  curves  are  normalized 
to  the  dose  at  .  The  statistical  uncertainty  (la)  in  all  the 
Monte  Carlo  dose  calculations  was  kept  to  be  smaller  than 
0.5%,  therefore,  the  error  bars  are  smaller  than  the  symbol 
size  and  not  shown  on  the  curves.  The  maximum  energy  in 
the  source  model  was  adjusted  to  8.87  MeV  to  match  the 
dose  distributions  of  the  beam  A  (£in=9.0MeV)  and  to 
15.17  MeV  to  match  the  dose  distributions  of  the  beam  B 
(£^jn=  1 5.0 MeV).  The  difference  between  the  depth-dose 
curves  calculated  by  the  adjusted  models  and  the  full  Monte 
Carlo  simulation  is  always  less  than  0.5%  for  both  beam  A 
and  beam  B.  For  dose  profiles,  the  difference  is  usually  less 
than  1%  except  that  in  the  shoulder  region  for  beam  B  the 
difference  is  about  2%. 

Figure  8  shows  the  dose  distributions  for  the  reference 
beam  and  beam  C  with  the  applicator  size  of  lOX  10  cm^  and 
SSD  of  100  cm.  Again,  the  curves  are  normalized  to  the  dose 
at  and  the  Monte  Carlo  uncertainty  is  lower  than  0.5%. 
In  this  case,  the  maximum  energy  in  the  source  model  was 
adjusted  to  1 1.25  MeV.  The  dose  distributions  calculated  by 
the  source  model  with  the  adjusted  maximum  energy  agree 
very  well  (1%/1  mm)  with  the  published  data.^^ 

Table  II  gives  and  for  the  reference  and  Monte 
Carlo  simulated  beams,  and  and  /?5o  for  the  adjusted 
source  models.  For  the  reference  beam,  E^^^  was  directly 
obtained  from  the  full  Monte  Carlo  simulation.  For  beam  C, 
E■^n  is  unknown.  In  this  study,  we  set  6=0.01  cm.  Therefore, 
the  /?5o’s  calculated  using  the  adjusted  source  model  match 
with  the  full  Monte  Carlo  simulation  to  within  0.01  cm.  Of 
course,  we  will  not  use  such  a  small  6  in  real  clinical  appli¬ 
cations  since  it  is  much  smaller  than  the  measurement  uncer¬ 
tainty  in  /?5o .  Here,  we  just  want  to  demonstrate  the  capa¬ 


bility  of  the  method  to  reproduce  accurately. 

We  have  applied  the  commissioning  approach  to  electron 
beams  from  a  Clinac  2300C/D  accelerator  in  our  institution. 
The  reference  machine  is  still  the  same  Clinac  2100C  accel¬ 
erator.  These  two  machines  are  sufficiently  similar  to  each 
other  in  treatment  head  geometry.  Their  dosimetric  charac¬ 
teristics  are  very  close  to  each  other  due  to  the  beam  tuning 
during  linac  acceptance.  Therefore,  it  is  not  surprising  to  see 
that  the  dose  distributions  calculated  with  the  adjusted  source 
model  agree  well  (within  l%-2%  or  1-2  mm)  with  the  mea¬ 
sured  data. 

These  preliminary  results  have  shown  that  the  proposed 
hybrid  commissioning  approach  can  be  used  for  accelerators 
of  the  same  design  to  account  for  the  dosimetric  variations 
mainly  caused  by  the  on-site  tuning  of  the  electron  incident 
energy.  The  capability  of  the  approach  to  handle  large  varia¬ 
tion  in  the  electron  incident  energy  has  been  demonstrated.  It 
is  believed  that  for  most  clinical  accelerators  of  the  same 
type,  their  treatment  head  designs  are  exactly  the  same  or  at 
least  very  similar,  therefore  the  dosimetric  difference  can 
usually  be  traced  back  to  the  difference  in  the  electron  inci¬ 
dent  energy.  Therefore,  the  current  approach  should  be  ap¬ 
plicable  in  most  clinical  situations.  In  the  future  work,  the 
method  will  be  evaluated  under  more  critical  conditions, 
such  as  small  field  sizes,  extended  SSD,  and  heterogeneous 
phantoms. 

The  general  idea  proposed  here  should  also  work  for  other 
types  of  accelerators,  although  we  have  selected  the  Varian 
Clinac  2100C  accelerators  in  the  current  study.  For  each  type 
of  accelerator,  a  reference  machine  should  be  carefully  simu¬ 
lated  using  the  Monte  Carlo  method.  A  source  model,  which 
may  consist  of  a  different  number  of  sub-sources,  can  be 
established  based  on  the  simulated  data.  Then,  the  maximum 
energy  in  the  model  can  be  adjusted  to  commission  electron 
beams  from  other  accelerators  of  the  same  type. 

In  some  situations,  the  proposed  commissioning  approach 
may  not  be  directly  applicable.  For  example,  the  measured 
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Electron  mean  range  (cm) 

Fig.  6.  The  relationship  between  electron  incident  energy  at  accelerator  exit 
window  (£in)  and  the  depth  of  50%  dose  (R^q)  for  electron  beams  from  the 
reference  accelerator  with  lOX  10  cm^  applicator  and  100  cm  SSD.  Symbols 
are  calculated  with  Monte  Carlo  simulation  of  the  accelerator  treatment 
head.  Solid  line  is  the  fitted  result  with  formula  £’in=  2.597/? 50+ 0.633. 

dose  distributions  used  for  commissioning  more  or  less  con¬ 
tain  measurement  errors,  depending  on  the  measurement 
techniques  and  the  experience  of  the  person  who  performs 
the  measurements.  Since  only  the  maximum  energy  is  the 
adjustable  parameter  in  the  current  source  model,  our  ap¬ 
proach  may  not  be  able  to  exactly  match  the  measured  data. 
Occasionally,  an  accelerator  used  in  the  clinic  may  differ 
from  its  original  design  in  addition  to  the  electron  incident 
energy.  Some  parts  in  the  accelerator  treatment  head  may  be 
replaced  with  nonstandard  ones.  In  this  case,  we  can  always 
perform  a  full  Monte  Carlo  simulation  for  this  unique  accel¬ 
erator  and  build  its  own  source  model.  Alternatively,  we  can 
make  the  present  approach  more  versatile  to  handle  those 
situations.  More  parameters  in  the  source  model  other  than 
the  maximum  energy,  such  as  the  relative  intensity  of  each 
sub-source,  the  k  factor  for  in-air  perturbation  for  the  direct 
electrons,  and  the  field  size,  can  be  adjusted  to  match  the 
measured  dose  distributions.  For  example,  the  adjustment  of 
the  relative  intensity  of  the  photon  source  will  ensure  a  good 
match  to  the  bremsstrahlung  tail  in  the  depth-dose  curve.  If 
some  of  the  materials  in  the  paths  of  direct  electrons,  such  as 
the  scattering  foil,  monitor  chamber  or  mirror,  are  different 
from  those  used  in  the  reference  accelerator,  the  adjustment 
of  the  k  factor  can  yield  a  better  estimation  of  the  electron 
angular  perturbation.  The  adjustment  of  the  field  size  in  the 
source  model  should  recover  the  measurement  error  in  the 
width  of  the  dose  profiles  (e.g.,  errors  of  the  order  of  about  1 
mm  are  not  rare  in  a  clinical  situation).  In  summary,  the 
introduction  of  more  adjustable  parameters  in  the  source 
model  will  make  the  current  commissioning  approach  more 
powerful.  This  possibility  will  be  investigated  in  our  future 
study. 

IV.  CONCLUSIONS 

A  hybrid  commissioning  approach  based  on  a  multiple 
source  model  has  been  proposed  for  Monte  Carlo  treatment 
planning.  It  has  been  demonstrated  that  a  simplified  four- 


0  2  4  6  8  10 


Ofi-axfs  distance  (cm) 

Fig.  7.  Dose  distributions  in  water  for  electron  beams  from  the  reference 
accelerator  with  lOX  10  cm^  applicator  and  at  100  cm  SSD.  The  reference 
beam  has  the  electron  incident  energy  of  12.0  MeV.  A  source  mode!  was 
built  based  on  the  Monte  Carlo  simulation  of  the  reference  beam.  The  maxi¬ 
mum  energy  of  the  energy  spectra  in  the  model  was  adjusted  to  8.87  MeV  to 
match  the  beam  A  (with  9*0  MeV)  and  15.17  MeV  to  match  the  beam 
B  (with  £in=  15.0  MeV).  Lines  are  dose  distributions  from  the  full  Monte 
Carlo  simulations.  Symbols  are  data  calculated  by  the  source  model  with 
adjusted  maximum  energies.  All  data  are  normalized  to  the  doses  at  • 
(a)  Depth-dose  distributions;  (b)  dose  profiles  at  depths  of  2  cm  and  3  cm  for 
beam  A;  (c)  dose  profiles  at  depths  of  3  cm  and  5  cm  for  beam  B. 

source  model  can  be  used  to  generate  accurate  Monte  Carlo 
dose  distributions  for  electron  beams  from  Varian  Clinac 
2100c  accelerators.  The  model  includes  a  point  electron 
source  for  direct  electrons  and  electrons  scattered  from  pri- 
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Fig.  8.  Dose  distributions  in  water  for  electron  beams  with  lOx  iOcm^ 
applicator  and  at  100  cm  SSD.  The  reference  beam  (solid  line)  is  from  a 
Clinac  21(X)C  accelerator  with  £jn=12.0MeV.  The  dose  distributions  for 
beam  C  (dashed  lines)  is  taken  from  the  published  data  for  a  9  MeV  beam 
from  another  Clinac  21(X)C  accelerator  with  type  III  applicator  (Ref.  38).  A 
source  model  built  based  on  the  Monte  Carlo  simulation  of  the  reference 
beam  is  used  to  match  beam  C  by  adjusting  the  maximum  energy  to  1 1.25 
MeV  (open  circles).  AH  data  are  normalized  to  the  dose  at  •  (a)  Depth- 
dose  distributions;  (b)  dose  profiles  at  depth  of  0,1  cm. 

mary  collimator  and  jaws,  a  point  photon  source  for  all  con¬ 
taminant  bremsstrahlung  photons,  and  two  square  ring  elec¬ 
tron  sources  representing  electrons  scattered  from  two  scrap¬ 
ers  (other  than  the  last  scraper)  of  the  Varian  electron 
applicator  (type  III).  It  was  found  that  the  position  of  the 
virtual  point  source  can  be  determined  accurately  using  the 
pinhole  method  for  photons  in  all  cases  and  electrons  in  high 
energy  beams.  For  low  energy  beams,  we  should  use  the 
Monte  Carlo  phase  space  data  which  are  obtained  by  simu¬ 
lating  the  treatment  head  with  the  intervening  air  replaced  by 
vacuum.  We  also  found  that  the  in-air  perturbation  on  the 
electron  incident  direction  can  be  properly  accounted  for  us¬ 
ing  the  Fermi-Eyges  model.  The  source  model  which  was 
built  based  on  the  simulated  phase  space  data  for  the  refer¬ 
ence  accelerator  can  be  used  for  other  accelerators  of  the 
same  type,  by  simply  adjusting  the  energy  spectra  in  the 
model.  The  capability  of  this  commissioning  approach  for 
handling  large  variation  in  the  electron  incident  energy  has 
been  demonstrated. 


Table  If.  Some  parameters  for  the  full  Monte  Carlo  simulations  and  the 
adjusted  source  models.  £jn  is  the  electron  incident  energy  at  the  exit  win¬ 
dow  in  the  simulation.  is  the  maximum  energy  in  the  source  model. 
is  the  depth  of  50%  dose  of  the  depth  dose  curve  in  water  for  lOX  10  cm^ 
applicator  and  100  cm  SSD.  A  source  model  was  built  based  on  the  full 
Monte  Carlo  simulation  of  the  reference  beam.  For  beams  to  be  commis¬ 
sioned  (A,  B,  and  C),  £niax  in  the  model  was  adjusted  to  match  the  corre¬ 
sponding  /?5o  from  the  Monte  Carlo  simulation. 


MC  simulation  Source  model 

Beam  -  - 


tested 

£in  (MeV) 

/?50  (cm) 

(MeV) 

/?50  (cm) 

Reference 

12.0 

4.397 

12.00 

4.397 

Beam  A 

9.0 

3.197 

8.87 

3.192 

Beam  B 

15.0 

5.622 

15.17 

5.624 

Beam  C 

unknown 

4.116 

11.25 

4.119 
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Concurrent  Boost  Using  Forward  Multiple-Segment  Planning 
and  Step-and-Shoot  Delivery: 

A  Novel  Technique  of  Breast-Conserving  Radiation  Therapy 


Yulin  Song,  Penny  Peng,  Arthur  L.  Boyer,  and  Lei.  Xing 
Department  of  Radiation  Oncology,  Stanford  University  School  of  Medicine, 
Stanford,  California  94305-5304 

Purpose:  Currently,  most-widely  used  breast  radiation  therapy  employs  two  opposed  tangential 
photon  beams  with  either  uniform  or  wedge-shaped  intensity  profiles,  followed  by  an  electron 
boost  field.  Since  plans  created  using  this  technique  are  not  optimized,  a  certain  portion  of  the 
ipsilateral  lung  and,  in  the  case  of  the  left  breast  treatment,  a  small  volume  of  the  heart  is 
inevitably  included  in  the  treatment  fields,  resulting  in  high  radiation  doses  to  these  areas. 
Recently,  tangential  field  treatment  using  intensity-modulated  fields  has  shed  some  light  on 
breast  cancer  treatment.  Although  the  dosimetric  advantage  of  IMRT  with  opposed  tangential 
beam  configuration  is  obvious,  its  wide  clinical  application  has  not  been  realized.  This  is,  in  part, 
due  to  the  fact  the  current  IMRT  planning  and  treatment  procedure  deviate  significantly  from  the 
conventional  approach  and  require  additional  steps  in  planning,  delivery,  quality  assurance,  and 
intensive  personnel  training.  The  goal  of  this  study  was  to  establish  a  variant  of  IMRT,  multiple 
segment  radiation  therapy  (MSRT),  for  concurrent  breast  boost  treatment  using  forward  planning 
and  step-and-shoot  delivery  and  address  several  untouched  clinical  issues  related  to  the 
technique. 

Materials  and  Methods:  Five  right-sided  and  five  left-sided  breast  cancer  patients,  who  had 
previously  undergone  lumpectomy,  were  selected  for  the  study.  The  patients  were  CT  scanned  in 
the  conventional  treatment  position  supported  by  an  Alpha  Cradle  immobilization  device. 
Radiopaque  markers  were  placed  on  the  patients’  chest  to  indicate  the  medial  and  lateral  borders 
of  the  palpable  breast  tissue  and  the  location  of  the  lumpectomy  scar.  The  critical  structures, 
including  the  left  and  right  lungs,  the  heart,  and  the  contralateral  breast,  were  delineated  by  a 
radiation  oncologist.  It  is,  however,  not  required  to  outline  the  structures  in  general  MSRT 
concurrent  boost  planning.  Treatment  planning  was  performed  using  a  3D  treatment  planning 
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system.  A  uniform  dose  of  4,500  cGy  or  5,040  cGy  was  prescribed  to  the  entire  target  volume 
and  a  concurrent  boost  dose  of  1,800  cGy  was  prescribed  to  the  surgical  region  of  the  target 
volume.  All  plans  were  delivered  in  180-cGy  fractions.  For  comparison,  three  plans  were  created 
for  each  patient.  One  was  the  standard  opposed  tangential  field  (OTF)  plan  and  the  other  two 
were  the  MSRT  concurrent  boost  plans  with  different  constraints.  The  standard  plans  employed  a 
medial  and  a  lateral  tangential  field  with  6  or  15  MV  photon  energy.  A  wedge  filter  was  used  in 
the  lateral  beam.  The  MSRT  concurrent  boost  planning  started  with  a  standard  OTF  plan.  After 
the  initial  wedged  plan  was  obtained,  an  additional  MLC  field  segment  was  added  to  one  or  both 
beam  directions  to  boost  the  surgical  region  under  the  guidance  of  dose  distributions  and  DVH. 
If  necessary,  more  segments  were  added  to  boost  the  “cold”  or  to  remove  the  “hot”  regions  in  the 
target.  A  segment  may  also  be  needed  to  reduce  the  dose  to  the  ipsilateral  lung  and  the  heart. 
Once  the  plan  was  completed,  the  static  MLC  files  were  exported  and  concatenated  to  form  a 
step-and-shoot  delivery  file.  The  intensity  map,  MU,  and  the  maximum  boundary  of  the  MLC 
were  independently  checked  prior  to  the  first  treatment. 

Results:  Compared  with  the  OTF  plans,  the  MSRT  concurrent  boost  plans  showed  a  much  better 
dose  uniformity  in  the  target  and  a  significant  dose  reduction  in  the  ipsilateral  lung  and  heart.  In 
addition,  the  target  volume  receiving  high  dose  irradiation  was  significantly  reduced. 
Furthermore,  it  was  found  that  the  overall  planning,  treatment,  and  delivery  overhead  was 
insignificant  and  was  more  time  efficient  than  the  current  conventional  IMRT  planning. 

Conclusions:  A  clinical  challenge  in  IMRT  breast  treatment  is  how  to  modulate  breast 
irradiation  without  increasing  the  treatment  complexity.  In  this  study,  we  investigated  MSRT 
concurrent  breast  boost  treatment  and  demonstrated  its  clinical  utility.  When  dose  conformity 
can  be  realized  using  MLC  beam  shaping  devices,  the  addition  of  a  few  extra  segments  could 
often  improve  the  dose  distribution  significantly.  The  manual  forward  planning  technique  is  a 
competitive  approach  compared  with  computerized  inverse  planning.  MSRT  is  particularly 
efficient  in  incorporating  prior  and  posterior  knowledge  and  physical  constraints  into  the 
treatment  planning  process.  It  is  thus  a  more  natural  way  to  evolve  from  the  conventional 
radiation  therapy  to  the  more  sophisticated  IMRT  treatment.  MSRT  is  likely  to  be  beneficial  for 
any  radiation  treatment  where  a  simple  beam  configuration  is  used  and  where  it  is  difficult  to 
achieve  a  desired  dose  distribution  within  the  target  volume. 
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Combining  IMRT  and  MERT  for 
Breast-Conserving  Radiation  Therapy 


Anthony  Lo,  Yulin  Song,  Arthur  L.  Boyer,  Todd  Pawlicki,  and  Lei.  Xing 
Department  of  Radiation  Oncology,  Stanford  University  School  of  Medicine, 
Stanford,  California  94305-5304 

Purpose:  The  conventional  opposed  tangential  photon  beam  treatment  for  breast  cancer  has  two 
major  limitations.  Firstly,  part  of  the  lung  and  heart  (in  the  case  of  the  left  breast  treatment)  may 
be  exposed  to  a  high  radiation  dose.  Secondly,  the  contralateral  breast  may  receive  a  significant 
amount  of  scatter  dose.  To  reduce  radiation  side  effects,  we  have  investigated  the  strategy  of 
treating  breast  cancer  by  combining  intensity  modulated  radiation  therapy  (IMRT)  and 
modulated  electron  radiation  therapy  (MERT).  The  objective  of  this  study  was  to  fully  utilize  the 
desirable  characteristics  of  electron  beams  and  intensity-modulated  photon  beams  to  achieve  an 
optimal  dose  distribution  in  the  target  and  minimize  the  exit  and  scatter  doses  to  the  critical 
structures. 

Materials  and  Methods:  Five  early-stage  breast  cancer  patients,  who  had  previously  undergone 
lumpectomy,  were  chosen  for  this  combined-modality  study.  The  patients  were  CT  scanned  in 
the  conventional  treatment  position  supported  by  an  Alpha  Cradle  immobilization  device. 
Radiopaque  markers  were  placed  on  the  patients’  chest  to  indicate  the  medial  and  lateral  borders 
of  the  palpable  breast  tissue  and  the  location  of  the  lumpectomy  scar.  The  clinical  target  volume 
(CTV)  and  critical  structures,  including  the  left  and  right  lungs,  the  heart,  and  the  contralateral 
breast,  were  delineated  on  the  axial  CT  images  by  a  radiation  oncologist.  The  PTV  was  obtained 
by  adding  a  1.0  cm  margin  uniformly  to  the  CTV  to  account  for  patient  setup  uncertainty  and 
organ  shift.  A  uniform  dose  of  50.4  Gy  was  prescribed  to  the  PTV  in  1.8-Gy  fractions.  For 
comparison,  two  plans  were  computed  for  each  patient.  One  was  the  standard  opposed- 
tangential-field  plan  and  the  other  the  composite  plan  using  the  combined  IMRT  and  MERT 
technique.  The  standard  plan  consisted  of  a  medial  and  a  lateral  tangential  field  treated  with  a  6 
MV  photon  beam.  A  45®  wedge  was  used  in  the  lateral  beam  to  obtain  the  desired  dose 
distribution.  The  combined  IMRT  and  MERT  plan  was  computed  using  modified 
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EGS4/MCD0SE  code.  It  was  composed  of  five  coplanar  fields:  two  medial  and  two  lateral 
IMRT  fields  (6  MV)  and  one  perpendicular  MERT  field  (~  20®  from  the  anterior-posterior 
direction).  The  MERT  field  was  treated  with  three  nominal  electron  energies  (6,  12,  and  20 
MeV).  To  deliver  the  MERT  field  effectively,  we  designed  and  manufactured  a  prototype 
electron  MLC  based  on  the  results  of  Monte  Carlo  simulations  and  a  conventional  Varian  25  x 
25  cm^  electron  applicator.  The  intensities  of  each  electron  energy  were  determined  by  the 
optimizer.  Each  of  the  photon  and  electron  fields  was  divided  into  1.0  x  1.0  cm^beamlets  for  the 
purpose  of  intensity  optimization.  The  prescribed  dose  to  the  target  was  50.4  Gy  in  1.8  Gy 
fractions.  For  comparison,  isodose  lines  were  normalized  to  50.0  Gy  for  all  plans. 

Results:  The  dose  coverage  to  the  PTV  was  similar  for  both  techniques.  However,  the  combined 
IMRT  and  MERT  plans  showed  a  much  better  dose  homogeneity  than  the  conventional  opposed- 
tangential-field  plans,  which  often  exhibited  extensive  “hot”  spots  in  the  superior  and  inferior 
regions  of  the  target.  The  dose  to  the  ipsilateral  lung,  the  heart,  and,  particularly,  the  contralateral 
breast  was  significantly  reduced.  In  addition,  the  volume  of  normal  tissue  receiving  low  dose 
irradiation  was  significantly  reduced. 

Conclusions:  Based  on  the  results  of  this  comparative  dosimetric  study,  it  seems  that  the 
combined  IMRT  and  MERT  technique  offered  a  viable  treatment  option  for  breast  cancer 
therapy.  It  is  especially  suitable  to  patients  with  large  breasts,  where  a  homogeneous  dose 
distribution  is  difficult  to  achieve  using  the  conventional  opposed-tangential-field  technique.  As 
the  IMRT  treatment  planning  systems  become  more  easily  available  and  the  development  of  the 
computer-controlled  electron  MLC  is  underway,  we  believe  that  the  widespread  routine 
implementation  of  this  technique  for  breast  cancer  treatment  should  be  investigated  thoroughly. 


This  study  was  supported  in  part  by  grant  DAMD 17-01- 1-0635  (Lei  Xing)  from  the  US 
Department  of  Defense. 
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Dose  Matching  of  Two  IMRT  Plans  or  an  IMRT  and  a  3D  Conformal 
Treatment  plan 

L  Xing,  Z.  Shou,  J.G.  Li,  Y.  Song,  T.  Pawlicki,  A.L.  Boyer,  Q.-T.  Le, 

Purpose:  IMRT  is  being  increasingly  adopted  in  radiation  therapy  community  as  a 
viable  modality  for  radiation  therapy  of  various  cancers.  One  of  the  important  problems 
related  to  its  clinical  application  is  the  matching  of  an  IMRT  dose  distribution  for  the 
treatment  of  part  of  the  target  volume(s)  with  a  conventional  3D  or  another  IMRT  dose 
distribution  for  the  treatment  of  the  other  portion  of  target  volume(s).  The  purpose  of  this 
work  is  to  develop  an  effective  method  for  optimally  matching  the  two  sets  of  dose 
distributions  and  to  demonstrate  its  clinical  utility. 

Methods  and  Materials:  The  two  plans  that  need  to  be  matched  are  dealt  sequentially. 
First,  the  3D  conformal  radiation  therapy  plan  or  the  L'  IMRT  plan  used  for  treating  part 
of  the  tumor  volume(s)  is  obtained.  To  reduce  the  sensitivity  of  the  final  matching  to  the 
potential  setup  errors,  attempt  needs  to  be  made  to  “blur”  the  penumbra  or  dose  gradient 
in  the  direction  perpendicular  to  the  general  matchline.  Specifically,  instead  of  having  a 
sharp  dose  gradient,  we  let  the  dose  to  extend  by  additional  1.5~5cm  in  the  direction 
perpendicular  to  the  matchline  and  in  this  transition  region,  the  dose  is  forced  to  fall-off 
linearly.  The  overlap  is  generally  determined  by  the  desired  sensitivity  against  the  setup 
error.  After  the  first  plan  is  done  with  the  extended  transitional  dose  gradient  region,  we 
proceed  to  optimize  the  2"'*  IMRT  plan  with  consideration  of  the  existing  doses  of  the  fist 
treatment  plan.  The  goal  of  the  2"°  dose  optimization  is  to  obtain  an  IMRT  that  yields  a 
uniform  composite  dose  distribution  in  the  target  volume(s)  and  (including  the 
transitional  regions)  while  sparing  the  sensitive  structures.  The  technique  is  applied  to  the 
treatment  of  head  and  neck  cancer,  where  matching  of  a  conventional  supraclavicular 
field  for  the  irradiation  of  supraclavicular  lymph  notes  and  an  IMRT  plan  for  the 
irradiation  of  the  nasopharynx  tumor  and  cervical  lymph  nodes  is  required.  The  matching 
between  breast  IMRT  treatment  and  the  supraclavicular  field  is  also  investigated.  Finally, 
the  method  is  demonstrated  by  the  combining  radiotherapy  of  intensity  modulated  photon 
and  electron  beams. 

Results:  To  test  the  technique,  the  matching  of  two  pairs  of  parallel  opposed  fields  is 
first  performed  on  a  cubic  phantom.  A  comparison  with  conventional  approach  shows 
significant  improvement  in  target  dose  homogeneity  and  the  sensitivity  against  a  few 
intentionally  introduced  errors.  A  similar  phantom  test  based  on  the  matching  of  an 
intensity  modulated  photon  beam  and  an  electron  beam  also  shows  more  dramatic 
improvement.  Without  intensity  modulating  the  photon  beam,  overdosing/underdosing  on 
the  electron/photon  side  of  the  matchline  was  found  to  be  +19%  and  -16%,  respectively. 
The  dose  becomes  almost  perfectly  uniform  at  the  target  region  with  the  help  of  intensity 
modulation.  The  hybrid  dose  distribution  also  shows  a  -50%  reduction  in  the  sensitivity 
with  respect  to  the  setup  error.  For  each  of  the  clinical  cases  investigated  here, 
satisfactory  matching  between  the  different  treatment  regimes  is  found.  Most  importantly, 
with  the  implementation  of  the  composite  dose  optimization  technique,  the  matching 
becomes  much  controllable  and  transparent  to  the  clinicians. 


Conclusion:  A  general  method  for  matching  an  IMRT  dose  distribution  with  a  3D 
conformal  or  another  IMRT  treatment  is  proposed.  The  approach  takes  advantage  of  the 
state-of-the-art  intensity  modulation  and  dose  optimization  techniques  and  provides  an 
effective  solution  to  the  timely  clinical  problem  of  IMRT  dose  matching.  In  addition  to 
better  dose  uniformity  in  the  target  volumes  in  the  matchline  region,  we  found  that  the 
sensitivity  of  the  doses  in  the  mtachline  region  is  significantly  improved. 
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IncorpOi[*ating  Target  Motion  in  IMRT  Plans 

A  Sethi*,  L  Leybovich,  N  Dogan,  Loyola  University  Medical  Center, 
Maywood,  IL 

Organ  motion  presents  a  significant  challenge  in  IMRT.  Due  to  lung 
motion,  free-breathing  CT  scans  may  not  be  reliable  in  outlining  CTV. 
Due  to  uncertainties  associated  with  organ  motion,  internal  target  volumes, 
ITV  (CTV  +  margin  for  target  motion)  may  not  be  accurate.  In  this  work, 
we  present  a  novel  method  of  tracking  tumor  motion.  Depending  on  time 
spent  at  different  locations,  a  target  cloud  with  varying  probability  densities 
was  generated  around  the  CTV.  Rectangular,  spherical  and  oval  shaped 
objects  embedded  in  a  cork  phantom  were  CT  scanned  using  abutting  2mm 
thick  slices.  Slice  acquisition  time  varied  from  1  to  5  sec.  The  objects 
moved  in  axial  and  sagittal  planes  with  2cm  amplitude  and  1  to  10  sec  time 
periods.  Correlation  between  target  electron  density  on  CT  scans  and 
temporal  probability  of  various  target  locations  was  studied.  CTV  and 
rrv  were  outlined  using  mediastinum  and  lung  windows  respectively.  As 
scan  speed  increased  and/or  target  speed  decreased,  target  was  not  detected 
on  some  CT  slices.  To  obtain  complete  target  information,  the  slice 
acquisition  time  needed  to  be  greater  than  the  period  of  target  motion. 
Target  electron  density  showed  strong  correlation  with  the  percentage  of 
time  occupied  by  the  target  at  different  locations.  IMRT  plans  were 
generated  for  ITV  based  PTV.  Areas  always  occupied  by  the  target  were 
prescribed  full  dose,  whereas  doses  to  areas  partially  occupied  by  the  target 
were  reduced.  Compared  to  conventional  IMRT  plans,  plans  developed 
using  a  modified  prescription  resulted  in  reduced  dose  to  lung  tissue. 

SU-EE-PDS-49 

The  Dose  Sensitivity  to  Lung  Motion  in  Optimized  Plan  for  IMPT, 
VHEETandBMXT 

TK  Lee  and  G  Sandison*,  Purdue  University,  West  Lafayette,  IN 

A  mathematical  homogeneous  phantom  was  defined  to  simulate  the  motion 
of  a  target  as  lung  size  changes  during  the  breathing  cycle  from  full 
inspiration  to  full  expiration.  The  dependence  of  dose  sensitivity  for  the 
target  and  lung  was  studied  for  intensity  modulated  proton  therapy  (IMPT), 
intensity  modulated  very  high-energy  electron  therapy  (VHEET)  and 
intensity  modulated  x-ray  therapy  (IMXT)  during  lung  motion.  Other 
parameters  studied  were  beam  number  and  beam  direction.  It  was  assumed 
that  the  plan  was  optimized  for  the  lung  size  and  target  position  at  full 
inspiration.  Of  the  three  radiation  types  studied  the  results  show  that  IMPT 
is  the  most  sensitive  to  the  lung  motion.  For  importance  factors  of 
Iuf|et=500  and  Iiung^lO,  we  calculated  the  relative  dose  error  due  to 
breathing  as  the  mean  doses  at  full  inspiration  to  that  at  full  expiration. 
Relative  dose  errors  were  42  %  (target)  and  160  %  (OAR)  for  IMFT,  23  % 
(target)  and  47  %  (OAR)  for  VHEET  and  21  %  (target)  and  36  %  (OAR) 
for  IMXT.  VHEET  was  found  to  be  more  dose  sensitive  than  IMXT, 
Sensitivity  to  the  organ  motion  depends  upon  the  physical  ability  to 
localize  the  radiation  on  the  assumed  static  position  of  the  target. 

SU-EE-PDS-50 

Quantitative  Fluoroscopy  of  Respiration-Induced  Abdominal  Tumor 
Motion  and  the  Impact  of  Motion  On  IMRT  Dose  Distributions 
D  Gierga**.  G  Chen*,  J  Kung*.  M  Betke^  J  Lombardi^  C  Willett*,  (1) 
Massachusetts  General  Hospital  and  Harvard  Medical  School,  Boston,  MA, 
(2)  Boston  University,  Boston,  MA 

The  treatment  of  moving  targets  with  Intensity  Modulated  Radiation 
Therapy  (IMRT)  may  introduce  errors  in  dose  delivery.  The  motion  of 
tumors  in  the  abdomen  was  studied  using  quantitative  fluoroscopic 
analysis,  and  the  effect  on  dose  delivery  to  the  target  was  studied. 
Buoroscopy  sessions  for  seven  patients  with  pancreas  or  liver  tumors  were 
recorded,  converted  to  digital  format,  and  analyzed  to  quantify  the 
characteristics  of  tumor  motion.  Clip  motion  was  quantified  by  analyzing 
each  patient's  fluoroscopy  session,  using  image  processing  and  recursive 
filtering  techniques  to  track  the  motion  of  the  tumor  clips.  For  three 
patients  (a  total  of  five  plans),  IMRT  treatment  plans  were  generated,  and 
the  DVH  for  the  target  volume  was  compared  for  plans  with  and  without 
tumor  motion.  The  average  magnitude  of  peak-to-peak  motion  for  the 
seven  patients  in  the  cfanio-caudal  and  anterior-posterior  directions  was  7.4 
mm  and  3.8  mm,  respectively.  The  clip  motion  varied  widely,  as  the 
maximum  clip  excursions  were  about  47%  greater  than  the  average  clip 
excursions  for  each  patient.  The  inclusion  of  tumor  motion  did  not  lead  to 


a  significant  degradation  in  the  target  DVH  for  4  of  5  treatment  plans 
studied.  The  amount  of  tumor  motion  for  most  patients  in  this  study  is  not 
large,  but  can  in  some  instances  significantly  degrade  the  planned  target 
DVH.  For  some  patients,  therefore,  motion  mitigation  or  intervention 
during  treatment  may  be  necessary. 

SU-EE-PDS-51 

Effect  of  the  Number  of  Treatment  Fields  On  Respiration-Induced 
Dose  Errors  in  Single  and  Multi-Fraction  IMRT  Delivery 
J  Duan*,  S  Shen,  R  Popple,  S  Ye,  P  Pareek,  I  Brezovich,  University 
Alabama  Birmingham,  Birmingham,  AL 

Radiation  doses  are  subject  to  enors  when  delivered  with  IMRT  to  sites 
affected  by  respiratory  motion.  We  have  previously  shown  that  motion- 
induced  errors  tend  to  cancel  after  multiple  fractions.  In  the  present  study 
we  investigated  the  effect  of  increased  number  of  treatment  fields  on  dose 
errors.  A  polystyrene  phantom  with  simulated  target  and  organs  at  risk  was 
used  for  treatment  planning  and  delivery.  IMRT  plans  involving  five, 
seven,  nine  and  ten  non-opposing  fields  were  prepared  on  a  commercial 
treatment  planning  system,  using  identical  dose  constraints.  All  plans  were 
delivered  for  five  fractions,  and  the  dose  at  isocenter  was  measured  using  a 
0.125cm^  ion  chamber.  The  phantom  was  moved  sinusoidally  at  0.75cm 
amplitude  (1.5cm  motion  range)  to  simulate  respiratory  motion.  Errors 
were  calculated  by  comparing  doses  delivered  to  the  same  point  in  moving 
and  in  stationary  phantoms.  Single  fraction  dose  errors  for  individual  fields 
ranged  -4.0%  to  8.6%,  -5.7%  to  47.8%,  -7.5%  to  20.1%,  and  -11.7%  to 
12.1%  for  the  five-,  seven-,  nine-,  and  ten-  field  plans,  respectively.  Single 
fraction  error  of  total  dose  ranged  -1.1%  to  1.2%,  -0.8%  to  0.8%,  -1.7%  to 
2.8,  and  -0.5%  to  3.5%,  respectively.  Although  dose  errors  of  individual 
fields  tended  to  cancel,  resulting  in  substantially  smaller  errors  in  total 
doses,  increasing  the  number  of  fields  does  not  necessarily  reduce  dose 
errors.  No  direct  correlation  between  dose  errors  and  the  number  of 
treatment  fields  in  the  IMRT  plan  was  observed. 

SU-EE-PDS-52 

IMRT  Using  Audio  and  Optical  Respiration  Gating 

A.  Boyer*,  T.  Pawlicki,  C.  Cardenas,  Y.  Song,  Stanford  University  School 

of  Medicine,  Stanford,  CA 

We  report  on  an  investigation  of  beam  gating  to  compensate  for  respiration. 
We  have  studied  audio  coaching  synchronized  to  a  gating  signal  to  the 
linear  accelerator  as  the  primary  timing  method  while  using  a  secondary 
respiration  monitor  to  confirm  that  the  patient  (subject)  is  complying  with 
the  audio  coaching.  We  asked  whether  this  approach  provides  a  more 
regular  gating  pattern  for  the  linear  accelerator  and  therefore  a  more 
consistent  daily  treatment  than  physical  measures  of  the  subject  respiration. 
We  studied  optical  observation  of  the  subject  with  a  video  camera  as  a 
respiration  monitor.  A  fixed  field  of  view  centered  on  the  treatment 
isocenter  was  established  for  two  cameras  viewing  the  patient  from  the 
right  and  left  lateral  directions.  The  video  signals  produced  by  the  cameras 
were  digitized  by  an  image  processing  board  in  a  personal  computer  (Sony 
XC-73  camera,  Matrox  Meteor-E/Multi-Channel  video  board,  Pentium  III 
CPU,  864MHz,  256M  RAM,  Microsoft  Windows  2000,  Matrox  Imaging 
library).  Respiration  was  monitored  by  the  correlation  of  a  region-of- 
interest  within  the  field  of  view  that  was  acquired  and  correlated  once 
every  200  milliseconds.  The  correlation  value  yielded  an  adequate  measure 
of  chest  wall  motion  and  served  as  a  respiration  phase  parameter.  A  means 
was  sought  to  use  this  time-dependent  correlation  value  as  a  measure  of 
subject  compliance  with  the  audio  coaching.  A  two-standard  deviation, 
phase-dependent  threshold  was  tested  using  a  gating  pattern  that  was  found 
to  be  adequate  for  compensating  for  lung  or  kidney  motion. 

SU-EE-PDS-53 

Conqiarison  of  Two  Breathing  Levels  for  Gated  Intensity  Modulated 
Radiation  Therapy  (IMRT)  of  Lung  Cancer 

C  Della  Biancia**,  E  Yorke*,  G  Mageras*,  P  Giraud^,  K  Rosenzweig*,  H 
Amols*,  C  Ling*,  (l)Memorial  Sloan-Kettering  Cancer  Center,  New  York, 
NY,  (2)Institut  Curie,  Department  of  Radiation  Oncology,  Paris,  France 

Gated  delivery  of  radiation  during  part  of  the  breathing  cycle  may  improve 
the  precision  of  lung  cancer  IMRT.  End-expiration  (EE)  is  more  stable  but 
end-inspiration  (El)  increases  lung  volume.  We  compare  the  relative  merit 
of  using  El  and  EE  in  gated  IMRT  for  sparing  normal  lung  tissue. 
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PO-T-267 

Automated  Monte  Carlo  Commissioning  for  Photons  Using  the 
NXEGS  Software  ^ 

T  Pawlicki*,  Y  Song',  G  Zhang^,  T  Guerrero^,  K  Prado^,  N  Tolani",  JA 
Both',  AL  Boyer',  (1)  Stanford  University  School  of  Medicine,  Stanford, 

CA,  (2)  MD  Anderson  Cancer  Center,  Houston.  TX 

Commissioning  a  Radiotherapy  Linear  Accelerator  for  clinical  dose 
calculation  is  a  time  consuming  process.  The  aim  of  this  work  is  to  present 
a  new  Monte  Carlo  software  package  (NXEGS  version  1.0.10.0,  NumeriX 
LLC.)  that  provides  a  fully  automated  commissioning  process  based  on 
measured  data.  Physical  data  about  the  linear  accelerator  (eg.  source-to- 
flattening  filter  distance)  and  measured  data  are  required  for  the 
commissioning  process.  The  measured  data  includes  central  axis  depth- 
doses,  beam  profiles  (inplane  and/or  crossplane,  and  at  least  one  diagonal), 
and  output  factors.  These  data  are  presented  in  a  single  XML  formatted 
file  for  the  NXEGS  software.  We  have  commissioned  NXEGS  for  4MV. 
6MV,  15MV,  and  18MV  photon  beams  across  two  institutions  (MDACC 
and  Stanford).  Varian  Clinac  C-series  linear  accelerators  were  used.  The 
output  of  the  commissioning  procedure  is  a  source  model  file.  Individual 
source  models  are  created  for  each  beam  energy.  NXEGS  was  able  to 
reproduce  the  input  data  for  all  energies  studied.  The  commissioning 
process  will  be  described.  We  have  begun  some  initial  verification  of  the 
commissioned  energies  using  asymmetric  jaws  and  MLCs  in  homogeneous 
phantoms.  We  found  that  the  source  model  generated  by  NXEGS  was  able 
to  reproduce  the  beam  penumbra  for  the  jaws  and  the  rippled  isodose 
curves  from  the  MLC.  Results  of  dose  measurements  using  film  are  within 
the  2%  or  2mm  criteria  as  recommended  by  the  AAPM  Task  Group  40. 

This  work  was  partly  supported  by  NX  Medical  Software,  LLC  and  a  2001- 
2002  Stanford  University  OTL  Research  Incentive  Fund  Award. 

PO-T-268 

Monte  Carlo  Commissioning  of  Low  Energy  Electron  Beams  Using 
NXEGS  Software 

JA  Both*,  T  Pawlicki,  Stanford  UniversitjTSchooI  of  Medicine,  Stanford, 
CA 

This  work  is  a  report  on  the  commissioning  of  low  energy  electron  beams 
for  Monte  Carlo  dose  calculation  using  NXEGS  software  (NXEGS  version 
1.0.10.0,  Numerix,  LLC).  As  an  electron  beam  commissioning  tool, 
NXEGS  uses  both  analytic  and  Monte  Carlo  methods  to  generate  a  beam 
source  model  from  dose  data  collected  in  a  water  phantom.  This  study 
used  NXEGS  to  commission  6-,  9-,  and  12-  MeV  electron  beams  of  a 
Varian  Clinac  2100C  at  three  open  field  sizes.  Central  axis  depth-dose, 
primary  axis  and  diagonal  beam  profiles,  and  output  factors  are  the 
measurements  necessary  for  commissioning.  We  present  a  comparison  of 
the  measured  dose  data  with  the  results  generated  by  NXEGS.  The  Monte 
Carlo  results  are  typically  accurate  to  within  2%  of  D^ax  or  2  mm  of  the 
measured  data.  As  a  quality  assurance  step,  we  have  used  the  beam  models 
resulting  from  commissioning  to  generate  data  for  cases  in  which  cutouts 
are  placed  in  the  applicator.  We  find  that  such  results  compare  to 
measurement  with  a  similar  accuracy.  We  also  attempt  a  preliminary 
determination  of  the  “minimum”  data  set  necessary  for  successful  electron 
beam  commissioning  with  NXEGS. 

This  work  was  partly  supported  liy  NX  Medical  Software,  LLC  and  by  a 
2001-2002  Stanford  University  OTL  Research  Incentive  Fund  Award. 

PO-T-269 

Performance  of  Lattice-  and  Mesh-Based  Tallies  in  MCNP  and 
MCNPX  Monte  Carlo  Codes 

M  Kowalok*,  R  Jeraj,  T  Bohm,  T  Mackie,  D  Henderson,  University  of 
Wisconsin-Madison,  Madison,  WI 

The  MCNP  Monte  Carlo  transport  code  is  widely  used  in  radiotherapy 
applications.  A  major  drawback  for  its  use  in  dose  calculations,  however, 
is  a  significant  increase  in  run  times  for  simulations  requiring  more  than 
10^  scoring  voxels.  MCNPX  is  an  extended  version  of  MCNP  that  offers  a 
mesh-based  tally  in  addition  to  standard  MCNP  tallies.  The  mesh  tally  is 
independent  of  the  problem  geometry  and  provides  several  scoring  options 
within  uniform  or  non-uniformly-spaced  grids.  The  aim  of  this  work  was 
to  compare  the  MCNPX  2.4  mesh  tally  with  the  standard  lattice  tallies  in 


MCNP4c3.  The  test  geometry  consisted  of  a  5x5  cm"  monodirectional 
lOMeV  photon  source  centered  above  20x20x20  cm^  homogeneous  and 
heterogenous  phantoms.  To  vary  the  size  and  number  of  scoring  cells,  the 
phantoms  were  segmented  into  different  numbers  of  geometry  and  scoring 
voxels  ranging  from  1  tolO*.  For  this  geometry,  MCNP  and  MCNPX  had 
similar  performance  for  lattice-based  tallies.  The  MCNPX  mesh  tally 
outperformed  the  lattice  tally  by  factors  of  10  and  1000  for  10^  and  lO’ 
scoring  cells,  respectively.  In  addition,  10®  voxels  was  found  to  be 
prohibitively  large  for  lattice-type,  but  not  for  mesh-type  tallies.  Lattice- 
based  and  mesh-based  energy  deposition  tallies  closely  matched.  The  level 
of  agreement  between  lattice  based  kerma  tallies  and  track-averaged  dose 
deposition  mesh  tallies  depended  on  the  conversion  factors  used.  In 
conclusion,  the  new  MCNPX  mesh  tally  enables  efficient  and  accurate  dose 
calculation  in  simulations  requiring  up  to  10^  scoring  voxels. 

PO-T-270 

A  Robust  Instantiation  Method  for  the  Commissioning  Process  of  the 
PEREGRINE  Code 

Daryoush  Sheikh-Bagheri*,  NOMOS  Corporation,  Cranberry  Twp.,  PA 

The  commissioning  process  of  a  MC  code  typically  involves  derivation  of 
some  simulation  parameters  from  dose  measurements.  The  PEREGRINE 
code'  matches  the  individual  energy  of  a  specific  linac  by  using  a  measured 
depth  dose  through  a  simple  instantiation  process.  The  pre-made 
PEREGRINE  model  of  the  linac,  used  in  the  instantiation,  consists  of  a  set 
of  correlated  histograms  for  a  series  of  energies  (e.g.,  5.0,  5.5,  6.0,  6.5,  7-0 
for  a  6  MV  model)  calculated  by  a  detailed  modeling  of  the  fixed 
components  of  the  linac.  For  each  set  a  depth  dose  is  calculated  for  a 
10x10  field  and  the  fall-off  region  parametrized  using  an  exponential  fit 
with  an  S3  fit  parameter.  The  incident  electron  energy  is  derived  by 
comparison  of  the  S3  value  of  the  measured  depth  dose  to  those 
corresponding  to  the  set.  In  this  work  we  propose  an  alternative  to  the  S3 
instantiation  method,  called  the  ratio  method,  where  the  calculated  depth 
dose  curves  for  each  of  the  energies  are  divided  by  the  one  corresponding 
to  the  median  energy  and  the  slope  of  the  linear  portion  used  for 
instantiation.  We  compare  the  instantiated  energies  of  the  ratio  method  to 
the  S3  method  for  a  variety  of  energies  and  linacs  and  discuss  the 
robusmess  of  the  ratio  method. 

Supported  by  NOMOS  Corporation,  www.nomos.com 

'  "Description  and  dosimetric  verification  of  the  PEREGRINE  Monte  Carlo 
dose  calculation  system  for  photon  beams  incident  on  a  water  phantom”  C. 
L.  Hartmann  Siantar,  et  al.,  Med.  Phys.  28  (7),  July  2001 

PO-T-271 

Calculation  of  the  Depth  Dose  Curves  and  Output  Factors  for  Small 
Electron  Fields 

S  J  Weston*',  J  Smith*',W  G  Pitchford  *^N  MacDougall*’,  (1)  Yorkshire 
Centre  for  Clinical  Oncology,  Leeds  Teaching  Hospitals  Trust,  Leeds  UK, 
(2)  Lincoln  County  Hospital,  Lincoln,  UK,  (3)  Guys  and  St.  Thomas’s 
Hospital,  London,  UK 

The  multiple  scattering  of  electrons  in  tissue  complicates  the  dosimetry  of 
high-energy  electron  beams.  There  are  no  algorithms  available  that  can 
calculate  an  electron  dose  distribution  accurately  and  efficiently.  In  order  to 
use  electron  beams  clinically  it  is  necessary  to  determine  the  central  axis 
percentage  depth  dose  (CAPDD)  and  the  output  factor  (EOF)  relative  to  a 
reference  field  size.  The  shape  of  the  CAPDD  curve  and  the  EOF  are 
highly  dependent  upon  the  beam  energy  and  the  electron  field  size.  The 
EOF  and  CAPDD  for  common  field  sizes,  are  measured  during  the  linac 
commissioning  process,  however  irregular  field  shapes  require  the 
measurement  of  the  CAPDD  and  the  EOF  before  the  treatment  can  be 
prescribed. 

A  model  based  upon  the  lateral  build-up  ratio  (LBR)  of  the  electron  pencil 
beam  kernel  has  been  proposed  (Khan  et  al,  PMB  1998  Oct;43(10);2741- 
54.)  and  evaluated  for  a  Varian  Clinac.  In  this  work  the  LBR  method  and  a 
normalized  depth  dose  sector  integration  (NDDSI)  method  of  determining 
the  EOF  and  CAPDD  for  an  arbitrary  electron  field  shape  are  evaluated  for 
an  Elekta  Precise  linac. 
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setting.  No  acute  radiation-induced  toxicity  or  new  neurological  deficits 
occurred  during  the  follow-up  period.  Pain  improved  in  all  patients  who 
were  symptomatic  prior  to  treatment.  End-to-end  tests  have  shown  that  the 
planned  dose  never  deviated  more  than  5%  from  the  measured  dose.  Film 
dose  measurements  in  a  phantom  also  demonstrated  excellent  agreement 
between  the  planned  and  measured  isodose  lines. 

PO-T-292 

Partial  Blocking  of  Cones  in  Stereotactic  Arc  Therapy  for  Treatment 
of  Small  (about  1  Cm)  Intra-Cranial  Lesions;  Dosimetric  and  Planning 
Aspects 

J  de  Footer*,  M  Essers,  P  Nowak,  C  de  Pan,  B  Heijmen,  P  Levendag, 
ErasmusMC-Daniel,  Rotterdam,  NL 

Stereotactic  arc  treatment  of  small  intra-cranial  lesions  is  usually  performed 
with  circular  collimators  (cones),  resulting  in  spherically  shaped  treatment 
volumes,  while  often  the  target  volume  is  non-spherical.  Multiple 
isocenters  improve  dose  conformation  to  the  tumor,  but  also  lead  to  large 
dose  inhomogeneities.  Therefore,  using  Radionics  equipment,  cones  >  2cm 
can  be  partially  blocked  with  the  linac  jaws,  resulting  in  more 
homogeneous  target  doses.  Partial  blocking  would  also  be  advantageous  for 
smaller  lesions,  irradiated  with  cones  having  a  diameter  of  1  cm  or  larger, 
with  block  positions  from  0.3  cm  from  the  central  beam  axis.  A  crucial 
prerequisite  for  using  such  small  field  sizes  is  the  reproducibility  in  jaw 
positioning,  which  turned  out  to  be  0.3  mm  (I  SD)  for  our  Varian  Clinac 
2300  eVD  machine,  resulting  in  a  dose  delivery  reproducibility  on  the 
central  beam  axis  within  0.8  %  (1  Sp).  Furthermore,  an  accurate  dose 
calculation  algorithm  is  required.  It  turned  out  that  the  Radionics  XKnife 
algorithm  is  critically  dependent  on  the  used  penumbra  fit.  The  agreement 
could  be  improved  from  a  maximum  deviation  of  12%  to  3%  for  all 
situations  by  using  a  deconvolved  penumbra.  Planning  studies  have  shown 
that  partial  cone  blocking  indeed  results  in  improved  dose  distributions  for 
small  elongated  tumor  sizes,  such  as  schwannomas  and  uveal  melanomas. 
The  dose  to  critical  structures  such  as  the  chiasm  and  brain  stem 
(schwannomas)  and  the  lacrimal  gland  (uveal  melanoma)  could  be  reduced 
considerably. 

PO-T-293 

Absolute  Dosimetric  Verification  of  3d  Dose  Distributions  in 
Radiosurgery  Using  Bang  Gel 

S  Scheib*  ,  Y  SchenkeF,  S  Gianolini*,  (1)  Klinik  Im  Park,  Zurich, 
Switzerland,  (2)  Federal  Institute  of  Technology,  Zurich,  Switzerland 

For  absolute  dosimetric  3D  dose  verifications  in  radiosurgery  using  the 
Gamma  Knife  B  commercially  available  BANG  Gels  (BANG  25  Gy  and 
BANG  3  Gy)  have  been  chosen.  For  these  two  polymer  gels  the  linear  dose 
-  R2  relation  ship  has  been  measured  using  a  clinical  1 .5  MR  scanner.  The 
imaging  parameter  of  the  Hahn  spin  echo  pulse  sequence  used  (TR,  TE, 
NEX,  slice  thickness,  in  plane  resolution)  have  been  varied  in  order  to 
maximize  the  signal  to  noise  ratio  and  therefore  minimize  the  statistical 
uncertainty  in  the  measured  R2  values,  for  the  purpose  of  a  about  1  mm 
isotropic  resolution  in  3d.  The  influence  of  dose  rate,  ambient  light 
exposure,  fractionated  irradiation,  scan  temperature  and  aging  has  been 
studied  for  both  gel  types.  The  linear  dose  -  R2  relation  ship  varies 
strongly  with  gel  temperature  during  scanning.  The  dose  response  curve 
gets  steeper  with  decreasing  temperature.  It  gets  also  steeper  when 
analyzed  at  an  increasing  time  delay  after  irradiation.  In  order  to  compare 
measured  and  calculated  dose  distributions,  systematic  errors  due  to 
susceptibility  artifacts  and  statistical  errors  in  the  measured  R2-values  have 
been  taken  into  account.  Dose  profiles  (ID),  isodose  plots  (2D),  differential 
dose  volume  histograms  (3D)  and  correlation  values  between  measured  and 
calculated  dose  distributions  in  radiosurgery  are  used  to  quantify  the 
conformity.  Using  appropriate  imaging  parameter  and  experimental 
procedure,  a  dose  uncertainty  of  5  %  (1  standard  deviation)  can  be  obtained 
together  with  an  isotropic  geometrical  resolution  of  about  1  mm. 
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Polymer  Gels  for  NMR  Imaging  Manufactured  in  Normal  Atmosphere 
S  Scheib*‘.  W  Vogelsangei^.  (1)  Klinik  Im  Park,  Zurich,  Switzerland,  (2) 
Kantonsschule  Schaffhausen,  Schaffhausen,  Switzerland 

Polymer  based  dosimetry  gels,  which  change  their  NMR  properties  when 
irradiated,  usually  have  to  be  manufactured  in  hypoxic  conditions. 


Recently,  the  formulation  for  a  new  polymer  gel,  which  is  made  under 
normal  atmospheric  conditions,  has  been  published.  We  produced  and 
characterized  this  new  gel.  The  gel,  named  MAGIC,  is  made  of  water, 
hydroquinone  (18  mM),  Methacrylic  (9  %)  and  Ascorbic  (2  mM)  acid  in 
Gelatin  (8  %),  Initiated  by  Copper  (CuS04*5H20,  810'^  mM).  Several  gel 
batches  have  been  produced  with  different  amounts  of  methacrylic  acid, 
ascorbic  acid,  CuS04*5H20  and  hydroquinone  and  dose  response  curves 
were  measured.  The  relaxation  rate  R2  varies  linearly  with  absorbed  dose 
and  is  calculated  using  spin  echo  (TR  =  1000  ms,  TE  =  10  to  100  ms) 
images  on  a  clinical  1.5  T  MR  scanner.  Additionally  the  temperature 
dependence  of  the  measured  R2  values  and  aging  effects  of  the  gel  has  been 
studied.  Finally  a  3D  dose  verification  in  radiosurgery  using  the  Gamma 
Knife  B  was  accomplished.  Dependent  on  the  chemical  composition,  the 
dose  response  curves  were  linear  up  to  a  dose  of  50  Gy.  The  eiror  (5  %)  in 
R2  (range:  3-55  s'*)  increases  with  increasing  dose.  The  slope  of  the 
curves  varies  between  0.79  and  0.95  (Gy  s)'*,  the  intercept  between  3  and  4 
s'*.  Like  other  polymer  gels,  the  measured  R2  values  are  strongly 
temperature  dependent.  In  order  to  use  these  gels  for  absolute  dose 
verifications  the  post  irradiation  changes  of  the  R2  values  have  to  be 
considered. 
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Quality  Assurance  in  Stereotactic  Radiosurgery  (QUASIR) 

A  Mack',  S  Scheib*^  D  Weltz',  H  Czempiel',  H-J  Kreiner',  G  Mack’,  (1) 
Gamma  Knife  Zentrum  Frankfurt,  Frankfurt,  Germany,  (2)  Klinik  Im  Park, 
Zurich,  Switzerland,  (3)  PTGR  GmbH,  Tubingen,  Germany 

A  quality  assurance  system  has  been  developed  for  stereotactic 
radiosurgery  and  radiotherapy,  to  fulfill  three  goals:  First  to  evaluate  the 
geometrical  error  within  imaging,  second  to  simulate  the  complete  chain  of 
a  treatment  beginning  with  the  imaging  and  ending  with  the  application  of 
dose  and  third  to  verify  calculated  dose  distributions  in  three  dimensions 
with  high  spatial  resolution  and  accuracy.  A  water  filled  cylindrical 
imaging  phantom  has  been  manufactured  in  which  equally  spaced  rods  are 
placed.  It  can  be  mounted  in  a  stereotactic  frame  in  different  orientations  to 
be  imaged  using  CT  and  MRI.  The  distances  of  the  rod  positions  are 
analyzed  and  a  reference  grid  can  be  positioned  in  order  to  calculate 
displacement  vectors.  To  measure  2D  dose  distributions  a  drum  scanner  has 
been  investigated  and  modified.  The  spectral  emission  of  the  light  and  the 
filters  together  with  the  efficiency  of  the  red  CCD  channel  were  matched 
and  balanced  with  the  absorption  spectra  of  the  radtochromic  film  used. 
Software  has  been  designed  for  evaluating  the  film  data,  for  calibration, 
and  for  correction  of  temperature  and  darkening.  A  stack  of  films  can  be 
used  to  verify  calculated  dose  distributions  within  an  accuracy  of  up  to  3  % 
(double  irradiation  technique)  and  resolutions  down  to  -  1/100  mm  in  film 
plane.A  spherical  phantom  with  shells  of  different  tissue  equivalent 
materials  and  inserts  for  measurements  using  different  detectors  has  been 
developed  to  simulate  complex  treatment  situations  within  the  human  skull, 
which  allows  the  complete  simulation  of  the  patient’s  treatment. 
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A  Comparative  Dosimetric  Study  of  CyberKnife  Stereotactic 
Radiosurgery  System  and  Intensity  Modulated  Radiation  Therapy 
(IMRT)  for  Localized  Cancers  in  the  Head  and  Neck 
Y  Song*,  A  Ho,  T  Pawlicki,  A  Lo,  Stanford  University  School  of  ^ 
Medicine,  Stanford,  CA 

Radiotherapy  is  one  of  the  major  treatment  modalities  for  head  and  neck 
tumors.  Unfortunately,  because  of  the  target’s  proximity  to  many  critical 
structures,  such  as  the  brainstem,  auditory  apparatus,  spinal  cord,  optical 
nerves,  and  the  lenses  of  the  eyes,  conventional  external  beam  radiotherapy 
is  not  able  to  deliver  sufficiently  high  doses  to  the  targets.  In  this  study,  we 
investigated  treating  head  and  neck  tumors  using  CyberKnife  Stereotactic 
Radiosurgery  System  and  compared  CyberKnife  plans  with  corresponding 
IMRT  plans  in  terms  of  target  dose  coverage  and  normal  tissue  sparing. 

CyberKnife  plans  were  created  using  CyberKnife  On-Target  Treatment 
Planning  System  (Accuray  Inc.,  Sunnyvale,  California).  All  CyberKnife 
plans  employed  the  non-isocentric  technique  and  were  optimized  using  a 
linear  progranuning  technique.  Each  plan  was  treated  with  a  6  MV  photon 
beam  and  a  15  mm  diameter  collimator  and  delivered  in  a  step-and-shoot 
fashion  with  an  image-guided  system.  The  corresponding  IMRT  plans 
using  eight  coplanar  beams  (15°,  30°,  60®.  148°,  180°,  230°,  255°,  and  345°) 
and  1  cm  MLC  leaves  were  computed  using  CORVUS  treatment  planning 
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system  (NOMOS  Corp,  Sewickley,  Pennsylvania).  For  both  CyberKnife 
and  IMRT  plans,  the  target  and  the  maximum  doses  were  20.00  and  26.32 
Gy,  respectively.  All  isodose  plans  were  normalized  to  76%  of  the 
maximum  dose.  Our  data  showed  that  CyberKnife  plans  provided  a  better 
target  dose  coverage  compared  with  corresponding  photon  beam  IMRT 
plans>  It  offered  a  similar  protection  to  the  critical  structures.  Additionally, 
because  of  highly  collimated  beams  used,  CyberKnife  plans  showed  a 
better  normal  tissue  sparing  capability. 
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An  Analytical  Approach  to  Prevent  Gantry-Couch  Collision  for  Linac- 
Based  Radiosurgery 

C  Hua*,  J  Chang,  K  Venice,  H  Amols,  Memorial  Sloan-Kettering  Cancer 
Center,  New  York,  NY 

Gantry-couch  collision  is  a  serious  concern  for  the  treatment  planning  of 
the  linac-based  stereotactic  radiosurgery  (SRS).  The  ability  to  detect 
collision  at  the  planning  time  removes  the  need  for  backup  plans  and 
preserves  the  useful  beam  angles  that  would  be  deemed  unsafe  and 
discarded  otherwise.  Most  collision-detection  schemes  guard  only  against 
the  most  apparent  collisions.  A  fool-proof  collision-map  requires  detailed 
measurement  of  machine  geometry  and  complex  graphic  operations.  In  this 
study,  we  propose  a  simple  analytical  method  for  collision  detection  using 
machine-specific  data.  Gantry  and  couch  parts  are  modeled  as  cubic  or 
cylindrical  objects,  which  are  geometrically  defined  by  the  coordinates  of 
eight  comers  for  cubic  objects,  and  by  five  parameters  for  cylindrical 
objects.  The  collision  problem  is  mathematically  solved  by  determining 
whether  any  physical  dimensions  of  the  couch  and  gantry  approach  each 
other  closer  than  an  allowed  limit.  A  computer  code  was  implemented  and 
tested  on  a  Varian  Clinac  600C  linac  equipped  with  a  BrainLab  micro- 
MLC.  The  coordinates  of  couch  and  collimator  objects  were  first  measured 
at  the  origin  of  the  patient  BRW  coordinate  system.  They  were 
subsequently  translated  and  rotated  to  study  the  clearance  of  various  beam 
arrangements.  The  predicted  collision  schemes  were  verified  at  the 
machine.  Our  method  correctly  predicted  the  collision  map  for  a 
retrospective  study  of  ten  previously-treated  SRS  plans.  It  also  accurately 
predicted  the  collisions  for  all  five  artificially  created  setup  conditions.  In 
conclusion,  we  have  developed  an  analytical  method  for  SRS  collision 
detection  that  is  easy  to  implement,  computationally  inexpensive,  and 
accurate. 
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Energy  and  Intensity  Modulated  Electron  Radiotheray:  A  Comparative 
Dosimetric  Study  of  MERT  and  IMRT  for  Head  &  Neck  Cancer 

Y.  Song,  M.  C.  Lee,  and  A.  L.  Boyer 

Department  of  Radiation  Oncology,  Stanford  University  School  of  Medicine,  Stanford,  CA 


In  this  study,  we  investigated  treating  head  and  neck  cancers  using  modulated  electron  radiation 
therapy  (MERT)  by  comparing  MERT  plans  with  x-ray  intensity-modulated  radiation  therapy 
(IMRT)  plans  in  terms  of  target  coverage  and  normal  tissue  sparing. 

An  experimental  electron  multi-leaf  collimator  was  fabricated  by  modifying  a  conventional 
electron  cone  (Varian  Medical  Systems,  Palo  Alto,  CA).  Electron  beams  produced  by  a  medical 
linear  accelerator  (Clinac  2100C,  Varian  Medical  Systems)  and  collimated  by  this  electron 
MLC  were  simulated  using  the  EGS4/BEAM  code.  The  simulations  were  based  on  the 
manufacturer’s  specifications  of  the  beam  production  system  and  the  electron  cone  design.  The 
MERT  plans  with  three  coplanar  beams  (205°  235°,  and  255°)  and  five  nominal  energies  (6,  9, 
12,  16,  20  MeV)  were  created  using  a  modified  EGS4/MCDOSE  system.  The  doses  were 
checked  against  another  Monte  Carlo  simulation  (NXEGS,  Numerix,  New  York,  New  York) 
and  measurements.  The  IMRT  plans  with  five  coplanar  beams  (0°,  205°,  235°,  270°,  and  320°) 
were  computed  using  a  commercial  treatment  planning  system  (CORVUS,  NOMOS  Corp, 
Sewickley,  Pennsylvania).  In  both  cases,  the  prescribed  dose  to  the  target  was  50  Gy. 

Our  preliminary  data  indicated  that  MERT  is  able  to  provide  similar  target  dose  coverage 
compared  with  photon  beam  IMRT.  However,  MERT  can  significantly  reduce  the  dose  to  the 
critical  structures.  In  the  cases  we  studied,  the  maximum  dose  to  the  orbits,  brainstem,  optic 
chiasm,  and  spinal  cord  were  reduced  by  3.0,  16.2,  1 1.5,  and  19.6  Gy,  respectively,  suggesting  a 
distinct  normal  tissue  sparing  advantage  for  MERT. 
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Energy  and  Intensity  Modulated  Electron  Radiotheray:  A  Comparative  Dosimetric 
Study  of  MERT  and  IMRT  for  Head  &  Neck  Cancer 


Figure  1.  Comparison  of  dose  distributions  between  the  x-ray  IMRT  plan  (A,  C)  and  the 
MERT  plan  (B,  D).  The  IMRT  plan  was  computed  using  NOMOS  CORVUS  treatment 
planning  system  with  five  coplanar  4  MV  beams.  The  MERT  plan  was  computed  using  the 
modified  EGS4/MCDOSE  system  with  three  coplanar  beams  (205®,  235®,  and  255®),  with 
each  beam  being  energy  and  intensity  modulated.  The  final  MERT  dose  distribution  was 
computed  based  on  15  intensity  maps  reconstructed  from  corresponding  15  leaf  sequences. 
The  beamlet  size  is  1x1  cm  for  both  plans.  The  isodose  curves,  normalized  to  55  Gy,  represent 
10,  20,  30,  40,  50,  60,  70,  80,  90,  and  100%,  respectively.  As  shown  here,  the  MERT  plan 
offers  at  least  similar  or  better  target  dose  coverage  and  uniformity. 


Figure  2.  A  representative  MERT  intensity  map. 
The  intensity  map  was  generated  with  a  205® 
gantry  angle  and  a  20  MeV  electron  beam.  For 
this  particular  map,  five  different  intensity 
levels  were  used,  with  darker  beamelts  indicating 
a  higher  intensity  level. 
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Figure  3.  Comparison  of  dose  volume  histograms  (DVH)  for  a  representative  head  and 
neck  case.  A)  DVH  of  the  MERT  plan.  B)  DVH  of  the  corresponding  IMRT  plan. 
Clearly,  the  MERT  plan  shows  superior  normal  tissue  sparing. 
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TLD  measurement  system  for  comprehensive  dosimetric  quality  assurance  in  IMRT 


Intensity-modulated  radiotherapy  (IMRT)  provides  a  technique  for  improving  dose 
distributions  by  using  inverse  planning  computer  treatment  plan  optimization  and 
computer-controlled  dynamic  delivery  of  complex  planned  intensity  distributions.  IMRT 
places  unique  demands  on  capabilities  of  treatment  planning  and  delivery  systems, 
strongly  suggesting  a  need  for  a  method  of  systematic  quality  assurance  that  includes 
detailed  testing  and  verification  of  dose  delivery.  A  multi-slab  Plastic  Water^^  phantom 
was  constructed  to  accommodate  measurement  in  different  planes  of  2-D  dose 
distributions  from  complete  IMRT  treatment  plans  with  millimeter  resolution,  using  1- 
mm  thermoluminescent  dosimeter  (TLD)  cubes.  The  phantom  can  accommodate  single¬ 
point  ionization  chamber  measurement  as  well.  The  30  x  30  cm  axial  cross  section 
phantom  was  imaged  with  1 .5-mm  spacing  between  CT  slices,  and  the  data  set  exported 
to  a  commercial  IMRT  treatment  planning  system  (Corvus™)  with  an  accompanying 
DICOM  structure  of  idealized  30  x  30  axial  contours  to  represent  idealized  surface 
anatomy.  The  planning  system  assigned  the  phantom  a  bulk  density  of  that  of  water. 
Using  Corvus  utilities,  clinical  patient  treatment  plans  were  calculated  as  though  they 
were  applied  to  the  slab  phantom  unchanged.  Numerical  data  was  extracted  in  matrix 
form  from  axial  plane  dose  computation  files  by  following  a  procedure  documented  by 
the  manufacturer  to  convert  dose  images  to  tif  format,  and  a  utility  available  within 
MATLAB™  software  to  interpret  these  files.  Results  were  compared  with  TLD 
measurements.  Initial  data  show  general  agreement  of  the  shape  of  the  calculated  dose 
distributions,  but  with  systematic  relative  deviations  appearing  in  the  lower-dose  regions. 


Sweeping  Window  Arc  Therapy  (SWAT) 

Arthur  L.  Boyer,  Yulin  Song,  David  Yong,  Lei  Xing 
Stanford  University 
Stanford,  California 


Abstract 

A  novel  variant  of  intensity-modulated  radiation  therapy  is  proposed  in  which  the  dose  distribution  is 
delivered  with  a  single  rotation  of  the  accelerator  gantry  while  multi-leaf  collimator  leaves  modulate 
the  x-ray  beam.  The  leaves  move  along  horizontal  leaf  tracks  parallel  to  the  axis  of  rotation  of  the 
gantry.  The  leaf  sequence  is  derived  from  an  initial  leaf  sequence  produced  by  sweeping  windows  that 
lead  to  all  voxels  in  the  target  volume  being  alternately  irradiated  at  some  gantry  angles  and  then 
shielded  from  the  parallel-opposed  gantry  angles.  The  result  is  a  uniform  irradiation  of  the  target 
volume  identical  to  that  delivered  by  the  classical  Takahashi  arc,  but  employing  twice  as  many  monitor 
units.  This  sequence  was  used  to  initiate  an  optimization  algorithm  that  sought  to  minimize  a 
traditional  cost  function  by  testing  variations  from  the  initial  sweeping  window  sequence.  An 
overshoot  of  a  leaf  beyond  the  initial  window  boundary  can  be  used  to  produce  regions  where  dose  is 
reduced  to  spare  a  structure.  An  undershoot  of  a  leaf  back  from  the  initial  window  boundary  can  be 
used  to  produce  a  region  of  additional  dose  to  compensate  for  the  target  dose  inhomogeneity  produced 
by  shielding.  Prototype  optimization  codes  were  used  to  test  the  procedure  for  three-dimensional 
target  volumes  and  adjacent  organs-at-risk  structures.  The  results  with  these  simple  preliminary  tests 
approached  the  results  of  more  sophistieated  fixed-gantry  intensity-modulated  radiation  therapy 
calculations.  The  delivery  sequences  have  been  verified  by  film  dosimetry  using  a  computer- 
controlled  linear  accelerator  equipped  with  a  multi-leaf  collimator. 


Comparison  of  Takahashi  arcs  with  current  IMRT  techniques. 

Arcs  with  a  micro-MLC. 

Experience  with  commercially  available  treatment 
planning  systems  indicates  that  continuous  arcs  with 
intensity  modulation  should  be  investigated  futher. 

Implementation  of  the  Takahasi  arc  technique  has  been 
promising.  Quite  excellent  results  can  be  achieved  with 
commercially  available  MLCs.  The  example  in  Figure  1 
was  delivered  with  a  MLC  with  leaves  that  projeet  to 
3mm  at  isocenter  (Xia  et.al.,  1999).  The  conformation  of 
the  isodose  curves  to  the  butterfly-shaped  Gadolineum 
enhanced  lesion  can  be  appreciated.  This  case  was  treated 
using  a  computer-controlled  MLC  (MM3,  Brainlab  GbH, 

Munich,  Germany).  An  "inverse  treatment  planning" 
algorithm  is  available  with  this  commercial  system  that 
provides  some  normal  structure  sparing  over  the  arc.  We  compared  the  results  of  the  Brainlab  inverse  planning 
algorithm  with  stereotactic  treatments  planned  with  circularly  collimated  fields  produced  by  cones  on  a  robotic 
linear  accelerator  (Cyberknife,  Accuray  Inc.,  Sunnyvale,  California).  We  used  three  clinical  cases  that  had  been 
treated  with  the  Cyberknife  and  recomputed  the  treatment  plans  using  the  Brainlab  inverse  planning  software. 
The  stereotactic  technique  used  three  to  five  coronal  arcs  delivered  in  a  step-and-shoot  fashion  by  the 
Cyberknife  robotic  delivery  system.  Continuous  arcs  were  mimiced  by  the  use  of  100-200  individual  beams  all 
using  the  same  circular  collimation.  The  MLC  treatments  were  not  delivered,  but  were  only  calculated  for 
purposes  of  comparison.  Four  cases  were  studied.  The  MLC-collimated  strategy  were  found  to  be  superior  to 
the  circularly  collimated  strategy.  In  this  study  we  found  that  IMRT  was  more  conformal  in  3  of  the  4  cases 


Figure  1 .  Sagittal  view  of  brain  tumor  treated  with 
Takahasi  arcs  implemented  with  a  mini-MLC. 


4  studied  -  depending  on  the  priority  given  to  normal  structures.  In  addition,  IMRT  plans  achieved  superior 
sparing  of  organs  at  risk  in  5  of  7  structures  that  were  analyzed  in  the  study.  The  MLC  inverse  planning  in  the 
Brainlab  system  is  heuristic  and  attempts  to  minimize  the  dose  to  normal  structures  by  shielding  the  normal 
structure  projections  over  portions  of  the  arcs.  The  algorithm  allows  the  user  to  weight  the  amount  of  shielding 
to  either  fully  protect  the  normal  structure  (similar  to  shielding  the  central  structure  in  the  Figure  1)  or  to 
maximizing  the  dose  uniformity  to  the  target  volume.  The  results  suggest  that  some  extension  of  the  Takahashi 
arc  technique  to  intensity  modulation  during  the  arc  can  produce  dose  distributions  superior  to  arcing  alone. 
The  problem  is  to  determine  the  sequence  of  leaf  settings  over  the  course  of  the  arc  that  will  provide  for  the 
most  uniform  treatment  of  the  tumor  volume  while  achieving  acceptable  sparing  of  the  normal  structure.  The 
selection  of  these  leaf  settings  must  be  such  that  it  can  be  done  automatically  by  a  computer  in  one  to  ten 
minutes  for  a  particular  case  with  a  minimum  of  selection  of  parameters  by  the  operator. 

Comparisons  of  Takahashi  arcs  with  current  IMRT 
We  have  studied  the  selection  of  the  leaf  settings 
manually  using  a  conventional  three-dimensional 
treatment  planning  system  (Focus,  Computerized 
Medical  Systems,  St.  Louis,  Missouri).  We  used 
prostate  treatments  that  were  currently  being  planned 
by  another  commercial  IMRT  treatment  planning 
system  (Corvus,  NOMOS  Corporation,  Sewickley, 

Pennsylvania).  These  cases  were  chosen  because  a 
large  volume  of  bowel  was  included  in  the  plan. 

Continuous  arcs  were  computed  with  the  MLC  field 
shapes  selected  manually  to  optimize  the  DVHs  by  trial 
and  error.  This  was  a  relatively  labor-intensive 
exercise,  but  it  yielded  interesting  results.  A 
characteristic  example  is  shown  as  a  DVH  in  Figure  2 
to  the  right.  The  DVH  curves  for  the  prostate  are 
nearly  identical.  The  arc  DVH  for  the  bladder  is 
significantly  lower  than  the  IMRT  DVH  curve  for  the 
same  maximum  dose,  but  the  modified  Takahashi  arc  curve  is  always  significantly  lower  than  the  IMRT  curve. 
The  same  pattern  is  observed  for  the  bowel  curve.  If  these  results  can  be  obtained  with  intuitive  guesses  of  leaf 
trajectories  and  aperture  patterns,  then  there  is  strong  reason  to  expect  that  there  are  algorithmic  processes  that 

Arc  therapy  with  a  dynamic  MLC. 

Technical  potentials. 

There  are  installed  software  packages  and  hardware  components 
capable  of  delivering  exposures  with  a  computer-controlled  linear 
accelerator  during  gantry  rotation  while  moving  the  MLC  leaves  in 
a  prescribed  fashion.  The  MLC  leaf  positions  are  specified  in  a 
computer  file  written  in  an  ASCII  format.  The  control  system 
reliably  interprets  the  file  and  moves  the  gantry  and  leaves 
accordingly.  Software  is  available  to  simulate  the  sequence  on  a 
PC  before  applying  it  on  the  linear  accelerator.  The  files  consist  of 
a  series  of  aperture  specifications  at  sequential  gantry  angles.  The 
motion  of  the  leaves  is  linear  between  aperture  specifications  at  the 
selected  number  of  gantry  angles.  The  number  of  gantry  angles 
used  can  easily  be  set  to  specify  apertures  every  5°  to  every  10°. 
We  have  developed  algorithms  to  write  the  leaf-sequence  files 
required  by  the  control  system  and  have  demonstrated  that  our 


can  lead  to  similar  and  superior  results. 


Figure  3.  Illustration  of  the  orientation  of  the 
MLC  leaves  and  the  coordinate  system  used  in 
this  discussion.  Parallel  dashed  lines  indicate  a 
leaf  track. 


IMRT  vs  IMAT  for  Prostate  carcinoma 


Dose 


Figure  2.  Comparison  of  a  plan  using  manual  quasi- 
Takahashi  cone-beam  arcs  with  fixed-gantry  IMRT 
treatment  plans.  The  arced  plan  is  plotted  with  thick  lines, 
and  IMRT  plan  is  plotted  with  thin  lines. 
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!  specifications  are  delivered.  We  can  fix  the  collimator  such  that  either  the  leaves  move  in  a  direction  parallel  to 
the  direction  of  rotation  (between  x-y  planes  in  Figure  3)  or  in  a  direction  parallel  to  the  axis  of  rotation  (parallel 
to  the  z-axis  in  Figure  3).  The  gantry  can  rotate  slowly  as  the  sequence  is  delivered  providing  for  delivery  times 


of  one  to  five  minutes.  The  maximum  size  of  the 


Figure  4.  Representation  of  a  single  gap  between 
oppo.sed  MLC  leaves  WJ 9)  is  the  width  of  the  gap. 


leaf  sequence  is  not  a  practical  technical  limitation.  The 
leaves  move  at  a  maximum  velocity  of  2cm/sec.  This 
technical  capability  has  not  been  investigated  intensely 
as  a  means  of  delivering  IMRT  with  multiple  fixed 
gantry  fields. 

At  a  given  gantry  angle  0  the  MLC  will  form  a 
window  using  a  series  of  gaps  between  the  opposing 
leaves  along  each  track.  A  track  centered  at  coordinate 
V  in  Figure  4  creates  a  gap  from  position  «,/  for  what 
will  be  the  a-leaf  extending  into  the  field  from  the 
patient’s  inferior  to  position  u„^  for  the  b-leaf  extending 
into  the  field  from  the  patient’s  superior.  This  forms  a 
single  gap  of  width  W,,/ 9)  centered  about  a  point  at  u  = 
M,n(0)  as  depicted  in  Figure  4.  The  bixel  at  (l,m)  in 
Figure  3  either  passes  full  fluence  to  voxels  in  the 
treatment  field,  such  as  the  voxel  (i,},k)  in  Figure  3,  or 
the  fluence  is  attenuated  by  the  leaf  depending  on 
whether  the  bixel  falls  within  the  gap. 


Sweeping  arc. 

We  investigated  leaf  sequence  optimizations  that  began  with  a  leaf  sequence  that  delivered  dose  to  a  volume 
while  the  leaves  formed  a  window  that  swept  across  the  target  volume  as  the  gantry  rotated.  A  Takahasi  arc 
sets  the  leaves  to  conform  to  the  projection  of  the  target  volume  throughout  the  rotation.  For  a  spherical  target 
volume  centered  on  the  axis  of  rotation,  the  Takahasi  arc  technique  would  set  the  leaves  to  a  fixed  circle 
throughout  the  entire  arc.  The  results  of  a  Takahasi  arc  are  a  nearly  uniform  dose  in  the  circle  and  a 

cylindrically  symmetric  skirt  of  dose  outside  the  target. 
However,  one  can  also  achieve  a  uniform  dose  to  the 
target  volume  using  a  sweeping  window  that  can  be 
described  with  the  aid  of  Figure  5.  This  figure 
represents  schematically  the  positions  of  complimentary 
leaf  tracks  as  a  function  of  gantry  angle.  The  position 
for  some  leaf  track  centered  a  distance  v(m)  from  the 
aperture  center  is  given  on  the  left  panel  for  gantry 
angles  from  0°  to  180°.  The  positions  for  the 
complimentary  leaf  track  at  v(mc)  is  shown  in  the  right 
panel  for  the  parallel-opposed  gantry  angles  between 

Figures.  Dark  areas  represent  relative  extension  of  the  •  The  index  of  the  complimentary  leaf 

leaves  between  the  superior  and  inferior  margins  of  the  target  track  is  calculated  by  nic  =  m_max  —  m  +  1  where 
volume.  Left  column  repre.sents  gantry  angles  between  0°  m_max  is  the  maximum  number  of  leaf  tracks.  In  the 

(bottom)  and  180°  (top).  Right  column  represents  the  left  panel  the  right  most  leaf  (let  US  assume  it  is  the 

parallel  opposed  angles.  superior  leaf  of  a  pair)  tracks  the  superior  projection  of 

the  target  volume  for  the  first  180°  of  gantry  rotation  (note  that  0°  is  at  the  bottom  of  the  column  and  180°  is  at 
the  top).  This  is  depicted  as  a  straight  line  running  along  the  right  side  of  the  left  column  in  Figure  5.  The  left 
leaf  (let  us  assume  it  is  the  inferior  leaf  of  the  same  pair)  starts  extended  entirely  across  the  target  volume.  As 
the  gantry  rotates,  the  inferior  leaf  retracts  to  the  inferior  projection  of  the  target  volume  and  then  sweeps  back 
to  meet  the  superior  leaf  at  the  superior  projection.  This  pattern  is  repeated  (seven  and  one-half  times  in  Figure 
5)  until  the  gantry  reaches  the  180°  angle  where  the  sweeping  leaf  in  is  the  retracted  state.  For  the  next  180°  of 
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gantry  rotation,  the  inferior  leaf  tracks  the  inferior  projection  of  the  target  (depicted  as  the  left  straight  vertical 
side  of  the  right  column  in  Figure  5)  while  the  superior  leaf  executes  the  sweeping  pattern,  arriving  at  a  fully 
extended  condition  at  360°.  Inspection  of  the  patterns  in  Figure  5  shows  that  the  patterns  complement  one 
another.  Attenuation  of  a  voxel  from  one  side  is  complemented  by  irradiation  from  the  other.  The  result  is  a 
sum-zero  deviation  from  uniform  irradiation  of  the  target  volume.  The  total  irradiation  is  reduced  by  one-half 
that  of  an  open,  unswept  field  delivered  with  the  same  number  of  monitor  units.  The  advantage  of  this  strategy 
is  that  it  provides  opportunities  for  the  leaves  to  deviate  from  the  sum-zero  sweep  in  order  to  modulate  the  dose 


delivery  over  the  arc. 

By  deviating  from  the 
sum-zero  pattern,  the 
relative  dose  to 
portions  of  the  target 
volume  (or  adjacent 
struc-tures)  can  be  in¬ 
creased  or  decreased. 

Figure  6  con¬ 
tains  the  axial  and 
sagittal  plane  films 
exposed  by  such  a 
sweeping  arc  pattern. 

The  circular  target 
volume  was  uniformly 
irradiated  while  the 
leaves  moved  con- 
tinously  during  the  arc 
in  the  manner  of  the 

sweeping  window.  The  transit  dose  outside  the  target  volume  is  not  uniform  as  is  the  case  for  a  pure  Takahashi 
arc,  but  contains  a  heterogeneous  pattern  with  a  number  of  arms  determined  by  the  frequency  of  the  sweeping 
pattern  over  the  gantry  rotation  (in  this  case  five  total  sweeps).  The  sweeping  window  is  proposed  as  the 
starting  condition  for  the  optimization  process  described  in  the  next  section. 


Figure  6a.  Dose  delivered  by  MLC  leaves  Figure  6b.  Dose  delivered  by  MLC  leaves 

producing  sweeping  window  in  360°  arc  in  axial  producing  sweeping  window  in  360°  arc  in 
plane  measured  with  film.  saggital  plane  measured  with  film. 


Fast  calculations  usine  pointer  arrays. 

Pointer  arrays  for  optimization.  Preliminary  investigations 
of  optimization  of  continuous  sweeping  window  arcs  have 
used  a  calculation  schema  illustrated  in  Figure  7.  The 
prototype  calculations  were  based  on  a  dose  score  array 
consisting  of  voxels,  and  a  sequence  of  MLC  windows  as  a 
function  of  gantry  angle  consisting  of  bixels.  A  voxels  were 
defined  as  cubic  volumes  centered  around  the  regularly-spaced 
calculation  points.  The  voxels  used  in  the  prototype 
calculations  were  5mm  on  a  side.  The  bixels  were  defined  as 
square  areas  bounded  in  one  dimension  by  the  leaf  widths  and 
bounded  in  the  direction  of  travel  of  the  leaves  by  an  arbitrary 
step  size.  The  calculations  and  measurements  were  carried 
using  5mm  wide  leaves  and  5mm  step  sizes  for  5mmx5mm 
bixels.  The  pointer  arrays  were  a  fast  method  of  pointing 
between  bixels  and  voxels.  For  a  given  gantry  angle,  each 
voxel  was  assigned  one  bixel  by  determining  the  bixel  center 
most  closely  approached  by  the  ray  line  from  the  voxel  center 
to  the  radiation  source.  In  the  cases  in  which  ray  lines 
intersected  bixel  boundaries,  a  single  bixel  was  arbitrarily 


Figure  7.  Diagram  depicting  modification  of  leaf 
sequence  in  Figure  5  by  optimization  using  cost 
function. 


Page  4 


assigned.  The  voxel-to-bixel  integer  pointers  were  computed  once  for  the  chosen  array  geometry  and  saved  as  a 
file.  The  size  of  the  array  was  determined  by  the  size  of  the  calculation  array  (in  these  tests,  a  32x32x32 
element  array  representing  a  cube  16cm  on  a  side),  the  maximum  size  of  the  MLC  aperture  considered  (in  these 
tests,  a  46x46  element  array  representing  a  maximum  window  size  of  23cmx23cm)  and  the  number  of  gantry 
angles  chosen  (in  these  tests  36  gantry  angles  at  every  10°  of  gantry  angle).  The  voxel-to-bixel  test  array  used 
for  the  preliminary  tests  required  6.87  MB  of  storage.  The  ray  line  passing  through  the  center  of  a  single  bixel 
within  the  MLC  space  at  a  given  gantry  angle  passes  through  a  sequence  of  voxels.  The  previously  defined 
voxel-to-bixel  array  was  used  to  determine  the  sequence  of  voxels  projected  to  the  selected  bixel.  The  number 
of  voxels  determined  in  this  manner  is  maximal  along  a  ray  passing  obliquely  through  the  calculation  matrix. 
This  dimension  of  the  bixel-to-voxel  array  was  set  at  one  and  one-half  times  the  dimension  of  the  calculation 
array.  The  bixel-to-voxel  array  was  computed  for  the  geometry  selected  for  the  tests  and  saved  as  a  3 1 .8  MB 
file.  These  array  sizes  are  not  a  practical  limitation  for  dose  calculations.  The  three-dimensional  dose  and 
fluence  arrays  can  themselves  be  represented  as  long  vectors  This  operation  on  the  fluence  is  usually 
represented  by  the  matrix  symbolism  as 

d^=f\h\ 

where  |7/j  is  the  matrix  whose  elements  are  zero  if  a  bixel  element  does  not  contribute  to  the  dose  in  the  voxel 

element,  and  some  ratio  if  the  ray  in  F  strikes  the  voxel  in  the  vector  .  The  general  form  of  the  optimization 

scheme  used  in  the  initial  tests  is  given  in  Figure  xx.  A  prescribed  dose  distribution  was  determined  for  a  target 
volume  and  limiting  structures,  represented  by  Dp  in  the  schematic  in  Figure  7.  An  initial  sequence  of  windows 
or  apertures,  defined  by  the  MLC  leaves,  was  selected,  using  the  sweeping  window  approach.  This  is  indicated 
by  the  “Initialize  Gaps”  box  in  Figure  7.  Unattenuated  fluence  reaching  the  voxels  was  the  zero-order 
surrogate  for  dose  in  these  initial  tests.  A  more  accurate  dose  calculation  is  proposed  for  the  investigations  to  be 
conducted  during  the  funded  research  using  Monte  Carlo  computations  to  determine  the  exact  fluence-to-dose 
ratios  that  are  the  nonzero  matrix  elements  of  |//| .  The  computed  surrogate  dose,  Dc  in  Figure  7,  was  used  with 

the  prescribed  dose.  Dp,  to  compute  a  least-squares  cost  value,  C  =  •  The 

X  y  z 

initial  sweeping  window  gaps  composing  the  elementsof  F  were  then  modified  such  that  the  cost  value  was 
reduced.  Two  strategies  were  tested  in  the  preliminary  tests  to  modify  the  gaps  in  the  window  sequence.  One 
strategy  was  and  ad  hoc  intuitive  selection  of  gap  changes.  The  other  was  an  application  of  the  Simplex 
technique.  Once  modified,  the  do.se  distribution  and  associated  cost  were  recomputed  to  determine  whether  the 
modified  windows  produced  a  reduced  cost.  If  the  cost  decreased,  the  modifications  were  accepted.  Otherwise 
they  were  rejected  and  another  set  of  modifications  was  chosen  to  be  tested.  Modifications  for  single  gaps 
along  each  leaf  track  intersecting  the  projection  of  the  target  volume  were  tested  in  each  cycle  through  this  loop. 
Thus  the  dose  was  recalculated  repeatedly,  and  required  a  fast  assessment  of  the  consequence  of  the  gap 
modifications. 

Test  cases  with  ad  hoc  search.  The  results  of  this  prototype  calculation  produced  by  the  intuitive  gap 
modification  strategy  are  given  in  the  following  paragraph.  Tests  were  carried  out  using  artificial  target 
structures  and  organ-at-risk  structures.  In  the  example  given  here  the  target  volume  was  a  12-cm  diameter 
sphere  with  a  5-cm  diameter  cylindrical  structure  embedded  in  its  periphery.  The  initial  zero-sum  swept 
window  pattern  was  modified  to  account  for  a  sensitive  structure  by  initially  keeping  it  always  shielded  from 
every  angle.  Two  strategies  were  tested  in  the  preliminary  tests  to  modify  the  gaps  in  the  window  sequence. 
One  strategy  was  and  ad  hoc  intuitive  selection  of  gap  changes  tested  within  7  bixels  of  the  window  track.  The 
other  was  an  application  of  the  Simplex  technique.  Once  modified,  the  fluence  distribution  and  associated  cost 
were  recomputed  to  determine  whether  the  modified  windows  produced  a  reduced  cost.  If  the  cost  decreased, 
the  modifications  were  accepted.  Otherwise  they  were  rejected  and  another  set  of  modifications  was  tested. 
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Figure  8.  Comparison  of  the  prescribed  fluence  (left)  with  the  computed  SWAT  fluence  (right). 


The  results  of  this  prototype  calculation  produced  by  the  intuitive  gap  modification  strategy  are  given  in  Figure 
8.  The  prescribed  dose  on  the  left  consisted  of  a  12-cm  diameter  spherical  target  structures  with  a  5-cm 
diameter  cylindrical  critical  structure  embedded  in  its  periphery.  The  dose  constraint  to  the  critical  structure  was 
50%.  An  isometric  three-dimensional  plot  of  the  final  computed  fluence  in  the  central  axial  plane  of  the  target 
volume  is  given  the  right  side  in  Figure  8.  The  target  volume  had  about  20%  inhomogeneity,  similar  to  what  is 
achieved  with  fixed-gantry  IMRT.  The  computed  distribution  was  verified  with  film  measurements. 


SWAT  Implementation 

The  goal  of  the  investigation  is  to  determine  the  best  algorithm  for  computing  the  set  of  MLC  leaf  trajectories, 

w,(0)  m  = 

m„M) 

(see  Figure  4)  for  a  multileaf  collimator  with  leaves  as  a  function  of  the  gantry  angle  0  in  order  to  deliver  a 

conformal  radiation  dose.  These  trajectories  are  to  produce  dose  distributions  that  are  equal  to  or  superior  to 
those  that  can  be  obtained  by  presently  available  commercial  systems  that  use  multiple  fixed-gantry  cone  beam 
IMRT  implemented  with  dynamic  and  step-and-shoot  delivery  techniques.  The  algorithms  would  be  considered 
to  be  superior  if  dose  distributions  can  be  achieved  that  are  equivalent  to  the  fixed-gantry  sweeping  window 
approaches,  but  with  a  significantly  shorter  delivery  time  and  a  simplified  planning  process.  A  key  element  of 
this  investigation  is  on  the  use  of  a  sweeping  window  arc  as  the  starting  point  of  iterative  searches.  The 
motivation  for  this  focus  is  the  notion  that  such  a  sweeping  window  will  achieve  intensity  modulation  over  the 
course  of  a  single  arc.  The  technique  will  therefore  be  referred  to  as  a  sweeping  window  arc  therapy  or  SWAT. 
Preliminary  investigations  indicate  that  the  approach  has  considerable  potential,  but  the  investigations  detailed 
here  are  needed  to  clarify  the  practicality  of  implementation. 

Refine  computation  of  dose  in  the  spatial  domain  using  pointers. 

Application  of  Monte  Carlo  techniques  to  dose  calculation  matrix.  The  computation  of  the  three-dimensional 
dose  distribution  due  to  an  arc  pattern  must  be  fast,  but  it  must  also  be  accurate.  The  symbolic  representation  of 
the  dose  calculation  from  the  swept  window  sequence  is 

d^  =  f-\h\ 


t.  where  H  is  the  matrix  of  ratios  of  dose  to  a  voxel  per  fluence  in  a  bixel.  In  the  preliminary  work,  these  elements 
were  crudely  approximated  using  a  parallel  ray  approximation  and  neglecting  both  attenuation  and  scatter.  The 
parallel-ray  approximation  can  be  easily  removed  by  tracing  rays  along  the  slant  lines  given  by 

_  &4D(ycos^- zsin^)  _ xSAD _ 

5AD- zcos^- ysin^  SAD  -  zcosO -  ysinO 

In  addition,  a  number  of  better  approximations  can  be  made  to  improve  the  dosimetric  accuracy  of  the 
computation.  We  propose  to  use  Monte  Carlo  methods  to  compute  the  nonzero  elements  of  the  H  matrix. 
Monte  Carlo  code  has  been  developed  at  Stanford  that  can  be  easily  adapted  to  carry  out  this  part  of  the  project. 
For  a  particular  patient,  the  CT  data  of  the  patient  in  treatment  position  will  be  used  to  compute  the  matrix 

elements  taking  into  account  the  attenuation  up  to  each 
voxel  and  electron  transport  and  scatter  from  the 
upstream  voxels  along  the  ray  path  from  the  bixel  to 
the  voxel.  All  voxels  that  receive  a  significant  amount 
of  scatter  will  be  added  to  the  list  of  voxels  to  which 
the  pointer  points.  An  example  of  this  type  of  pencil 
beam  Monte  Carlo  calculation  is  given  in  Figure  9. 
The  time  required  to  compute  these  matrix  elements 
may  seem  excessive,  but  in  fact  it  is  not.  Each  element 
need  only  be  calculated  to  a  precision  sufficient  to  give 
a  cumulative  precision  when  all  elements  are  used  in 
the  summation.  For  example,  a  given  voxel  may 
require  2.5  million  Monte  Carlo  histories  to  achieve  a 
standard  deviation  of  2%.  It  would  take  an 
inordinately  long  time  to  run  this  many  histories  for 
each  bixel  in  a  sequence  of  20  gantry  angles. 
However,  at  each  gantry  angle,  the  voxel  will  be 
struck,  so  the  number  of  histories  required  for  each 
bixel  is  only  about  250,000.  The  calculations  will  be 
carried  out  using  a  network  of  20  dedicated  Pentium 
PC  computers  at  Stanford.  The  calculation  will  be  run 
in  parallel  on  this  cluster  of  computers  such  that  the  total  calculation  time  will  be  further  reduced  by  another 
order  of  magnitude.  However,  if  a  given  bixel  is  struck  only  a  few  times,  this  line  of  reasoning  does  not  apply 
and  the  accuracy  may  be  compromised.  It  is  difficult  to  predict  without  a  systematic  investigation  of  the 
process  how  difficult  it  will  be  to  compute  sufficiently  accurate  H-matrix  elements. 

Cost  computation  acceleration  using  limited  spatial  domain  techniques. 

We  propose  to  accelerate  the  dose  computation  by  using  bixel-to-voxel  pointers.  As  described  in  the 
Preliminary  Studies  section,  bixel-to-voxel  pointers  are  look-up  tables  that  point  from  a  given  bixel  within  the 
aperture  of  the  MLC  at  a  given  gantry  angle  to  the  voxels  that  lie  on  the  ray  line  passing  from  the  target, 
through  the  bixel,  and  on  through  the  calculation  array.  The  bixel-to-voxel  pointer  allows  the  effect  of  opening 
or  closing  a  voxel  to  be  propagated  rapidly  through  the  dose  distribution.  The  time  required  to  compute  the 
cost  can  be  reduced  further  with  additional  applications  of  the  bixel-to-voxel  pointers.  The  procedure  is  applied 
during  the  recalculation  of  the  dose  in  the  optimization  interations.  This  allows  one  to  consider  only  those 
voxels  in  the  dose  array,  Dc,  that  change  because  of  a  test  modification  of  one  segment  of  the  window 
sequence.  Using  the  bixel-to-voxel  pointers,  changes  in  a  set  of  bixels  in  the  sweeping  window  sequence  will 
be  related  to  a  set  of  voxels  {i,j,k)&5 .  The  cost  function  before  making  the  change  in  window  sequence  will 
be  calculated  by 


Figure  9.  Dose  along  the  track  of  a  single  bixel  ray  computed 
by  a  Monte  Carlo  simulation  illustrating  accounting  for  both 
bone  and  air  heterogeneities. 
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where  A„,^,  (c^)  =  X(^/>  “  ^c-<.w  •  ^^e  second  term  can  be  separated  from  the  summation  as  a  consequence  of 

s 

the  cost  function  being  a  simple  linear  summation  of  terms  of  cost,  each  term  arising  from  an  individual  voxel. 
The  cost  after  the  trial  change  in  the  window  sequence  will  be  computed  by 

cos<,.,,= 

where  The  majority  of  the  terms  in  the  overall  cost  are  common  to  both 

s 

calculations  and  need  not  be  recomputed  for  each  trial.  The  change  in  cost  function  can  be  computed  directly  as 

Acost  =  cost„^.„,  - cosr„,,;  =  A„,.,(^)-  A„,^ (<j) 

using  only  the  computation  of  dose  on  those  voxels  in  the  set  5  identified  by  the  bixel-to-voxel  pointer.  In 
those  iterations  in  which  a  change  is  accepted,  the  dose  calculation  array,  Dc,  will  also  need  to  be  up-dated  with 
the  changes  in  dose  due  to  the  bixels  in  the  set  6.  This  strategy  will  result  in  a  considerable  time-savings. 
However,  the  addition  of  scatter  to  the  H-matrix  may  reduce  this  time-savings  to  an  extent  that  is  hard  to  predict 
without  carrying  out  a  thorough  investigation.  More  importantly,  the  use  of  pointer  arrays  uses  a  considerable 
amount  of  memory.  Unless  the  pointer  arrays  as  well  as  the  two  dose  arrays.  Dp  and  Dc,  are  held  in  directly 
accessible  memory,  the  calculation  will  not  be  as  fast  as  possible.  For  example,  if  the  operating  system  is 
allowed  to  start  disk  swapping  the  arrays  during  the  calculation,  the  acceleration  wilt  be  lost.  These  and  other 
details  of  the  implementation  will  need  to  be  tested  during  the  course  of  the  investigation. 

Develop  and  verify  computation  of  dose  using  analytic  functions  in  the  frequency  domain. 

Another  approach  to  increasing  the  speed  of  the  dose  calculation  of  arced  fields  is  to  use  mathematical  tools 
borrowed  in  part  from  imaging  theory.  This  theory  allows  the  representation  of  the  dose  distribution  in  the 
Fourier  frequency  domain.  The  representation  of  dose  in  the  frequency  domain  is  intimately  related  to  the 
theory  of  image  formation  developed  for  CT,  PET,and  SPECT  reconstruction  algorithms.  In  what  follows  we 
outline  the  theory. 

Theory  of  dose  calculation  using  central  slice  theory. 

Dose  is  related  to  incident  fluence  by  the  relation  D  =  'I'  where  (per/p)  is  the  energy  absorption 

coefficient  and  *F=  (hv)0  is  the  energy  fluence  due  to  a  photon  particle  fluence  (P  carrying  energy  (hv).  The 
dose  distribution  can  be  calculated  by  attenuating  an  incident  energy  fluence  jfo  to  a  depth  d  and  calculating  the 
dose  at  that  depth  with  the  energy  absorption  coefficient,  D(x',d)  =  (pen/p)  where  p  is  the  linear 

attenuation  coefficient  (Boyer  and  Mok,  1985).  P{x',  9)  is  the  dose  profile  at  the  axis  of  rotation  along  the  x'  axis 
rotated  through  an  angle  ^at  y'  =  0  in  Figure  10.  It  can  be  shown  (Bortfeld  and  Boyer,  1995)  that  the  total  dose 
delivered  by  a  complete  rotation  of  a  beam  can  be  calculated  using 

2fr  Ik 

d{?)=  \DX7')i0=o^  \p{x' de 

e=o  ^=0 
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where 


P 

is  the  beam  profile  associated  with  beam  angle  0.  Here  we  have  written  dose  as  if  it  were  all  deposited  at  the 
interaction  point.  This  approximation  neglects  transport  of  dose  in  all  directions  by  photons  and  electrons 
produced  by  the  primary  interaction.  As  this  investigation  continues,  we  will  refine  this  approximation  using 
rotation  dose  kernels  (Desobry,  1991).  The  inverse  treatment  planning  problem  can  be  considered  to  be  the 
inversion  of  this  integral  to  calculate  P{x',9)  for  any  dose  distribution  Z)(f).  The  circular  integral  is  formally 

an  exponential  back-projection  followed  by  integration  over  the  rotation  angle  6.  This  process  is  used  in  image 
reconstruction  in  the  context  of  the  Radon  transform.  To  apply  image  reconstruction  theory  to  the  dose 
calculation  problem,  consider  the  Fourier  transform  of  the  dose  distribution 


-00  -00 

The  Fourier  slice  theorem  provides  a  relationship  between  the  two-dimensional  Fourier  transform  of  the  dose 
distribution  and  the  one-dimensional  Fourier  transform  of  a  single  profile, 

4-00 


This  is  a  single  "slice"  through  the  frequency  domain  distribution.  The  relationship  can  be  expressed  as 


5'^(m')=  cos  0],<5[v-v' sin  P]) 


Figure  10.  Geometry  showing  the  calculation  of  dose  using  the 
exponential  Radon  transform. 


One  can  formally  construct  the  entire  dose 
distribution  from  the  one-dimensional  Fourier 
transforms  of  the  beam  profiles.  In  diagnostic 
imaging,  the  Fourier  sliee  theorem  cannot  be 
applied  to  image  reconstruction  because  it  is  not 
feasible  to  interpolate  from  the  polar  coordinate 
system  in  which  the  single  slices  are  computed  to 
the  rectilinear  coordinate  system  in  which  the 
two-dimensional  image  is  computed.  However, 
we  can  compute  the  Fourier  transform  of  the 
projection  of  the  dose  from  a  leaf  gap  using 
closed  analytic  functions. 

Inverse  transformation  of  analytic  functions  with 
the  FFT.  The  proposed  investigations  will 
employ  use  of  the  inverse  fast  Fourier  transform 
(IFFT)  on  data  that  has  been  calculated 
analytically.  It  is  easy  to  transform  real  data 
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Figure  1 1 .  Demonstration  of  the  formation  of  a  square  wave  from  an  analytically 
calculated  sine  function  in  the  frequency  domain. 


from  the  spatial  domain  to  the 
frequency  domain  and  back  again 
using  a  fast  Fourier  transform  (FFT) 
algorithm  followed  by  application  of 
the  complementary  BFFT.  In  what  is 
proposed  here,  the  data  will  be 
computed  analytically  in  the 
frequency  domain  de  novo.  It  is 
essential  that  application  of  the  IFFT 
to  this  computed  data  will  yield  the 
correct  functional  forms  in  the  spatial 
domain.  This  section  reports  the 
demonstration  of  this  capability  by 
the  investigators.  The  function  of 
primary  interest  here  is  the  rect 
function, 


n(a 


l  +  2x  l-2x 
2\l  +  2x\  2|l  +  2x| 


The  function  is  a  square-wave  pulse  of  unit  height  and  unit  width.  It  has  the  property  that  n(jc)=l  when 
|x|  <  1/2  and  zero  otherwise.  Its  Fourier  transform  is  sinc(x)  =  sin(nx)/7rx.  We  are  interested  in  using  the  rect 
function  to  represent  the  fluence  produced  by  the  gap  between  two  MLC  leaves.  Consider  a  MLC  leaf  that 
projects  to  a  width  Wq  in  the  plane  at  isocenter.  The  m"'  pair  of  leaves  travel  on  a  line  offset  from  the  field 

center  a  distance  Ml^ .  The  fluence  in  this  plane  due  to  a  gap  between  the  m"'  pair  of  leaves  set  to  a  width 
W,„(^)can  be  expressed  as 


0(a:,j.)=  I  I  n 


W,{e) 


£  il 
"zUy 


dx'dy' 


where  the  Gaussian  functions  produce  the  penumbra  due  to  a  finite  x-ray  target  size  and  leakage  through  the 
ends  and  sides  of  the  leaves.  This  expression  for  y)  is  a  convolution.  It  is  composed  of  functions  with 
known  analytic  Fourier  transforms.  Using  the  Fourier  convolution  theorem,  the  Fourier  transform  of  the 
fluence  can  be  written  directly  as 


Figure  1 1  is  a  demonstration  of  the  proof  of  the  principle  that  calculation  of  the  sine  function  analytically  in  the 
frequency  domain  yields,  upon  descrete  Fourier  transformation,  the  numerical  values  for  the  rect  function  in  the 
spatial  domail.  The  curve  labeled  sine  was  calculated  analytically  for  a  pulse  of  width  32  using  the  expression 
for  P(m,v)  given  above.  The  offset  was  calculated  as  a  complex  exponential  phase  factor  for  a  shift  of  25  units. 
The  real  part  of  the  frequency  domain  labeled  sine  in  Figure  11  demonstrates  the  modulation  of  the  sine 
function  by  the  cosine  term  in  the  phase  factor.  The  values  were  multiplied  by  a  Gaussian  (labeled  fdter  in 
Figure  xx)  to  produce  the  convolution  accounting  for  edge  blurring.  The  resulting  numerical  values  were 
processed  using  the  discrete  Cooley-Tukey  IFFT.  The  results  are  plotted  in  Figure  11.  The  resulting  square 
pulse  (labeled  mod  in  Figure  11)  demonstrates  clearly  that  a  rect  function  with  the  intended  width  and  offset 
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!  was  generated.  Usually  the  frequency  domain  must  be  padded  with  zeros  when  transforming  both  with  an  FFT 
and  an  IFT.  We  found  that  the  zero  padding  was  unnecessary  if  the  frequency  domain  was  calculated  purely 
analytically.  The  exercise  demonstrated  that  we  could  carry  out  the  steps  properly  to  compute  analytically  in 
the  frequency  domain,  and  then  transform  to  the  spatial  domain  with  the  IFFT. 

Since  we  know  the  closed  analytic  form  of  the  Fourier  transform  of  the  profile  at  any  desired  gantry  angle,  we 
can  calculate  the  transform  values  exactly  at  every  rectilinear  grid  point  in  the  frequency  domain.  We  have 
shown  above  that  we  can  inverse  transform  an  analytically  calculated  frequency  domain  distribution  back  into 
the  spatial  domain  using  the  discrete  fast  Fourier  transform.  Therefore,  we  can  compute  dose  distributions  by 
calculating  the  frequency  domain  representation  analytically  and  inverse  transforming  the  resulting  array  to 
obtain  the  dose  distribution.  We  can  calculate  the  frequency  domain  for  a  fluence  distribution  produced  by  a 
multileaf  collimator  as  a  sum  of  sine  functions  for  the  gaps  and  offsets  produce  by  the  leaves. 

We  return  to  the  problem  of  direct  computation  of  the  solution  to  the  inversion  of  the  rotation  integral  for  the 
dose  distribution.  It  is  possible  to  compute  this  inversion  analytically.  Formally  the  process  can  be  described  as 
follows.  One  computes  the  projection  profiles  as  the  exponential  Radon  transform  of  the  dose  distribution  at  all 
projection  angles, 

+00 

p-(x'.e)  =  jD,{x’)e«dy'  =  R  „  {D(;c,  >.)} 

—00 

One  then  computes  the  one-dimensional  Fourier  transforms  of  the  projection  profiles 

One  then  filters  the  transformed  profiles 

P  {u',0)  =  K  (m')P  ‘W,9) 

where  K  =  •  //(jw'!  -  ///2;r)  is  a  filter  function  that  is  related  to  the  conversion  to  polar  coordinates. 

The  resulting  frequency  domain  array  is  then  inverse  transformed  to  obtain  the  incident  beam  profile  that  will 
result  in  the  desired  dose  distribution. 

P{x',0)=F,-'{P  {u',0)} 

This  process  has  been  applied  to  the  example  given  in  Figure  12.  The  results  are  not  the  same  as  the  intuitive 
solution.  In  the  center  of  the  field,  for  |x|<W/2,  the  optimal  profile  is  Do/(27r)  cos(|j,r).  For  typical  therapy  beam 
energies,  p  =  0.02/cm  and  this  factor  is  essentially  constant  as  anticipated.  However,  beyond  the  edge  of  the 
target  volume,  the  optimal  solution  is 


This  solution  takes  on  negative  values  and  is  therefore  not  feasible  to  deliber  in  practice.  In  the  work  we 
propose,  we  will  not  try  to  obtain  the  profiles  by  direct  inversion  of  the  Radon  transforms  of  the  prescribed  dose 
distribution.  Instead  a  search  procedure  will  be  investigated  that  seeks  deliverable  solutions  based  on  the 
projections  of  MLC  leaf  gaps. 
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For  a  gap  between  two  leaves,  the  fluence  distribution  is  simply  the  product  of  rect  functions.  Consider  the 
beam’s-eye-view  of  a  gap  between  two  MLC  leaves  as  in  Figure  4. 


n 


w 

J 


where  A// is  the  offset  of  leaf  pair  /  (a  constant  for  each  leaf  pair)  and  MJs  the  width  of  the  leaf  (in  the  plane 


of  projection)  and  is  a  constant  across  all  leaves  of  the  same 


width.  The  function  M,  (^)  =  -^  {&)+  xf  (O))  is 


the  trajectory  of  the  middle  of  the  gap  as  a  function  of  gantry  angle  G .  The  function  W,  (g)  =  (x®  {g)- xf  (6*)) 
is  the  width  of  the  gap  between  the  leaves.  These  two  functions  consitute  the  solution  sought  by  the  inverse 
planning  process  for  SWAT.  The  incident  fluence  within  the  cone  beam  formed  by  the  MLC  at  a  given  gantry 
angle  is 


0{x',z\G)=j;^0,{x',z',G) 

I 

The  Fourier  transform  of  this  function,  F  is  well  known  and  is 

So{u',  v')  =  X  •  ^0  sin 

I 


The  Fourier  frequency  domain  representation  of 
the  MLC  leaf  trajectory  can  by  calculated  using 
analytic  functions  directly  in  the  frequency 
domain  without  having  to  transform  from  the 
spatial  domain.  As  a  consequence,  the 
frequency  domain  representation  of  the  fluence 
(and  dose)  in  the  spatial  domain  can  be 
calculated  exactly  for  any  point  in  the 
frequency  domain.  This  is  achieved  by 
calculating  the  frequency  domain  profile 
P  (M',^)at  angles  ^  corresponding  to  profile 

radii  that  pass  through  the  rectilinear  coordinate 
points  at  indeces  i,j.  This  allows  one  to  fill  the 
rectilinear  space  with  analytically  calculated 
Fourier  transforms.  Then  one  may  use  the 
Fourier  slice  theorem  to  use  a  three- 
dimensional  discrete  fast  Fourier  transform  to 
directly  calculate  the  spatial  domain  fluence 
(and  dose)  distribution. 

A  full  three-dimensional  calculation  model  was 
coded  incorporating  a  three-dimensional  IFFT. 
The  parallel  beam  model  was  retained  for  the 
purposes  of  preliminary  investigations.  Sine 
functions  were  generated  for  gaps 


Figure  12.  Dose  in  axial  plane  in  the  spatial  domain  due  to  a  rotated 
gap.  The  gap  was  specified  in  the  frequency  domain  and  then  inverse 
transformed  to  obtain  the  results  in  the  figure. 
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:  corresponding  the  MLC  leaves  where  the  direction  of  the  leaf  motion  was  parallel  to  the  axis  of  rotation.  Thus 
each  gap  between  a  leaf  pair  used  a  sine  function  in  the  direction  of  the  rotation  axis  and  another  sine  function 
computed  in  profiles  corresponding  to  the  rotation  about  the  axis.  The  results  for  an  offset  gap  is  shown  in 
Figure  12.  The  central  region  out  to  a  radius  Ri  is  blocked,  and  the  dose  rises  to  a  rim  at  a  radius  R2  before 
falling  off  as  a  skirt  of  dose  as  expected.  This  demonstrates  that  we  can  calculate  the  frequency  domain 
representation  of  a  dose  distribution  for  a  given  MLC  leaf  configuration  during  a  complete  arc  rotation. 

Optimization  in  the  frequency  domain. 

Using  Fourier  transforms  is  a  strategy  that  has  been  described  in  standard  texts  on  optimization  theory 
(Pierre  1969).  The  technique  was  used  by  Bortfeld  to  investigate  optimization  of  beam  orientations  in  the 
frequency  domain  (Bortfeld,  1993).  The  basic  approach  is  the  same  here.  Let  the  cost  function  to  be  optimized 
be 


=  Z  Z  Y[Dp{x,y,z)- Dc{x,y,z)Y 

X  y  z 

where  Dp{x,y,z)  is  the  prescribed  dose  distribution  and  D(.{x,y,z)  is  the  calculated  dose  distribution.  Define 
the  Fourier  transforms  of  these  dose  distributions  to  be  D  p{u,v,w)  =  F  {Dp{x,y,z)]  and 
D  c  (m,  V,  w)  =  F  {D(.  {x,  y,  z)}  .  Using  these  functions  one  can  define  a  cost  function  in  the  frequency  domain. 


I  Z  [Dp-Def 

ll  V  w 

The  advantage  of  calculating  the  cost  function  in  the  frequency  domain  is  that  one  may  cut  off  the  sum  used  to 
calculate  G  at  some  low  frequencies,  ,  v^,„ ,  ,  e.g. 


u-cut  V-Clif  w-cut 


G^z  z  z [D,-Dcr 


M-1 


V=1  U’=l 


Demonstration  that  optimization  in  the  frequency  domain  is  equivalent  to  optimization  in  the  spatial  domain. 

We  now  demonstrated  the  proof  of  the  principle  that  optimization  in  the  frequency  domain  yields  the  same 
results  as  optimization  in  the  spatial  domain  for  a  simple  example.  In  the  example  in  Figure  xx,  we  sought  the 
width  of  a  rect  function  that  would  minimize  the  least  square  difference  between  itself  and  a  Gaussian  with  a 

fixed  a.  The  cost  function  in  the  frequency  domain  was 
constructed  from  the  analytic  forms  of  the  Fourier 
transforms  of  the  rect  function  and  the  Gaussian  function. 
Functions  were  chosen  with  known  analytic  Fourier 
transforms.  The  frequency  domain  cost  function  was 


G=Z 


sin  M_V2  ^  ^-{2zrcr~ 


TTU 


The  corresponding  cost  function  in  the  spatial  domain  cost 
function  was 


Figure  13.  Precisly  the  same  rect  function  width  W  was 
obtained  in  both  the  spatial  and  frequency  domains. 


f  x^ 

-ff-T 

n  ^ 

2UJ 

G  =  Z 


A  parabolic  search  algorithm  was  used  to  find  the  value  of 
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?  W  that  minimized  the  cost  functions  in  each  domain  for  a  range  of  values  of  the  variance  of  the  Gaussian 
function.  The  results  are  given  in  Figure  13. 

Precisely  same  values  of  the  rect  function 
widths  were  obtained  by  independent 
optimizations  in  both  domains,  as  Parsaval’s 
theorem  predicts. 

Demonstration  that  optimization  need  only 
be  carried  out  for  low  frequencies. 

This  principal  can  be  demonstrated  using  the 
same  simple  example  as  above.  The 
Gaussian  and  rect  functions  are  to  be  made 
as  similar  as  possible  as  measured  by  the 
least  squares  cost  function.  In  this  second 
example,  both  the  width  and  the  height  of  the 
rect  function  were  taken  as  variable 
parameters.  This  provided  a  two- 
dimensional  search  space  with  a  minimum  as 
shown  in  Figure  14.  The  optimal  widths  and 

amplitudes  of  the  rect  function  were  Figure  14.  Cost  function  computed  in  the  frequency  domain  as  function 

determined  in  both  the  frequency  and  spatial  of  rect  function  amplitude  (Dp)  and  width  (W). 

domains  and  were  found  to  be  the  same 

consistent  with  the  previous  section.  The  calculation  was  then  repeated  in  the  frequency  domain  restricting  the 
summation  to  ever  deereasing  cut-off  limits. 

.  L 

The  results  are  plotted  in  Figure  15.  Figure  15  demonstrates  that  as  the  upper  limit  of  the  summation  over  the 
frequency  domain,  s-cut,  was  lowered  from  128  (the  size  of  the  frequency  domain  array  used  in  this  case)  to 

about  32,  the  results  of  the  search  for  the 
optimum  values  of  W  and  Dp  (the  minimum 
in  Figure  13)  remained  fairly  stable.  This 
suggests  a  search  strategy  that  begins 
iteratively  optimizing  the  treatment 
parameters  with  very  low  cutoff  frequency. 
If  one  starts  with  14  of  each  frequency 
domain  axis  or  about  1.5%  of  the  frequency 
domain  volume,  the  search  time  will  be 
reduced  by  a  factor  of  approximately  100. 
As  one  approaches  a  final  optimal  value,  the 
cut  off  frequency  can  be  gradually  raised  to 
refine  the  precision  of  the  final  optimization 
parameters.  By  eliminating  summation  over 
^  f,.  .  . -r,  f-  •  -.K  3  substantial  volume  of  the  frequency 

Figure  15.  Demonstration  of  the  stability  or  the  optimization  with  _  .  _  .  •  , 

anincreasingly  lower  cutoff  frequency.  Scut  domain  each  time  G  is  recomputed  m  the 

iterative  search  for  its  minimal  value,  a 
substantial  savings  in  computation  time  can  be  realized.  Once  the  final  values  of  the  leaf  trajectories  are 
computed,  a  final  dose  calculation  will  be  carried  out  in  the  spatial  domain  using  a  Monte  Carlo  calculation. 
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Conclusions 

A  line  of  investigation  is  described  here  that  offers  a  strategy  to  seek  means  to  plan  and  deliver  MRT  more 
rapidly  and  efficiently  than  current  methods  using  a  continuous  arc.  The  sweeping  window  produces  a  dose 
distribution  within  an  unmodulated  volume  that  is  nearly  the  same  as  that  produced  by  a  Takahashi  arc. 
However,  the  sweeping  window  offers  opportunities  to  modulate  the  dose  distribution  at  many  angles  to  either 
shield  structures  or  add  dose  to  improve  homogeneity  within  the  target.  Optimization  of  the  gaps  used  in  the 
arcs  can  be  carried  out  by  standard  optimization  methods.  Optimization  in  the  frequency  domain  may  offer  an 
opportunity  to  increase  the  computation  speed.  The  efficacy  of  the  ideas  must  be  tested  by  developing  the 
methodology  and  comparing  the  results  with  techniques  presently  in  use.  A  definitive  comparison  cannot  be 
made  without  first  developing  the  SWAT  technique  to  approximately  the  same  level  of  sophistication  as  the 
fixed  gantry  and  tomotherapy  methods  currently  in  use. 
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Results  from  recent  clinical  trials  have  shown  that  irradiation  is  an  effective  adjuvant  therapy  to 
lumpectomy,  mastectomy,  and  chemotherapy  for  breast  cancers  of  different  stages.  However,  the 
conventional  tangential  photon  beam  treatment  has  two  major  limitations.  Firstly,  part  of  the  lung  and 
heart  (in  the  case  of  the  left  breast  treatment)  may  be  exposed  to  high  radiation  dose.  Secondly,  the 
contralateral  breast  may  receive  a  significant  amount  of  scatter  dose.  Consequently,  irradiation-related 
complications  such  as  arm  edema,  myocardial  infarction,  severe  breast  fibrosis,  and  secondary  breast 
cancer  may  occur  in  the  patients  who  have  undergone  conventional  photon  beam  treatment.  To  reduce 
radiation  dose  to  normal  structures  and,  thus,  the  complications,  we  have  investigated  treating  breast 
cancers  using  modulated  electron  radiation  therapy  (MERT),  making  use  of  the  rapid  depth  dose  falloff 
characteristics  of  electron  beams.  To  deliver  MERT  plans  effectively,  we  designed  and  manufactured  a 
prototype  electron  multileaf  collimator  (EMLC).  The  performance  of  the  EMLC  was  experimentally 
evaluated  and  the  results  were  compared  with  those  of  Monte  Carlo  simulations. 

Based  on  the  results  of  Monte  Carlo  simulations,  an  experimental  EMLC  was  fabricated  by  modifying  a 
conventional  25  x  25  cm^  electron  cone  (Varian  Medical  Systems,  Palo  Alto,  CA).  The  EMLC  consisted 
of  30  steel  leaf  pairs,  with  each  leaf  being  0.476  cm  wide,  20.0  cm  long,  and  2.54  cm  thick.  The 
maximum  opening  was  14.2  x  15.5  cm^  when  all  leaves  were  completely  retracted,  giving  the  largest 
radiation  field  of  15.0  x  16.3  cm^  projected  at  100  cm  source-surface  distance  (SSD).  Film  dosimetry 
was  performed  at  energies  of  6,  12,  and  20  MeV  in  a  solid  water  phantom  to  evaluate  the  quality  of  the 
electron  beams  collimated  by  the  EMLC.  Based  on  the  manufacturer’s  specifications  of  the  beam 
production  system  and  the  EMLC  design,  the  electron  beams  were  also  simulated  using  the 
EGS4/BEAM  code.  MERT  plans  for  breast  cancer  with  five  nominal  energies  (6,  9,  12,  16,  and  20 
MeV)  were  created  using  modified  EGS4/MCDOSE  code.  The  calculated  doses  were  checked  against  a 
commercially  available  Monte  Carlo  dose  calculation  engine  (NXEGS,  NX  Medical  Software  LLC, 
New  York,  NY)  and  measurements.  The  MERT  plans  were  also  compared  with  x-ray  intensity-modulated 
radiation  therapy  (IMRT)  in  terms  of  target  coverage  and  normal  tissue  sparing. 

Our  results  showed  that  there  was  an  excellent  agreement  between  the  film  measurements  and  the 
Monte  Carlo  simulated  data  at  all  electron  energies  in  terms  of  dose  distribution.  We  found  that  the 
EMLC  provided  significant  improvements  in  dose  penumbras  and  field  resolution  as  compared  to  the 
photon  MLC.  We  also  found  that  MERT  was  able  to  provide  similar  or  better  target  dose  coverage 
compared  with  x-ray  IMRT.  However,  MERT  could  significantly  reduce  the  dose  to  critical  structures. 

We  conclude  that  EMLC  was  able  to  provide  sufficient  beam  collimation  for  MERT  and  for  superficial 
targets,  such  as  breast  cancers,  MERT  showed  excellent  target  coverage  and  normal  tissue  sparing. 

This  work  was  supported  in  part  by  The  U.S.  Army  Medical  Research  and  Materiel  Command  under 
DAMD 17-00- 1-0443  and  NX  Medical  Software  LLC,  a  subsidiary  of  NumeriX  LLC. 
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Radiation  therapy  following  removal  of  the  tumor  (lumpectomy)  is  accepted  as  an  effective  treatment 
modality  in  the  management  of  both  invasive  and  non-invasive  breast  cancer.  Radiation  therapy  also 
plays  an  important  role  in  the  multi-modality  management  of  locally  advanced  or  inflammatory  breast 
cancer  as  well  as  in  the  treatment  for  women  with  medial  lesions  and  positive  axillary  nodes  and  those 
patients  undergoing  adjuvant  bone  marrow  transplantation.  With  an  increasing  incidence  of  breast 
cancers  and  with  the  advantage  of  breast  preservation,  more  women  are  choosing  lumpectomy  and 
radiation  treatment  as  an  alternative  to  mastectomy.  In  practice,  however,  there  are  many  reports 
indicating  undesired  radiation  effects  in  the  intra-thoracic  structures  (such  as  the  heart,  lung  and  ribs)  and 
risk  of  second  cancers  in  the  contra-lateral  breast.  A  more  effective  radiation  treatment  method  to  reduce 
the  dose  to  the  sensitive  structures  is  thus  clinically  important.  In  this  work  we  report  development  of  a 
breast  cancer  treatment  technique  using  the  combination  of  conventional  electron  beam(s)  and  intensity 
modulated  photon  beams. 

In  the  stated  treatment  technique,  an  electron  beam  with  appropriate  energy  was  combined  with  2  to 
4  intensity  modulated  photon  beams.  An  iterative  algorithm  was  developed  which  optimizes  the  weight 
of  the  electron  beam  as  well  as  the  fluence  profiles  of  the  photon  beams  for  a  given  patient.  Three  breast 
cancer  patients  with  early-stage  breast  tumors  were  planned  with  the  new  technique  and  the  results  were 
compared  with  those  from  3D  planning  using  tangential  fields  as  well  as  9-field  intensity-modulated 
radiotherapy  (IMRT)  techniques.  The  combined  electron  and  IMRT  plans  showed  better  dose 
conformity  to  the  target  with  significantly  reduced  dose  to  the  ipsilateral  lung,  and  in  the  case  of  the  left- 
breast  patient,  reduced  dose  to  the  heart,  than  the  tangential  field  plans.  In  both  the  right-sided  and  left¬ 
sided  breast  plans,  the  dose  to  other  normal  structures  was  similar  to  that  from  conventional  plans  and 
was  significantly  smaller  than  that  from  the  9-field  IMRT  plans.  The  optimized  electron  beam  provided 
between  70%  to  80%  of  the  tumor  dose  at  r/max  of  the  electron  beam. 

In  summary,  the  use  of  electron  provides  an  effective  method  to  limit  the  exit  dose  from  the 
adjacent  sensitive  structures  and  the  combined  electron  and  IMRT  technique  showed  significant 
improvement  over  the  conventional  treatment  technique  using  tangential  fields  with  markedly  reduced 
dose  to  the  ipsilateral  lung  and  the  heart.  Optimization  of  the  composite  treatment  may  result  in  highly 
conformal  radiation  doses  to  the  primary  tumor  target  volume  while  significantly  reducing  doses  to  the 
normal  structures  and  therefore  minimizing  side  effects.  This  combination  provides  a  unique  opportunity 
to  take  advantage  of  the  two  types  of  radiation  and  to  produce  conformal  dose  distributions  that  would 
otherwise  be  impossible  and  has  the  potential  to  improve  significantly  the  way  that  the  breast  cancer  is 
treated  and  to  avoid  or  greatly  reduce  the  treatment  complications  and  side  effects. 


This  work  was  supported  in  part  by  The  U.S.  Army  Medical  Research  and  Materiel  Command  under 
BC996645. 
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In  the  second  case,  a  familiar  interface  to  more  arcane  devices  (e.g 
digitizers)  motivates  the  WWW-DfCOM  interface  for  the  creation  of 
teaching  files.  Since  it  is  straightforward  to  Save  a  Web  page  or  image, 
window  width  and  center  controls,  together  with  zooming  and  grayscale 
inversion  perhaps,  can  be  applied  until  a  satisfactory  image  is  presented. 
This  image  may  be  saved  at  a  much  reduced  capacity  compared  to  the 
original.  Thus,  multi-image  teaching  files  may  be  built  without  immediate 
storage  problems. 

[1]  McColl  R,  Lane  T.  The  DICOM-WWW  gateway:  implementation, 
configuration,  security  and  privacy.  Medical  Physics  25(7):A216,  1998. 

Continuing  Education  Course  Room:  Taylor 

MRI-3 

TU-C5-01 

Acceptance  Testing  of  MRI  Systems 

Edward  Jackson,  U.T.  M.D.  Anderson  Cancer  Center,  Houston,  TX 

Suggested  elements  of  a  general  acceptance  testing  procedure  for  MRI 
systems  will  be  presented.  Specific  tests  of  each  subsystem,  including  the 
static  magnetic  field,  gradient  magnetic  field  subsystem,  radiofrequency 
field  subsystem,  and  computer  systems,  will  be  discussed.  Available 
published  guidelines  for  acceptance  testing  will  be  reviewed  and  acceptance 
criteria  from  such  guidelines  will  be  presented.  Additional  tests  and 
acceptance  criteria  required  for  evaluating  the  performance  of  modem  high¬ 
speed  MR]  scanners  will  also  be  suggested. 

Wliile  the  large  diversity  in  capabilities  of  scanners  from  various  vendors 
precludes  the  presentation  of  a  single  comprehensive  acceptance  test 
procedure,  generalized  testing  procedures  for  all  major  subsystems  using 
phantoms  that  are  easily  manufactured  or  commercially  available  to  clinical 
medical  physicists  will  be  described.  Acceptance  tests  that  are  difficult,  or 
impossible,  for  typical  practicing  clinical  medical  physicists  to 
independently  perform  without  assistance  of  the  vendor’s,  installation  or  field 
service  engineers  will  also  be  discussed,  along  with  suggested  approaches  to 
incorporate  vendor  tests  with  independent  evaluations. 

Educational  Objectives: 

The  clinical  medical  physicist  will  understand  and  be  prepared  to  implement 
a  general  acceptance  testing  procedure  that  will  evaluate  all  major 
subsystems  of  modem  MRI  scanners. 

Upon  completion  of  this  course,  participants  will  be  prepared  to: 

1.  Understand  the  tests  needed  to  evaluate  the  perfomiance  of  the  static 
magnetic  field,  gradient  magnetic  field,  radiofrequency  field,  and 
computer  subsystems. 

2.  Understand  typical  acceptance  criteria. 

3.  Develop  a  set  of  acceptance  tests  and  acceptance  criteria  that  are 
specific  to  the  capabilities  of  the  MRI  system  to  be  evaluated. 

4.  Detcmiine  the  feasibility  of  measuring  specific  acceptance  test 
parameters  independently  as  opposed  to  using  evaluation  tools 
provided  by  the  vendor  to  its  installation  and/or  field  service  engineers. 

Scientific  Session  Room:  Pearl 

Calculations  -  Treatment  Planning 

TU-D1-01 

Clinical  Validation  of  a  Monte  Carlo  Dose  Calculation  Tool  for 
Radiotherapy  Treatment  Planning 

JS  Li+,  T  Pawlicki,  J  Deng,  SB  Jiang,  A  Kapur,  E  Mok,  C-M  Ma,  Stanford 
University  School  of  Medicine,  Stanford,  CA 

A  Monte  Carlo  program,  MCDOSE,  was  developed  at  Stanford  for 
radiotherapy  treatment  planning  (RTF).  MCDOSE  was  designed  as  a  dose 
calculation  module  for  easy  implementation  into  any  RTF  system.  We  have 
implemented  MCDOSE  on  an  existing  commercial  RTF  system  for 
conventional  photon/electron  beams  and  intensity  modulated  radiotherapy 
(IMRT)  dose  verification.  Features  of  MCDOSE  included  a  multiple-source 
mode!  to  reconstruct  the  beam  phase  space,  inclusion  of  beam  modifiers 


such  as  jaws,  wedges,  blocks,  electron  cutouts  and  bolus  in  the  patient 
simulation,  and  the  implementation  of  several  variance  reduction  techniques. 
Vigorous  testing  and  clinical  commissioning  of  MCDOSE  has  been  carried 
out.  Photon  and  electron  dose  calculations  using  MCDOSE  were  tested  for 
two  Varian  accelerators,  a  Clinac  2100C  and  a  2300C/D.  Comparisons  of 
the  dose  distributions  for  4- 1 5  MV  photons  and  6-20  MeV  eleetrons 
calculated  by  MCDOSE  and  the  well-benchmarked  EGS4  user  code 
DOSXYZ  showed  excellent  agreement  (within  statistical  uncertainty  of 
0.3%).  The  CPU  time  for  a  given  calculation  was  generally  a  factor  of  lO 
less  for  MCDOSE  compared  to  DOSXYZ.  The  MCDOSE  calculated 
heterogeneity  correction  factors  for  layered-lung  or  layered-bone  phantoms 
were  consistent  with  results  from  measurement  to  within  l%.  Specifically 
designed  inhomogeneous  phantoms  were  used  to  test  MCDOSE  computed 
IMRT  plans.  The  results  showed  that  the  dose  calculated  by  MCDOSE 
agreed  to  within  3%  measured  results  while  the  dose  to  critical  structures 
was  underestimated  by  a  commercial  inverse  planning  system  by  up  to 
100%. 

TU-D1-02 

Beam  Characterization  and  Modeling  for  Photon  Monte  Carlo 
Treatment  Planning 

J  Deng*,  S  Jiang,  A  Kapur,  J  Li,  T  Pawlicki,  C  Ma,  Stanford  University 
School  of  Medicine,  Stanford,  CA 

Photon  beams  of  4,  6,  and  15  MV  from  Varian  Clinac  2100C  and  2300C/D 
accelerators  were  simulated  using  the  EGS4/BEAM  system.  The  accelerator 
was  modeled  as  a  combination  of  component  modules  (CMs)  consisting  of  a 
target,  primary  collimator,  flattening  filter,  monitor  chamber,  mirror  and 
jaws.  A  full  phase  space  file  was  scored  directly  above  the  upper  jaws  and 
analyzed  using  a  program,  BEAMDP  (BEAM  Data  Processor),  to  derive  the 
particle  planar  fluence,  angular  distribution,  energy  spectrum  and  the 
fractional  contributions  of  each  individual  CM.  A  multiple  sub-source  model 
was  furtiier  developed  to  reconstruct  the  phase  space.  Separate  sub* sources 
were  used  for  the  target,  primary  collimator  and  flattening  filter  components 
with  accurate  source  intensity,  energy,  fluence  and  angular  distributions. 
Good  agreement  (within  2%)  was  achieved  in  the  dose  distributions  for  field 
sizes  2  cm  X  2  cm  -  40  cm  X  40  cm  and  source  surface  distances  80  cm  -  120 
cm  between  the  Monte  Carlo  calculations  with  the  source  model  and  those 
with  the  original  phase  space,  and  measurements.  The  source  model  was 
implemented  in  an  EGS4  user  code,  MCDOSE,  for  photon  beam  Monte 
Carlo  treatment  planning,  which  computes  the  dose  distributions  in  a  3D 
rectilinear  phantom  built  from  the  patient  CT  data  and  simulates  the  effect  of 
beam  modifiers  such  as  wedges,  multileaf  collimator  and  blocks.  The  source 
model  was  also  employed  in  the  Monte  Carlo  beamlet  profile  calculation  for 
inverse  planning  for  intensity  modulated  radiotherapy  (IMRT). 

TU-D1-03 

Experimental  Validation  of  Dose  Calculation  Algorithms  for  the 
GliaSitc  (TM)  RTS,  a  Novel  1251  Liquid-Filled  Balloon  Brachythcrapy 
Applicator 

J  Monroe*,  J  Dempsey,  J  Dorton,  S  Mutic,  J  Markman,  J  Williamson, 
Washington  University,  Mallinckrodt  Institute  of  Radiology,  St.  Louis,  MO 

We  present  the  experimental  validation  of  dose  calculation  algorithms  for  a 
novel  ’“^1  liquid-filled  brachytherapy  balloon  applicator  (the  GliaSite  RTS) 
designed  for  the  treatment  of  malignant  brain-tumor  resection-cavity 
margins.  A  solid  water  phantom  machined  for  catheter  confomiity  (verified 
by  Computed  Tomography  (CT)  imaging)  was  used  to  perfonri  absolute  low 
dose-rate  radiochromic  film  (RCF)  measurements  in  coronal  planes  about 
the  applicator.  The  results  were  used  to  validate  Monte  Carlo  photon 
transport  (MCPT)  simulations  and  a  point-source  dose-kernel  model 
algorithm.  Densitometry  of  RCFs  employed  a  validated  optical 
densitometry  system  with  an  artifact  elimination  process.  The  absolute 
activity  of  the  ‘“^I  solution  was  determined  by  inter-comparing  a  National 
Institute  of  Standards  and  Technology  (NIST)  '"^I  standard  with  a  known 
mass  of  radiotherapy  solution  (lotrex'^^)  in  an  identical  vial  and  geometry. 
Agreement  between  RCF  and  MCPT  was  found  to  be  within  ±  5%.  This 
significantly  improves  upon  earlier  reports  of  absolute  RCF  film  dose 
measurements  about  '“^I  sources.  Agreement  between  the  simple  semi- 
empirical  dose-kernel  model  and  the  MCPT  and,  by  extension  between  the 
RCF  measurements  and  semi-empirical  model,  was  better  than  5%  except 
very  near  the  applicator  surface  where  8-10%  discrepancies  were  observed. 
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Measurement  also  confinned  no  dose-distribution  deviation  from  equatorial 
isotropy  as  predicted. 

This  work  was  supported  by  a  grant  from  Proxima  Therapeutics  Inc. 

TU-D1-04 

CT-Giiided  Brachytherapy  Using  a  Correlated  3D  Stereotactic  Arm 

J  Hevezi*,  J  Mira’,  J  Marbach,  S  Chopra%  R  Vasquez^(l)Cancer  Therapy  & 
Research  Center,  San  Antonio,  Texas,  (2)University  of  Texas  Health 
Science  Center,  San  Antonio,  Texas,  (3)SW  Texas  Methodist  Hospital,  San 
Antonio,  TX 

Several  patients  have  been  treated  on  an  outpatient  basis  implanting  I- 1 25 
seeds  under  CT  guidance  for  recurrent  disease.  The  coordinates  for  the  seed 
implantation  sites  are  preplanned  using  the  patient’s  CT  data  set.  On 
implant  day,  the  I- 1 25  seeds  are  inserted  through  a  needle  guide  with  the 
Mick  applicator.  The  interventional  radiologist  (RV,SC)  uses  a  local 
anesthetic  along  the  needle  tracks  and  requires  multiple  CT  slices  to  follow 
the  needle  trajectories  to  the  preplanned  coordinates.  Needle  tracks  are 
optimized  on  the  preplan  to  deposit  multiple  seeds  along  each  track.  An 
average  of  10  seeds  were  deposited  in  our  first  8  patients.  Recurrent 
paraspinal  tumors  post  full-course  radiotherapy  were  the  most  frequent  case 
encountered.  Recently,  a  3D  stereotactic  arm  attached  to  the  CT  scanner 
(PQ5000,  Picker  International)  and  correlated  in  space  with  the  CT  data  set 
has  been  used  to  locate  needle  trajectories  and  seed  deposit  coordinates.  The 
patient  must  be  immobilized  in  the  treatment  position  for  the  preplan  data  set 
and  aligned  to  this  position  for  the  implant  procedure.  Postplans  after  seed 
deposition  have  correlated  well  with  the  preplan  dose  distribution.  Several 
methods  are  being  evaluated  to  test  the  congaience  postplan  to  preplan 
including  intersced  distance  matrices  and  dose-volume  histograms. 

TU-D1-05 

Incorporating  Organ  Motion  Due  to  Breathing  into  3D  Dose 
Calculations:  Sensitivity  to  Variations  in  Motion 

A  Lujan*,  R  Ten  Haken,  J  Bailer,  E  Larsen,  University  of  Michigan,  Ann 
Arbor,  MI 

We  have  previously  described  a  method  to  incorporate  the  effects  of  organ 
motion  due  to  breathing  into  3D  dose  calculations  for  treatment  of  liver 
disease.  This  method  uses  an  analytic  function  to  describe  inferior- superior 
liver  motion  during  free  breathing.  Although  periodic,  each  cycle  is 
generally  asymmetric,  with  the  majority  of  time  spent  near  the  exhale 
position.  Our  analytic  function  includes  parameters  that  describe  the 
amplitude  (exhale  to  inhale)  of  the  motion  and  the  degree  of  asymmetry^ 
(time  at  exhale  relative  to  inhale).  Representative  parameter  values  are 
selected  by  observation  for  each  patient.  However,  these  parameters  may 
vary  from  the  representative  values  over  the  course  of  treatment  (e.g.  patient 
may  take  a  few  deep  breaths  over  the  course  of  treatment).  This  study 
demonstrates  the  effects  such  variations  may  have  on  the  predicted  outcome 
in  dose.  Monte  Carlo-based  direct  simulations  were  used  to  compute  3D 
dose  distributions  that  included  the  effects  of  liver  motion  due  to  breathing. 
The  amplitude  and/or  shape  of  the  breathing  cycle  function  was  changed 
from  the  representative  values  for  various  fractions  of  the  total  treatment. 
The  significance  of  differences  in  the  liver  dose  distribution  was  judged  by 
changes  (if  any)  in  our  normal  tissue-based  protocol  for  prescribing  dose. 
Quantification  of  these  effects  will  be  useful  in  directing  future  efforts  in 
describing  and  controlling  organ  motion  due  to  breathing. 
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Radiotherapy 
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A  multiple  source  model  (MSM)  for  MC  dose  calculations  in  radiotherapy 
was  developed  for  the  6  MV  photon  beam  of  a  Varian  Clinac  2300 
accelerator.  The  MSM  consists  of  12  planar  and  linear  sources  representing 
the  main  elements  of  the  beam  defining  system.  The  characteristics  of  the 
sources  for  all  square  fields  were  extracted  from  phase  space  data  resulting 
from  MC  simulations  of  the  radiation  transport  through  the  treatment  head 
for  a  set  of  square  fields. 

Using  the  MSM,  phase  space  data,  depth  doses,  lateral  dose  profiles  and 
output  factors  were  calculated  and  compared  to  measured  data  or  to  the 
original  phase  space  data,  respectively.  Comparison  of  the  depth  dose  curves 
at  the  depth  of  10  cm  showed  deviations  of  less  than  2%  for  all  field  sizes. 
The  lateral  dose  distributions  and  the  reconstructed  phase  space  data  showed 
good  agreement  with  the  measurements  or  original  data,  respectively.  Also, 
the  deviations  between  measured  and  calculated  output  factors  for  10  cm 
water  depth  were  less  than  2%. 

In  summary,  the  MSM  showed  good  agreement  between  measured  and 
calculated  data  for  square  fields.  The  MSM  has  the  potential  to  characterize 
more  complex  geometries  for  MC  photon  dose  calculations. 
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The  semi-empirical  pencil  beam  dose  calculation  algorithm  for  photon 
beams  based  on  Scatter-Air-Ratios  (SAR)  has  become  the  conceptual  basis 
for  dose  computation  in  some  modem  treatment  planning  systems.  For 
electron  beams,  the  adoption  of  the  SAR  algorithm  was  first  proposed  by 
Dutreix  et  al.  and  more  recently  by  re-introduced  by  Cunningham.  This 
provides  the  possibility  of  using  the  same  photon  beam  codes  for  electron 
dose  calculations.  Perhaps,  the  most  deterring  factor  in  such  application  is 
the  ambiguity  of  Peak-Scatter-Factor  or  zero  area  Tissue-Air-Ratio  concepts 
for  electron  beams.  In  contrast,  the  most  widely  used  algorithm  for  electron 
beams  in  treatment  planning  was  devised  by  Hogstrom.  It  is  the  solution  to  a 
superposition  integral  in  which  the  kernel  describes  the  spatial  spread  of 
dose  from  a  pencil  beam  incident  on  the  surface  of  a  phantom.  Hogstrom's 
formulation  is  based  on  Eyges  whose  analytical  solution  had  a  number  of 
simplifying  assumptions.  The  SAR  algorithm  on  the  other  hand  does  not 
contain  such  assumptions.  In  this  work,  we  expressed  the  SAR  algorithm  in 
the  nomenclature  of  Hogstrom's  analytical  solution  and  defined  the  Peak 
Scatter  Factor  and  zero  area  Tissuc-Air-Ratio.  We  compared  the  kernels 
used  in  the  two  formalisms  and  their  dose  predictions  against  measurements 
made  in  water  and  inhomogeneous  phantoms  at  different  energies.  We 
conclude  that  SAR  and  the  Hogstrom  formalism  are  similar  in  concept  and 
performance,  their  difference  lies  in  how  the  kernels  are  obtained. 
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A  hybrid  approach  for  commissioning  electron  beam  Monte  Carlo  treatment 
planning  systems  is  studied.  The  approach  is  based  on  the  assumption  that 
accelerators  with  similar  designs  have  similar  electron  beam  characteristics. 
For  one  type  of  accelerators,  a  reference  machine  is  selected  and  simulated 
with  the  Monte  Carlo  method.  A  beam  model,  which  is  based  on  a  multiple 
source  model,  is  built  for  this  type  of  accelerators  using  the  Monte  Carlo 
simulated  phase  space  information  for  the  reference  machine.  Wlien 
commissioning  another  accelerator  of  the  same  type,  the  appropriate 
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